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Extract from the British Medical Journal, August 27th, 1887. 
—"‘Messrs. Swırt & Son exhibited a Microscope (as shown in 
illustration) at a Meeting of the British Medical Association, 
Dublin, with many improvements suggested by Professor CRooK- 
SHANK. It is intended especially for bacteriological research, 
and competes very favourably with any of the foreign Micro- 
scopes, and is believed to be far superior to anything 
made for the price in England. It has a high angle sub- 
stage condenser, with contrivances for accurate centering, 
and for the insertion of stops without removal. The 
focus of the condenser can be accurately adjusted by a 
rack and pinion movement, this being found a 
matter of great importance when moderately low 
powers are being used. The stage is cut open in 
the centre with the object of allowing the slide to 
be removed more easily, and the stand is finished in 

the excellent manner for which Messrs. SwıFT are 
N wellknown. Its price, withtwo eye-pieces, 
two objectives—ı-inch and ps oil immer- 
sion—double nose-piece and ABBE Con- 
denser, is 416. The oilimmersion objective 
is remarkable for its powers of definition ; 
it has been tested against many of Leitz’s 
and REICHART’S, which hitherto have 
been the cheapest glasses obtainable, 
and has been found superior to them 
This is high praise, as the price of 
the three isthesame, namely, £5 55.” 

















































The fine adjust- 
ment ofthis Micro- 
scope isfitted with 
Swift & Son’s 
patent lever ar- 
rangement, or can, 
if preferred, be 
fitted with a dif- 
ferential screw. 

For high-class 
work, Messrs. 
Swift & Son would 
recommend Mr. 
Mayall’s (jun.) 
mechanical stage, 
which can at once 
be adapted to this 
Microscope with- 
out alteration, and 
readily removed 
when not required. 
Price £2 155. 


IT 


2210207752 
























Med  SROUCH'S MICROSCOPES, 


K3644 AND PHOTOGRAPHIC LENSES. 





The Library of the 
Wellcome Institute for 
the History of Medicine 





MEDICAL SOCIETY 
®©E 
LONDON 
BEPOSEI 








Accession Number 


Press Mark 

















Zr 























An Illustrated Catalogue of Microscopes, Oil Immersion Lenses, and all 
Accessories for BACTERIOLOGY, PRACTICAL PHysIoLoGy, &c., and 


An Illustrated Catalogue of Photographic Lenses and Cameras, &c., forwarded 
on application. z 


HENRY CROUCH (Limited), 66, Barbican, London, E.C. 


MICROSCOFES 


THE “STAR” MICROSCOPE. | 


From 42 2s. to 45 5s. Combining first-rate optical qualities 
with sound construction. 





THE “PATHOLOGICAL” MICROSCOPE. 


Specially constructed for Medical and Bacteriological research. 





THE “POPULAR” AND “NATIONAL” 
BINOCULAR MICROSCOPES 


- More particularly designed for the use of Amateurs ; are steady 
and admirable Instruments, varying in price from 
£ıo ıos. to „422 Ios. 


THE. “ INTERNATIONAL” BINOCULAR 
MICROSCOPE. 


The most complete Stand that has ever been constructed, giving 
every facility for the most delicate investigations, and carrying the 
Achromatic Microscope to the highest state of perfection yet 
attained, varying in price according to the number of 
Object Glasses and amount of Apparatus, 
from #50 to 4200. 








Full Catalogues and Descriptive Pamphlets, giving every particular 
as lo price, &c., sent free by post upon application to 


R: & [BR 


68, CORNHILL, LONDON, E.C, 
LISTER WORKS, HOLLO WAY, LONDON, N. 


THE 


NEESNOSCOLRR. 


ar 










— 
CHANDOS ST, 





IN 


TEBORVFANDZRRACTICE. 


Translated from the German 
OF 
BROEEONRE SNARGEBREI 
AND 


DSOEes SCHWENDENER. 


WITH NUMEROUS ILLUSTRATIONS. 


Vondon: 
SWAN SONNENSCHEIN, LIOSWEREENV Rz CO, 
PATERNOSTER SQUARE, 
1887. 


vr 
Du 
Pr 






LIBRARY 
we!MOmec 


u 
Na. 





K6 


WELLCOME INSTITUTE 


PREFACE. 


Trrs translation of Nxgeli and Schwendener’s well-known treatise 
“Das Mikroskop” was commenced by Mr. Frank Crisp, Secretary of 
the Royal Mieroscopical Society, immediately after the publication 
of the last (German) edition (1877), with the intention—as indi- 
cated by him in a communication to the Quekett Microscopical 
Club—of filling up a blank in English mieroscopical literature 
in regard to the scientific technical treatment of the theory of the 
Microscope, in which English text-books were so deficient. 

The student refers in vain, even at the present date, to English 
works on the Microscope for explanations of the theory of the 
construction of objectives, eyepieces, &c., or for the discussion of 
the phenomena of diffraction and polarisation in their connexion 
with the Microscope, or for any scientific treatment of the question 
of interpreting microscopical images or the theory of microscopic 

. observation. These subjects are dealt with systematically in 

German works only, and notably in that of Na&geli and Schwen- 
dener. 

The translation was thus undertaken with a view to placing 
before English readers the then best known collective exposition 
or technical treatment of these points by German writers. 

When therough draft of the translation was completed, the first 
five sheets (80 pp.) were revised and put in type, but in conse- 
quence of prior claims upon his time in connexion with the Royal 
Mieroscopical Society, Mr. Orisp was compelled to'relinquish the 
task of further revision and of passing the volume through the 
press, a labour which was undertaken by Mr. John Mayall, jun., 
one of the editors of the Society’s Journal. 

Just as the printing was completed a fire destroyed the premises 
of the printers, and the whole of the printed sheets of the volume 
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were burnt except one set as far as p. 374, which the publishers 
had retained in their possession, together with a few of the 
woodeuts. | 

Under these eircumstances the publishers had to consider the 
alternatives (1) of abandoning the issue of the volume; or (2) of 
incurring the additional expense of re-translating the portion of 
the work totally lost by the fire, replacing the missing woodeuts, 
and reprinting the whole; or (3) of reprinting as far as p. 874 only, 
omitting therefore Part VIII. (Microphysics), Part IX. (Micro- 
chemistry), and Part X. (Morphology). It was finally decided to 
adopt the last course, —hence the present issue. 

Whilst it is much to be regretted that this translation should 
only now be issued, microscopists will no doubt appreciate the 
advantage of having a version in English of a work which has 
received high commendation from both English and foreign critics ; 
and it is hoped this volume may be supplemented before long 
by an English version of the further researches in Microscopical 
Optics by Prof. E. Abbe, of Jena, which have extended so much our 
knowledge of the matters dealt with in Nxgeli and Schwendener’s 
work. 
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THEORY OF THE MICROSCOPE. 


T. 
INTRODUCTION. 


Ttık compound dioptrie Mieroscope consists, in prineiple, of two 
systems of convergent refracting lenses, of which the one direeted 
to the object is termed the Objectwe, and the other, turned to the 
eye, the Zye-piece. The objeetive forms an inverted image of an 
object placed somewhat beyond its prineipal focus, and this image is 
viewed through the eye-piece just as through an ordinary magnify- 
ing lens. 

The optical action of the Microscope may be readily compre- 
hended from Fig. 1, which shows the process of the formation of 
the image, The rays of light proceeding from the object « b unite 
after their passage through the objeetive A to form the real image 
b a,the position and magnitude of which depend solely upon the 
focal length of the objective and the distance of the object. If we 
denote these quantities by / and p respectively, and the distance of 
the image by »*, then their mutual dependence is expressed by the 
well-known equation 


—ı + FouE SEE 

De J 
The image b’ «a acts as a real object tothe eye-piece 2, and as its 
distance isregulated so that it lies somewhat nearer to the eye-piece 
than its principal focus, a virtual image D”’ a” is formed, which is 
visible to the eye when placed over D. If we denote by p, and 
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Pı* the distances of the images b’ « and b’ a’ from the eye-piece 
> 

and by f; the focal length of the latter, we obtain the equation 
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Pı RE un 
If the distance between the eye-piece and the objective is con- 
stant, and their focal lengths fand f, are given, then p,* is deter- 





mined by p, pı by p*, and p* by p, and, consequently, the first 
‚quantity p,* by the last p. It is always possible, therefore, so to 
regulate the distance of the objeet from the objective that the final 
virtual image shall be at the distance from the eye of distinct vision. 

The linear dimensions of the image and object are in the ratio of 
their respective distances from the image-forming lens.. In the 


i NK n* 3 
case of the objective this relation is expressed by ei and in that 
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of the eye-piece by =1-, The combination of the two in the 
ai : WIDE 
Microscope gives therefore an amplification of En times. 
1 


In order that the image seen by the eye may be distinet and 
bright, the spherical and chromatic aberration must be reduced to 
a minimum, and the apertures of the lenses must be as large as 
possible. These conditions are, however, in antagonism, as the 
aberrations of a single lens increase with its aperture. Distinct- 
ness can, therefore, be gained only at the cost of brightness, and 
conversely. This inconvenience reaches such a pitch in the older 
Microscopes, that when their images are at all satisfactory in point 
of distinetness they are very deficient in light, even with moderate 
maenifying powers. 

It was only in more recent times that the happy idea was sug- 
gested of constructing the objective of two or three compound lenses 
approximately achromatic. It was soon found that by their skilful 
combination both kinds of aberration could be eliminated far more 
perfectly than had been at all feasible in the earlier arrangements 
by merely diminishing the aperture. In addition to this, the 
important advantage was gained, that, as the deflection of the rays 
which form the image was divided between several lenses, their 
eurvatures might be considerably reduced, and thus a larger aper- 
ture obtained. 

We shall, hereafter, examine more closely the prineiples of 
achromatism and aplanatism as far as they concern the construc- 
tion of the Microscope, and will for the present assume that we 
have an ordinary objective composed of three compound lenses, 
just as it leaves the hands of the optician, and will trace the course 
of the rays of light from the object to their reunion in the image. 
Our explanation will be based upon the dioptrie investigations of 
Gauss,' which expound the laws of the refraction of light in the 
case of a concentrie system of any number of spherical surfaces, 
between which lie media with varying refractive indices. Though 
the suppositions which form the basis of these investigations are 
not applicable, in certain essential points, to the course of the rays 
in the Microscope, still the results furnish an excellent view of the 
conditions met with. In a subsequent chapter we shall give the 


\C. F.Gauss: “ Dioptrische Untersuchungen.” —Abhandl. Göttinger Gesell.,I., 
1843, 
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actual theories of Gauss, with some abridgments and modifications, 
which will facilitate their comprehension by non-mathematical 
readers. It will be sufficient, here, if we summarize the most 
important of his conclusions, and demonstrate the points of differ- 
ence and analogy which exist between an infinitely-thin lens and 
systems of lenses. 

An infinitely-thin convex lens (that is, one whose thickness 
as compared with its radii of curvature may be disregarded) has 
the property of transmitting rays which are directed to its optical 
centre without refraction, and of uniting incident parallel rays in 
one point, the prineipal focus. 





IRrG=2 2% 


If a b (Fig. 2) is the given lens, 0 C” its axis (that is, the line in 
which the centres of curvature lie), Z its optical centre, and F F* 
two points at a distance from the lens equal to its focal length, 
through which two planes are drawn at right angles to the axis; 
then the rays which start from a point in the plane 7 will emerge 
from the lens as parallel rays, and, conversely, rays which are 
parallel when they enter the lens will be united in one point in 
the plane #*. To every incident cone of rays, whose apex lies 
in the plane #,there corresponds an emergent cylinder of rays, and 
to every incident eylinder of rays a corresponding cone of rays 
whose apex lies in the plane #*. If the rays, in addition to being 
parallel to each other, are parallel to the axis of the lens, then 
their point of union is situated on the axis at the other side of the 
lens, that is, at For F*. 

On this property, coupled with that possessed by spherical 
surfaces of so refracting rays proceeding from a point that they 
(or their prolongations) again intersect in a point, is based the 
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familiar construction, by means of which the position and magni- 
tude of the image of a given object can be easily determined. Let 
two lines p r and » q be drawn from the extremity » (Fig. 3) of 
the object p t, one of which cuts the axis in F, whilst the other 
proceeds parällel to it. From g and r, the points of intersection 
with the plane Z, let two other lines r p* and q p* be drawn, 
whose directions are, as it were, interchanged with the former 
lines, r p* being parallel to the axis, and q p* intersecting it at 
F*. It is evident that the two lines p r and p q represent two 
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rays, which, after refraction, unite at »*, and as all the other rays 
which proceed from p are refracted in a like manner to »*, the 
image of the point p is formed at p*. By a similar construction 
the image of the other extremity t, as well as of all other points 
between p and t, may be obtained. To simplify the matter still 
further we can replace one of the two lines by the ray af direction 
p E p*, which passes through unrefracted. i 

If we would extend the terminology introduced by Gauss to 
this simple case of an infinitely-thin lens, the planes # and #* 
would be termed the jocal planes, and the plane Z the prineipal 
plane. The distances of the focal planes from the principal plane 
represent the focal distances, and their points of intersection with 
the axis, the focal points. 

It must, however, be borne in mind that the above construction, 
as well as the formuls generally given in the text-books of 
Physics, by which the position of the image is calculated, are only 
accurate, even for infinitely-thin lenses, on the two suppositions 
that the rays from the object form very small angles with the 
axis, and that the effective portion of the refracting surface is only 
a small part of the whole spherical surface. These are limitations 
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which we shall retain in the following examination of systems of 
lenses, so that the aberration due to spherical form will be dis- 
reoarded. ' 

When the refracting surfaces, which bring about the union of 
the rays (or of their prolongations) to form the image, are situated 
so far from each other that a neglect of these distances in com- 
parison with the other constants is inadmissible, the rules by 
which the paths of the refracted rays are determined undergo an 
essential modification. This case may occur as well with single 
lenses of considerable thickness as with systems of lenses as 
employed in the Microscope, and in the treatise of Gauss, the 
most general case is supposed of there being no limitation of the 
distances between the refracting surfaces. 

Such a system of refracting surfaces, with their centres of 
curvature lying in a straight line, has, in the first place, the 
property, in common with an infinitely-thin lens, of reuniting in 
a point rays emanating from a point, or, in other words, of re- 
fracting homocentric pencils of lieht in such a manner that after 
the refraction they still remain homocentrie. Secondly, it may be 
shown that under all eircumstances there exist two points on the 
common axis, Fand #*, which exactly coineide with the foci of a 
single lens, since the planes drawn through these points at right 
angles to the axis possess all the properties of focal planes. As, 
however, the latter may, under certain eircumstances, lie within 
the limiting surfaces of the system, they can be characterized only 
by the definition already given above, which is universally applic- 
able, viz.:—that to every incident homocentrie pencil of rays 
whose centre lies in the anterior! focal plane, there corresponds 
an emergent parallel pencil; and, conversely, to each parallel 
peneil an emergent homocentrie one whose centre lies in the 
posterior focal plane. 

The distinguishing feature of a compound refracting system 
consists in this —that two points, Z and Z*, take the place of the 
optical centre, the former in reference to the incident rays, and 
the latter to the emergent rays. These points are called the 
‚prineipal points of the system, and the planes drawn through them 
at right angles to the axis are called the prineipal planes. Their 
importance will be at once evident, if we try to determine by con- 
struction the image of any object @ b (Fig. 4), as before in the case 


ı With regard to the direetion of transmission. 
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of the single lens. A ray proceeding from 5 through the first 
prineipal point Z undergoes, in a sense, nO deviation, since the 
direetions of transmission before and after refraction form tlıe 
same angle; but the emergent ray, produced backwards, cuts the 
axis at the second principal point Z* instead of Z. It may be 
treated, therefore, as an unrefracted ray which has been displaced 
along the awis to a distance equalto E E*. A similar displace- 
ment must be taken into consideration in the case of every other 
ray, whatever its direction may be, The emergent rays always 


b* 
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behave as if the refraction had taken place in the first prineipal 
plane, and then a displacement of the refracted ray had taken 
place along the axis to the distance Z# E*, or, what amounts to 
the same thing, as if the displacement of the incident rays had 
taken place first, and then the refraction in the second principal 
plane had followed. We can, accordinely, determine without 
diffieulty the direction of a ray which is incident parallel to the 
axis —it must be produced to the second principal plane and then 
carried on through the focal point #*. Conversely, a ray which 
cuts the axis in the first focal point # must be produced from the 
first prineipal plane in a direction parallel to the axis. 

Consequently, from a given point d of the object (Fig. 4), not 
being on the axis, there may be drawn three distinetive rays, for 
which the corresponding emergent rays may be constructed just 
as readily as with the single lens. Two of them are sufficient to 
determine the point b* of the image, for the others will, obviously, 
be refracted to this point also, as indicated in the figure. 

It is evident, therefore, that the combined action of a refracting 
system is in every respect analogous, though not entirely equiva- 
lent, to the refraetion of an infinitely-thin lens. A lens of equal 
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focus placed at # will, in fact, depiet an image of the object « b 
(Fig. 4), which will be exactly similar to d* a*; in order to 
coincide with b* a*, however, the former image must be displaced 
along the axis parallel with itself to a distance equal to that 
between the two principal planes. 

The focal lengths of a system of lenses are measured by the 
distances of the focal points from the respective principal points, 
consequently by the lines # EZ, E* F*. We have hitherto 
regarded them as equal to one another, because this equality 
actually exists when the terminal surfaces of the system are 
bounded by the same medium, as is usually the case in the Miero- 
scope. Where this condition is not fulfilled the two focal lengths 
vary as the refractive indices of the corresponding media. If, for 
instance, the incident ray passes into water, and the emergent ray 
into air, the anterior focal length is to the posterior as 1} to 1 
(14 being the approximate refractive index of water). On this 
supposition a ray direeted to Z is not only displaced to #*, but is, 
in addition, refracted as though at Z it passed out of water into air. 
The ray of direction, as the ray passing through unrefracted is also 
in this case usually called (in accordance with the terminology for 
one refraction), can, therefore, no longer be drawn through Z and 
E*, but must be drawn through points, of which the first is at a 
distance from its nearest corresponding focus equal to that of the 
posterior focal length, and the latter at a distance equal to the 
anterior focal length. These two points, which in the present 
case share with one another the function of the optical centre of a 
single lens, are called the nodal points. In the following examin- 
ation of the Microscope, however, the introduction of these nodal 
points is superfluous, since the immersion of the objective in water, 
as well as the effect of the thin glass cover, can be as well taken 
into account afterwards. 

If we represent the distance of the objeet from the first principal 
plane by p, the distance of the image from the second principal 
plane by p*, and the focal length by /, we obtain the equation 


1 hi 1 1 
Da 
which agrees with that above established for a single refraction. 


The quantities p and »* are called the conjugate Focal lengths ; 
p* is to be taken as negative, when image and objeet lie on 
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the same side of the prineipal planes, which always happens when 
p <J. The ratio of p to p* gives, in the same way as with the 
single lens, the linear magnifying power, so that its value, as 
found above, remains correet for all cases. 


11. 


ANALYTICAL DETERMINATION OF THE PATH OF 
THE RAYS IN REFRACTING SYSTEMS. 


WE have now to determine the points Z and Z*, and F and F* 
(which are called the optical cardinal points) for a given refracting 
system, in which the eurvatures and distances of the refracting 
surfaces, as well as the refractive indices of the media, are known. 
This problem can, however, be reduced to a much simpler one in 
our special case, where we have to consider only lenses and 
combinations of lenses. It is sufficient to extend the theoretical 
consideration to Zwo refracting surfaces, and to work out the 
caleulation according to the formul® already obtained for the 
separate lenses, or for the pairs of surfaces, of which the system 
is composed. Each two systems of cardinal points may then be 
combined in the same way as the effects of two refractions were 
combined for the determination of their cardinal points. The 
same, of course, holds good for the resulting systems, and the 
' process of combination can be continued, until, at length, the 
total effect of the refracting surfaces is reduced to one system of 
principal and focal points. 

Let the points N’and N’ (Fig. 5) be the so-called vertices of 
a lens, that is, the points in which its limiting surfaces are inter- 
sected by the optie axis O X; r" and r” the respective radii of 
eurvature, M°, M’ the corresponding centres, and n°, n’, n* the 
indices of refraction of the media in succession from left to right: 
in front of, within, and behind the lens. If the first and the last 
medium is air, as is the case with most optical instruments, then 
n’ and n* may be taken as equal to 1. We will, however, leave 
these quantities provisionally undetermined for the sake of 
symmetry in the form of the equations. 

If $S P is the line along which the incident ray is transmitted, its 
position in the plane of the paper may be determined by means of 
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any given system of rectangular co-ordinates, to which, also, can 
be referred all other direetions and points which come into con- 
sideration. If we take the straight line in which the centres of 
curvature lie as the abseissa-axis, and denote, for brevity, the 
abseiss of the points N®, M®, N’, M’ by the same letters, so that 








Fıe. 5. 


"=M°’—N°, "=M-—N’ (which values will therefore be positive 
for convex refracting surfaces and negative for concave), the 
equation for the ineident ray assumes the forın 


vo mim 6 


For readers who are little conversant with mathematical modes of 
expression, we may add that y is the rectangular ordinate to the 


optical axis, x the corresponding abseissa (taken from any given 
0 

point of origin), & the tangent of the angle which the ineident ray 
m 


makes with the direction of the axis, and b° the ordinate of the 
point in which the ray meets a plane drawn through N° at right 
angles to the axis. 

By the first refraction at P the ray takes another direction, 
which will be determined by the equation 


Y — 5, (x — N) E= b', 


; Kr a 
in which, as is easily seen, the quantities = and 5’ are dependent 


upon 2 and 5°, as well as upon the curvature of the lens. 
m 


If the aperture of the lens is, as we assume, very small in pro- 
portion to the radii of curvature, the effective portion of the 
refracting surface will nearly coineide with a tangential plane 
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drawn through the vertex. The plane is, therefore, intersected by 
the refraeted ray (produced backwards) in a point whose distance 
b’ from the axis is, within a very small quantity which we may dis- 
regard, equal to 5%. The equation for the refracted ray becomes, 
therefore, 


[2 


y=- @- N) + m @) 


It is evident that the ratio to the second vertex N’ may be 
expressed in a similar way. For this purpose the term 2° has. 
only to be replaced by another, b*, which determines the point 
of incidence upon the second refracting surface, or, more precisely, 
upon the tangential plane drawn throush N’. We obtain, there- 
fore, 


By equating the expressions on the rieht-hand side of the- 
equations (2) and (3) we get 
Sn 
* _ 790 NN 
b 0 + 7 (N*—.N®). (4) 
In order, still, to determine the unknown quantity 8° by means of 


‚8° we must draw through 4° (Fig. 6) a perpendicular which cuts 
the refracted ray at Q and the prolongation of the ineident ray at 





Fie. 6. 


Q. Let the angles which this makes with ? Q and PQ' be & 
and &, and the angles of ineidence and refraction a and a. In 
the triangles ?P Q) M’and P Q M°, since P M’=»", the trieono- 
metrical ratios are 


sin @ sin «a 
MO: = ya, erg 


From this results 
MV sin a’ sin & 


MQ9 “ sinasın 4 
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RS INLON n? ; ae 
or, since —— — = —, (according to the law of refraction), 
sin a Mn 
es 
n’ sin & 
AU = MN. 5 
% n sin & % 6) 


From the equations (1) and (2) for the incident and refracted ray 
we get, however, for the ordinates of the points Q and @, for 
which &—- N’=9, the values 


0,0 
y(=4MQ) =W + es 





0 
(ng) = m + Er. 
If we substitute these in equation (5), then 


a N) (m + — 
N n sn & 

or 

Br sine n'b° 

nn Rue 

In this expression the first term on the right-hand side is strietly 
accurate ; but, since & and &, according to our supposition, differ 
from a right angle only by small quantities, and, therefore, their 
sines differ from unity by quantities which, as compared with the 
latter, are very small, it follows (since the quotient must in 
addition to this be multiplied by the small quantities 5° and 8°) 
that 

n® 





= mM - IM, (6) 


which is accurate for quantities up to the third approximation. 

It is, therefore, clear, without further explanation, that if the 
equation for the path of the ray after the second refraction at 
the posterior surface of the lens is brought into the form 

* 

v- Ee- mm +, @) 
the quantity 8* can be determined through 8’ in exactly the same 
way as the latter is determined through 8°. We have, therefore, 
only to change the accents in the expression just found for 8. It 
then becomes 
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or, if we substitute for 8’ and b* their values from (6) and (4), 


Br = @ - ni D—_ Em on (B- , ») © = —)] 





I£ we take, for the sake of brevity, 





ud. = — 
‚mn wo 
Zr W 


then the above expression becomes 


B* ß + uw + WW + WER + ut, 


or 
ß* = (W + wW + Wut) D + (wt + 1)R". 


Similarly, we obtain from equation (4), if for 8’ and N* — N 
we substitute their values, 


br = (u + Dr E88. 


To further simplify these expressions let 


a AG) 
Dell. 
ou oe el | > 9) 
de Fe 


consequently 
je} kb + IB! 
b* gb? At hß? i (10) 


II 


Conversely, the quantities 8° and 5° can, of course, be determined 
through 8* and b*, if the latter are known. It is only necessary, 
for this purpose, to substitute successively the values of D’ and &°, 
obtained from the one of the two equations, in the other equation, 
and in the reduction to bear in mind that gU— kk= 1. This 
latter ratio may be readily proved by multiplication of the cor- 
responding expressions in (9). We obtain 


er = Ahlen ae lebe 
Do = Ir — je |: (11) 


I 


I£ Pisa given point on the straight line (if necessary produced) 
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which the ineident ray deseribes, and &,n its co-ordinates, we have 
then, according to equation (do 


ı- Se-m+n 
‘or, if we substitute for 8° and 2° their values from (11), 


* 
ne ee (E — NO) — ne* + Tr, 


«consequently 
x _ 9m + [mh — g(E — 9] ß* 
2 nl — k(E — N : 


If we put this value in the equation (7), which determines the 
‚direction of the ray after the second and last refraction, then the 
‚equation, if the terms multiplied by 8* are placed together, will be 
B* mh—g(&— N?) 

—ı2 — (N*— ‚* 
n*l” | ml KEN)” ) 


‚and if we write by way of abbreviation 
N* n’h — g(E — N 


— + = * 
zn (13) 
BERN 0 a 
DIE end 








nn 


NI-REN 9 





= +7 











the equation will then take the form 


v-tr+@-m. 

Therefore, on the last path of the ray there must of necessity lie 
a point P*, whose co-ordinates are &* and n* ; for, if in the above 
equation we take x = £*, then y= n*. Since, then, E* and 7* are 
determined solely through E and n, in combination with the optical 
constants entering into 9, h, k, Z, and are not dependent upon the 
quantities 8° and 5°, it follows that every ray, which on its first 
path passes through the point ?, must on its last path pass through 
the point ?*. Im other words, to the incident rays whose lines of 
direction intersect in the point P there correspond emergent rays 
which (if necessary produced) intersect at ?*. The point 7 may, 
therefore, be regarded as the object, and ?°* as its optical image; the 
object is, however, real only when P lies in the first medium, there- 
fore if & — N’ is negative. Similarly, the image can be real only 
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when &* — N* is positive, or /* lies in the last medium. In the 
opposite cases object and image are virtual only, %.e., the rays do not 
actually proceed from P nor actually converge at P*, P and P* 
being merely the points of intersection of their prolongations. 

If we draw through the points ? and P* planes at right 
angles to the axis, it is evident that to every point in the one plane 
there corresponds a co-ordinate image-point in the other; for, if & 
remains constant, &* undergoes no alteration, being dependent 
in a given system upon € alone. The distances of the respective 
objeet- and image-points are to each other as the corresponding 
ordinates n and n* ; or, according to equation (13), as 


n? 


= men@e- N®) 


Every object of finite extent may be regarded as such a system 
of points, and it would give rise, therefore, to a continuous image 
whose linear dimensions are determined by the above-mentioned 
relation, the object being taken as unity. If the quantity 
0 
ER es N) be represented by =, then this is the co- 
efficient of linear amplification. Its sign distinguishes whether 
the image is erect or inverted; if it is negative, and with it there- 
* 

fore nn it indicates that the objeet-point and the image-point 
lie on opposite sides of the axis. 

The points Pand P* may, of course, assume all possible positions 
within the limits established in (13) as to their inter-dependence, 
since for every value of & the corresponding &* can be caleulated. 
Of these positions three in particular deserve special consideration, 
since they exhibit a more simple ratio between the incident and 
the emergent rays. 

We will first bring the two points into such a position that 
they are at equal distances from the axis. Therefore n=n*; or, 





nd 
Di — nT) - k(€E — N) za 
0 er 
whence we obtain € - NM = — as 1 ” 
"an 


consequently E=N — Ban: (14) 
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Similarly, we obtain for &*, if we put this value in the equa- 
tion (13), 


N sa) (15) 


If, therefore, we suppose that there are two points Z and Z* on 
the optie axis, whose absciss@ (which we also denote by Z and ° 
E*) are equal to the values of £E and &*, which we have just found, 
and if we draw through them two planes at richt angles to the 
axis, then the first will be met by the incident ray at a distance 
equal to that at which the second will be met by the emergent ray. 
The points in question are, therefore, no other than the prineipal 
points of the system, and the planes drawn through them are the 
principal plames. 

It may also be easily proved that if n® = n* a ray directed to 
E will emerge without deviation. For, if, in the equation for the 
incident ray, that is, in 


0 
van) +D, 


x is made equal to Z, and for (# — N°) its value from (14) is 
substituted, then, since y will be 0, we get 


consequently 





02 
(7 


I£ we introduce this value in the expression for 8* (equation 10), 
BEI 
then 8* = £°, and, (since n* = N); a ; that is, the emergent 
ray forms the same angle with the axis as the ineident ray. The 
ray directed to K is a ray of direetion. 
It is not necessary here to follow out further the consequences 
which result for the case of n° and n* being unequal, and therefore 
* 0 
Er and 12 being to one another as n to n*. 
n* n 
As the second case, let the position of P and 7’* be such that 
the image-point is at an infinite distance, and consequently 
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Er — N* = =. Therefore, evidently, „* = », and, as we 
assume that n > 0 has a finite value, 
m’ Be 
ee 


Since, in this expression, the numerator is a finite quantity, the 
denominator must = 0, and, therefore, k (€ — N°) = n’l, from 
which we get 

nel 


N (16) 


In like manner for the analogous third case, in which the object- 
point lies’at an infinite distance, we get from equation (13) the 
corresponding value of &*. If, for instance, we consider that 
the quantities n® % and n° /, which occur in the numerator and 
denominator, disappear in comparison with the infinite quantity 
(E — N°), it is readily seen that 

er = Nr _ . an) 

These values of Eand &* evidently correspond to the absciss® 
of the two focal points Fand #*, and the planes drawn through 
them at richt angles to the axis are the focal planes. As soon as 
one of the two points lies in the corresponding focal plane, the 
other moves to an infinite distance. 

The distances of the respective principal and focal points may 
be determined from their absciss, given in equations (14) to (17), 
by simple subtraction of the corresponding values of the absciss«. 
We get 


a. Me 
5 Rk 

Pr Hr n* (18) 
7 N al 


The quantities — n and — = or the distances of the prineipal 
("7 
planes from the corresponding focal planes, are called the focal 
lengths of the system. They have under all eircumstances—since 
n’ and n* are, from their nature, positive numbers—the same, and 
k the opposite, sign. If they are positive, and if, therefore, X lies 
behind #, and #* behind Z*, the system is called a convergent 
one; it acts as a convergent lens and produces real images. In the 
C 


18 THEORY OF THE MICROSCOPE. 


opposite case the system is called divergent, because it acts as a 
divergent lens and produces only virtual images of real objects. 
The distances of the object from the first, and of the image from 
the second, principal plane may be called their conjugate focal 
lengths in accordance with the terminology used in the case of 
single refractions. Their values may be easily caleulated from 
what has been given above. The transposition of the equations 
(14) and (15), in which € = Eand &* = E*, gives 
(1-5) 


NI= + 7 ’ 


er 
k 
If these values are substituted in (13), where & n and &*, n* 
represent the co-ordinates of the conjugate foci P and ?*, they 
become 
(EB - 58 
"+ k(E — 
a ie (19) 
nt = U TE 
"+k(E- © 
From the former of these equations we get 
m? Mr 


a ger, a re on le: 
Dre 

or, if we denote (# — &) by p, (E* — E*) by p*, and the focal 
lengths by fand f*, and if we also add the values of —% from 
(18), 





0 mE 0 * 
mM nm m N + 
; + x — — I: m en I 7% . (20) 
Br N U 
The analogy to the case of refraction at one surface is consequently 


apparent. 

The magnifying power m, which expresses the ratio of the 
ordinates 7* and n, now assumes, in conformity with the expres- 
sions in (19) and (20), the following additional forms: 





n’ il 1 f n* + kp* 
Ar En p = f y 
hi RE 
en ee 


‘ 
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For the completion of theanalogies which exist between the optical 
action ofa system and the case of refraction at one surface, the equi- 
valent significance of the quantity / for the former and «° or « for 


the latter must here be further emphasized. It may be shown that 
n? 


j * 
the relation expressed in (20), that isk = — er 2: obtains 


in a manner precisely analogous for v° and «, and that if we 
represent the focal lengths of the first refracting surface by 
& and &’ and those of the second by &” and &”, then 





h n? W 
WW = —ıo] 3 b) 
® ® 
W WW 
W,3— $d” m dieser h” x 


For if, in the equation for the direction of the ray after the first 
refraction, we make (2 — N°) = 6&', and, consequently, & equal to 
the abseissa of the focal point, and if we substitute for 8’ its 


value 8° + «°b°, then 


0) 070 
Au ae un. 70 


2 RW 


> 


and, since this value must be 0 for rays ineident parallel to the 
axis (for which 8° = 0), there results 


wm =.((): 


consequently 


UNE 


Similarly, we get from the equation for the incident ray, if for 8° 
we put its value 8° — 0°, : 


(0) 

It will be clear, without further explanation, that the ratios of 
; 7 a 

w tod and &” may be deduced in a similar manner. 


The quantities u, w, 7: are, consequently, all equal to — + er 


is the anterior or the posterior focal length, and rn the index of 
refraction of the medium in which the ray moves, before the 
c2 
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assumed refraction in the one case, and after it in the other. The 
deviation caused by the latter is, therefore, the same as that which 
would be brought about by an infinitely-thin lens bounded on both 
sides by air (for which n = 1) and whose focal length = f. 

These ratios supply us with a ready means of combining any 
two systems of optical cardinal points just as easily as two refract- 
ing surfaces; for, by virtue of the equations already given, it is 
allowable to reduce all the refractions to the case of infinitely-thin 
lenses, and to take the quantities «° and «, which appear in the 
formulz for 8’ and 8”, as equal to the reciprocal focal lensths of 
those lenses, taken as negative. 

If, for instance, Z’ and 7’ are the principal points of a lens, 
whose (caleulated) focal length = f°, and Z, 7’ those of another 
lens, whose focal lensth is f’, then, in accordance with the pro- 
perties of prineipal points, a ray which passes through both will be 
refraeted as if in Z°and Z’ were situated infinitely-thin lenses with 
the same focal lengths. The distance of the points /° and Z’ has, 

* 0 
thereforethe same signification as us, = ft has in the 
case of a single lens. This also follows directly from the equations 
for the ray before and after refraction, referred to the principal 
points. For its direction before refraction we have 


y=R@-E) +; 
after the jirst refraction 
y=-B@- M+®, 
or, referred to #’, % 


BR (@- 2) + Br; 


Y 
after the second refraction 
= —- T) + b*, 


From the middle equations, making the expressions on the rieht- 
hand side equal, results 


BZ yERE 


DETERMINATION OF THE PATH OF RAYS. 21 


whilst we found above [equation (#)] 





* 
D* — 5) + - he 


The analooy is, therefore, apparent. As, however, besides the re- 
fraction upon which d* is alone dependent, there also comes into 
account the displacement of the rays from one principal plane to 
the other, then, with respect to the position of the emergent to 
the incident ray, the first principal point #° corresponds to the 
anterior lens-vertex, and the last /’to the posterior. I£, therefore, 
in the preceding, Z and Z*, in their position to N’and N*, are 
determined by the equations 








ee m leere 


the prineipal points of the resulting system, denoted by BE and E* 
will be given by 


D) 








Er Rz 
70 Kt k 
Pe a Me 


The same holds good also for the focal points. We have 


2 I 
0 Kt RE LLER 


SUMMARY OF THE RESULTS. 


It is probable that many who are not able to follow readily the 
preceding analytical explanation will wish us to summarize the 
most important of its results. 

The quantities which enter into the formulz for the determina- 
tion of the prineipal and focal points, and which evidently remain 
constant for a given system, are g,1,/:; these are, in their turn, 
dependent upon two series of other quantities, viz., u, ww .. 


Ta, O Ö 1 
and?,?t....,in which ap denotes the focal length (taken as 


negative) of an infinitely-thin lens, which would produce a devia- 
tion equivalent to the first refraction, and w, w have the same 
signification for the second and third refraction, while Ü,"... 
denote the distances of the imaginary equivalent lenses. Hence it 
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follows, that if, with any combination, two refractions only eome 
into account, whether at surfaces or through imaginary lenses, the 
first series of these quantities are reduced to «° and w, and the 
second to f. In the preceding mathematical consideration we have 
eonfined ourselves to this simple case. 

If we denote by »" and r’ the radii of curvature of the anterior 
and posterior lens-surfaces, and by f? and the focal lensths of 
lenses whose action is equivalent to therefraction at those surfaces, 
in the sense that to equal angles of incidence correspond equal 
angles of refraction, and if, further, the index of refraction of the 
lens-substance is represented by n, then, if the surrounding medium 
is air, 

1 n — |1 

eig ei 

WW = - a 

ff 7 7 

It must also be observed that the radii of curvature r" and r’ are to 

be taken as positive or negative according as the incident ray meets 

the convex or the concave side of the surface. If the surface is 

plane, then r = oc and, consequently, the corresponding v = 0. 

Similarly, the focal lengths, where these are brought into account, 

are to be taken as positive or negative according as the refrac- 

tion causes the rays to converge or diverge,—that is, positive 

for converging and negative for diverging lenses and systems 
of lenses. 

For the quantity ?‘ we get, in the case of a single lens whose 
thickness = d, 


u = 











and, in the combination of two systems, if the prineipal points of 
the first are denoted by their abseisse Z” and 7°, and those of the 
second by Z’ and 7, 

DW, 


that is, 7’ is equal to the distance of the principal points which are 
turned towards each other. 

The operations which are necessary for the deterinination of the 
optical cardinal points can now—since x", w, and ! may be regarded 
as given—be easily collected in a tabular form. 
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I.—For the optical constants :— 


Buhl 


l=wt! +1 
k= ut Fa WW =ug + w 
in — 
for which the equation 
gg -ıhk =]1 
serves as a check. ! 


II.—For the cardinal points :— 














a. Two refracting surfaves. b. Two refracting systems. 
| Sa 
E= N — % pi Sn: 7 
Br = a mr = or 4048 
2 | 
I I 
zu 0 = | = 0 Be 
a en | F Bee 
| 1 
Focal lensth = — 7, Focal length = — 7 








The large letters here denote the abscissa-values of the corre- 
sponding points (reckoned from any point of emergence situate in 
the axis), that is, N°, N*, those of the first and second lens-vertices, 
E’, I*, and those of the first and last of the four principal points 
which enter into consideration in the combination of two systems, 
and BE E*, F F* those of the resulting principal and focal points. 

If, for example, in a given case = — 5 mm, and? 
then the first focal point F' lies 5 mm. before the first lens-vertex, 
and the second focal point F* 4 mm. behind the second. The 
other equations are similarly interpreted. 


= — 4mm,, 


IUUR 


D' #%RMINATION OF THE DISTANCES OF CORRE- 

a ONDING IMAGE-POINTS FROM THE AXIS IN 
THE CASE OF ANY GIVEN INCLINATION OF THE 
RAYS. 


As already intimated, the assumptions upon which the formulse 
of Gauss are founded are entirely at variance with the actual 
conditions of the formation of the image by means of systems of 
lenses of high power. Im Microscopes we have to deal with very 
large angles of aperture of the image-forming pencils ; the theory 
of Gauss assumes these angles to be so small that their cubes may 
be neglected. - 

Nevertheless, the conclusions which may be drawn by the aid o 
these formulz® afford a means of making an approximately correct, 
and, in many cases also, practically useful diagram of the path of 
the rays, and observation shows that the position of the cardinal 
points determined analytically does not differ very much from that 
found by measurement. For objects, therefore, whose marginal 
points are not at a great distance from the axis, the calculation 
of the corresponding magnitude of the image for any combination 
of refracting surfaces is fairly applicable, «.e., the ratio between 
image-magnitude and object is about the same as that between 
the posterior and anterior focal lengths. A construction made 
after the analogy of Fig. 4 gives, therefore, for any system 
not merely the distances in the direction of the axis (abscisse), 
but also the distances in the plane of the image (ordinates). 
Trigonometrically expressed, the latter, measured from the axis, 
are equal to the tangent of the angle at which the rays diverge 
from the direction of the axis. If we denote this angle by ö, and 
the posterior focal distance, as above, by »*, the linear distance 
of the image-point is consequently equal to p* x tan ß. 

A more accurate analytical determination of these distances, 
especially with reference to rays more obliquely inclined, leads, 
however, to the result, that in the above formula the sine of the 
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angle ö must be taken instead of the tangent. With the usual 
methods of observation this does not make much difference ; for 
the sine of 15°, for instance, is not as much as '01 of the radıus 
smaller than the tangent of that angle; whence it follows, amon« 
other things, that the small image of the diaphragm-aperture 
the posterior focal plane of the objective appears, accordin‘ 
both formul, of nearly the same size, the ineident pencil of # 
assumed to be 30° aperture. With an objeetive of 3 mm. iu...l 
2X tanaılloz 
jr 


length, the diameter, d, in the one case = SHOT 


2,322 Ba 15) > 
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1'60 mm., and in the other 
difference amounts, therefore, only to „, mm. But instances are 
found in practice, where the differences between sine and tangent 
are much greater, and where it is not permissible to disregard 
them. With reference to this we give the following theorem put 
forward by Abbe,! which is applicable to all angles that are met 
with in mieroscopie observation. It is—“ When an optical system 
is completely aplanatie for one of its focal points, every ray emerging 
from this point meets a plane drawn through the other focal point 
at a distance from the awis, the linear magnitude of which is equal to 
the product of the eqwivalent focal length of the system and the sine of 
the angle which this ray makes with the awis.” 

The proof of this proposition has not yet been published by 
Abbe. It will suffice, however, for our purpose to show that with 
any double-lens the tangent of the angle in question must, in fact, 
give somewhat too high values for the distance of the emergent rays 
from the axis—that is, if we determine the cardinal points for 
such a lens, it will be found that the anterior prineipal plane will 
lie somewhat behind the geometrical centre of the erown-glass lens, 
and will, consequently, intersect the last refracting surface. Com- 
pare, for instance, the caleulations given on the succeeding pages, 
or the construction of Fig. 7. If we suppose a ray proceeding 

from the focal point and passing without deviation to the point 
of intersection of the anterior prineipal plane with the last refract- 
ing surface, it necessarily meets this surface at a greater distance 
than if it were diverted inwards at the anterior surface of the lens, 
and then assumed, almost in the same vertical, a direction parallel 
to the axis. The differences that result from this may be shown, 
' “ Archiv für mikr. Anat.’” Bd. ix. p. 420. | 
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by way of example, in a double-lens whose focal length = 8'773 mm. 
Let the distance of the focal point from the first lens-surface 

= 7'339, therefore, that of the anterior prineipal point of the same 
surface = 1'434 mm.; and let the refractive index of the flint- 
elassı 1:6. :on uhane assumptions we get for the distance from 
the axis, y, of a ray emerging from the focal point and inclined 
at an angle of 14° after its passage through the lens:— 


a. According to the trigonometrical caleulation for tlıe case of 
the point of emergence of the ray approximately coineiding with 
the point of intersection in the anterior prineipal plane, kene, at 
the same time, the path described in the erown-glass need not be 
calculated separately, 


y = 1'339. tan 14° + 1'434 . tan 8° 40’ = 2'048 mm. 
b. According to the formula y = focal length x tan 14°, 
7 — 85703, tonnla = DaeTemm! 


Our lens is not, however, aplanatie for rays which emanate from 
the focal point, but is noticeably over-corrected. The distance from 
the axis of the ray refracted by the flint-glass proves, therefore, 
somewhat too small; it may rise to about 2:07 mm. But, in 
substance, nothing is altered thereby; the deviation as com- 
pared with the tangent of the angle of inclination continues 
the same. It is, further, evident that the amount of this varia- 
tion increases and decreases with the angle of inclination of the 
ineident ray. 


ı C£. the data for the second double-lens of the objeetive calculated in the 
succeeding pages. 
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THE COMPONENT PARTS OF. THE MICROSCOPE. 
1.— THE ÖBJECTIVE. 


WE will now turn to the determination of the cardinal points of 
an objective-system, consisting of three double-lenses, each of 
which is composed of one plano-concave flint lens and of an 
equi-convex crown lens. Let tlıe refractive index of the flint be 
1:6 and that of the crown 1'5. Under these suppositions we obtain 
for a flint-glass lens, if the thickness d and the radius of eurvature 
r be left provisionally undetermined, according to the formula 
contained on p. 19 e£ seq., 


® 5 
On £ Sy 
| WW —= (0, u in t Ru 
and, hence, 
3 Id, 
a 
consequently 
n r 
E_N4+ a,u*-N*,P- - = 


With a plano-concave lens, therefore, the second prineipal point 
coincides with the posterior lens-vertex, while the first is at a dis- 


/ 5 
tance of “ (therefore, here, = Ss d) from the plane anterior surface. 
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The focal length f° is identical with that of the curved surface ; it, 
is negative and = — — = 

Similarly, we obtain for a cerouwm-glass lens, if the radius of 
curvature is denoted by r and the thickness by d 
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therefore 
NN m 
Br = N* + - m. — N* — . 
„2 


The prineipal points of a bi-convex (or a bi-concave) lens with 
equal curvatures lie, therefore, symmetrically on both sides of the 
optical centre; the distances from the two lens-vertices are equal 
to each other. Im a sphere, where d = 27, the prineipal points lie 
in the centre. If dis greater than 27, as in eylindrical lenses, the 
second principal point will be in front of the first. 

We will now give determinate values to the quantities r and d, 
in order to apply the formul®e we have obtained to the three 
double-lenses of our objective. For greater convenience, let f? 
and f be, in each case, the focal lengths of the flint- and cerown- 
glass lenses, d’ and d’ their thickness, and e°, x°, e', © their prineipal 
points ; further, let &°, 6°, 6” be the focal lengths of the first, second, 
and third double-lenses, and Z°, 7°, E', I’, #”, I” their principal 
points; and let N®, N! N?.... _N® be the successive lens-vertices. 
In the combination of the flint- and crown-glass lenses, therefore, 


t (= € — i°) will be equal to the distance of the point e’ from the 


el il Ri 
surface of contact, «I = — F) andwW = — —. As the calcula- 


un 
tion is easy, it will be sufficient to point out the operation to be 
performed for the first double-lens only, and, for the others, simply 
to compare the results obtained in a similar manner. 
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First double-lens—Letr =1,0°=5;, DE 


then 
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We obtain from the above, for the combination of both lenses, 


© 
un L-gWa = gleitet 
further 
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For the cardinal points of the double-lens, therefore, 
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o° — 13 = 23077. 


Second double-lens.—Let r = 4, d — e dr = : 
then | 
5 72 
OSTEN? 0 ER = 
EINE 75? = NY ed = N: 153’ 
vo 72 2 EM 
I= N - = 6, 
From this 
Z=.e7 101803 = N3 + 143469 
T’=i + 6193 = N5 + 1487 
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Third double-lens.—Letr = 10, d = 7 d= er 
then 
197%, h 10 
NE 39 DEN er ler 19’ 
7. 8 10 0 2 7 10 
Ü Ne lo, ns, 
Hence E' = e + 123456 = N® + 170331 
T =%W + 7732 = N® + 9469 
b" = 24.6913. 


Since the second and third double-lenses are sometimes used with- 
out the firstwhen lower maenifying powers are required, it will be to 
the purpose if we, first of all, combine these two, and then follow 
out somewhat further their united action as an objective. For 
this purpose, we must make the further assumption that N® 
coineides with 7’; the lens-surfaces, which face each other, are 
therefore at a distance of ‘1487 apart, so that 7 (the distance of 
the prineipal points /’and Z” on that side) in this case = 170331, 
while v° and w, as usual, are to be taken as equal to the reciprocals 


2/2 


5 n ii 
of the relative focal lensths, that is, — 2 and — —- For the 


abseisse of the resulting principal and focal points, which we 
denote by (Z) (E*) and (F) (F#'*), we therefore get 

(E) = E + 470468 N® + 1905158 

(BO an N® + 332143 

(F) = (BE) — 682064 N® — 491548 

(F*) = (E*) + 682064 = N® + 574437. 


The focal length (f) of the objective therefore = 6'82064, and 
the distance of the focal point (7) from its anterior surface = 
4-91548. If the image is to be at a distance of p* = 200 mm,, 
as is approximately the case in most of the modern instruments, 
the distance p of the object from the first principal plane can 
easily be determined from the relation 

ll 1 1 


- + << =- 

FE 
We find p = 7:06146 mm. ; therefore » — / = '24. As coefficient 
of magnifying power we get 


| 
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mu — = — 289. 
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The negative sign indicates the inverted position of the image. 
The total magnifying power of the Microscope depends, of course, 
upon the action of the eye-piece, which will be more fully 
discussed subsequently. 

If, in order to complete the objective, we now add the first 
and strongest double-lens, and here, also, assume the distance 
such that the posterior prineipal plane coincides with the anterior 
surface of the second lens, then, for this combination, 


1 
Bee wor 43333 2... 
1 ıl 
’ nen Be N Sl 11 
u &) 68206 
and 
? = 1905158; 


and the result of the calculation gives us the abscisse-values of 
the prineipal and focal points, which we will denote by Z and #*, 
Fand #*, 


EZ? + 609039 


et = N° + 1:6907697 
E* = (E*) — 180008 = N° + 3175196 
5 02 748965 
R* = B* + 218042 = Ne _ :69656. 


Consequently, the focal length amounts to only 2:18, and the 
distance of the focal point from the anterior surface ‘49 unit 
of length. The distance of the objeet diminishes to '5 with a 
tube-length of about 200 mm. 

To make these numerical relations clearly apparent, the objective- 
system, which we have supposed with its prineipal and focal 
planes, is represented in Fig. 7, enlarged five times (the millimetre 
taken as unity). The cardinal planes (F) (Z) (Z*) (F*) of the 
_ two posterior lenses are indicated by dotted lines, and the prin- 

cipal planes of each double-lens by shorter lines. r 

The distance of the object is, obviously, a quantity dependent 
upon the focal distance ; it increases and decreases, cwteris paribus, 
with the latter, and is nearly equal to it in the strongest objectives. 
It does not, however, stand in direct connection with the focal 
length of the objective ; it is well known that objectives of different 
‚ makers often vary considerably in respect to object-distance, though 
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the powers are equal. The question, as to what eircumstances 
influence this quantity, is, therefore, not without practical interest, 
and it may be easily answered from the preceding consideration, 
if the focal distance (N® — F) is determined from the formulie 


N 





,_ m nun. 
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for the cardinal points of the system, and the values of the 
quantities 2 and % are substituted. If /, as before, is the focal 
length of the whole objective, &° that of the first double-lens, 
and () that of the two other lenses of the system, we get 
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and, similarly, we get, for the first principal point, 
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The subtraetion of this latter value from the focal length gives as 
focal distance 


m_R#_ MU = e] 0 ee — #5, 


ai; 9 
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If the lenses and their principal points and focal lengths are 
given, then N° — F evidently attains a value which is the larger 


0 
the smaller ? is, since the denominator 1 + ns „ \nereases and 


(N) 


decreases with /. The focal distance is, therefore, greatest when ? 
is as small as possible, z.e., when the first lens is brought as near as 
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practicable to the second lens. This approximation of the lenses 
which naturally finds its limit in the contact of the two lenses, 
necessitates at the same time a diminution of the focal length, since 
the expression found for the latter varies with £. The approxi- 
‚mation of the lenses gives, therefore, a double advantage: a 
greater magnifying power, and, at the same time, a greater focal dis- 
tance. Thisnot only holds good for the first and second lenses, but 
also for the second and third ; for, since the formula just obtained 
are applicable to any two systems of cardinal points, the combination 
of the third lens with the two anterior ones must lead to the same 
results with regard to the magnitude { which here appears. This 
follows also from the formula for the focal length, applied to (/), 
which is the shorter the less the distance of the prineipal points 
(here 7 and Z”). The smallest value of () corresponds to the 
greatest object-distance (if the allowable supposition is made that 
(f) > t), asa glance at the value of N’ — F shows. 

It is evident that the approximation of the principal points, above 
discussed, may be extended to every combination of refracting 
surfaces, and, therefore, also to single crown and flint lenses. 
Since with the latter the distance of the principal points from 
the surface of contact varies with the thickness, it follows that 
they must be made as thin as possible so as to increase the focal 
distance; by these means, at the same time, a higher magnifying 
power is obtained. 

The focal distance and. the object-distance, therefore, under similar 
eircumstances, vary imversely as the distances of the refracting 
surfaces. 

By this it is not meant that the sum of the distances can be 
taken as the absolute measure;; it is self-evident that the stronger 
lenses, in this respect also, have a preponderating influence. 

The refractive indices of flint and crown were taken above 
at 16 and 1:5. It is, a priori, clear, that an alteration of these 
figures will not be without influence upon the position of the optical 
cardinal points, and it is not difficult to understand the general 
nature of the effect of the increase or decrease. If the relation 
between the crown and flint remains the same, and still more if 
the crown only is regarded as variable, an increase of the indices 
of refraction will increase the optical action of the single lenses, 
and involves shallower curvatures with equal effect. It acts, 
therefore, in the same way as an approximation of the refracting 
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surfaces, since it diminishes the ratio of the lens-thickness to the 
radıi of eurvature or to the optical effect. With equal power of the 
objeetive, the focal distance is, therefore, the larger, cwteris paribus, 
the higher the refractive index of the substance of the lens; with 
equal curvatures the magnifying power increases with the refractive 
index, while the object-distance varies according to circumstances. 

To assist in the estimation of these influences we have collected 
in the following table the most important elements of our objective- 
system for the cases given in the first two columns. The form of 
the lenses and the refractive index of the flint (1'6) are here 
regarded as constant, but the distances’e, and e, of the double-lenses 
(e, between the anterior and middle, e, between the middle and the 
last) as well as the refractive indices n,, n,, and n, of the crowns 
are regarded as variable. We will hereafter select from these 
combinations that which appears best adapted for the correetion 
of the aberrations. 


Given. Focal Focal Object- Baer | Amplifi- 
length. distance. distance. i cation. 
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Ba | 0:1538 | 21804 | 04896 | 0:51379 | 148442 | 90-725 
2 
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en [| 10000 | 24682 | 0-3908 | 04220 | 0-80137 | 80:0297 
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SE 0:1538 | 22469 | 04719 | 050026 ı 0°99712 | 88-0096 
a ega |) 2,0000 | 25528 | 0:s602 | 0.4022 | 021758 | 77.3452 
MIN, = 





a=050 || o-1538 | 21469 | o-aa7ı | 0453 0:94787 | 921555 
ae 1:0000 ı 24522 | 03346 0'368 0:1179 80.5594 























9. —THE EYE-PIECE. 


Eye-pieces are, in the first place, intended so to refract the diverg- 
ing pencils of rays, which form the real objective-image, that they 
may all arrive at the pupil of the observer’s eye. They have also 
to form a virtual image (as perfect as is possible under the given 
conditions) of the real image, which is presented to them as the 
object. It is,therefore, plain that a single lens will fulfil the latter 
condition in a satisfactory manner only for the centre of the field 
of view,and on account of chromatie aberration will produce a con- 
fusion at the peripheral points, since the penecils of rays emerging 
from these points pass through the margin of the lens. For this 
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reason eye-pieces of modern Microscopes consist, as a rule, of two 
lenses so combined that their aberrations approximately neutralize 
each other. The combination of these lenses admits of certain 
modifications from an optical point of view, of which we may 
specially mention the following :— 


a— The Campani (or Huyghenian) Eye-piece. 


The so-called Campani eye-piece consists of two plano-convex 
lenses, the lower one of which is called the field-lens, the upper 
the eye-lens. The former collects the converging rays coming 
from the objective before they have united into an image, and 
forms the image within the focus of the eye-lens, so that it can be 
viewed through the latter as through a maenifying lens. 

For the mathematical consideration of the eye-piece it is 
perfectly immaterial in what manner it is combined with the 
objective.e We may, for instance, first bring the field-lens into 
the caleulation, and then combine the eye-lens with the resulting 
system ; or, conversely, first determine the action of the eye-piece 
as a whole, and then its action in combination with the objective. 
We will choose the latter. 

Let the focal lengths of the field-lens and eye-lens be respect- 
ively 40 mm. and 30 mm., their thieckness 3 mm. and 2 mm. If, 
then, we denote the two pairs of prineipal points by Z°, 7°, and 
E', 7, and the vertices of the refracting surfaces in their order 
from below upwards by N°, N! N®, N3, and assume the index 
of refraction of the lenses to be 15, and their distance from each 
other as 43 mm., we get 


BI = A, VOTEN 
BE NR NZ 
' consequently 
DH — 1% =A5, 
‚and, hence, for the resultant principal and focal points Z E*, F F*, 
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With reference to this system of cardinal points, which repre- 
‚sents the eye-piece as a whole, the image which is actually formed 
D 2 
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is, of course, not to be regarded as the object, but as the image 
which the objective would form alone (without the aid of the 
field-lens); it must be regarded as a virtual image, since it lies 
behind the first refracting surface of the system. Its position is 
determined by the final virtual image of the eye-lens, which for 
each observer is situated at the distance of distincet vision from 
the eye; it must, therefore, be different for different eyes, since 
this distance is variable. In order to have a definite idea on this 
point, let us suppose that the virtual image lies in a plane 
situated 200 mm. from the last surface of the eye-piece ; the 
posterior focus 9* must accordingly be taken as equal to 
1442 mm.; whence the conjugate value » = 36'041 mm. 

The real image of the objeetive would consequently have to be 
formed at a distance of 12'041 mm. from the last surface of the 
eye-piece, in order to be seen by the eye placed at the given 
distance of 200 mm. The amplification m’, which is produced 
by the eye-piece under these circumstances, is found by the 
formula 


m — Be = 401. 
er 

If, then, the mieroscope-tube is of such alensth that the posterior 
focus of the objective, taken above at 200 mm., corresponds to the 
position of the objective-image relatively to the eye-piece as just 
described, then the total maenifying power of the Microscope is 
evidently m’ times that of the objective as above found. For any 
other length of the mieroscope-tube, however, the posterior focus 
»* of the objective must first be caleulated, and the magnifying 
power then reduced in accordance therewith. If, for instance, the 
last surface of the eye-piece is at a distance of 200 mm. from the 
first surface of the objective, and the second principal point of the 
latter at a distance of 2'4011 from the anterior surface, we obtain 
for 9* the value 200 — (12:041 + 24011) = 185'558, and, from 

* 

this, an objective amplification m = 1 — = 81'584, which 


R 
latter number multiplied by 401 gives the total magnifying power 
of the Microscope. 
The magnifying power of a Microscope is not a definite amount 
which can be fixed once for all. It is dependent upon the condition 
of the eye of the observer, and cannot be considered a constant 
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quantity for the same observer, since the eye is, within certain 
limits, capable of accommodation. The magnifying power of the 
eye-piece, in particular, undergoes considerable fluctuations ; for 
instance, the number 401, which corresponds to a vision of 
200 mm., decreases to 1'93 for short-sighted persons whose limit 
of distinet vision is 100 mm. Neither does the maenifying power 
of the objective remain constant, as the position of the real image 
also varies with the range of vision, and consequently the ratio 
of the anterior to the posterior focus. Short-sighted persons bring 
the objective-image nearer to the eye-lens and thus move the final 
virtual image closer also ; this lensthens the posterior focus of the 
objective, and shortens the anterior. The magnifying power of the 
objective is consequently increased, while that of the eye-piece is 
decreased. Since, however, the latter takes place in a far greater 
degree, the final virtual image is so much the smaller, and the 
combined amplification is consequently so much the less, the 
shorter the distance of distinet vision. For comparison the mag- 
nifying powers are given below for different ranges of sieht. The 
tube-lensth from the first to the last refracting surface is taken at 
200 mm., and the objective amplification, when »* is equal to 
200 mm., at 88:0096 (vide table on p. 34). 








Distance of % Objective Eye-piece Combined 
distinct vision. p amplification. amplification. amplification. 
200 185558 81'584 4:01 327152 
150 194-551 85:586 2:97 25419 
100 198-462 86°921 1'93 167.75 
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From this comparison we see, in the first place, that the eye- 
piece amplification is approximately proportional to the range of 
vision, while the objective amplification shows small fluctuations 
in the opposite direction; whence it follows that the combined 
amplification also varies with the range of vision. But the mathe- 
matical relation is not given by it, and a glance at the last column 
is suffieient to show that the ratio of the magnifying powers differs 
by several units from that of the distances of distinet vision. It 
would be a matter of caleulation to find out whether, and to what 
degree, these differences continue, when, instead of the last surface 
of the eye-piece, an adjacent point in the axis, which nearly 
‚corresponds to the position of the eye during observation, is 
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selected as the point of emergence for the determination of the 
distances of vision. Arithmetical examples would show to what 
extent the coeflicients of amplification found by various observers 
differ, when they are reduced to the same conventional distance 
of vision. 

We consider it, however, advisable to put the question to the 
test of a.more complete mathematical examination by referring 
the action of the objective and of the eye-piece to a single system 
of cardinal points. As the combination is effected exactly as 
before, we simply collect the results of the caleulation. We will 
denote the new prineipal points by E’ and E*, the focal points by 

F° and F*, and the first and last refracting surfaces of the 
“ Microscope, whose distance is equal to 200 mm., respectively by 
NH and M*.) Then 


E’ = N’ - 111283, B* = N* + 6'727, 
Re SR eye 11021l0r 
Focal length = 611. 


The resulting system is, therefore, as might have been expected, 
a diverging one, &.e., it forms only virtual images of real objects. 
The focal points are consequently (in contrast to all former com- 
binations) nearer to each other than the prineipal points. 


/ 
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Fıs. 8. 


Fig. 8 shows how the last paths of the rays are to be constructed 
in such a system ; « b is the object and a’ b’ the virtual image. 
The lines indicated by 1, 2, 3 correspond to each other; they cut 
the prineipal planes Z° and Z* at equal distances from the optie 
axis, and their direction is determined by the familiar laws of 
refraction. 
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* * | . 1 . N 2 * or ] 
If, then, p*isthe distance of the image from the second principa 


plane and f the focal length, the coefflicient of ne iS 


ME. 
given by the formula, applicable for all cases, m = 1 — F° in 


which the negative sign indicates the inversion of the image. IE 
mis taken as positive, this expression becomes 
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from which latter formula the following relation may be directly 
derived :—If the eye is situated in the second focal point of the 
Microscope, so that the distance of distinct vision is expressed 
by p* — f, the magnifying power is exactly proportional to this 
distance. In other words, the virtual images which the Microscope 
forms with different adjustments for short- and long-sighted eyes, 
are seen at the same angle when viewed from the second focal 
point, and must, therefore, exactly coincide. 

The combined action of the Microscope has been fully explained 
above. We have still to trace the actual course of the rays of 
licht within the eye-piece and subsequent to their emergence from 
the eye-lens. Since the objective-image, which serves as a virtual 
object for the eye-piece, must be taken (with a vision of 200 mm.) 
as 12'041 mm. from the plane surface of the eye-lens, the position 
of the image formed by the field-lens can easily be calculated. 
If its focal lensth is 40 mm., as above assumed, we obtain 
- from the given distance of the virtual object (= 49 — 12:12041 
= 35'959) a conjugate focus of 18'936 mm. This is the distance, 
reckoned from the second principal point of the field-lens, at 
which the true image actually appears, and where, therefore, the 
diaphragm and the eye-piece micrometer must be applied in order 
to be seen as distinetly as the image. 

The peneils of light which leave the objective have their base 
upon its second prineipal plane; their. inelination to the axis is 
determined by the rays of direction, which emanate from the corre- 
sponding points of the object and may be regarded as the axes of 
the peneils. Since these axes all emanate from one point, that 
is, from the second principal point of the objective, they must also, 
after refraction in the eye-piece, intersect in one point, and this latter 
point is the image of the former. Its position is determined for the 
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ıl ji) 
a in which, 
in accordance with former assumptions regarding the tube-length 
and the position of the principal points, p = 200 — (48 + 24011) 
= 149:5989, and f = 40 mm. We get p* = 54598 mm., and 
since we regard the point determined by it as the virtual object of 
the eye-lens, the caleulation gives as abscissa-value of the final 
real image-point, N* + 5'938, where N* is the last refracting 
surface of the eye-piece. 

The axes of the pencils, which correspond to the different points 
of the object, all intersect therefore in one point, which lies about 
6 mm. abovethe eye-lens. This point may be termed the eye-point. 
A plane drawn through it perpendicular to the axis will, in general, 
be cut by each separate pencil of lieht in an ellipse; the whole 
cone of pencils, however, cuts the axes in a circle, the diameter of 
which, with given optical constants, depends upon the angle of 
aperture of the Microscope. If the latter is, say, 60°, the former 
will be somewhat greater than 3 mm.; both increase and decrease 
simultaneously. As the diameter of the pupil of the eye is con- 
siderably larger, it is evident that it need not necessarily be 
brought to the eye-point, but merely in proximity to it, in order 
that all the rays of the emergent pencils of light may reach the 
retina. 

Since the eye-point coincides within a small fraction of a milli- 
metre with the second focal point, its position is obviously indicated 
by the real image of the source of light, which is formed above 
the eye-piece. If, for instance, we employ as source of light a 
window close at hand, or its image in the mirror of the Microscope, 
we see in the plane of the eye-point, with a suitable adjustment of 
the mirror, the clearly defined diminutive image of the window- 
frame or other objects which lie in the region of the effective rays. 
The diameter of this image, which may easily be determined by 
tie method of construction applied in Fig. 8, corresponds therefore 
to the smallest transverse section of the emergent penecil of rays in 
the plane of the eye-point, or, otherwise expressed, the transverse 
section in question is given by the aperture-image above the eye- 
piece. We are now in a position to work out the construction of 
this image for a partieular case with the constants above found, 
and, at the same time, to illustrate by a diagram the connection 
between the angle of aperture and the size of the image-surface, 


field-lens by the relation already given, I + 
p 
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In Fig. 9 let @« b be the source of light, the extent of which is 
limited by m m’. Let the angle at which the rays issuing from the 
points « and 5 intersect in the focus of the Microscope be 60°, and 
the angular aperture of the objective at least as large. If we draw 
alineir parallel to the axis from the point i, where the ray a g, 
which passes through the focus, cuts the anterior principal plane, it 
represents the path of the incident ray. A second ray, drawn from 
« to the anterior prineipal point, passes at a similar angle through 
the posterior principal point, and cuts the other ray in the point a, 
which is therefore to be regarded as the image-point. Similarly, 
we obtain 8; a 8 is therefore the image of the source of light. It 
will, of course, lie the nearer to the focal plane 7#* the greater the 
distance of « b; its diameter, however, will remain unaltered as 


[74 





Fi. 9. 


long as the angle of the incident marginal rays = 60°, as we have 
assumed. It is, therefore, only necessary to determine this con- 
stant diameter for the simplest case, which is when the distance of 
the source of light is infinite, and when, consequently, its image 
lies in the focal plane. Then half the diameter of the image iB 
evidently given by the tangent of half the angle of aperture 
multiplied by the distance #* 7%, that iS, by the focal length of 
the Microscope We get, therefore, for the whole diameter, ; 


a, e 
OS IX 7, % focal length = 2 x 577 x 611 = 7 mm.; 
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or, if the sine is substituted for the tangent, as is more correct 
(vide p. 24), 


aBr— DEXEDExXole leram, 


The position of the eye-point is to a certain extent fixed before- 
hand in every Microscope ; it must always be so chosen that, if the 
eye is applied at the usual distance from the eye-lens, all the 
emergent rays will contribute to the formation of the final virtual 
image, so that the whole field of view appears equally illuminated. 
The focal length of the field-lens must in every case be sufficient 
to admit of the formation of the image-point, corresponding to the 
second principal point of the objective, 10 to 20 mm. at least above 
the eye-lens; for, since the latter increases the convergence of the 
rays, the distance of the image-point in question is always some- 
what greater than that of the eye-point. 

A diaphragm is applied within the eye-piece in the plane of 
the image formed by the objective with the aid of the field-lens, 
and in conjunction with the eye-lens determines the size of the 
field of view. The diameter of the field is equal to that of the 
diaphragm multiplied by the magnifying power of the eye-lens, 
which has a different value according to the position of the eye 
and the distance of distinct vision. 


b.—The Ramsden Eye-piece. 


Modern Microscopes are usually furnished with the Campani 
eye-piece above described, as it is generally considered to be the 
most favourable for aplanatism. In special eircumstances, how- 
ever, other constructions of eye-piece may be applied with ad- 
vantage, among which the best known is that of Ramsden. 

The Ramsden eye-piece consists of two plano-convex lenses 
having their curved surfaces faeing each other. The distance 
between them is so short that they act together like a doublet, 
whose magnifying power is equal to that of a single lens of greater 
curvature. The object must, consequently, be so adjusted that 
the objective-image is formed slightly in front of the lowest lens— 
between it and the objective. 

The path of the rays through such a doublet may be traced with 
given distances and curvatures of the refracting surfaces as in the 
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Campani eye-piece. If, for instance, the two lenses, which we have 
described as the field-lens and the eye-lens, are combined after the 
method of Ramsden, and if the distance of the prineipal points 
turned towards each other equals 20 mm., we obtain for the focal 
lensth of the system 24 mm., and for the two prineipal points 
E= N’ + 18 and Z#* = N’ + 11, in which N° indicates the 
first refracting surface. The second principal point is situated, 
therefore, 7 mm. in front of the first. It is, of course, obvious that 
the optieian must bring the eye-point to a convenient position for 
observation by an appropriate choice of focal lengths. 

The combination of two lenses to form a magnifying-glass, as in 
the arrangement of Ramsden, is advantageous, inasmuch as the 
objective-image is not first diminished and then magnified, but is 
magnified by each of them. The final virtual image (encircled by 
the diaphragm as by a frame) appears, therefore, if the lenses are 
equal in curvature and aperture to those of the Campani eye- 
piece, considerably larger than with the latter, in other words, the 
Ramsden eye-piece gives a larger field of view under eircumstances 
in other respects similar, and as it allows of an almost entire 
elimination of image-distortion, it is especially serviceable for 
measurements with the eye-piece micrometer. 

These advantages are accompanied by a slieht drawback. The 
fact that the objeetive-image is very near to the surface of the 
lower lens causes the slightest defects in the polish, scratches, or 
particles of dust, &c., on this lens to appear in the field of view, 
and affeet the distinetness of the image. This is not a serious 
inconvenience when the eye-piece is carefully cleaned. On the 
whole we prefer the Ramsden eye-piece to that of Campani. 


e— The Aplanatic and the Orthoscopie Eye-piece. 


In the catalogues of some opticians we find, besides the ordinary 
Campani eye-pieces, aplanatic and orthoscopie ones, which are 
distinguished by a greater flatness of the field of view. Our 
experience has been limited chiefly to the use of the aplanatic eye- 
piece of Plossl, which differs from the ordinary Ramsden eye-piece 
in being composed of two aplanatie double-lenses ‚ the total length 
of the optical system is about 23 mm., and the magnifying power 
about 44. The image which is formed by this eye-piece is sharply 
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defined throughout, at all points equally magnified (not distorted), 
and only very slightly eurved. 

The aplanatic eye-pieces of Schieck, Schroeder, and others are 
constructed on similar prineiples. In Schroder’s catalogue it is 
expressly stated that the aplanatie eye-pieces consist of two 
achromatic lenses, whilst the so-called orthoscopie eye-pieces of the 
same maker have only one achromatic lens. The orthoscopie eye- 
pieces of Kellner, on the other hand, are similar in optical action 
to the Campani eye-piece, but they consist of an achromatie 
bi-convex field-lens and an ordinary eye-lens. They give a large 
field of view free from distortion, without, however, appreeiably 
increasing the performance otherwise. This is true also of the 
“ periscopic” eye-pieces of Seibert and Krafft. The advantages 
obtained by any improved construction of the eye-piece—as, for 
instance, greater flatness of the field of view, and so on—are of 
minor importance. A real increase in optical power is, in spite 
of all assertions to the contrary, altogether out of the question. 

The expressions “aplanatic” and “orthoscopie” appear to us to 
mean much the same thing. Im order to eliminate the distortion 
of the image the incident pencils must be so refracted that their 
lines of direction cut the optie axis in the same point (vide Chap. 
VII. On the Flatness of the Field of View): the eye-piece must, 
therefore, be aplanatic. As in orthoscopic eye-pieces the freedom 
from distortion is especially commended, their principal value 
seems to consist in their being aplanatic! Supposing they 
neutralize the curvature of the image-surface in a more perfect 
legree than the aplanatie eye-pieces of Pleessl and others, which 
we will assume to be the fact, the expression “ orthoscopic ” is not 
very distinetive, since it is used by some opticians as meaning 
“inverting” or “erecting ”—that is, in quite a different sense, 
The so-called achromatic and periscopie eye-pieces are also 
avowedly aplanatie as a leading feature. By appropriate com- 
bination of the lenses, however, achromatism and greater extent 
of the field of view may be obtained at the same time. 

The special advantage of the “ holosteric,” or “solid glass eye- 
pieces,” is unknown to us. Most of them magnify very highly ; 


! In English works on Opties, “ Flatness of Field” is distinguished from 
‘‘ Aplanatism”: by the former is meant that the system forms a plane image 
of objects in a plane perpendicular to the axis; by the latter, that the system 
is free from spherical aberration. —[ En. ] 
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that of Hartnack about 10 diameters, according to Frey ; that of 
Tolles, according to Hagen,! 7 to 50 diameters and upwards—a 
quite superfluous magnifying power. 


d.— The Erecting Eye-pieee. 


As the inverted position which the compound Microscope gives 
to images increases the difficulty of preparing objects on the stage, 
even if it does not retard research, modern opticians have en- 
deavoured to effect a reinversion of the image katoptrically or 
dioptrically. The simple Microscope, which is generally used for 
dissections, ought to be abandoned for this purpose and be replaced 
by a better instrument, which would give the very important 
advantage of a greater focal distance This idea has been realized 
as follows :—— 

To the ordinary eye-piece two other lenses were added, which 
were inserted in the microscope-tube with the convex sides 
upwards. The whole eye-piece is thus identical in arrangement 
with that of the terrestrial telescope, and therefore causes a rein- 
version of the objective-image. Instruments with these eye-pieces 
are to be obtained from Plessl, of Vienna, of two different models, 
of which the smaller gives a linear magnification of 70—150, the 
other up to 300. Increase of the magnifying power is here 
obtained simply by drawing out the eye-piece tube. 

Another method, which Oberh&user was the first to make use 
of, eonsists in employing a complete compound Mieroscope of low 
magnifying power as an eye-piece, bringing it so near to the 
objective that the real image formed by the latter is viewed by it. 
An objeet-distance is thus obtained, which admits of the freest 
use of dissecting instruments, &e., with moderately hieh magnify- 
ing powers. On the other hand, the distinetness of the images 
leaves much to be desired in comparison with that obtained 
with a simple Microscope. Such dissecting Mieroscopes are 
supplied by Hartnack, the successor of Oberhxuser ; they are 
provided with a rotating stage and give a magnifying power of 
10—100 diameters, 

Lastly, the inversion of the image may also be attained by 
reflecting prisms, which are applied either above the eye-piece 


' “ Archiv für mikr. Anat.” Bd. vi. p. 215. 
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or within the imieroscope-tube. The action of a right-angled 
prism employed for this purpose is exhibited in Fig. 10. It pro- 
duces a lateral inversion, but none in a direction at 
right angles to the plane of the paper; to complete 
the inversion, a second prism at right angles to the 
first must therefore be added. It is evident that such 
a combination can be replaced by a single prism, so 
constructed that two equivalent total reflexions take 
place within it. Both methods were variously em- 
ployed by Chevalier, Nachet, Amici, and others. The 
most practical contrivance is the erecting prism (prisme 
redresseur) now supplied by Nachet, enclosed in a box, 
which may be attached or removed at will. This 
prism is shown in Fig. 11. Its under face is at right 
angles to the axis of the Microscope, and forms an 
angle of 58° with the upper face. The inclination of 

@bC these faces is caleulated to bend the optie axis to an 

al angle of 30° from the horizon, which is convenient 
for working. The faces ab e dand bc e f, which meet in the edge 
c b, are the reflecting ones; they form an angle of 813°, so that 
the planes of reflexion of rays ineident from beneath a 
cut one another, as caleulation proves, at right angles. 
The other faces of the prism are without influence 4 
upon its optical action. 

If we were willing to forego the convenience of j 
removing the prism at will, the under face mieht & 
with advantage be made convex, to replace the Fe 1. 
eye-lens—a construction which Nachet adopted in his older erecting 
Microscopes with two prisms.! The inversion of the image would 
be accomplished in this case without loss of light. 

The improved erecting prism (prisme redresseur 
perfectionne, Fig. 12), which Nachet has mtroduced 
in his latest catalogue, is combined with a special 
form of eye-piece for the enlargement of the 
field of view. The new erecting eye-piece of 
Hartnack is similarly constructed ; according to 
Day Frey it consists of a complex prism above the 

Fi. 12, eye-lens, and gives a very bright though some- 
what small field of view. 
ı Harting: “ Mikr.” 2nd ed. üi. p. 228. 
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e.— The Spectral Eye-piece. 


Microspectral apparatuses have been recently made, which not 
only serve for the investigation of mieroscopie objects, but have 
also proved useful for other spectro-analytical researches. They 
consist of arrangements to be 
applied to the eye-piece of the 
Microscope, and may therefore 
be termed spectral eye-pieces. 

The best apparatus of this 
kind is that constructed by 
John Browning, of London, 
after his own desien and that 
of Mr. Sorby. It consists of 
an ordinary eye-piece, of which 
the tube « (Fig. 13) fits into 
the body-tube. Between the 
field-lens n and the eye-lens 
m is a prism 7», which lies in 
contact with the diaphragm >. 
The diaphragm is in the form 
of a slit, which may be dimin- 
ished in length or breadth by 
a special contrivance At the 
side is an opening 0’, through 
which the licht from the objects serving for comparison-spectra 
falls upon the prism and is totally reflected through the series of 
“ prisms above to the eye of the observer ato. This apparatus may 
be used for observing the spectrum of the Algse chlorophyll-green 
placed on the microscope-stage, and simultaneously the comparison- 
spectrum of a solution of chlorophyll in alcohol in a small test- 
tube placed in front of the aperture at 0’ on a specially devised 
stage. 

The analyzing prism is applied above the eye-lens m, and is 
removable; it is composed of two flint- and three crown-glass 
prisms, and acts in such a manner that the licht reaches the eye 
in a direction parallel to the axis. If we look through this prism 
down the Microscope in ordinary daylight, and adjust the opening 
of the diaphragm properly, a speetrum of unusual clearness and 
brillianey is seen, in which the lines from 2 to @ appear with 





EIG. 18. 


48 THEORY OF THE MICROSCOPE. 


extraordinary sharpness. With sunlicht the spectrum extends 
from 4 to the two lines Z, and appears as though covered with 
innumerable fine lines. 

The best part of the spectral eye-piece is the ingenious apparatus 
for measurement contrived by Browning, which is applied to the 
side tube at A. It consists of (1) a mirror i, which throws the 
light into the tube; (2) a blackened plate z, on which is drawn 
a bright cross formed of two lines at right angles; (3) a lens z, 
which may be so adjusted that the image which it forms of 
the cross is reflected by the upper surface of the analyzing prism 
to the eye of the observer; (4) a screw /, by means of which 
the blackened plate v can be so moved that the image of the 
cross traverses the whole spectrum, and can therefore be adjusted 
to any particular point of it. As this screw is connected with 
a micrometer milled-head, it is possible to determine what adjust- 
ment, for instance, corresponds to the Fraunhofer line B, or (©, 
&c. In order to determine conversely the position of a given 
line in the spectrum (e.g., of an absorption-line of a solution of 
chlorophyll) it is only necessary to set the cross to it and read 
off the position of the screw on the milled-head. 

The “ spectral apparatus for Microscopes” of S. Merz, of Munich, 
is of a simpler construction, but it is at the same time less 
effective. It is made after the model of the English apparatus 
above described, though with the omission of the arrangement 
for measuring, and of the special stage and mirror for the com- 
parison of the objects. The latter must therefore be adjusted in 
front of the aperture 0’ upon a separate stand, and the comparison 
of their absorption lines with those of the object under observation 
is the only method of determining the data required. Allowing 
for this defect, which is appreciable only in particular ceircum- 
stances, the eye-piece of Merz will be found to answer every 
purpose. 


3.—MEANS OF DIVIDING THE PENCILS OF Rays. 


For some time past English and French optieians have made 
multocular Microscopes, by which several persons are enabled to 
observe one and the same object simultaneously. Although the 
importance of such instruments for science is more than doubtful, 
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we must not; pass over in silence the principles on which their 
construction is based. wars at 
If we disregard the earlier attempts of this kind, the multiplica- 
tion of the image is effected in an essentially identical manner, 
namely, by the splitting up of the pencils of rays—usually 
immediately after their passage through the objecetive—into two 
or more equal parts, each of which is directed ‚through a separate 
tube to the corresponding eye-piece. This splitting up 1s effected 
either dioptrically or katoptrically ; dioptrically through an achro- 
matie prism, as shown in Fig. 14, katoptrically by combinations 
of prisms, which divert the pencils in different directions by 
total reflexion (Figs. 15 and 16). The optical action of these 
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prisms in dividing the pencils into two parts is evident from the 
construction ; it is also obvious that if in Fig. 16 the upper prisms 
(or the faces at which the second reflexion takes place) are 
turned round 90° a complete reinversion of the objective-image 
must be caused. The optician has it therefore in his power to 
give an erect or an inverted position to the final virtual image. 
If a division of the cones of light into three or four pencils is 
to be effected, the refracting or reflecting surfaces, which produce 
the division, must be inclined to the median line in the same 
number of divections. The edges in Figs. 14 and 15 will therefore 
become solid angles with three or four limiting faces; the middle 
prism in Fig. 16 will become a three- or four-sided pyramid. The 
| same effect would be attained by repeating the splitting-up of 
E 
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one or both of the divided peneils with other prisms of similar 
construction. 

The multiplication of the objective-image is, of course, accom- 
panied by a corresponding diminution of light; and a further loss 
of light occurs by absorption in the media employed. On this 
account only low-power objectives are applicable to multocular 
Miecroscopes, and even these, in the opinion of competent judges, 
leave much to be desired. 

[Two short paragraphıs in the original are here omitted, 
relating to Stereoscopic Binocular Microscopes, in which brief 
mention is made of three forms—Nachet’s, Wenham’s, and 
Hartnack’s (illustrated by Fig. 17).—En.] 


2 


CHROMATIC AND SPHERICAL ABERRATION. 
1.—CHROMATIC ABERRATION. 


Ir is well known that the different coloured rays of which white 
light is composed are unequally refracted in their passage through 
a refracting medium. In a given system of lenses there is, 
therefore, for each separate colour a different position of the 
cardinal points, and, consequently, also of the final image. The 
confusion which results from this circumstance is known as 
chromatic aberration. Its elimination is rendered ‚possible, as we 
assume to be known, by the property. of refracting substances of 
so acting upon the different colours as to disperse them in a very 
unequal degree, though the difference in the refractive power is 
very slight. With crown-glass of mean refractive index 15342, 
and with flint-glass of ınean refractive index 1'649, we get, for 
instance, as the index of refraction for the extreme rays, 


Crown-glass. Flint-glass. 
Red 15258 16277 
Violet 1'5466 kahl, 


The difference between these extremes is with crown-glass 0208, 
and with flint-glass 0434. These two kinds of glass differ, there- 
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fore, in dispersive power, in the proportion of more than two 
to one. 

Remembering that concave and convex lenses act with oppo- 
site effects, it is evident that the dispersion of colour produced 
by a convex lens of crown may be completely neutralized by the 
addition of a concave one of flint, without thereby cancelling the 
deviation oftherays. For if the deviation were equal but opposite 
in both lenses, the focal lengths therefore being equal, the flint 
having dispersive power twice as strong, would not only neutralize 
the colour-dispersion of the crown, but would produce an opposite 
effect in about the same degree. A ratio between the focal 
lengths may therefore be found, which would render the two 
lenses achromatie for the extreme rays, whilst still possessing the 
properties of a convex lens. 

If we denote the focal lensths of the flint-lens for red and violet 
rays by #’, and F’,, and the corresponding focal lengths of the 
crown by #”, and #”,, the condition of achromatismn is 


1 il il il 
If the flint is plano-concave and the crown bi-convex, and if the 
radii of the three spherical surfaces are each = R, as we have 


assumed, on substituting for the focal lensths their values, the 
above equation becomes 
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in which n”, n’, m’, n”, are the refractive indices corresponding 
to the focal lengths similarly denoted. By multiplication of all 
the terms by R we obtain 


N 


NH 
Zn 


that is, the dispersive power of the flint must be double that of the 


erown if a double-lens constructed on the above assumption is to 
be achromatie. As soon as 


9 (n’, ES, n,) => nV, 23 W 
the influence of the crown, and in the converse case that of the 
tlint, preponderates. 

With a double-lens a perfect union of rays of different refrangi- 
E2 
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bility can be obtained for two definite colours only of the spectrum, 
for instance, red and violett. For since the dispersion in the 
crown and flint varies for different pairs of colours, it is not 
possible, even if the red and violet images exactly coincide, for 
the images produced by the intermediate rays to coineide with 
them. The differently-coloured images never appear exactly of 
the same size ; some exceed the others more or less, and produce 
the coloured fringe which may always be observed with white 
light. Hence an approximate elimination of this coloured fringe, 
suffieient, however, for practical purposes, can only be attained 
for pencils of rays of a definite inelination. As soon as this 
inclination is altered, as occurs, for instance, by oblique illumina- 
tion, chromatic aberration immediately appears.. In the full 
sense of the word, therefore, a double-lens is never achromatie ; 
and, even supposing that it were to oive an absolutely colourless 
image with axial illumination, it would nevertheless be more 
or less over-corrected for oblique light. 

The same holds good, of course, for systems of lenses; it can 
only be a question of approximating as nearly as possible to 
achromatism by a skilful combination of flint and cerown lenses. 
In addition to the proper ratio of the focal lensths, the selec- 
tion of the kinds of glass is important, as those are especially 
suitable in which the partial dispersions, that is, the relative 
dispersions of the same pairs of colours (Fraunhofer’s lines), differ 
in the flint and cerown as little as possible. 

Moreover, it is obvious that in Microscopes in which the eye- 
pieces consist of single lenses, and which are consequently not 
achromatie, the flint lenses of the objective must have a relatively 
greater dispersive power, as they have to counterbalance not only 
the erown lenses united to them, but also the eye-piece. The 
objective must therefore be, what is usually termed, over-corrected. 
In most cases the influence of the eye-piece is very slight. It 
must be borne in mind that if the cones of light ineident from 
an objeet-point are so refracted that the differently-coloured 
objective-images are displaced laterally, a compensation between 
the objective and the eye-piece becomes impossible. But this 
lateral displacement always takes place when the ineident cones 
of light are inclined to the axis on one side, e.g,, when the 
inirror is moved out of the axis, We will discuss this point 
fully later on (vide On the Testing of the Microscope), in Con- 
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nection with others, which will faeilitate its comprehension. 
Here we need only remark that the blue fringe encircling the 
field of view, or on the outline of a rather large object, does not 
prove that the objeetive is really over-corrected, and still less 
that it possesses a chromatie preponderance in proportion to the 
under-corrected lenses of the eye-piece. 


%.—SPHERICAL ABERRATION. 


Spherical aberration, or aberration caused by the spherical form, 
is due to the fact that the focal length of the marginal rays is 
always less than that of the central rays, and diminishes with 
the distance from the axis. If the surface of the lens be divided 
into concentrie zones, each zone represents a different focal length, 
and therefore also a different position of the image. The com- 
bination of flint and crown serves also to correct these defects. 
Itis possible to establish such a ratio of the refractions in an 
achromatie double-lens that the marginal rays, which are de- 
flected from the axis by the concave flint to a greater extent 
than the central rays, shall be more strongly refracted by the 
crown in an opposite direction, their focus then coineiding with 
that of the central rays. A double-lens in which all the rays 
are brought to a focus in one plane is called aplanatie.! 

Every achromatie pair of lenses can be made aplanatic also. 
For since achromatism depends, as is apparent from the equation 
given at p. 51, upon the focal lengths and dispersive ratios, and 
aplanatism, on the other hand, upon the curvatures, the two 
conditions are not antagonistic. If the anterior surface of the 
flint-lens is given, the radii of the other surfaces can be com- 
puted so that all aberration will disappear. If, for instance, a 
double-lens with a plane anterior surface and equal curvatures 
is achromatie but not aplanatie, that is, if the influence of the 
flint upon the marginal rays is too weak, all that is necessary 
is a slight increase in the curvature of the surfaces of contact 
of the two lenses, and a corresponding alteration in that of the 
posterior surface of the erown, the ratio between the focal lensths 

! Many authors give a somewhat more extended meaning to this expression. 
They call a system of lenses aplanatie, when not only spherical but also chro- 


matie aberration is eliminated as far as possible. We follow Radicke (“ Hand- 
buch der Optik ’’) and other mathematicians on this point. 
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remaining therefore unaffected. In the opposite case, the radius 
of the surfaces of contact must be increased, and then the 
posterior surface of the crown must be determined from the 
equation for achromatism. For the practical optieian it is most 
advantageous that the different kinds of glass should be so 
constituted as to allow the radii of the crown to be almost 
equal, the shortest focal leneths being obtained by such com- 
binations with the strongest practicable curvatures. 

In the strietest sense of the word, aplanatism is just as little 
attainable as achromatism. Marginal rays are acted upon by 
flint-lenses in proportion to their distance from the axis. Ik, 
therefore, the focus of the extreme marginal rays coincides with 
that of the central, the rays passing nearer to the axis will 
always show traces of aberration. 

Moreover, calculation as well as experiment 
shows that a double-lens, which is sufficiently 
aplanatie for rays incident in a parallel direc- 
tion, ceases to be so when the rays converge 
or diverge; and that, in general, aplanatism 
can only be obtained for definite distances 
of the (real or virtual) object-points. If, for 
instance, the double-lens A B (Fig. 18) is 
aplanatic for the point a lying somewhat 
beyond the focus, then, if the object be brought 
nearer, an over-correction is observed, which 
gradually increases and then decreases until 
it almost vanishes when the point db is reached. 
With still greater proximity of the object, or 
on its withdrawal beyond a, aberration in an 
opposite direction, that is, under-correcetion, 

n appears. 

Fie. 18. The two points « and db, the rays from which 

pass through without aberration, are called 

the aplanatie foci of the double-lens; at the same time it must 
be observed that this term is not in all respects applicable, as 
the aplanatism in question extends only to a zone of limited 
dimensions, although of importance for the formation of the image. 
This is especially the case with lenses of deep curvature The 
importance of these aplanatic foci has, therefore, been much 
over-estimated in recent times, the residual aberration which is 





SPHERICAL ABERRATION. DD 


present having been regarded as the effect of a prevailing under- 
or over-correetion (i.e,, extending over the whole extent of the 
lens), and this idea has been transferred without limitation to 
the case of high-power objeetives with large angles of aperture. 
Caleulation, however, shows that in this case the ratio of the 
aberrations is a much more complicated one. “Spherical aberra- 
tion may, on a striet investigation of its conditions, be divided 
in general into a series of independent factors, which, as they 
increase with the greater inclination of the rays towards the axis, 
pursue a very unequal course. ÜOomplete elimination is theoreti- 
cally possible only for the two first factors. As soon as the angle 
of aperture exceeds a very small amount, the correction of spherical 
aberration can only be attained by compensating the ineffaceable 
higher terms by intentionally introduced residua of the lower 
ones. The increase of the unavoidable defieit, which this com- 
pensation necessarily leaves unremedied on account of the dis- 
similar course of the separate parts, determines the limit which 
must be set to the angle of aperture if this deficit is to remain 
without injurious effect in the microscopie image.”! 

In the manufacture of objectives with large angles of aperture 
(e.g., 60° to 80°) the optician is therefore referred chiefly to 
his own experience; he must discover by repeated experiment 
not only the most suitable kinds of glass, but also the correct 
ratios of the radii of curvature and of the distances of the lenses, 
and must endeavour, in this purely empirical way, to eliminate, 
as far as possible, both the aberrations. It is clear that a 
preliminary theoretical testing of different combinations will 
always afford many valuable hints; for instance, it is an in- 
dispensable condition in high-power modern objectives with 
angular apertures of 100°, and upwards, that a single, nearly 
hemispherical, front-lens should be combined with a system of 
strongly over-corrected lenses The discovery of this type of 
construction must be regarded as the true foundation of all 
recent improvements in objectives. 

Whatever may be the path of the rays for the peripheral parts 
of the objective, it can always be so far improved by the alteration 
of a lens-distance (as, for instance, by moving the correction- 
collar) that at least the extreme marginal zone and the central 
part of the objeetive will work together. But the intermediate 

Abbe: “ Archiv für mikr, Anat.” Bd. ix. p. 425. 
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zone remains over-corrected in defective constructions, and all 
further approximation or separation of the lenses will only 
move the residuum of aberration between the centre and the 
margin, so that either this or that zone is temporarily more or 
less free from aberration, the one always at the expense of the 
other. In such cases more cannot be attained even by special 
“correction” contrivances or similar means; the difference of 
correction still remains, as it is based on the refractive powers 
of the lower lenses of the objective, and cannot therefore be 
removed by any less strongly refracting lenses placed above them. 
The real capacity of the Microscope can never be increased by 
such means. The advantages they furnish may be just as well 
secured. by proper construction of the objective itself, and the 
errors which cannot be thus overcome remain notwithstanding 
the application of correction-adjustiments. 

The mode in which the optieian has to combine all the factors 
which influence the path of the rays, in order to produce as 
favourable a result as possible, cannot be fixed once for all, 
however much the general laws of the course of the rays be 
studied. To come as near as possible to perfect aplanatism is, 
as a rule, left to experimental trials by alteration of the 
lens-distances, and by happy selection of the single lenses. 
Opticians of the older school endeavoured to attain this end 
to some extent by making each pair of lenses aplanatic; modern 
opticians, however, direct their attention to the total effect, and 
correct the aberrations of the anterior lenses by the opposite 
aberrations of the posterior ones. This last method leads, un- 
doubtedly, to a higher degree of perfection, especially with high 
powers ; the former, however, affords certain practical advantages 
for low powers. When each pair of lenses is aplanatie, the 
last pair may be used alone or in combination with the next, as 
the object-point then exactly replaces the virtual image formed 
by the front-lens, and there is consequently no derangement of 
the aplanatism. The anterior pairs, after the removal of the 
others, can obviously give only an indistinet image. 

It is clear, from what has been adduced, that similarly-de- 
signated objeetives as to power, even from the same manufactory, 
can only agree approximately. In consequence of the impos- 
sibility of reprodueing the same curvatures, the optieian must 
actually test every combination of lenses, and when he has 
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eliminated the aberrations as far as possible, the magnifying 
power may vary considerably from what was intended. Ex- 
perience teaches how to keep these unavoidable discrepancies 
within tolerably narrow limits. 

The combination of lenses, which we have previously assumed 
for the determination of the cardinal points, has still to be ex- 
amined with respect to both the aberrations. This examination 
can, of course, be only a purely theoretical one ; it is not intended 
to discuss the different assumptions upon which this determina- 
tion is based, but rather to furnish an example of an approximate 
calculation for similar combinations of lenses. 

The data for the estimation of chromatic aberration are, how- 
ever, wanting, as the dispersive ratios of flint- and crown-glass 
for the assumed indices of refraction are not known. We will 
therefore confine ourselves to spherical aberration, and will in- 
troduce the further simplification, that the marginal rays, whose 
course is to be traced, proceed from one point of the optie axis. 

Let A B (Fig. 19) be the first objective-lens, « an axial point 
of the object whose distance from the lens is ö,« p a marginal 





2 


Fıe. 19. 


ray, which forms the angle & with the axis, and therefore also 
‚with the perpendicular to the first refracting surface, a, p its 
direction after the first refraction ; then the angle &,, which 
the refracted ray makes with the axis, is determined by the 
refractive index of the flint-glass. Consequently, the distance of 
the point a, from the refracting surface, or the focal lensth corre- 
sponding to the object-distance 8, which we will indicate by /» 
may be regarded as given. We have therefore | 
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The refracted ray is then to be regarded as incident on the second 
refracting surface—the surface of contact of the two lenses; the 
angle «,, which it makes with a straight line drawn from the 
centre of curvature through the point of incidence, is the angle 
of ineidence. Its magnitude is given by the trieonometrical 
ratio 
ac: = sna,: sın d, 
or, denoting by r the radius of curvature, and by d the thickness 
of the flint-lens, 
(A+td+nN:r = sina,:sind,; 
hence 
i ae 
sin, = an. 
The resulting angle of refraction, which may be called a,', is ob- 
tained from the known refractive ratios of the flint- and erown- 
glass. In this case the direction of the ray after the second 
refraction, together with the angle d, which it makes with the 
axis, are to be regarded as known. In the triangle a, © a, the sum 
of the angles a, and ö is equal to the exterior angle &,, or, since 
the anglei = a, — a, 
o ’ 
9 = na Ci m ns 
Hence, for the distance /, of the point a, from the second 
refracting surface, we get 
Jr = %6 — 7, U, Since ayc: ci = sina, :sind 
sin a,’ 
a Wer 
sin bs 
Similarly may be caleulated the angle of ineidence a, for the last 
vefracting surface of the double-lens, and from it the angle of 





Fıs. 20. 
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refraction a, , and the angle which the refracted ray makes with 
the axis (&6,). The triangle a, en (Fig. 20) gives 


{ en We 


(6 
* 0) * 

na, =-- md = sin 
are r Pr» 

and similarly, in the triangle a, a, n the sum of the two acute 
angles equals &,, therefore 


Wed (oo) 


Finally, we obtain from the triangle a, ce‘ n the length a, ce’, and 
hence, by the addition of r, the distance of the point a, from the 
last refracting surface, that is, /,, we get 
As=r- ua ar Ms 
sın &3 

By this equation the path of the marginal ray through the first 
double-lens is determined. These formule are also applicable 
for the other double-lenses, for which the calceulation must be 
repeated exactly. The point «a, is to be taken as the objeet-point 
for the anterior surface of the second lens;; its distance = f; + © 
where the latter quantity denotes the distance of the two lenses. 
The angle &, is the angle of incidence for the plane anterior 
surface. 

By the last refraction the angle & receives a negative value, 2.e., 
the ray of licht is turned again to the axis, and therefore exhibits 
the opposite inclination to it. Consequently the sign + becomes 
— in the expression for the corresponding f,, as shown by the 
construction, and we get 


Sina, : 
"sin &, 


‚When the influence of the flint-lenses is excessive, the distance of 
the marginal rays from the axis, after their passage through the 
objective, is increased, and either their radii must be greater, or 
their indices of refraction lower. 

If we now suppose that the extreme marginal rays make an 

ea : | 

angle of 30° with the axis (e.g., with an angular aperture of 60°), 
and if we denote their focal length, caleulated from the posterior 


a 


=) 
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surface of the lens, by /,, and that of tlie central portion of the 
lens by (‚f), the caleulation for the first double-lens of the objec- 
tive gives the following ratios —— 


FIRST OBJECTIVE-LENS. 

















Br 5 Focal Lengths. Direrances 
‚4 4:00417 37328 27137 
"4724 4:63716 459605 ‘04111 
-50026 49034 4:87685 ‘02655 
5075 4:96517 49504 01477 
51634 5:0475 5:0431 0044 











From this table it is evident, in the first place, that the first 
double-lens is approximately aplanatic for an objeet-distance of 
‘51634 mm., but appreciably under-corrected for shorter distances, 
since the marginal rays, produced backwards, cut the axis at a 
greater distance than the central rays. It is, however, assumed 
that the rays proceeding from the vubject-point reach the anterior 
surface of the lens without deviation, which, it is well known, 
is not usually the case. The ray passes through the fluid in 
which the object is placed to the cover-glass and thence into air, 
and is thus twice refracted before meeting the objective The 
divergence of the marginal rays is thus increased; they appear 
finally to emerge from a point which lies above the real object- 
point, and which is the more remote from it, the thicker the 
cover-glass and the greater the angle which the rays make with 
the axis. We will hereafter investigate more exactly the effect 
thus produced; we need only premise that, in consequence 
thereof, a somewhat shorter object-distance must be assumed for 
the marginal rays, if the caleulation is to hold good for the cases 
which ordinarily occur. 

If we select 5 mm. as the object-distance (vide p. 31) of the 
given combination of lenses, a diminution of about ‘005 mm. for 
the marginal rays would produce a perfect equality of the focal 
lengths f, and (,). Of course this slight reduction of the object- 
distance is not equivalent to the influence of ordinary cover- 
glasses; but, as no other combination approaches so nearly to 
aplanatism of the objective, we may take it as the basis of further 
caleulations, and assume for the second and third double-lenses 
the distances and refractive indices (vide table on p. 34) which 
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correspond to the objeet-distance ‘5. The focal lengths of the 
marginal and central rays will then be expressed as follows :— 























SECOND DOUBLE-LENS. THIRD DOUBLE-LENS. 
5 : | (3) 5 | % Gr) 
Ser Sy ER BAER 
| | „hu u, 
5'03069 | 23802 | 24403 24302 | 177203 1772 


The spherical aberration appears to be completely eliminated ; 
but this holds good only for marginal rays of 30°, and does 
not prove the combination of lenses to be aplanatie to the 
greatest extent for the other zones of rays, nor, therefore, for 
the whole effective cone The inner portion of the cone of 
rays might possibly give a more favourable image if the distances 
of the lenses were varied. The working out of the calculation 
for all the inner rays to every 5° or 10° would determine this 
point. 

Voluminous as these cealeulations are for each different case, 
until at length data are found which give a minimum of aberration, 
they should unquestionably be undertaken if the problem could 
thus be solved once for all, of produeing objectives of the greatest 
possible perfection in any desired quantity. But it is one of the 
most diffieult problems of the optician’s art to satisfy even 
approximately the demands of the mathematician in the con- 
struction of lenses. In most manufactories! the unavoidable in- 
accuracies of workmanship are so great that the caleulations, in 
fact, retain a practical value only for general guidance, and all 
beyond is left to the skill and experience of the workman. 

As already pointed out, in the construction of the double-lenses, 
when the optician wishes to produce either a slight degree of 
under- or over-correction,.or perfect aplanatisn, he must select 
those pairs of lenses whose combined action approximates to 
that of his standard lenses. The proper combination of the 
double-lenses to form the objective demands care and Judgment. 
Many modern objecetives are built up each complete in itself, so 
that for different amplifications (with the same tube and eye- 


"In the “ Archiv für mikr. Anat.” Bd. ix. p- 414, Abbe states that for some 
time past C. Zeiss, of Jena, has been manufacturing both high and low powers, 
equal to any produced hitherto, strietly according to caleulated formulw, 
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piece) different objectives must be employed. In the higher 
powers the front lens is generally mounted, so that its distance 
from the others can be regulated to allow for the influence of 
the cover-glass or the obliquity of the incident rays. 

The eorrection of the aberrations is therefore effected in practice, 
as in theory, by the method of approximation. In practice, the 
testing begins with the last refractions in the system, and proceeds 
downwards to the primary one; in theory, the ray of lieht is 
traced from the anterior surface of the objective up to its last 
surface. 

Special attention is due to the effects of spherical aberration 
in the eye-piece. Since the cones of light which reach the points 
of the objective-image are much diminished, and meet only an 








Fig. 21% 


exceedinegly small portion of the field-lens, it is not single rays 
which experience the stronger refraction of the margin of the 
lens, as in the objeetive, but the whole image-forming peneils 
which pass through this margin. Spherical aberration is not 
exhibited through the obliteration of single image-points, for the 
aberrations within a pencil of rays are hardly perceptible ; it 
influences, however, the direction of the axes of the pencils after 
refraction, and hence the relative position of the image-points. 
As a demonstration of this action, let Z* in Fig. 21 be the second 
prineipal point of the objective, in which the axes of the image- 

! The high-powers of Hartnack, Beneche, Kellner, Plossl, &e., are con- 
structed on this principle. The two posterior lenses alone give a very indistinet 
image, which is over-corrected both spherically and chromatically. The blue 
mist surrounding the outlines is generally so considerable, that it might be @ 
priori doubted whether so much aberration could be compensated in a satis- 
factory manner by the addition of the anterior lens. It cannot, however, be 
disputed that in practical Optics the best results have hitherto been obtained 
with such ecombinations of lenses. 
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produeing cones of light intersect, CO C the infinitely-thin ‚field- 
lens, @ b the (unformed) objective-image, and a’ d’ the real image 
of the field-lens. Ifthe field-lens were aplanatic, the cones of 
light direeted towards « and 5b (represented in the figure by 
simple lines) would cut the optie axis in the same point in 
which the more central cones, for instance, E* m and Z* n, 
intersect. Any points m,n .... inthe plane« b would there- 
fore have corresponding positions in the real image « d, for the 
proportions are ET 

am:me = an: uy = am: mic, 
and, similarly, 

bn ne = Bv:ıy — bin’ : nd. 
The objeetive-image would therefore undergo an entirely uniform 
diminution. 

This uniformity is, however, destroyed through the stronger 

refraction of the peripheral pencils. While the penecils directed 





to the points m and n are refracted to o, those proceeding to « 
and 5 intersect in 0. In consequence of this, the points « and 
m‘ on the one side, and 5 and n’ on the other, as shown by 
the figure, are brought nearer to each other than would be 
the case if the diminution were uniform. The same reasoning 
applies, of course, to any other points which lie near to each 
other in a radial direction. We therefore arrive at the general 
eonclusion, that the surface-elements of the objective-image are 
the more diminished, in consequence of the spherical aberration 
of the field-lens, the greater their distance from the optie axis. 
Acecordingly, the objective-image of a net-work of squares, for 
instance, Fig. 22, would appear in the real image of the field- 
lens as in Fig. 23. 


The effect is exactly the opposite if, under the same conditions, 
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a lens is placed so that it forms virtual images instead of real 
ones. This will be apparent if, in Fig. 21,the lines drawn towards 
o and 0° are produced backwards; then, in consequence of the 
spherical aberration, the peripheral image-points will move beyond 
the position they would occupy if the lens were aplanatice. The 
margins of the image will therefore appear more magnified than 
the central parts, and the network will consequently. present 
the appearance of Fig. 24. This is the distortion which is 
observed in a greater or less degree with every non-achromatic 
maenifying-lens, and which was formerly erroneously called 
the curvature of the field of view. Since it is obvieus that the 
eye-lens causes a similar distortion, acting, of course, in an 
opposite direction to the field-lens, a ratio may always be found 
by which the final virtual image of the Microscope will exhibit 
a nearly uniform enlargement, that is, will appear tolerably 
flat. The so-called latness of the field of view is dependent on 
the practical attainment of this ratio. We shall return to this 
point in a special chapter. 

Spherical aberration of the field-lens and eye-lens always 
implies, therefore, under the conditions of mieroscopie vision, a 
distortion of the real image (in the sense that the mareins are 
sliehtly less enlarged than the centre), and a distortion of the final 
virtual image in an opposite direction. It is quite immaterial in 
this case whether the image-points lie in a plane or in a curved 
surface , the (actual) ewrvatuwre of the-image-surface is a phe- 
nomenon of quite another kind, which was erroneously regarded 
by the early microscopists as the cause of the distortion. We 
shall discuss this point more fully in the proper place ; the only 
question here is, whether, and in what way, spherical aberration 
influences the image-surface itself? or, in other words, what 
changes will occur in the image formed by an aplanatie lens, 
if a non-aplanatic one of equal focal length (for central rays) 
is substituted for it? The question is easily answered. A non- 
aplanatic lens acts on the peripheral pencils of licht, since they 
meet only a small part of the lens, exactly in the same way as 
an aplanatic one of shorter focal length, and therefore, c@teris 
paribus, brings the real image-points somewhat nearer, and forms 
the virtual ones at a greater distance. Spherical aberration of 
the field-lens acts, moreover, so to say, attractively upon the 
margins of the real image, while spherical aberration of the eye- 
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lens has a repellent influence upon those of the final virtual 
imape. Attraction and repulsion decrease, of course, from with- 
out inwards, and in the centre become ni. Curvature of the 
image-surface is therefore due to spherical aberration, and is 
more or less apparent by turning the convex side of the aplanatic 
system upwards or downwards. 


We 
INFLUENCE OF THE COVER-GLASS. 


A GLANGRE at Fig. 25 will show that two rays which proceed from 
a poimt a, alter their passage through a medium bounded by 
parallel plane surfaces (m n and p g), will appear to have come 
from a point «, more or less distant from a. If both rays are 
equally inclined to the refracting surfaces, the two points « and a 
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will lie in a straight line perpendieular to the surfaces ; if, on the 
other hand, they are unequally inclined, the line joinine lines will 
form an oblique angle with the perpendicular. a 

A pencil of light, whose rays diverge from the object-point «a 
will consequently be no longer homoeentrie on emereing from the 
cover-glass, but will consist of an infinite number on Superposed 
cones, whose apices vary with the obliquity of the incident cone 
in relation to the cover-glass. The real objeet-point is therefore 
represented virtually as a line, whose length evidently varies with 


the thickness of the cover-glass and the angle of aperture of the 
objective, 
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If a db (Fig. 26) is an incident ray which passes through the 
cover-glass in the direction bc and then passes into the original 
medium, c s is parallel to « db. The position of the point a’, in 
which the emergent ray, produced backwards, cuts the per- 
pendicular « p, can therefore be trigonometrically determined. 
Then, if a is the angle of incidence, a’ the angle of refraction, 
and D the thickness of the cover-glass, we get in the first place 





D 
be, — se The triangle g ce b gives, therefore, 
ee ea 
cos @ 


Since «’ c is parallel to « g, we obtain from the triangle « q p 
da 2 ge = ap :pg = cos a :sina; 
consequently 


COS @ 
sin @ 





a0 — 00% 


If we substitute for g c and b c their values, we get 
sin (a — a 

ad = et) 

sin a cos a 


and, by an evident reduction, 
a = AD) (! - a 
tan @ 
I£ais taken as 40°, and the refractive index of the cover-glass 


1'5, then, if the surrounding medium is water, we get 
aa’ = ‘168106 x D, 


and if the surrounding medium is air, 
a = a 3x ID 


In the most usual case (ü.e., water below, air above) the latter 
expression is increased to a small extent, varying with the 
distance of the object-point from the lower surface of the cover- 
glass, and when the distance = 0, this is also zero.! 


ı The lateral displacement which takes place when the light is incident 
obliquely has too little practical interest to require further discussion here. 
The obliquity of the illumination is entirely without importance, for the 
contour-image and the delineation of details are dependent upon factors 
unconneeted with the path of the rays. Cf. on this point the chapter on the 


Theory of Mieroscopie Observation. 
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It is evident from what has been stated (pp. 60, 61), as to the 
path of the marginal rays, thata diminution of the object-distance, 
which in the case of rays of 40° inclimation amounts to about 
2 mm. more, even with a cover-glass of only + mm., must exereise 
a noticeable influence on the position of the corresponding‘ objec- 
tive-image, and, at the same time, on the correction of the aberra- 
tions. An objeetive which produces sharp images of uncovered 
objects will, on the application of a cover-glass, define the more 
indistinetly the greater the alteration of the objeet-distance 
thereby caused. Similarly, an objective intended for immersion 
in water will prove less aplanatie for observations in air, unless 
the error is rectified by alteration of the distances of the lenses. 
From this it is evident that objective-systems with angular 
apertures of 120° to 160°, as now supplied by opticians, are far 
more sensitive to such influences than those in which the angles 
of aperture amount to only 60° or 80°. On this account the hieh- 
power objectives of most recent construction are furnished with 
means to alter the distance of the front lens from the two others, to 
the extent necessary for proper compensation. As a rule, the 
lenses must be the nearer together, the greater the apparent 
approximation of the object caused by the cover-glass. Contriv- 
ances for effecting this compensation are applied to the high-power 
objectives of various German, French, and English makers. The 
mechanism is shown in Fig. 27. The metal stud s indicates the 
different positions of the lenses. The 2 
medium position a, and the two extreme 
positions b and c, are shown separately. @ 
The approximation of the lenses should be 
effected preferably in such a way that the 
front lens remains fixed, instead of move- 
able, as formerly, which is attended by the 
practical advantage that the object does 
not disappear from the field of view during the adjustment. 

Mohl has written in detail in his “ Mikrographie ” upon the 
influence of cover-olasses on objectives of medium power, and we 
refer to his statements with regard to the older systems of Ploessl 
and Amiei, With regard to the recent instruments which we 
have examined, we have not found that the differences of thick- 
ness usually met with in cover-glasses (say } to 4 of a millimetre) 
influence the mieroscopic image to any considerable degree. 

F2 





toner, Ark 
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Hence, probably, the optieians now construct their medium 
objectives for cover-glasses of about } mm. in thickness, whilst the 
objectives of Amici were expressly intended for use with cover- 


glasses of various, and in some cases very considerable, thickness 
(up to 1:5 mm.). 


VA 
THE FLATNESS OF THE FIELD OF VIEW. 


Ox observing a straight line through a lens, or system of lenses, 
its image appears to be straight only when it passes through the 
centre of the field of view ; in every other position it will appear 
curved, with its convex side towards the centre, and the curvature 
varies with the distance from the centre. A mesh-work of squares 
(Fig. 28) will accordingly appear as represented in Fig. 29, and 





Fıs. 29. ; 


every other object in the virtual image will appear more or less 
distorted in a similar manner. | 
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Y Fıs. 30. 
It was formerly customary to explain these distortions as due to 
the fact that the points of the virtual image «’ d’ (Fig. 30), which 
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the lens A 2 forms of the plane « b (assumed to be at right angles 
to the optie axis), lie in a curved surface convex to the object, and 
that the peripheral parts of this surface, in consequence of their 
greater distance, are somewhat more magnified. Similarly, it was 
considered that the opposite distortion of 
real images (Fig. 31), in which the magnifica- 
tion deereases from the centre outwards, was 
oceasioned by a corresponding curvature of 
the image-surface (Fig. 32) [ef. Harting, 
«Das Mikroskop,” first edition, pp. 134 and 
278]. Harting and others have since changed 
their views (ef. loc. eit., second edition, vol. 1. 
pp. 100 and 141); but as the traditional idea 
crops up here and there, and is, moreover, 
contained in all the older text-books, we will repeat without 
alteration in this second (German) edition our investigations on 
this point. 

That the old explanation is entirely erroneous is plain from 
what has been said above (pp. 62-65). It was there shown that such 
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distortions are not to be explained by the curvature of the image- 
surface, but by the stronger refraction of the peripheral pencils, 
and are therefore due to the spherical aberration of the image- 
producing lenses ; it was at the same time pointed out that a real 
eurvature of the image might take place quite independently of 
this, and that it varies with the spherical aberration of the lenses, 
according as their convex sides are turned upwards or downwards. 
Nevertheless, it may not be superfluous if we return once more 
to this subject, in order to explain, in as simple a case as possible, 


not only the distortion by the eye-lens, but also the curvature of 
the virtual image. 
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Let « b (Fig. 33) be the field-Iens image, in which the diminished 
cones of rays (which are represented in 
the figure by simple lines) converge to 
the point o; let A B be the eye-lens, 
\ whose centre of curvature is in o ; and 
let the eye of the observer be adjusted 
for infinite distance, Then, since the 
pencils converging to o are ineident in 
the direction of the radius, they undergo 
no deviation at the lower surface, and the 
refraction is confined to removing the 
point of convergence to an infinite distance 
in the direction of the axis of the pencils. 
The virtual image «’ d’ resulting from this 
(which is to be considered at an infinite 
distance)! agrees, of course, completely 
with the object, (.e., there is a perspective 
N coimeidence of the single object-points 
3° with their images. Rectangular net-work 
should therefore appear rectangular also 

i \ ın the image. Nevertheless, this virtual 
N \ image is considerably curved, because the 
! \ marginal points of the object are further 
DE ‘% ı\from the refracting surface than the 

Fig. 33. centre. | 

By the second refraction at the upper surface of the eye-lens 
the parallelism is obviously not destroyed—the image remainsatan 
infinite distance. But the pencils are bent aside from their course 
the more in proportion to the angle which they form with the axis 
of the Microscope The amplification which the virtual image 
thus undergoes is expressed approximately by the refractive index. 
It is not, however, uniform throughout. If we suppose the 
object a b to be divided into any number of equal parts, the 
pencils proceeding from the points of division meet the eye-lens 
and (if produced backwards) the plane of projection of the virtual 
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! Our figure is accurate for the assumed finite distances. The virtual image 
is in this case brought nearer in consequence of the second refraction by the 


=) -th part of its former distance, in which n denotes the refractive index. 
n 


For the others, the course of the rays is exactly the same, 


vr " Br 2 x a m”, and m“ g" — ee" a". This 
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image a’ d’ at equal distances. A uniform magnification would 
therefore clearly imply that the deflected peneils of light cut the 
axis of the Microscope in the same point. This supposition 18 
not, however, correct, since the point of intersection of the peri- 
pheral rays always lies nearer to the eye-lens than that of the 
central rays. The final virtual image is thus necessarily more 
or less distorted. For if e” (Fig. 34) is the image of the object- 
point e lying in the axis, and 9” that of any 
point » of one of the divisions, a point q at 
twice the distance would, in the case of uniform 
magnification, have to be formed in the image 
also at twice the distance, therefore in g”. In 
reality, however, the image-forming pencil of 
lisht is revolved somewhat more round its 
point of ineidence r in the upper surface of 
the eye-lens, since it cuts the axis at a slightly 
less distance The point g” lies therefore 
somewhat further outwards, as the dotted line 
indicates ; consequently, in the virtual image, 


means that the magnification increases with 
the distance from the axis. The increase is 
limited, however, as is readily seen, to the 
radial direction; the tangential direction is 
affected only because the displacement of the 
image-points in a radial direction causes a pro- EEE 
portional change in their distances. Straight Fıe. 34. 
lines in the object, which (if necessary produced) 

intersect in the centre of the field of view, must therefore appear 
in the image as straicht lines; in every other direction, however, 
an irregular magnification involves their curvature, which is the 
stronger the greater their distance from the centre. 

We may, consequently, regard it as established, that curvature 
and distortion are two entirely different phenomena, which are 
not to be confounded. Distortion depends, we repeat, upon the 
spherical aberration of the refracting surfaces ; curvature, on the 
other hand, upon the unequal distances of the respective object- 
points (in which the image of the first surface is to be regarded 
as the object for the next succeeding surface). Even if spherical 
aberration is eliminated, it still does not follow that the micro- 
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scopie image is rendered plane, and, conversely, a perfectly plane 
image may appear more or less distorted. Both defects must be 
corrected, if the flatness of the field of view, in the traditional 
sense of the expression, is to be complete. 

Distortion as well as curvature can be eliminated in two different 
ways : first, by making the eye-piece aplanatic and orthoscopie bythe 
addition of plano-concave flint-lenses ; secondly, by skilful selection 
and combination of simple plano-convex lenses for the field- 
lens and the eye-lens, the opposing aberrations being so regulated 
that they cancel each other. 

As the principles upon which aplanatism is based have been 
expläined in a previous chapter, we need not return to the 
subject. It is evidently a much easier task to construct aplanatie 
eye-pieces than aplanatic objectives, because it is possible to 
arrange the curvatures of the lenses in accordance with the re- 
quirements of calculation. The points we have to discuss are, 
how aberration can be corrected in an ordinary eye-piece, and 
how, in general, the curvature of the refracting surfaces influences 
the curvature of the image? 

The following will afford the necessary data with regard to the 
first point :—Let bg (Fig. 35) be the path of a peripheral peneil 
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FIG. 35. 


after refraction through an aplanatie field-lens, or, otherwise 
expressed, the direction which a refracted peneil would take in 
order to give a perfectly correct real image, &.e., corresponding 
preeisely with the object; further, let db » be the path of the 
pencil after its passage through a single positive lens of equal 
power but non-aplanatie. It is then evident that the aberration 
of this last pencil is only completely cancelled if, after its passage 
through the eye-piece, it appears to come from a point which 
corresponds to the direction of the pencil d q after a refraction 
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free from aberration in the aplanatic eye-lens. If the eye iS 
adjusted for infinite distance, the two pencils must therefore 
proceed parallel after their emergence from the eye-piece, which 
assumes that parallelism is produced by the refraction at the 
lower lens-surface. We will extend our remarks on this simple 
case, 

Let us suppose the eye-lens adjusted so that its centre of curva- 
ture lies centrally between the points » and g,; then beth peneils 
will be refracted towards each other almost without aberration, and 
with equal deviation, since they are incident at equal and very small 
angles (about 1°—1:5°). For parallelism, obviously, the point D, 
from which the rays proceed, should lie in the focal point of the 
refracting surface. Since the corresponding point of the field-lens 
image must be in exactly the same position to be seen in the virtual 
image at infinite distance, it follows that aplanatism can only be 
secured on the hypothesis that the eye-lens is at the distance of its 
focus from the field-lens, and when, accordingly, the real image ap- 
pears in the plane of the latter. Anincrease in this distance must, 
with similar positions of the centre of curvature (that is, with a 
shallower field-lens or a deeper eye-lens), necessarily involve con- 
vergence, while a decrease will necessitate divergence of the 
emergent pencils. In the first case the aberrant pencil would 
be refracted towards one assumed to be free from aberration, 
and its prolongation backwards would correspond to a point lying 
too near the axis—the virtual image would appear to be less 
magnified towards the margin. In the second case, the contrary 
effect is produced ; the pencil, produced backwards, meets a point 
too far distant from the centre. —and the image shows an opposite 
distortion. 

It is otherwise, if the centre of curvature of the eye-lens lies 
nearer to it than the points pand qg. The angle of incidence of 
the aberrant peneil is, in this case, noticeably greater than in the 
preceding, consequently, aberration is also traceable in the eye-lens; 
and the peneil is refracted more strongly towards the axis than 
the one assumed to be free from aberration. If the point of 
emergence b of the two pencils were at the distance of the focus 
from the spherical surface, they would diverge after their passage 
through the eye-piece, whilst in the previous case they were 
parallel. In order to produce parallelism, therefore, the distance 
must be chosen somewhat greater than the focus, in proportion to 
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the angle of incidence of the aberrant pencil. In the Campani 
eye-piece the real image is not, therefore, formed in the plane of 
the field-lens, but above it. 

By similar reasoning it may be shown, that the Jisplacement 
of the centre of curvature to the right (which a shallow eye-lens 
presupposes) requires, as the condition of aplanatism, that the 
distance of the two lenses shall be less than the focus of the 
upper lens. In this case an arrangement is applied to the eye- 
piece, which agrees in. principle with that of Ramsden, in that 
the real image is formed @n front of the lower lens. 

It is therefore possible to combine single lenses in different 
ways to form an aplanatie system under the given conditions. A 
striet fulfilment of the conditions is, in general, possible only for 
particular peneils, just as the elimination of spherical and 
chromatie aberration in the objeetive is limited theoretically to 
particular inelinations and colours. An eye-piece which is 
aplanatic for the violet rays, cannot, as a rule, be so for the 
red, since both the position of the centre of curvature and the 
distance of the lenses depend upon the refrangibility of the 
rays. The point » in the figure is evidently removed the further 
to the left the greater the refrangibility of the rays, while q, as 
we may suppose, does not change its position ; moreover, the 
focus of the eye-lens is different for each colour. The confusion 
thus produced in the case of the refraction at the lower surface 
of the eye-lens, depends, of course, upon the dispersive power of 
the glass, but it is further dependent upon the actual position of 
the point p, in which the prolongations of the differently-coloured 
pencils cut the axis. If p lies for all colours to the left of the 
centre of curvature, an eye-piece which is aplanatie for violet or 
central rays will move the marginal points of the red image a 
little too far outwards, because the point of divergence b for this 
colour is still situated within the focus. The field of view would 
therefore appear with a red fringe. This chromatic aberration is, 
however, equalized by the refraction at the upper lens-surface, 
for here the violet rays are inclined more strongly towards the 
axis than the red rays. It is evident, also, that this counter- 
action will preponderate if all the rays are refracted to the axis 
bythe combined action of the lens. The red margin of the field of 
view is consequently converted into a blue one in the final image. 

The same result is obtained, if the point », with regard to all 
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the colours, is situated to the right of the centre of curvature; 
but, since in this case the spherical aberration of the red peneils, 
ineident at a greater angle, increases with the distance of the two 
lenses, there is a limit where it equalizes the chromatic aberration. 
Hence the blue fringe of the field of view is changed to a red 
one. As this limit is, with given curvatures, dependent solely upon 
the dispersive power of the glass, a glass may be selected which 
will admit of the production of aplanatism for red and violet 
licht at the same time. And if, for instance, crown-glass possesses 
approximately this property for a particular combination of lenses, 
it must be possible to reduce to a minimum the remaining aber- 
rations by means of slight alterations in the distances and curva- 
tures. We therefore arrive at the conelusion that the elimination 





 Fıe. 36. 


of dispersion is compatible with the simultaneous elimination of 
spherical aberration. 

As regards the curvature of the image-surface, the usual explana- 
tion as to the field-lens image naving its convex side downwards 
is erroneous. Exactly the opposite takes place. We may convince 
ourselves of this by placing a flat plate of glass covered with fine 
dust, or a micrometer plate, upon the diaphragm of the eye- 
piece, and by comparing its margins in the microscopic image 
with those of the field-lens image We shall find that the 
margin of the latter image requires a somewhat lower adjustment 
of the eye-lens than the similarly-situated points of the glass 
plate. The field-lens image is therefore curved upwards. On 
theoretical principles it cannot be otherwise. If we suppose a 
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refracting surface A B (Fig. 36), which brings to a focus in Fal. 
rays between » q and rs which are parallel to the axis « c,the rays 
of the peripheral pencil p g mn will also, of course, be refracted 
towards this point. This applies equally for every other cone 
of rays and the penecil parallel to it. Moreover, the distance of 
the different focal points of the refracting surface, measured upon 
the axis of the cone passing through the centre of curvature, and 
consequently also the distance of the centre of curvature itself, 
is a variable quantity. The focal points, therefore, lie in a 
spherical surface whose centre coineides with that of the refract- 
ing surface. 

If we now suppose the cylindrical peneils converted into 
slightly converging ones, so that the points of convergence of 
the differently-inelined peneils are equidistant from the centre 
of curvature of the refracting surface, their real image-points 
are brousht somewhat nearer to the refracting surface ; they 
form, however, afterwards as before, a curved surface with 
the same centre of ceurvature. Applied to the field-lens, this 
means that if the objective-image, forming the virtual object, 
has a curvature which is convex above, its centre coineiding 
with that of the field-lens, then the image produced by tlıe 
refraction at the spherical surface has a curvature parallel 
with it. 

It can be further shown that a curvature is produced in the 
same sense, even if the objective-image is in a plane. Let us 
assume, for the sake of simplieity, that it lies in the tangential 
plane M N (Fig. 36) of the focal surface, and let us denote the 
distance from the refracting surface of the objeet-point P by », 
that of the corresponding image-point by »*, the distance of the 
objeet-point by P, and its image-point by ?, and 7,*, the focal 
length by f, and the radius of the field-lens by r. 
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p, is determined by the proportion (p, — ?): (p — r)=1: cos &, 
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that is, if & denotes the angle Pic P, and the radius of the focal 
surface is taken as unity. rpm this results 
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The distances p* and p,* are therefore, respectively, — and 
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r 2 +cose® , 


"Ir 2cod' ; consequently the distances of the image-points 
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from the centre of curvature, which we will call d* and d,*, are 5r 
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2 + c08s& : : z 
and —#. — —-— — ‚7. By an evident reduction we obtain 
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and hence d*:d* =1: doc 
1+2cos& 


“ : 
If the two image-points were situated in a plane at right angles 
to the axis of the Microscope, the ratio of their distances from the 


point e would obviously be given by1: 





We wıll now con- 
cos 


sider whether the second term is greater in the first or in the 
second expression. If we take 8 = 1—cos d, there results 
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In this latter form the two values represent two fractions, in which 
the numerators are greater than the denominators. The numerator 
and denominator of the first fraction are also greater than those of 


the second by 8, consequently - ae as ne 3B° The image- 


surface is therefore curved in this case Se and its convex side is 


directed upwards. Under the given conditions this curvature is 


little more than zero; for if, for instance, we take & = 4°, and 
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r=20 mm., the quantity »,* will be about ‘02 mm. less than in 
the plane image. But this is, in reality, further increased by 
the fact that the refracting surface is not, as we have supposed, 
aplanatic, but is accompanied by the aberration due to spherical 
form. It acts, as we have explained, upon the peripheral pencils 
of rays, just as an aplanatie surface of shorter focal length, and, 
in consequence, brings the corresponding image-points somewhat 
nearer. The curvature must therefore be perceptible, even if the 
spherical aberration is taken at only ‘1 of the focal length. 

The action of the eye-lens has already been explained for a 
particular case. We found that the image of a flat surface formed 
by it must be curved, because its peripheral points are further 
distant from the refracting surface-elements than the central points. 
Such a curvature must, of course, always take place when the 
spherical aberration acts in the same manner as in the case of 
single lenses. The final virtual image of an ordinary eye-piece 
cannot possibly be flat, unless the objective-image itself is curved. 
and its convex side turned downwards.. The most favourable 
position of the eye-lens will always be that in which the pencils of 
rays proceeding from the field-lens are ineident upon the spherical 
surface at the smallest possible angle. 

With the Ramsden arrangement of eye-piece, the conditions 
which influence the curvature are more complicated. Since the 
lower lens is here turned with its plane surface to the real objective- 
image, the virtual image formed by it would be curved downwards, 
if spherical aberration (which, as has been shown, actsin an opposite 
direction) did not preponderate The combined effect of the eye- 
piece is therefore, in general, very nearly the same as in that of 
Campani. 

From a practical point of view, moreover, a slight curvature of 
the field of view is unimportant. No eye-pieces are known to us 
(not exeluding the aplanatic and orthoscopie ones of Plessl, &e.) 
in which it is completely eliminated. The chief and proper aim of 
the optician is to eliminate as far as possible the distortion of 
the differently-coloured images, and to regulate the remaining 
deviations so that the red and violet image-points coincide perfectly, 
at least in the central portion of the field of view. Ifthis is attained 
for a definite length of tube, the eye-piece will reproduce, as 
distinetly as possible, any objective-image with an equal length of 


tube, 
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VII. 


THE GENTERING OF THE SYSTEMS OF LENSES. 


Is our previous consideration} of the path of the rays of light in 
the Microscope, we have throughout assumed that the refracting 


surfaces form an exactly concentrie system, 
ie, that their centres of eurvature all lie in 
one straight line. The optician will always 
endeavour to realize this assumption ; but the 


best workmanship results in an approximation 


only, and in the high-power objectives there 
are always unavoidable errors. The question 
therefore arises, how defecetive centering in- 
fluences the celearness of the image, and what 
_ errors are of especial importance ? 

According to the usual view, exact centering 
is one of the conditions of aplanatism. Hart- 
ing! states that even a slieht inacceuracy will 
necessarily be very detrimental; and Mohl? 
affırms that a distortion of the image on one 
side is caused by it. This view seems at first 
sicht plausible and comprehensible; it is, 
nevertheless, opposed to theory as well as to 
observation, as we will show. 

Let us assume a perfectly concentrie ob- 
Jjective-system composed of three double-lenses, 
which is as far as possible aplanatic for all 
points of a field of view of given diameter, and 
inquire what influence a slicht lateral dis- 
 placement of the lenses would exert upon the 
combined effect of the system. Let Z,, Z,, and 
E, (Fig. 37) be the pairs of prineipal planes 
of the three double-lenses, 7, and A, the 
eorresponding focal planes of the two posterior 
lenses, and o,, 0,, and o,, the optie axes, the 
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first of which we suppose to coineide with the axis ? Q@ of the 


' ı Harting: “ Das Mikroskop,” p. 275, and 2nd ed. i. p. 304. 


® Mohl: “ Mikrographie,” p. 176. 
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Microseope, while the two others are displaced to the right 
and left, m a parallel direction ; and let « 5 be the object, 
whose separate points give equal perfect images with accurate 
centering. If, with help of the rays of dmeehen, we con- 
struct the path of the pencils which proceed from the marginal 
points a and b to the objective, and compare it with the path 
as it would be in the accurately concentrie system, the errors 
due to the displacement can readily be comprehended. In the 
Fig. the ordinary lines refer to the excentrie and the dotted 
lines to the concentrie system. The virtual or real images, which 
the separate double-lenses form, are denoted by «a d, a” b”, and 
a” b” in the first, and with similarly-accented Greek letters in 
the second. The position of these images relatively to the 
axis is, of course, previously determined by the direction of the 
rays, if necessary produced backwards; their distances are reyu- 
lated by the focal lensths, and are, of course, in both cases the 
same; for greater clearness they are, however, represented in 
the Fig.as somewhat different. It is evident that the virtual image 
« b’ of the first lens suffers no alteration by the displacement. 
Considered as an object to the second lens, its rieht-hand margin, 
b’, comes into a somewhat unfavourable position, since it is in 
this case further from the optie axis o, by the amount of dis- 
placement. The lens therefore forms a less perfect image of 
this portion of the margin, as may reasonably be supposed. The 
entire remaining portion (by far the greater) fulfils, on the other 
hand, afterwards, as before, the condition that none of its surface- 
elements, for which the second lens is as far as possible aplanatic, 
fall outside of the field of view. If we make D’ x equal to the 
amount of displacement, then in the image «” b” a corresponding 
portion b’ x will be unsatisfactory, while «” x retains its original 
distinetness. Now, however, the whole image, as the Fig. shows, 
lies somewhat further to the-right than before the displacement, 
and at a distance which is in the same ratio to b” x as a” 7 to 
a’ VW’ — ab. To verify this point, it is only necessary to draw 
ee b’ and the upper prineipal point of the second lens, in its 
two different positions, two lines, produce them downwards to BE 
and b’, and compare the triangles meeting in D“. 

The virtual image «” b” assumes, therefore, in general, a different 
position to the axis o,, The relative position, of course, remams 
the same only when it moves exactly as far as the axis itself. 
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The real objeetive-image «”’ 5b” attains the greatest possible 
distinetness in this special case, but since the part 5’ & of the 
objeet is already indistinet, it is indistincet also in the image. 
If, on the other hand, the displacement of the virtual image 
is greater or less than that of the axis, a corresponding marginal 
portion of the red image appears under less favourable conditions 
in the first case on the left, and in the second on the riecht 
side, and is, in consequence, less sharp. The part b”’ x is therefore 
somewhat indistinet again at the edge. 

With every displacement, therefore, a corresponding portion of 
the margin of the objective-image disappears, so that, in reality, 
if the erroneous centering of the flint- and crown-lenses is also 
taken into account, the whole periphery of the field of view must 
suffer more or less, only a central portion is preserved in its 
original purity, and this portion may, nevertheless, have any 
excentric position. 

In order to obtain a few data as to the extent to which the 
displacements represented in our figure influence the microscopie 
image, we will assume that the first lens magnifies three linear, 
and the second and third four and six linear respectively—a 
proportion which approximately coincides with actual observation. 
The displacement of the axis o, would amount to ‘25, and 
that of the axis o, to 5 mm. Therefore 4 x = 00 = il, 
b” © = 6 mm.; further 8” 5” (in a direction at right angles to 
the axis) = (4 — 1) x 25 = 75 mm., and consequently a portion 
06 x (75 — 5) = 1'5 mm. in breadth, measured from DR 
is rendered indistinet in the objective-image. This portion, 
however, if the diaphragm in the eye-piece is supposed to be 
immovable, falls upon its margin; for since a” d” appears dis- 
placed by ‘25 mm. further to the right than o,, the objective- 
image lies, with reference to 0,, at a distance 6 x 25 = 15 mm., 
and therefore, with reference to P Q or to a” 8”, the field of 
view of the eye-piece in the concentrie system, at a distance 
gl 5 = I mm, further to the left, (In the Fig. it is 
the .reverse.) I£ the diameter of this field of view, 1.6., Of 
the diaphragm in the eye-piece, is 18 mm., there still remain 
5 mm. visible of the indistinet portion 5’ x, while on the 

other side, between «’” and a”, 1 mm. of the aperture 1s unoc- 

‘eupied, and can only be filled if the object « b is increased 

7; mm. at a. This increase becomes somewhat less distinet in 
G 


82 THEORY OF THE MICROSCOPE. 


the image «’ db‘, but suffers no further loss through the succeed- 
ing refractions. 

Defective centering of the objective-system may further arise 
from the fact that the optic axes form small angles with the 
axis of the Microscope—and this is a second case which we have 
to discuss. Let Z, and Z, (Fig. 38) be again 
the principal planes of the first and second 
double-lenses of a perfectly concentrie system, 
P Q the common optie axis, « b the object 
and « b’ the virtual image of the first lens, 
and therefore the object to the second. If 
the latter is now turned round one of its 
prineipal points, without otherwise altering its 
position, while the optie axis 0, 0, changes 
its position with regard to ? @, the portion 
«x of the virtual image comes into a more 
unfavourable position, just as in the preced- 
ing case. The action is, therefore, similar to 
the case of a lateral displacement of the optic 
axis; but the error due to the difference of 
angle increases with the distance of the 
object. It should be added, that in con- 
sequence of the inclination of the lens, the 
image formed by it appears to be inclined 
also, from which cirecumstance the final ob- 
jective-image, even if the inclination were 
compensated for by opposite aberrations, must 
necessarily be deteriorated. In general, then, 

Fıc. 38. the deviation of the optie axes acts more 
disadvantageously than their mere lateral 
displacement; at the same time it should be observed, for 
example, that an angle of about 2° is required in order that with 
an object-distance of 7 to 8 mm., as was supposed for the second 
lens, the above assumed displacement of '25 mm. may be equalized. 
It must, consequently, be decided by experiment which kind of 
deviation is easier to correct. 2 

If both kinds of error are present in a system of lenses, the 
effect is exactly the same as if first a displacement of the axes 
parallel to their own direction had taken place, and then a 
deflexion, or vice versd. The arithmetical expression of the errors 











THE CENTERING OF THE SYSTEMS OF LENSES,. 83 


is, of course, simply the sum of both the effects, which we have 
just treated of separately. 

In accordance with what we have already stated, it is therefore 
quite correct to say that defective centering exercises an injurious 
influence upon the mieroscopie image. If, however, we disregard 
the small inelination of the images to the axis, this influence is 
confined, in the first place, merely to the margin of the field of 
view, and reachesits centre only in the case of stronger inelina- 
tions (which, of course, ought to be avoided). The familiar 
phenomenon, due chiefly to the action of the eye-piece, by which 
the distinetness of the microscopic image diminishes towards the 
edge of the field of view, may, in consequence of these aberrations, 
be still further intensified. 

Finally, we will examine one further point, to which we shall 
refer in discussing the Testing of the Microscope We have to 
show what changes in position the image of any object-point 
undergoes through imperfect centering, if the image-forming 
objeetive is turned round a given axis (? Q, Figs. 37 and 38). For 
this purpose we start from the results obtained above, according 
to which a displacement of the lenses generally causes a displace- 
ment of the objective-image also. In the example given, where the 
optie axis was moved '25 and ‘5 mm. to the richt and left, this 
displacement amounted to 1 mm. to the left. If we suppose the 
objective to be furnished on the left 
side with a sign, it is evident that 
whilst it turns round the axis PQ 
the displacement will always take 
place in the direction which is de- 
termined by this sion. The centre 
of the eircular objective-image there- 
fore assumes successively the posi- 
tions denoted by 1, 2, 3, 4, with 
regard to the centre o (Fig. 39) of 
the field of view (bounded by the 
eye-piece diaphragm), in which we 
may imagine crossed wires, « bed, to 
5 be extended. It therefore desceribes a cirele, of which the point o 
is the centre, and the distance of the displacement is the radius. 
Similarly, every other point in the image (since its position relative 
to the centre must remain the same) describes a cirele of equal 

G2 
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diameter, whose centre coineides with the corresponding image- 
point of the concentrie system.. 

Similar phenomena are also observable, if, instead of the whole 
objective, single defectively centred lenses are turned round their 
axis. The displacements may, indeed, prove still more consider- 
able, because aberrations, which in other cases had a counteracting 
effect, have, in consequence of the rotation, to be added to the 
others. Moreover, no such evident relation, as usually supposed, 
exists between the inclination of the individual axis and the 
resulting displacement of the objective-image. When, for instance, 
Harting states that every irregularity is magnified exactly as 
much as the object itself, and that therefore a difference of 10 mic. 
in an image magnified 500 linear becomes 5 mm., it is an entirely 
erroneous assertion, which finds a sufficient refutation in the 
example itself. On the contrary, it is always conceivable that the 
defects of centering may cancel each other, so that the resulting 
image does not suffer any displacement, although it loses in dis- 
tinctness. 

Moreover, in practice the ratios between the different 
amounts of displacement are without significance, since the center- 
ing of the objectives is always accomplished lens for lens, for 
which purpose are usually employed not the dioptrie images, 
but the reflected images which the lens-surfaces form of a 
luminous object placed on one side. [(Cf. chapter on Testing the 
Centering. ] 


IX. 


BRIGHTNESS OF THE FIELD OF THE MICROSCOPE. 


Tur brightness of the field of a Microscope may be defined as 
that amount of light which is brought to the unit of surface of the 
retina, when a uniformly luminous surface of known intensity 
serves as the object. The ratio of this quantity of light to that 
which the same illuminating surface brings to a unit of surface 
of the retina with the naked eye represents its arithmetical 
expression. It is not a quantity dependent upon the distance 
from the eye, for in the retinal image a change in the distance of 
any object becomes larger or smaller in the proportion in which 


x 
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the aperture of the cones of light, while proceeding from the 
single points, varies. The greater amount of light: contained in 
the larger pencils of rays is therefore always distributed over a 
surface of the retina which is larger in the same proportion. 

It might be supposed that the same ratio would exist for 
the eye in mieroscopie vision, and that hence the power of the 
Microscope would vary in the same ratio with the angular aper- 
ture of the incident rays. This brightness of the field would then 
be equal to unity, i.e, we should see the objects equally bright 
as with the naked eye. And if any combination of lenses were 
able to receive and direct to the eye a cone of rays with an 
aperture still greater than the above-mentioned ratio requires, 
the field of view would naturally appear to be more briehtly 
illuminated, in proportion to the surplus, than when seen with the 
naked eye. Such a case can, however, never occur, as will be 
shown, even with the lowest magnifications; for the hieher mag- 
nifications it is primd facie an impossibility. The diameter of the 
mieroscopie image (and therefore also the retinal image) increases 
with higher magnifying power in a much more rapid proportion 
than the angles of aperture of the ineident cones of rays, which 
reach the objective from the objeet-points, and thence the eye. 
In vision with the naked eye this angle amounts to 28—34 
minutes, that is, about half a degree, if we fix the diameter of 
the pupil at 2 to 21 mm. and the distance of distinet vision at 
about 250 mm. Im microscopic vision, on the other hand, it 
amounts to 100° and upwards in proportion to the power and 
peculiarities of the objective. From every point in the plane of 
adjustment, an amount of licht, in this case, reaches the eye which 
is greater than that received by the naked eye in the approximate 
proportion of 1002: (2)? = 200?:1. But this amount of lieht is 
distributed over a surface of the retina m?-times greater, where »n 
is the coeffieient of linear amplification. The brightness of the 
field of view resulting from this, which we denote by v, is therefore 

2 
expressed by v = or, in general, if we take the angle of 
aperture of the objective as equal to w, and that of the naked eye 
@\2 i 
a) . The luminous power is consequently 
equal to Lit m = 2w; it isless than l,if m > 2», which is 
obviously the usual case. It is, of course, here assumeıd that the 


equal to 4,0 = 4 ( 


86 THEORY OF THE MICROSCOPE. 


incident cone of rays is large enough to fill the whole aperture of 
the objective. This condition is, however, very seldom fulfilled in 
mieroscopic observations, since the diaphragm limits the inelination 
m of the incident rays. In place of » 
cs‘ the angle « » b (Fig 40) at en 
diaphragm « b is seen from the point p in the 
plane of adjustment. If the angle = 8, the 


A 28\? 
above expression becomes v = >) . With 
m 


the same illumination, the brightness of the 
field of view is, accordingly, in inverse propor- 
tion to the squares of the coefficients of linear 
amplification. If, for instance, we select a 
diaphragm, so that ö& = 30°, the coefficients of 
amplification will be 240, 300, 360, 420, &e., for 
) the more powerful objectives, and the relative 
briehünesse nn ec ButııBronethe 
other hand, we increase tlıe value of 8 to double 
or treble the assumed value (by using a larger 
diaphragm), the brightness attains—provided 
always that ® is at least of the same magnitude 
—four times and nine times, respectively, the above fractions ; 
these fractions will have, therefore, equal denominators, and the 
numerators 4 and 9. 





i 20\2 . 
For larger angles of aperture the expression v = (>) is not 
m 


quite correct. The quantity of lieht in the different cones of rays 
is, stricetly speaking, not in proportion to the squares of the 
angular magnitude indicated, but to the area cut off by the cone 
from a sphere having its centre at the apex of the cone, that is, 
to the area of the active calotte. For it is evident that a self- 
luminous radiant emits rays in all directions, and therefore 
illuminates equally at all points a spherical surface, whose centre 
lies in the source of light itself, It depends, therefore, upon the 
extent of this spherical surface which is effective in a given case; 
an n-times as great an area of this calotte always corresponds to 
an n-fold amount of lieht. If we work out the calculation for 
different apertures of the incident cones of rays, and take as unity 
the amount of light for © = 4°, we obtain, for example, the values 
given in the following table. The fourth column contains the 
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actual areas for the case when the hemispherical surface is taken 
as equal to 1,000,000; the fifth contains the corresponding tan- 
gential area. 























ee : an Area of calotte | Corresponding 

ton > [Angular aperture., RER 3 | wien the hemi | Yangentil arca 
— 0:5° 1 95 — 
— 2° 4 38 —_ 
= 2° 16 152 — 
= 5° 100 952 953 
— 10° 400 3806 3827 
10 20° 1599 15192 | 15545 
17 30° 3586 34074 35000 
30 40° 6348 60307 66237 
25 50° 9862 93692 108721 
33 60° 14102 133975 166666 
70 100° 37601 357215 710140 
150 120° 52631 500000 1500000 


On comparing these calottes with the nearly corresponding 
combined amplifications (ü.e., such as are practically obtainable), 
the result we arrive at, as stated above, is a gradual diminution 
of te amount of light for the higher powers. But, with low 
powers, the possibility, however, seems to obtain that an object 
observed through the Microscope appears to be more brichtly 
illuminated than when seen with the naked eye. If we assume 
that the angle of aperture 30°, contained in the above table, 
corresponds to an objective-amplification of seventeen times, 
which agrees with experiment, we obtain, with an eye-piece 
amplification of about three times, an image-area which is 50? 
2,000 times larger than the object, whilst the amount of light 
utilized is about 3,500 times greater than in ordinary vision. 
The brightness would accordingly be increased in the ratio of 
35 to 25. But the question arises whether a cone of licht 
with an aperture of this size emerges sufficiently narrow from 
the objective to be received by the pupil of the eye; for it 
is evident the above conclusion becomes illusory if that is not 
the case. 

For the examination of this question we will eonstruct the path 
of rays in the Microscope according to the diagram above explained 
(p- 41). Although, owing to want of space, the distances there 
given do not coineide with the actual dimensions, the conclusions 
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to be deduced are generally accuratee Let P (Fig. 41) be a 
radiant point situated on the axis, which emits a cone of rays, 
as shown in the figure, to the anterior limiting surface N° of the 
refracting system. The corresponding cone of rays proceeding 
from the posterior limiting surface N* has now to be constructed. 
For this purpose we trace only the marginal ray Pg, which limits 
the angle of aperture. Its prolongation (in this case backwards) 
meets the anterior principal plane Z° in the point ©; consequently 
the line drawn parallel to the axis through % cuts the second 
prineipal plane Z* in the point a, which belongs also to the 
emergent ray. Further, if we draw through the anterior focus 
a line parallel to « ? to meet the anterior prineipal plane, and, 





Fıs. 41. 


from the point of intersection, r, a second line parallel to the axis, 
the latter meets the posterior focal plane #* in a point p, which 
likewise belongs to the emergent ray, and consequently determines 
its direction. The prolongation backwards of the line « p gives 
at the same time the position of the virtual image-point in the 
axis. If we add also the marginal ray which proceeds symmetri- 
cally on the other side, the emergent cone of rays is evidently com- 
pletely determined. The question now arises, —W hat is the ratio 
of the two angles of aperture? Asa glance at the figure shows, 
the ineident cone of rays has an apertureo = 2 x anglei Pk, 
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Dx* Abe 
and the emergent cone an’ aperture @ = 2x angle GE En I 
ik = a ß, and since k Pis equal to tie anterior, and 8 P* to the 
posterior focal distance, we obtain for the trigonometrical tangents 
of the two angles 
a 


van 3), na = Fo 
P » 


in which p and p*, as before, denote the two conjugate foci. But 
the squares of these tangents are proportional to the areas of 
transverse sections of the two cones at the distance 1 from the 
apex. For these surfaces we therefore obtain the proportion 


a „ru wa 
Bu (vo)r 8 BE 


but the same proportion indicates also the areal magnification, 
* . . . 
because 2- is equal to the coefficient of linear amplification. 
ER 


Hence we arrive at the conclusion, that the areas of transverse 
sections of corresponding comes of light at the distance 1 from the 
apex are proportional to the squures of the coefieients of linear am- 
plification. If, now, the emergent cone completely fills the aper- 
ture of the pupil « n, as assumed in the figure, the aperture of the 
ineident cone is fixed thereby ; for as soon as the aperture is 
further enlarged, as the above relation involves, the transverse 
section of the emergent cone becomes larger than the aperture of 
the pupil, and the surplus of light received by the objective there- 
fore remains functionless. Since the surface of the transverse 
section of the ineident cone is always somewhat larger (though 
when treating of a small aperture only infinitesimally so) than 
the corresponding spherical calotte at an equal distance from the 
vertex, we are led to the conclusion, that a luminous surface ob- 
served through the Microscope camnot, under any circumstances, 
appear brighter than when seen with the naked eye. 

In all these calculations of the brightness, it has, of course, 
been tacitly assumed that the cones of light proceeding from the 
object reach the eye without loss. The losses caused by reflexion 
and absorption are therefore not taken into account. Their 
amount in a given case cannot be readily determined with ac- 
curacy, but so much is certain, that they form only a small 
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fraction of the caleulated briehtness with low and medium 
magnifications, and consequently make no essential difference in 
the accuracy of the mathematical expression.! 


x 
THE OPTICAL POWER OF THE MICROSCOPE. 


THE delineating power of the Microscope does not, as is known, 
bear a striet proportion to its magnifying power. While some 
Microscopes exhibit the form and details of a given object with an 
amplification of, say, 100 linear, others require 150—200 to render 
the same details apparent. On these differences is based the idea 
which is generally termed the optical power of the Microscope ; it 
embraces all the properties which influence the distinetness and 
brillianey of the microscopie image. Of the nature of these 
properties, however, conceptions are prevalent which are in many 
ways vague, and which require to be carefully sifted, and in part 
formulated on an entirely new basis. We will therefore separate 
the different considerations which must be estimated. 


! According to the explanation above given (p. 40), the magnitude of the 
aperture-image above the eye-piece is with given optical constants dependent 
only upon the magnitude of the effective objective-aperture; its diameter, d, is 
given by the formula 





qq ? 2 
r 


x focal length, 

in which ö denotes the angle at which half the diameter of the source of light 
is seen from the focus of the Microscope. If, consequently, in ordinary vision 
the aperture of the pupil is also equal to d, the image-forming cones of rays 
have the same aperture as those reaching the eye from the Microscope. We 
may therefore say that the field of view in mieroscopie vision appears as bright 
as it would to the naked eye if a diaphragm were held before it, having a clear 
opening just admitting the image of the source of light which appears above 
the eye-piece. With this proposition the theorem propounded by Abbe (‘Archiv 
für mikr. Anatomie,” Bd. ix. p. 438) agrees in all essential points. 
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1.—DEFINING AND PENETRATING POWER ACCORDING TO THE 
EARLIER AUTHORS. 


With reference to the optical power of the Microscope, micro- 
scopists are accustomed to distinguish two different properties which 
are manifest in the testing of the instrument, viz., the so-called 
defining power, and the penetrating or differentiating power. By 
the defining power of a Microscope is understood the capaeity 
of exhibiting clearly and distinetly in the image the form and 
outlines of the object; and by penetrating power, the capacity of 
displaying fine structural details, such as layers of cell-membrane, 
the markings of diatoms,&c. This distinetion was first established 
by Sir W. Herschel for telescopes, and was applied, later on, by 
Goring to the Microscope. Herschel stated that telescopes with 
rather large apertures, even if otherwise defectively constructed, 
are particularly adapted to render visible obscure nebul® and con- 
stellations, which cannot be distinguished with smaller instruments: 
of the best kind ; on the other hand, the latter will show closely 
adjacent bright points separated from each other, which would 
appear in the former as if forming a single point. 

The penetrating power, or piereing power, is accordingly depen- 
dent upon the size of the aperture ; the defining power, or outline: 
power, upon the accuracy of construction of the instrument, ..e., 
upon the correction of the aberrations. It isalso evident that every 
optical instrument, as well as the naked eye, gives sharper images 
the nearer the foci of the different-coloured and differently-inelined 
rays on the retina; and that, on the other hand, slight differences 
in the luminous power of dim object-points are more apparent the 
greater the quantity of light reaching the retina from such points. 
Hence animals with large pupils see at night more distinct]y than 
man, and obscure objects are rendered more distinct to the human 
eye in proportion to the enlargement of the pupil. 

The distinetion between defining and penetrating power, which 
Herschel established for the telescope, is therefore fully confirmed 
for every optical apparatus, the naked eye not excepted ; but it 
must not be forgotten that the penetrating power varies propor- 
tionally to the aperture of the pencil of rays issuing from the object 
and reaching the eye, not with that of the refracting apparatus. It 
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follows that if the ineident pencils only partially fill the aperture 
of the objective, the unoceupied portion is entirely ineffective. 

Let us now investigate whether, and in what sense, the idea of 
penetrating power, as above explained, can be applied to the Micro- 
scope, and whether the properties usually indieated by that 
expression really correspond to that idea. In the case of telescopes, 
the peneils of rays which emanate from the points in the (generally 
self-luminous) object fill the entire aperture of the objective; an 
enlargement of the aperture acts consequently like the enlargement 
of the pupil of the eye. This obtains when the lieht coming from 
the object is very faint; on the other hand, when the light is too 
strong, errors will be perceived, since all optical appliances with 
large apertures are accompanied by stronger aberrations. Now, as 
an increase of licht is possible to any extent in mieroscopic observa- 
tion (for direct sunlight can be employed if desired), the case of 
the larger aperture of the objecetive does not come into considera- 
tion from this point of view. The diaphragms of the illuminating 
apparatus are so small, that the rays converging towards the points 
of the stage generally form cones of licht of 20°—-30° aperture. 
After undergoing a deviation in the object, these rays group them- 
selves again into pencils, which appear to come from the separate 
object-points, and depict their image in the Microscope The 
aperture of these pencils is somewhat larger or smaller than that of 
the incident rays; these differences are, however, so small that they 
may be disregarded in our investigations. The pencils which reach 
the objective only partially fill its aperture, if this be, say, 60°— 
80°, and under the given conditions are not dependent upon the 
maenitude of this aperture. The analogy between the telescope 
and the Microscope drawn by Goring and others is therefore not 
applicable What has been termed penetrating power in the latter 
(that is to say, the power of rendering perceptible fine structures, 
lines, or points) is in reality quite distinet from the space-piercing 
power of the telescope, as rightly pointed out by Harting. If it 
were desired to retain the parallel, the differentiating power 
of the Microsceope should rather be compared with the property 
of the telescope of resolving double stars. 
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9% -IMPORTANCE OF THE ANGLE OF APFRRTURE. 


Since the ineident pencils are not dependent upon the angle of 
aperture of the objective, we have still to inquire how the magni- 
tude of this angle influences the microscopic image. It might be 
supposed that the action of the larger aperture is dependent upon 
a favourable distribution of light and shadow, because globules of 
oil, starch-grains, &e., exhibit a broad marginal shadow with a 
moderate amplification, which disappears if a more powerful 
objective with larger aperture isused; or that through an extension of 
the Juminous parts an equalization of shadow and light might, to a 
certain extent, be established, in the sense that with striated objects, 
for instance, the lines of shadow and licht would be equalized in 
breadth, and hence more easily distinguishable Such an explana- 
tion would be untenable, for, in the first place, the luminous parts 
of many test-objeets preponderate so much in the image that a 
diminution would be advantageous ; but yet their resolution is only 
possible by means of objectives of large angular aperture —there- 
fore the distribution of light and shadow depends not only upon 
the objective, but also upon the size of the diaphragm, as will be 
more fully shown later on. The angle of deflexion of the rays, 
which corresponds to the limiting points of the inner shadow and 
the penumbra, is always determined by formuls® in which the two 
angles of aperture ® and ö enter only as the sum or difference ; 
and though the Iimiting points themselves are not thereby mathe- 
matically given, their position is nearly the same as if the refraction 
had taken place in an equivalent infinitely-thin lens in the plane of 
the object. It is, at any rate, permissible in our discussion to 
substitute such a lens for the refracting surface, such as a diatom- 
frustule, without influeneing the accuracy of our conclusions. It 
is, moreover, quite immaterial in theory whether an objective of 60° 
aperture be combined with a diaphragm of 30°, or, conversely, an 
objective of 30° with a diaphragm of 60°,—the difference in the 
image will be hardly appreciable We will demonstrate this by a 
diagram. 

Let « D (Fig. 42) be the equivalent lens, c its centre, and ff, PR 
its cardinal focal planes on either side, which consequently inter- 
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secb the perpendicular passing through e in the cardinal focal points. 
Let r c v= 60°, the aperture of the objective, and p ce qg = 30°, 
that of the diaphragm ; then the path of 
the rays may be easily determined in ac- 
cordance with the principles laid down in 
the Introduction. The ray drawn through 
the focal point parallel to v c, after re- 
fraction, proceeds parallel to the axis ; the 
ray incident from below, in a direction 
parallel to q c, is so refracted that it cuts 
the upper focal plane in the same point 
as the prolongation of q c. By this ray 
the marginal rays of the pencils (both 
incident and emergent), which contribute 
to the illumination of the point o, are 
determined. All rays which are deflected 
to the right or left to a greater angle than 
those shown in the figure, meet either 
on the margin of the diaphragm or on 
that of the object. We can just as 
easily construct the effective penecils 
for any other points. For instance, the limiting point of the 
central shadow is determined by a line drawn parallel to » c 
through :. 

If we suppose the figure turned round 180°, it will evidently 
illustrate the course of the rays for the combination of the dia- 
phragm of 60° with the objective of 30°. The limiting lines 
between light and shadow remain as before ; and if the pencils 
proceeding from the object remain homocentric, after the re- 
fraction in the objective, as assumed for both cases, there is 
nothing that could explain any appreciable alteration in the 
image, either in distinetness or amount of light. It is, there- 
fore, perfectly correct to say that the magnitude of the angle 
of aperture in objectives has, in respect to their dioptrie 
funetions, neither more nor less signification than the magnitude 
of the aperture of the diaphragm. It may be further inferred 
that the advantages which the former possesses are either of a 
purely practical nature, or are due to eircumstances which have 
no connection with the dioptrice formation of the images. 

In order to determine all cases practically possible, we must 
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refer once more to the construction of the path of the rays in Fig. 
42. IE to s’is the peneil proceeding from the object, then its 
marginal rays, and consequently all the others, meet the peripheral 
portion of the objective, and the centre of the objective receives 
nothing. If we turn the figure round, and regard soft as the 
peneil coming from the object, all inelinations from 0° to 15° 
are represented ; it will therefore occupy half the aperture of 
the ‚objective. If, then, an objeetive with a large angle of 
aperture is less aplanatic for central rays up to 15°, and up- 
wards, than for outer rays of 45°—60°, which is actually the 
case, then the inclination of the ineident pencil essentially in- 
fluences the clearness of the image; and if, in practice, the 
optician can eliminate the aberrations of peneils incident obliquely, 
which meet only the margin of the objeetive more easily than 
the direct ones, then a large angular- aperture is of decided 
advantage. 

There is, however, as has been shown by Abbe, a second con- 
sideration of far greater weight and more important signification, 
in respect to which the magnitude of the angle of aperture 
exereises an influence which may be mathematically proved and 
experimentally fixed. The point in question has not only 
reference to a corrective against accidental incompleteness of 
construction, but also to a specifie function of the angular aperture 
in relation to the rays deflected in the object-plane, and inter- 
fering in the upper focal plane, or in its neighbourhood, which 
may be proved by the fact that they alone show in the micro- 
scopic image the fine structure of the object, such as the strie of 
diatoms, &c. 

The theory of this image-formation by interference will be 
subsequently explained when treating of the optical action of 
objects. We will here limit ourselves to the elucidation of a few 
facts which prove beyond doubt the signification of the angle of 
aperture for the delineation of fine structure. The facts are the 
results of careful comparisons instituted by Abbe with a series of 
objectives, as perfect as possible, of different focal lensths and 
angles of aperture, testing their capacity by various kinds of test 
objects, among which were coarse and fine powders, and also fine 
systems of lines ruled in extremely thin layers of silver. He 
thereby proved :— 


(1.) As long as the free aperture of the objective remains so 
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large that its diffraction-effeet does not appreciably prejudice the 
sharpness of the image, the magnitude of the angle of aperture 
is without influence upon the representation of the contours of 
microscopie objects, that is, the boundaries between the unequally 
transparent parts in the field of view, when these parts are not 
less than about 10 mic. 

(2.) On the other hand, as soon as the objects become smaller 
in their details than the stated limit of minuteness, a noticeable 
difference constantly appears in favour of the larger angle of 
aperture. At the same time it is immaterial whether the details 
in question are produced by unevenness of the surface, or by 
differences in the transpareney of the substance. 

(3.) The smaller the linear dimensions of the details in question, 
the larger must be the angle of aperture of the objective, if they 
are to be perceptible with any particular kind of illumination (for 
instance, either entirely central, or as oblique as possible), inde- 
pendently of the greater or less relief and sharpness of the details 
of the object, and also of the focal length and magnifying power 
of the objective. 

(4) When the details of the object take the form of stri, 
systems of lines, &c., the same angular aperture invariably exhibits 
with oblique illumination perceptibly finer details than with 
central illumination, whether the constitution of the object admits 
of the possibility of shadow effects, or completely excludes them. 

(5.) A structure of this kind, which a particular objeetive does 
not resolve with direct (axial) illumination, is still invisible if the 
plane of the object is inclined at any angle whatever to the axis 
of the Microscope, though it may be completely resolved by 
oblique lisht when lying at right angles to the axis. When the 
plane of the object is inclined to the axis of the Microscope, 
resolution is, however, at once obtained if the incident pencil is 
directed perpendicular to this plane. Consequently, the increased 
effect of oblique illumination depends exclusively on the obliquity 
to the axis of the Microscope, and not on the obliquity to the 
plane of the object. 

The angle of aperture therefore represents a speeifie power which 
is not dependent on the other properties of the objective, nor on 
its magnifying power, —the power of rendering perceptible in the 
microscopie image fine structural details, which, at a lesser incli- 
nation of the incident rays, remain invisible This may be called 
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the power of differentiation or resolution, in accordance with the 
literal meaning of those terms. On the other hand, however, the 
facts above mentioned prove just as clearly that the dioptrie 
reunion in one image-surface ot the pencils issuing from the object 
does not explain the delineation of very fine structures, but that 
considerations external to the Microscope must necessarily be taken 
into account. 

As already pointed out, it is the diffraction (or an equivalent 
|  deviation due to refraction or reflexion) of licht in the object 
which produces the image-forming rays of the fine structural 
| details. These diffracted rays produce well-defined diffraction or 
| interference images in the upper focal plane of the objective 

where they interfere, and remain in the microscopie image, and 
therefore take part also in the final virtual image. 

If we shut out these interference images by diaphragms, or if 

the angular aperture of the objective is too small to admit at 
‚ least the first pencil of rays produced by diffraction, as well as 
the undiffracted light, the corresponding details disappear in the 
microscopie image, —a valve of Pleurosigma shows neither squares 
nor lines, and fine rulings upon glass appear as a homogeneous 
surface. 

The sienification of the angle of aperture consists, therefore, in 
the fact that it renders possible the production of the interference 


Image, in which alone the finer structures are ineluded.! 


, Our former discussions on this point were not exactly based, as Harting 
, asserts (“ Mikr.’’ 2nd ed. i. p. 278), upon the theory of illumination, differing 
' somewhat from his own, but entirely upon the supposition, generally recognized 
" up to that time, that the Mieroscope image is a dioptrie one. So far as this is 
: the case, the proposition which was then put forward is still correct, viz., that 
ı disregarding the amount of light and amplification, the Mieroscope developed 
no other power than thatwhich ‚progressed at an equal pace with the ehimination 
"of the two aberrations: and the same may be said in general also of the 
‚ conelusions derived therefrom. By the demonstration, however, that the 
Pphenomena of diffraetion play so important a part in the formation of the 
image, the case has changed essentially in this as in so many allied questions 
and 1t is useless here to repeat the views which, according to the new explana- 
tion of the matter, could have only a very secondary practical importance 

| On the other hand, it may not be superfluous here to lay stress upon the 
fact that hitherto none of the treatises on the Microscope known to us have 


"seientifically established, even as a fact, the effect r' 
y € he oduced by t gle of 
‚aperture, much less explained it. ; re 
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3.— FUSION OF THE INTERFERENCE AND DIOPTRIG IMAGES. 


If the optical power of the Microseope is distributed between 
two images, produced in essentially different ways, of which one 
represents the defining, the other the resolving power, then the 
combined effect obviously does not depend merely upon the 
perfection of each picture, regarded separately, but also upon 
the exact superposition of the one upon the other. Since the 
diffracted rays, on account of their inclination to the axis of the 
Microscope, meet the marginal parts of the objective with direct 
(axial) illumination, while the others, according to the deflexion in 
the object, occupy, some the middle, others the peripheral parts, it 
follows that an accurate superposition of both images is only 
possible «f the objective is uniformly free from 'aberration in the 
whole extent of its aperture. And similarly with oblique illumina- 
tion, even to a greater degree, since here also the deflected rays 
may meet the central part of the objective. If this condition 
cannot be satisfied, or if the objective has considerable errors of 
construction, a perfect union of the deflected and non-defleeted 
rays, which issue from the same point, is impossible in the final 
image. It may then happen that the diffraction image is formed 
in a different plane from the dioptrie one, or may appear displaced 
laterally with regard to it, and systems of strie, which lie in the 
same plane in the object, require a different focal adjustment to 
render them perceptible. 

In addition to these propositions of general importance, a few 
special observations on particular cases may be of service. It is 
customary to value the performance of an objective according to 
its resolving power with oblique illumination ; consequently, the 
optician endeavours to increase the angle of aperture as much as 
possible, and to adapt the whole construction to particular test- 
objects. The defect of such a proceeding is at once evident. For, 
obviously, the limit of differentiating power for a given objective 
liesin such details as allow of at least the first diffracted pencil being 
admitted under the most favourable eircumstances, as well as the 
direct rays. The two effective peneils touch the margin of the 
objective in two diametrically opposite points: the direct pencil on 
the side opposite to the mirror; the diffraction pencil on the other 


Ze ur 


RATIO OF APERTURE AND FOCAL LENGTH. 99 


side—the whole middle portion of the aperture is therefore in- 
operative. The objective may therefore be free from aberration 
in the narrow effective eireumferential zone, a condition which is 
easily attainable by mer? alteration of the distances of the lenses, 
even with constructions in other respects defective, and the two 
images coincide ; the action of the objective will therefore, in this 
special case, be satisfactory, or possibly very favourable It only 
implies, however, that the angular aperture is large enough to admit 
at least two of the peneils contributing to the formation of the 
image, one diffracted, and one undiffracted, and that it is possible 
to correct a narrow peripheral zone with sufficient accuracy. The 
observer thus determines merely the limit, not the power, of differ- 
entiation for cases which ordinarily oceur. 

The formation of the image with axial illumination takes place 
similarly. In some cases the direct rays pass through the middle 
and also very differently situated parts of the objective ; but the 
diffracted peneils, which reproduce the details of the object at the 
limit of differentiating power, touch the margin of the free aperture, 
and produce, therefore, a well-defined diffraction image, so far as 
the marginal zone is aceurately correeted. If, then, the dioptrie 
image is very indistinet, and the coincidence of the two images 
very inexact, the delineation of fine structures remains, of course, 
unaffeeted, and the superficial student, who attaches undue impor- ° 
tance to this point, would estimate the quality of the objective too 
hiechly. 

From these special cases we again arrive at the result, that an 
accurate fusion of the interference with the dioptrie images, com- 
bined with a sufficient sharpness of delineation, is only possible if 
the objective is uniformly aplanatie throughout its aperture. 


4.—RATIO OF APERTURE AND FOCAL LENGTH. 


The consideration of the fact that the maenifying power ofa 
Microscope is dependent on its focal length, whereas the diameter 
‚of the details just perceptible in the microscopie image is solely 
 dependent on the angle of aperture, leads necessarily to the con- 
elusion that both these factors, equally indispensable for the 
‚delineation of small objects, must bear a fixed arithmetical ratio if 

H2 
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their combined action is to be harmonious. For instance, if tie 
angular aperture of the Microscope is such that the delineation of 
fine lines, whose interspaces are 1 mic., is just possible, it would 
evidently be a fruitless labour to increase the amplification much 
beyond the amount which experience has shown to be sufficient 
for their observation. Similarly, the selection of too low a magnifi- 
cation must be regarded as a mistake, since then the surplus of 
resolving power, which is given by the angle of aperture, is 
completely lost to theeye. An improperly chosen ratio between 
the focal length and the angular aperture involves, therefore, in 
the one case, @ useless magnifıying power, not represented by any- 
thing in the image; in the other, a useless differentiating power, 
which resolves more details than can be seen. 

The practically best proportion between the two factors cannot 
be determined, once for all, with mathematical preeision, on account 
of the differences of construction. A table of corresponding mag- 
nitudes cannot, therefore, be given here, and we must confine 
ourselves to the explanation of an example of the points which, 
under certain conditions, give rules for construction. For this 
purpose we assume, as Abbe! states, that the angle of aperture of a 
dry system should not exceed 110°. The limit of differentiation is 
thus arithmetically determined, and the distance d of the smallest 
details, whose delineation is just possible with extremely oblique 
illumination, amounts? to ‘3 mie. In order to render such details 
visible, it is necessary to magnify them to about 120 mie., and in 
order to observe them conveniently, 180 or even 210 mic. would 
not be too high.3 Consequently, we get for the case of simple 


ı Of the absolute aceuracy of this angle we do not feel convinced. It is 
based upon the supposition that the curvature of the lens-surfaces is exactly 
spherical. We are, however, informed by practical opticians that it is possible, 
in the polishing of a zone of the lens between the centre and the periphery, to 
give a somewhat less decided curyature than the exact spherieal form, by 
which an enlargement of the angle of aperture would be feasible. 

2 The angle of the illuminating rays was here taken at 80° (generally too 
high), and half the angle of aperture equals 55°. We.therefore get the equa- 
tion 

wave-length 
d— sin 80° + sin 55° £ 


3 These numbers vary according to the sharpness of outline of the image. 
With the naked eye, the divisions of an eye-piece micrometer, even if the 
interspace is ‘1 mm., may be perceived with favourable illumination ; but a 
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recognition of the details, a faultless magnification of 400, and for 
convenient observation, one of 600—700 diameters. The errors of 
workmanship of the instrument raise these figures somewhat 
higher, probably to 500 and 800. The simple perception of 
the image takes place, then, with an eye-piece amplification of 


a) R 
about 4 The amplification by the objective is still ni: 125; 


for its focal length, we get from the formula 


FEN EN EP 
= ee — 90) mm, 95 = 1:5 mm. 


Should a somewhat higher eye-piece amplification be admissible, 
say five linear, then the magnifying power of the objective = 100, 
and its focal length 19 mm. Im both cases the further surface- 
extension of the image, for convenient observation, may be effeeted 
by means of deep eye-pieces. 

Similarly, for an immersion objective, whose angle of aperture 
= 180° in air, we get half a wave-lensth, or ‘28 mic., for the 
absolute limit of differentiation. The magnification required for 
aecurate delineation of such details is in round numbers 430, and, 
in consequence of the unavoidable errors of construction in the 
present state of workmanship, this may be increased to 600 or 700. 
With an eye-piece amplification of four linear, we get for the 
objective a magnifying power m = 150 to 175, from which f can 
be estimated, according to the suppositions above given, at the 
still considerable magnitude of 1'26 to 109 mm. If, then, the 
combined amplification were 800, which is certainly sufficient, the 
focal length would still not be perceptibly less than 1 mm. We 
concelude that objectives of „4,7, &c., can possess no advantage 
beyond the very doubtful one of useless amplification. Üonse- 
quently, we shall not be wrong in estimating all amplifications 
exceeding 1,500 to 2,000 as valueless for scientific purposes. 


dimension perceptibly greater (often as much as 150 mie.) is usually necessary 
' with dioptrie or interferenee images. In many cases an amplification at least 


| twice as great is required for convenient observation; this would therefore 
ı amount to 1,000. 
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XI. 


DIFFRACTIONAL ACTION OF THE APERTURE OF 
THE LENSES. 


Ir we view a luminous point, say the reflexion of the sun on a 
thermometer bulb, through an aperture of about ‘5 mm,, &.., & 
needle-hole in a card, it will appear as a bright eireular dise, 
surrounded by alternately bright and dark rings. If we substitute 
for the Juminous point a bright image-surface of fine markings, 
the diffraction figures of adjacent luminous points will encroach 
on each other similarly to the dispersion eircles in the dioptrie 
image of non-aplanatic systems of lenses. The action is therefore 
identical; the fine details disappear in both cases, and the image 
appears faint. 

A similar diffractional action takes place in hish-power objective- 
systems, in which the clear aperture decreases more and more with 
the focal length. This action is entirely independent of other 
deficiencies of construction; it takes place in objectives that are 
as free as possible from aberration, just as necessarily as in those 
of inferior construction, and attains such a degree in the hichest 
powers, that any further increase of magnification must be entirely 
useless. en 

The absolute measure of these disturbances may be theoretically 
determined.! We can prove that its influence is universally pro- 
portional to the magnitude of the last aperture-image above the 
eye-piece, and that its action is exactly equivalent to viewing the 
mieroscopie picture, regarded as free from the diftractive effect, 
through a small aperture of the size of the aperture-image. From 
what we have already shown, the diameter d, of the aperture- 
image, is found by the formula 


sin ö 
— 9 ——, 
d „ VRR 


! See Helmholtz: ““Pogg. Ann., Jubelband,” p. 557, and specially p. 579. 
A generally applicable mathematical explanation of these phenomena has been 
promised by E. Abbe (‘ Archiv für mikr. Anat.” Bd. ix. p. 432). 
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where ö represents half the angle of aperture, and f the posterior 
focal length of the Microscope If ö = 180°, then d=2/, or if, 
instead of /, we substitute the magnifying power m for a range of 
250 
m“ 
tion of m = 1,000, d will equal 5 mm. ; and if m = 5,000, d = 
‘lmm. The diffraetional action in this case may be exemplified by 
making an aperture of about ‘1 mm. with a needle in a sheet of 
tinfoil, and viewing through this diaphragm a wire-gauze held near 
a candle-flame;; the contour of the object will then appear indis- 
tinct through the influence of the diffraction phenomena. 

This one fact suffices to show that every attempt at an 
unlimited increase of the combined amplification, which many 
opticians have aimed at in modern times, must be fruitless. The 
diffraction effect is so great, with a magnification of even 3,000 
linear, that all hopes of attaining higher figures without a corre- 
sponding sacrifice of distinctness must be abandoned. In reality, 
the amplification—in the striet sense of the word—is reduced to a 
much smaller figure, on account of the conditions of the formation 
of the structure-image, which will be discussed later on. 


With a combined amplifica- 





vision of 250 mm! d = 2, 


TUR 


ILLUMINATION. 


Ir is not our intention to describe all the different illuminatine 
devices issued by the opticians; this information will be 
found in exwtenso in the well-known mierographical works of Mohl, 
Harting, and others. It appears to us more important to elucidate 
the generally very vague ideas prevalent regarding the influence of 








! We know that m = R ER, therefore f = BY or, since fis U 
F Se is very sma 
250 


compared with p*, f = BD 
m m 
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illuminating apparatuses—properties being attributed to them 
which they cannot possibly possess.! 

| Our special task is, therefore, to elueidate the theoretical prin- 
ciples necessary for the comprehension and application of the 
different kinds of illumination.' 


1.—ILLUMINATION BY TRANSMITTED LIGHT. 


The most important and only indispensable part of every illumi- 
nating apparatus for transmitted light is the mirror. In order to 
determine its action theoretically, let us imagine it exposed to an 
unlimited source of lieht, equally luminous at all points. Every 


' It may not be superfluous to specify a few of the views which have been 
published regarding the influence of the illumination on the observation of 
mieroscopie details. They will illustrate how vague have been the ideas which 
opticians and microscopists have held on this point. Schleiden says, in his 
“‘ Elements of Seientifie Botany” (“Grundzüge d. wiss. Botanik”), p. 103: 
“ It (the illuminating mirror) is made either plane or concayve—concave so that 
the peneils of light emerging from it may exactly fill the aperture of the stage. 
ur Where possible, illumination with the plane mirror is preferable ; it 
is true, the quantity of light is not so great, but the parallelism of the rays is 
decidedly more conducive to the certainty of the observation, for it appears that 
displacements in the image may be caused by the convergence of the rays from 
the concave mirror. I have often noticed this phenomenon, but I contess that 
I can give no explanation of it, since optieians leave us here entirely in the 
dark.” KEarlier authors, however, viz., Wollaston, Brewster, and Dujardin, 
considered converging light the most favourable, and the two last-named even 
thought that the object should lie exactly in the focus of the converging rays. 
According to Pritchard, difhicult test-objects are well shown only with diverg- 
ing light. Harting, who mentions these opinions, explains them by the 
different influence of objects upon the path of the rays of light, and offers on 
his own part the eelectie view, that illumination should sometimes be effected 
by parallel, sometimes by eonverging or diverging light, according to the 
requirements of the special cases and the nature of the object. Further on, 
when describing the means for controlling the direction ofthe rays, he mentions 
that the shape of the plane mirror is immaterial, though the concave mirror 
must of course be cirenlar. Goring differed from him on this latter point, 
urging that the illuminating mirror should be elliptie and not eireular, it would 
then appear cireular when seen from above. He proposed a truly colossal size 
(nearly 5 inches in length by 4 inches in breadth), with a view to increase the 
brightness of the image. 

We think the unprejudiced reader will be convinced, from the following 
explanation, that the ineident rays which contribute to the illumination of the 
surface-elements of the field of view always converge, and that the precise 
shape of either mirror is quite immaterial. 
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element of the reflecting surface will therefore emit light corre- 
sponding with the directions in which it is incident. If we dis- 
regard the very small differences of loss which the raysreflected at 
unequal angles undergo, the mirror will act with vegard to the 
object-plane of the Microscope precisely as a self-Juminous sur- 
face, each surface-element acting as a self-luminous point. In 
this case it is quite immaterial whether the mirror is plane, 
concave, or convex, since the luminous power of the separate 
surface-elements is not dependent on their inclination to the optic 
axis, consequently the brishtness of the whole mirror surface is 
the same, whether this inclination varies from element to element 
or remains constant. If «a db represents the diaphragm, any surface- 
element whatever of the object-plane » (Fig. 43) is, therefore, 
illuminated by rays which proceed from the points of the mirror 
surface between m and n. Of the whole 
cone of lieht diverging upwards, which each 
of these points emits (in the Fig. indicated 
for the point o), only an infinitely narrow 
part co-operates, whose base is ». The in- 
tensity of the illumination is, consequently, 
so far as the mirror surface is suffieiently 
extended, limited by the diaphragm « b, 
which also limits the aperture of the in- 
eident cone of lieht mp n on it. The dis- 
tance of the mirror surface from the object 
is immaterial; for although the brightness 
of a surface-element varies with the square 
of the distance, the quantity of lieht varies 
in the same proportion. The total quantity 
of light is the same in either case. 

It follows, that a concave mirror will illuminate the object- 
plane equally well, whether its focus lies in the plane itself or 
not, on the supposition that its surface exceeds the limit deter- 
mined by the diaphragm. For since the eurvature of the mirror, 
as above shown, is entirely without influence, the position of its 
focal point has no optical importance. 

Let us now consider how the condition of an unlimited and 
equally luminous source of licht iS practically fulfilled (by un- 
limited we mean exceeding the limits determined by the dia- 
phragm). In order to satisfy the above condition at least approxi- 
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mately, when the mirror is directed to the sky the rays which 
illuminate the field, if traced backwards to the mirror and thence 
to the source of light, must reach this latter without diminution. 
If, for instance, p m and p n (Fig. 44) are two marginal rays, 
which just touch the edge of the diaphragm, they are reflected by 
the plane mirror A B to sand t, and by the eoncave mirror OD 
to s' and £, while the central ray p o passes in both casestor. If 
the rays s and £ meet the window in the wall ff, and nothing 
obstructs the path, all intermediate rays will proceed to the source 
of light, the sky, and in 
an opposite direction the 
field of view. Whether, 
according to the form of 
the mirror, the rays 
diverge, converse, or 
proceed parallel, is im- 
material, provided a suffi- 
ciently large portion of 
sky affords uniform illu- 
mination. If, however, 
anything obstructs the 
uniformity of the illu- 


fr 











R mination, the form and 
7 A ’ position of the mirror 

4 become important. I, 

al for instance, a part of the 


sky is more luminous 
than the adjacent portions, a concave mirror, which -focuses the 
light in p, will give a stronger illumination. Similarly, for every 
other source of light of relatively small extent (a lamp-flame, a 
white wall, &c.) the concave mirror will, so far as regards strength 
of illumination, be preferable, and it should always be so adjusted 
that the source of light is focused in the field of view. 

The size of the mirror has first to be considered in relation to 
the aperture of the diaphragm. Let us suppose the diaphragm 
removed; then the surface of the mirror forms the base of the 
incident cone of light, and its aperture varies with the distance 
of the mirror from the field of view. 

All this is, of course, founded upon the simplest laws of opties. 
It is quite incomprehensible to us that recently-published miero- 
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graphic works should still refer to parallel or divergent light, which 
is to be applied, according to circumstances, for the illumination of 
the field of view (£.e., probably its surface-elements). Thelicht which 
illuminates a given point of the tield of view is always convergent, 
%.e., the rays proceeding from the mirror intersect in that point, 
and diverge from it towards the objective. The converse supposi- 
tion hardly merits confuting. 

Secondly, as regards the different lenses or systems of lenses 
usually inserted in the path of the incident light, it may readily be 
shown that, like the form and 
position of the mirror, they /£ 
exercise influence only in cer- 
tain cases, while on the other 
hand they are inoperative in 
all cases where the mirror and 
the source of light may be z 
regarded as unlimited. If p 
(Fig. 45) is a surface-element 
of the field of view, and a b 
the diaphragm determiningthe ‘ 
aperture of the incident cone 
of licht, then the first refract- 
ing or reflecting surface below 
the diaphragm acts as an un- 
limited source of light. For 
every point of it receives rays Fıc. 45 
from all directions which cöme “ | 
into account, and consequently emits rays in all corresponding: 
directions. It is quite immaterial whether the pencils reach the 
Surface directly or after various refractions or reflexions, for the 
difference of direction in the ineident rays does not come into 
consideration, the real source of light being unlimited. We can,. 
moreover, regard any plane below the diaphragm (the diaphragm 
itself included) as an illuminating surface, whether a deviation 
caused by refraction or reflexion takes place in it, or not. If, 
‚therefore, we place our illuminating surface temporarily in the 
plane of the diaphragm, every point of the latter acts as a self- 
luminous point, and the illuminating lenses Z Z and RR can 
clearly have no other action than that of causing the rays, which 
serve to illuminate the point ?, to undergo several deviations on 
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their path between the diaphragm and the original source of light, 
as is exhibited by the lines in the Fig. 

The relations are altered when the aperture of the incident eone 
is limited by the mirror. The insertion of a convex lens produces 
in this case a stronger convergence of the rays, as shown in Fig. 
46, and therefore, under certain circumstances, 
a greater angle of aperture It is always 
possible to place the lens so that the effective 
cone of light, whose apex lies in p, has for its 
base the whole upper surface of the lens. The 
lens produces, therefore, the same result as a 
diaphragm situated in the same plane, which 
receives light from a relatively unlimited mirror 
surface, and, like the latter, furnishes more lieht 
in inverse ratio to its distance from the object- 
plane. The increase, however, in both cases 
reaches its limit as soon as the marginal rays, 
produced backwards, meet the periphery of the 
mirror. 

This consideration also applies to the case 
where the original source of licht is limited, 
while the reflecting surface is unlimited. It is 
only necessary to substitute the former word 
for the latter, in order to make the preceding sentences literally 
correct for this supposition also. They may, mutatis mutandis, be 
extended to the very common case where the source of light as 
well as the mirror surface are limited, or where the illumination is 
not uniformly bright. The greatest possible briehtness which can 
be attained by means of illuminating devices cannot under any 
circumstances exceed that which a sufficiently large mirror with 
a relatively unlimited source of lieht would alone afford. 

It follows that if the illuminating apparatus is furnished with a 
diaphragm which neutralizes the inequality of the conditions for 
the differently-coloured rays (in the sense that allthe rays, without 
exception, if produced backwards, would reach the source of light), 
no difference can possibly exist between achromatic and non- 
achromatic systems of lenses. If the source of light were of so 
small an extent that the blue marginal rays, for instance, could 
not meet it, together with the red rays, or conversely ; if, moreover, 
it were not possible to regulate the illumination so that the 
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differently-coloured rays would proceed from nearly equally bright 
points of the source of light (e.g., a bright sky), and therefore, 
produced backwards, meet it—under these circumstances an 
achromatic system would be preferable. Since, however, such 
vestrietions seldom occur in practice when the instrument is 
provided with a concave mirror, and may certainly be avoided in 
most cases, the manufacture of achromatie illuminating devices 
appears to be unnecessary. 

From what has been pointed out, the different illuminating 
devices are therefore effective in two directions only : they give 
to the cone of licht, which illuminates the field of view, an equal 
intensity throughout, and, in the second place, extend its angular 
aperture. The statements with regard to any other influence they 
possess are purely imaginary; there is no foundation for such 
assertions as, for instance, that they cause the disappearance of 
the interference lines at the edge of the object, and resolve finer 
details better in proportion to their freedom from aberration, &c. 
With the same diaphragm and equal focal length, an ordinary 
condensing lens is just as effective as the most complex system of 
lenses, provided the diameters of the refracting surfaces and of 
the mirror correspond, for all colours, to the size of the dia- 
phragm. On this 'assumption the angle of aperture of the 
incident cone will be the greater, the nearer the diaphragm to 
the object-plane. It is quite immaterial whether the focal point 
of the illuminating apparatus lies in the object-plane or not; 
its position is practically important only when, on close approxi- 
mation to the objective, the marginal rays, produced backwards, 
no longer meet the mirror surface, and consequently the maxi- 
mum of brightness is nearly reached when the image formed of 
distant objects by the illuminating apparatus appears in the field 
of view. 

IE the illumimating apparatus is to satisfy all requirements, it 
must also be provided with means, besides the diaphragm, applied 
above the last refracting surface, to shut out any desired portion 
of the cone. Many objects appear with the greatest distinctness if 
the central rays are cut off, whilst others appear more distinct if 
iÜluminated by oblique light ineident on one side only. To facilitate 
the illumination, in addition to the usual graduated series of 
diaphragms, central stops are needed, which may be conveniently 
applied on a disc rotating over the diaphragm. It is advisable, on 
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the grounds already discussed, to apply these stops, &e., above the 
illuminating apparatus. 

The so-ealled oblique üllumination, which is now much employed 

for the resolution of diffieult 

r. details, consists of an ineident 

2» cone of light, whose axis is more 

R or less inclined to that of the 

Mieroscope Such a cone may 

be obtained by placing the mirror 


ally to the optie axis, or by cover- 
ing up a portion ofthe diaphragm, 
so that merely half, for instance, 
of the original cone is effective 
(Fig. 47). It is evident that if 
Fıe. 47. the angle of aperture of the dia- 
phragm were equal to that of the 
objeetive, and a deviation did not take place in the field of view, 
every possible obliquity of illumination could be obtained by the 
latter method. Since, however, the first condition is rarely fulfilled 
(the diaphragm having almost always a relatively smaller aperture), 
and the last cannot be fulfilled, it is in many cases advantageous 
for the illuminating apparatus itself to admit of revolution round 
a horizontal axis, thus furnishing incident lieht of any desired 
inclination. Nevertheless, we do not estimate hichly the value of 
such contrivances. A diaphraem with lateral motion, such as 
most modern Microscopes possess, combined with a suitable 
adjustment of the mirror, will be quite as serviceable in most cases. 
Among the really useful contrivances for illumination (especially 
for the testing of objeetives, &e.), that recently described by 
Abbe (“ Archiv für mikr. Anatomie,” Bd. ix. p. 469) deserves to be 
recommended. It consists of two non-achromatic lenses, mounted 
in a short tube. The upper lens is plano-convex, and is greater 
than a hemisphere; when properly adjusted, its plane-surface lies 
slightly below the upper plane of the stage. The focus of the 
combination is only a few millimetres above the plane-surface of 
the upper lens, and is therefore very near to the object. The angle 
of aperture of the emergent rays is 120° in water, so that the 
marginal rays are inclined to the axis at an angle of nearly 60° in 
water. 





or the diaphragm somewhat later- 
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It is now clear why for the production of the different kinds of 
illumination we need only a sliding diaphragm of suitable aperture, 
placed in the axis for central illumination, and more or less 
laterally for oblique illumination. The circular movement in 
Abbe’s apparatus is effected by a rack and pinion ; for general 
work, however, this mechanism is unnecessary, as the movement 
of the diaphragm can be effected sufficiently well by the hand. 
For further information we must refer our readers to Abbe’s paper 
(quoted above), and will only add that the apparatus is manu- 
factured by Carl Zeiss, of Jena. 


2.—-ILLUMINATION BY REFLECTED LIGHT. 


The illumination of opaque objects has the advantage, that micro- 
scopie observation thus approximates to vision with thenaked eye, 
for the final image on the retina is produced in both cases by rays 
which are reflected by the surface of the object. They are not, 
however, strietly identical ; in mieroscopie vision, in consequence of 
the greater aperture of the effective cone of light from the object, 
the light and shadow are always distributed, cwteris paribus, some- 
what differently. With this difference in the angle of aperture is 
also connected the difficulty of providing an ineident cone corre- 
sponding with every cone that 
reaches the objective from the 
object-point, i.e., of so regula- 
ting the illumination, that if 
the pencils are produced back- 
wards, every ray meets the 
source of light. If, for instance, 
A B (Fig. 48) is the upper 
surface of a body with hemi- 
spherical prominences, and g ı # 
the effective portion ‘of the 
objective, the cone g h. p is 
reflected at p, so that its marginal rays take the directions 
pkand pl. With the dimensions given in the Fig., these rays 
just touch on one side the surface of the object, and on the 
other the margin of the objeetive, and thus reach the unlimited 
source of light, the bright sky, through the window of the labora- 
tory. Every obstruction to the incidence of the light may be 
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overcome by the application of a condenser (Z Z in the Fig.), or a 
concave mirror, which will thus render exactly the same service as 
in the case of transmitted light. All intermediate rays reach the 
source of lieht, and consequently, in the opposite direction, the 
objective. The point p is thus illuminated by a complete cone of 
lieht, having an aperture equal to that of the objective. 

Let us now suppose similar cones of light drawn to all points to 
the richt and left of p,; obviously a part only will reach the source 
of light, whilst some are reflected either towards the objective, or 
towards points of the surface of the metal-work. The cones 
are, therefore, only partially formed. The loss is greater the nearer 
we approach, on the one side, the vertex o, and on the other side, 
tie edge of the hemisphere. In all cases, complete obscurity 
must be produced at o, since the ineident cone of light coineides 
with the refleeted one; similarly for the point r, situated on the 
right of p, illumination is, under the given conditions, quite impos- 
sible, for all rays reflected 
at r are incident beyond 
the effective portion of the 
objective.e. The hemisphere, 
therefore, appears bright only 
in the part surrounding p 
(Fig. 49, a), and even if the 
source of lisht were equally 
intense at all points equidistant from o—which is not practically 
the case, as the licht is incident from the side—this bright spot 
would appear only as a narrow circular zone (Fig. 49, b). 

We will endeavour later on, when discussing the Theory of 
Microscopie Observation, to determine more exactly the distribu- 
tion of light and shadow for certain object-forms; we shall here 
merely show that an illumination of this kind cannot, in general, 
be favourable for the determination of the form-relations of a given 
object, for even with a moderate aperture of the objective, a large 
portion of the surface is in the true shadow, or in the penumbra, 
Asa rule, it is only applicable when the amplification is not more 
than 100—120 linear, so that the aperture of the incident cone 
(k p lin Fig. 48) is considerably larger than that of the objective. 
The application of a condenser enables us to produce such a cone, 
even if the Microscope is some distance from the window, provided 
the focal length of the lens is not too great in proportion to its 
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diameter. And it follows, moreover, that an equivalent concave 
mirror, or a Selligue prism (a reetangular prism, in which the two 
surfaces of the right angle are convex) would yield the same results 
as a condensing lens; still, the latter would, in most cases, be more 
convenient. 

The above-mentioned disadvantage, viz., that with this kind of 
illumination the greater part of the object is within the shadow, may, 
to a certain extent, be eliminated. For, since the distribution of 
lisht and shadow in the microscopic image depends entirely upon 
the position and aperture of the incident cone of light (assuming 
the objective-system to be given), it is possible, by skilful applica- 
tion of reflecting surfaces, to illuminate a larger portion of the 
object. If, for instance, the window of the laboratory, or the 
illuminating-lens, is the (secondary) source of light, an ordinary 
mirror, suitably adjusted on the other side of the Microscope, will 
duplicate the source of light. A spherical body exhibits a single 
excentrie spot of light with one-sided illumination, but will now 
exhibit two; and similarly a second symmetrical line is added to 
the line of light, which is formed by a metal wire running parallel 
to the window... If the Microscope were placed in a semicirele of 
mirrors near the window, the effect of light would be approximately 
as if it were exposed to unrestrieted side and top licht. A similar 
‚effect, although not perfectly equivalent, would be produced by a 
small concave mirror of eylin- 
drie or parabolic section, ap- 
plied atthe end of the objective 
so as to focus the image of the 
window in the object-plane. 

To increase its utility, we might 
give it a suitable eurvature in 
the direction of the axis, as 
exhibited in Fig. 50. The 
object-point » would thus be 

‚ Hluminated as if exposed to 
\ the open sky, except the portion at the apex determined by the 
ı anglegq pn. 

Such an illuminating apparatus! has not, to our knowledge, been 









































Fe The apparatus is known in England as the Silver Side-reflector,” or 
“ Parabolic Side-refleetor,” and is mounted to slide on the front of the ob- 
» jeetiye, like the Lieberkühn, but with a hinged joint that facilitates the 
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manufactured. The Wenham paraboloid,!and other devices, which 
have been popularized more especially in England, agree with it in 
providing side illumination of greater or less extent, though only 
within rather narrow limits of inclination. This applies also to 
the apparatus of Abbe, above mentioned, as employed for illumin- 
ation with reflected 'light. Im this case the peripheral rays of 
about 60°—48° inclination are totally reflected at the upper surface 
of the thin cover-glass upon the object; those of less inclination 
must be partially stopped off; when immersion objectives are em- 
ployed, total reflexion no longer takes place. Onthe other hand, we 
have in the Lieberkühn mirror a counterpart of Fig. 50, since it pro- 
duces exactly the radiation corresponding to the anele q p n, and 
therefore represents that part of the sky which in our case was 
shut out. This effect is obtained by means of a small concave 
mirror perforated in the centre, and sliding on the end of the 
objective; the front lens of the objective fills the opening in the 
mirror, and thus completes the reflecting surface” The ordinary 
illuminating mirror reflects the licht through a wide aperture in 
the stage to the Lieberkühn, the central rays being stopped off by 
a suitable opaque disc. The curvature of the Lieberkühn must be 
such, that the pencils from the objeet-points, if produced backwards, 
‘ fall upon the illummating mirror, which is only possible if the foci 
of the Lieberkühn and the objective lie near to each other, or 
coincide, though the latter condition is not strietly necessary. 


adjustment. The apparatus was described and figured by the late Richard 
Beck in the “ Transactions Mier. Soc.” xiii. (1865) p. 117.—[En.] 

ı Mr. Wenham’s original device consisted of a parabolie mirror turned down- 
wards, sliding beneath the stage in the manner of a cylindrical diaphragm. 
Mr. George Shadbolt suggested the internal reflexion from a glass paraboloid 
in preference to the ordinary reflexion from the parabolie mirror, and this was 
adopted by Mr. Wenham. The apex of the paraboloid is truncated suitably 
"below the focus, and the truncated end is ground deeply concave to permit the 
:adjustment of live-cells, or diaphragms, which are mounted on a movable stem 
passing through the axis of the paraboloid. Mr. Wenham subsequently dis- 
.coveredthat by making the truncated surface plane, the paraboloid might be 
utilized as an animaleule cage, and to obtain various effects of dark ground 
llumination on suitably mounted objects when placed in immersion-contact with 
a slide of proper thiekness. “ Transactions Mier. Soc.” ii. ( 1852) pp. 83 and 
155, and iv. (1856) p. 59, and “ Monthly Micr. Journ.” ii. (1869) p. 28.—[Ed.] 

2 The reflexion at the front lens is so considerable, that the image of a 
globule of mercury formed by it again produces a diminished image in the 
latter, which is still elearly visible in the Mieroscope. 
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With this apparatus objects may be viewed on a dark or 
coloured ground; they may be placed in special holders (dark 
wells), &c. 

By the Lieberkühn mirror the visible portions of the object are 
pretty equally illuminated,! in contrast to the usual effects of light 
and shadow produced by ordinary side-licht. 


1 We meet here and there with vague ideas as to the action of the different 
illuminating devices. Many microscopists confine themselves exelusively to 
what they see, without attempting to explain the production of the effect. 
From the communication of Abbe, already several times quoted, we find that 
observers who are capable of passing judgment on this point, on account of 
their mathematical and philosophical attainments, recognize the accuracy of 
our exposition. 


1a JUL 


THE MECHANICAL ARRANGEMENT OF THE 
MICROSCOPE. 


WE have thought it desirable to devote a special chapter to the 
mechanical arrangement of the Microscope, for the sake of those 
readers who have not the opportunity of referring to other 
micrographic works. We have limited ourselves, however, to a 
short explanation of the principles followed in the different 
manufactories of the better-known opticians. 


I 
GENERAL RULES FOR THE CONSTRUCTION OF 
STANDS. 


The Focusing —The stand of the compound Microscope is, in the 
first place, intended to bring the objective to the proper distance 


from the object, and to retain it firmly in this pos#ion. For this 


purpose it must be so constructed as to admit of considerable altera- 
tions of distance between the objective and the stage (for instance, 
when changing the objective), and also be provided with means for 
delicate adjustment to a given level. The mechanism for these 
purposes allows of three modifications, each of which is used in a 
very different way. The focusing takes place (@) by movement of 
the body-tube towards the fixed ill stage, upon which the object 
under investigation is placed, (b) by movement of the stage towards 
the fixed body-tube, or (ce) by a combination of both movements, 
where that of the body-tube serves for the coarse adjustment and 
that of the stage for the fine adjustment. Each of these arrange- 
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ments has, of course, its advantages and disadvantages, and their 
relative estimation is, to a great extent, a matter of individual 
judgment. Mohl expresses himself deeidedly against any move- 
ment of the stage, as tending to the development of general 
unsteadiness, and because the screw-micrometer, which is in- 
dispensable in his opinion, can only be applied efficiently to a 
fixed stage. The first reason is at any rate worthy of notice; 
the last is less evident on account of the slight use made of the 
serew-micrometer. On the other hand, with the fixed body-tube 
is combined the advantage that the head can always be kept at 
the same height when different objectives are employed, while in 
the opposite case its position depends upon the magnifying power. 
The differences of height which the focusing involves are incon- 
venient only with the low-power objectives, and may be overcome 
by suitable shortening of the body-tube. The more important 
reasons are therefore in favour of the perfect immovability of 
the stage in the direction of the optice axis. 

The coarse adjustment is effected either by a pinion which 
may be applied in different ways, or by sliding the body-tube 
in a slightly elastic socket by the hand. The former method is 
now employed in most of the larger instruments, the latter in the 
majority of small Microscopes, both German and French. The 
socket surpasses the pinion in simplicity and smoothness of 
motion; but by long use the surfaces of contact become worn, 
and dust and oxidation injure them. The tube is therefore apt 
to slide either too easily or the reverse, unless its fitting is main- 
tained in proper condition. The inconvenience of its sliding by 
its own weight can be avoided by slight pressure of the socket. 
The prineiple of lever-movement, which is in most English 
instruments employed for different purposes, has been turned to 
account in the large Microscopes of Plessl for the coarse adjust- 
ment. The arrangement in question is recommended as “a 
substantial and convenient construction.” 

The object-stage should be sufficiently large (at least 23 to 3 
inches in diameter), plane, and as firm as possible Projecting 
screw-heads, fixed spring-clips, &c., are undesirable ; they interfere 
with the application and free movement of large glass plates 
in the plane of adjustment, The stage may be circular or 
Mn. a surface may be black or not; the objectionable 

ght, which is often seen in the Microscope when low 
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powers are used, is generally due to the object-slide. Where the 
certainty of the observation may be impaired by this reflected 
light, it must be excluded either by the hand or other suitable 
means. 

The aperture of the stage should be at least ası large as the 
field of view of the lowest-power objectivee As, however, for 
many researches a much smaller aperture is desirable, and for 
others a much larger one, of at least 1 inch in diameter, the stage 
itself should have a large aperture which may be reduced to the 
desired size by means of perforated dises, which drop into the 
central hole to a suitable depth. This arrangement is convenient 
for other purposes—for instance, the application of selenite plates 
in investigations with polarized light. 

Slide-grooves attached beneath the stage are advantageous; 
the whole diaphragm-apparatus may be thus moved laterally at 
pleasure, or removed altogether, which is important in many 
physical researches. 

Large stands should be. constructed so that the stage and the 
whole upper part of the Microscope may be revolved together on 
the optie axis; the incident light then strikes the object at any 
desired angle in azimuth. This arrangement, for which we are 
indebted to Oberh&user, is now generally adopted in large 
Microscopes. Im the smaller stands, this system of rotation may 
be replaced by a revolving stage-plate, which should be provided 
with centering arrangements. For sincethe slishtest excentrieity of 
the axis of revolution produces marked alterations of position of the 
object during the turning— which readily increase till the object 
vanishes from the field of view, and on the other hand the optie 
axis of the different objectives never lie exactly in the same 
vertical—it is impossible to adjust the plate accurately once for 
all ; it must therefore admit of being moved at right angles within 
certain limits. In mierometrice and angular measurements the 
centering movements facilitate the exact adjustment of division- 
lines or crossed threads on a particular point, and are thus of 
‚great service in erystallographical investigations. This rotating 
stage-plate should be removable. If it is graduated on the 
circumference, as in the large instruments of Seibert and Kraft, 
it will be serviceable for the measurement of angles. 

The Illuminating Apparatus—In accordance with our discus- 
sion of the principles of illumination, the apparatus may differ 
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in two ways: (a) with, regard to the aperture of the incident 
cone of light, and (b) with regard to its inclination. A perfect 
illuminating apparatus must therefore include means for con- 
trolling both these conditions. 

In most cases a plane or a concave mirror of ordinary size 
satisfies these requirements if it can be brought sufliciently near 
to the object, and admits, moreover, of lateral movement. If the 
lieht thus obtained is still too weak, the convergence of the rays 
may be increased by condensing lenses. The limitation of the 
incident cones of light is effected in both cases by diaphragms 
attached below the object-stage, or sunk in it. 

Large Microscopes are generally furnished with plane and con- 
cave mirrors in one and the same mounting, which can be moved 
in all direetions, or at least in the vertical plane. The smaller 
instruments usually have a concave mirror only, which revolves 
on its own centre, and is at the same time movable in the direction 
of the axis; this simplification in the mounting of the mirror 
necessitates the use of special means for obligue illumination. 
A still greater restrietion of the movements of the mirror—as we 
find, for instance, in the small drum stands (stands with cylinder- 
base)—is, generally speaking, inconvenient. 

With reference to the apparatus for the illumination of opaque 
objects, we must refer our readers to the statements made above. 

Diaphragms.—It is obvious that a small diaphragm-aperture, 
say at the distance of a millimetre from the plane of adjustment, 
limits the ineident cones of light like an aperture of double the 
diameter at double the distance, Theoretically it is therefore quite 
immaterial in what manner, or even in what plane between mirror 
and object, the diaphragms are applied, provided only the size of 
the aperture is in the proper ratio to its distance from the object. 
In practice, however, the diaphragm-apparatus should be capable 
of being easily and conveniently used ; it should permit the most 
different gradations of the illumination without displacing the 
object; and, moreover, it should completely exclude all extraneous 
light reflected by the work-table or stand. For this purpose 
revolving discs with a series of apertures were 
below the stage, which were at the same time movable in a vertical 
direction. The apertures were so arranged that when the dise 
was revolved they coincided Successively with the optic axis. An 
arrangement of this kind, accurately constructed, answers most 
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purposes at the present day; it should not, however, be placed at 
too great a distance from the object-stage. One of the most 
convenient arrangements for the disc of diaphragms is to hollow 
out the stage from below, and construct the diaphragm-plate with 
a corresponding curvature. The larger stands of Zeiss are pro- 
vided with calotte diaphragms on this plan. 

Besides these revolving discs the eylinder-diaphragms introduced 
by Oberheuser have recently come more and more into use, 
They are cylindrical caps with apertures of varying size, which 
drop into a larger cylinder sliding in a socket beneath the stage. 
They are convenient for adjustment at different distances beneath 
the objeet, and thus regulate the amount of light very perfectly. 

We have already referred to various contrivances for shutting 
off the central rays. 

The Base. —The chief purpose of the base is to give stability to 
the whole instrument; it must, therefore, be neither too small nor 
too light. As a model of firmness and convenience the horse-shoe 
stand of Oberh&user may, perhaps, be named; it combines great 
solidity with the advantage that the illuminating mirror can be 
lowered to the level of the table, by which the necessary space is 
gained for other contrivances to be applied below the stage. Less 
convenient, because arranged only for axial illumination, and, 
therefore, applicable only for the smaller instruments, is the so- 
called drum stand of Oberh&user; it rests upon a circular foot 
weighted with lead, which is connected with the stage by a 
cylindrical tube with an opening in front. Some opticians unite 
a similar foot by one or two pillars to the object-stage and to the 
whole upper part of the stand. Others, again, adopt a tripod base, 
of which the feet are sometimes fixed and sometimes arranged to 
fold up, &e. Small instruments, such as travelling and pocket 
Microscopes, are so constructed that the stand may be serewed 
on the lid of the case containing them. For daily use, how- 
ever, we should not recommend such an arrangement. 

Length, and position of the body-tube. —Most modern opticians on 
the Continent give the body-tube a length of 200—220 mm. from 
the anterior surface of the objective to the terminal surface of the 
eye-piece, so that the total height of the instrument amounts to 
300-360 mm. Only the older large Microscopes of Plessl and 
his imitators (Pistor, Schieck, &e.) differ essentially from this, 
reaching a heieht of about 450 mm,, with a tube-length of about 
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300 mm., so that with a table of ordinary height they can only be 
used standing. The English and American instruments seem also 
to be remarkable for large size. 

Large stands are sometimes arranged so that the body-tube turns 
with the object-stage on a horizontal axis, and may, therefore, be 
inclined at any desired angle; a more convenient position of the 
head is thus attained, and the body-tube may be used in a hori- 
zontal position. These advantages, however, seem to us to be 
more than counterbalanced by the inconvenience which the 
inclination of the stage involves. Where a horizontal position 
of the body-tube is required, which is seldom the case, the instru- 
ment may be laid down. The horse-shoe stands are excellently 
adapted for this purpose, the two ends of the horse-shve forming, 
with the stage, a heavy tripod. 

The desiderata of a good stand are, in our opinion, (1) a sub- 
stantial and convenient shaped brass-work; (2) a firm and suffi- 
‚ciently large stage; (3) an illuminating mirror (plane and concave), 
rotating on its centre and movable laterally; and (4) a suitable 
arrangement of diaphragm. We should estimate as of secondary 
importance the movement of the mirror forwards and in a 
vertical direction (easily arranged, indeed, in most instruments), 
and especially the revolution of the stage round the optie axis. 
These are properties which might be supplied in a simple manner; 
the former by the application of a condenser allowing of oblique 
illumination on all sides, the latter by the much less costly 
revolving stage-plate.e. Where, however, the shape of the stand 
admits of free movement of the mirror, this is preferable and 
does not increase the expense. Finally, all other arrangements 
which have been mentioned above are of a minor character, and 
may be dispensed with in most researches. 
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THE STANDS OF MODERN OPTICIANS. 


‘Wi: now proceed to describe a type-model stand that has met with 
much favour among the leading firms of Continental opticians. 

Dr. E. Hartnack, of Potsdam, and A. Prazmowski, of Paris 
(formerly the firm of Hartnack & Prazmowski, successors to 
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G. Oberhsuser) :—The large older 
horse-shoe stand of Oberhauser 
(Fig. 51), which these opticians 
have retained without essential 
alterations, and which many other 
opticians have adopted with more 
or less modifications, has already 
been referred to as an excellent 
type-model. It deserves this ap- 
pellation, because it combines, as 
no other does, the advantages of 
the greatest efficieney with sim- 


plieity of construction. The 


coarse adjustment is effected by 
sliding the tube in the socket, 
and the fine adjustment by a 


MD micrometer-screw, which raises 


and lowers the socket. The stage 
revolves, and carries the optical 


body round with it; it is pro- 


vided on its under surface with 


grooves in which the substage 
slides carrying the condenser or 


diaphragms; the mirror ismovable 
laterally and vertically, one side 
being plane, the other concave. 
Recently these opticians have 
somewhat altered the construc- 


tion of this stand, by supplying, 
1 


amongst other things, rackwork for the coarse adjustment. | 
[We have thought it preferable to omit any translation of the 
other parts of this chapter, which are deseriptive of stands, as the 
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matter is dealt with somewhat incompletely, at least according to 


English views.! 


ı In addition to the deseription of the Oberhauser Stand—which we have 


preserved as being the type-model of the authors—the followin 


and figured by them :— 
OPTICIANS. 
Hartnack & Prazmowski 


„ „ 


„ „ 
Nachet & Son (Paris) .. 


A. Chevalier (Paris) 
Plessl & Co. (Vienna) .. 


F. W. Schieck (Berlin)... 
L. Beneche (Berlin) 

C. Zeiss (Jena) .. 

E. Leitz (Wetzlar) 

Seibert & Krafft (Wetzlar) 


G. &$. Merz (Munich)... 


Smith, Beck, & Beck (London) 


g are described 


STANDS. 

Medium horse-shoe. 

New small (Fig. 52). 

Students’ (Fig. 53). 

Largest (Fig. 54). 

«Grand Modele ” (Fig. 55). 

“Grand Modele, droit” (Figs. 56-7). 

““ Moyen Modele, inclinant et droit” 
(Figs. 58-9). 

«Nouveau Modele, inelinant’” (Fig. 
60). 

“Petit Modele, inclinant et droit” 
(Fig. 61). 

Simple and compound combined (Fig. 
62). 

Stereoscopie binoeular (Fig. 63). 

Double and treble-bodied (Fig. 64). 

Binocular apparatus, two forms, 
stereoscopic, and for two ob- 
servers (Figs. 65-6). 

Inverted, two forms (Figs. 67-8.) 

Laboratory dissecting (Fig. 69). 

Pocket (Figs. 70-1). 

Horizontal (Fig. 72). 

Revolving nose-piece or objective-- 
carrier (Fig. 73). 

A general reference to eleven stands. 

Large and small Microscope, described 
with a reference to alarge and 
small erecting dissecting Micro- 
scope, andatravelling Microscope. 


No detailed description. 
= 

Describes in detail their special form 
of fine adjustment without frie- 
tion (Figs. 74-6). [See “Journ.. 
R. Mier. Soc.” iii. (1880), pp. 
883 and 1047. ] 

No detailed description (Fig. 77 
three forms). 

Brief description (Fig. 78). 
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The following are the authors’ remarks on the general part of 
the subject :—] 

It may not, however, be Annsrknons as a supplement to what 
has been said, if we point out the importance of several points 
omitted in the introduction, which, according to our experience, 
deserve special consideration in a critical examination of stands. 
We place in the first rank of importance accurate and dwrable 
metal-work. Itis by no means a matter of indifference whether 
the thread of the screws, the focusing arrangements, &c., are of 
durable construction. On this point we have been able to convince 
ourselves in the workshop of C. Zeiss, of Jena, how much more 
‚exactly the parts of the stand (as, for instance, the pillars and the 
‚socket, slides, &c.) may be made and fitted together if the metal is 
worked by the Fraising machine, instead of being turned or planed. 

Of the special features which a good stand 
should possess, the chief are:—(1) The 
solidity of the mechanism of the focal ad- 
justment, which always leaves much to be 
desired. The shifting of the image, the “ back 
lash” of. the screw, &c.,, are well-known 
disadvantages almost invariably present in 
the older stands. On this point also we have 
met with some important improvements in 
the workshop of Zeiss; but we must not 
expect the frietion due to the existing modes 
of construction can be completely eliminated 
by slight alterations in the construction of 
the instrument. Whether the fine adjust- 
ment devised by Seibert and Krafft will 
be really durable, time must show. As far, 
however, as the principle of construction 
exhibited in Fig. 79 admits of a judgment 
on the point, frietion is reduced nearly to 
a minimum. The micrometer-screw s acts 
upon the funnel-shaped head of the rod m, 
the upper end of which acts in a similar 
=: manner upon ff, the solid bar attached to 
ri the socket of the body-tube. The ring 7, 
which serves as a guide-piece, lies loose in the hollow column, 
and as a rule does not touch the rod; its function is merely 
to prevent the point of the rod from slipping out of the notch 
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i i he tube and column 
in ff. I£ the cross-bars b 5 Me 2 n > 
en en ll presumably be very 
properly fitted, the focusing m a ee 
smooth and free from lateral play. (2) Te je 
stage which will, among other things, admit of ex y i = 
nation; is very desirable. For this purpose e aper = 
of the stage should be bevelled out beneath, ot a rn e 
obliquity of the rays will belimited by the margin. The su ; 2 
diaphragms, &c., must be removable, as arranged in many o 5 5 
larger instruments. With regard to the other appliances whie 
are mentioned in the catalogues, we fail to find, almost without 
exception, any contrivance which, in investigation with ‚polarized 
lieht will allow not only the crossed Nicols, but also the differently- 
leired selenite plates to be fixed, and the object alone rotated on 
a vertical axis.” The revolving stage-plate answers this purpose 
only when the necessary space for the reception of the selenite 
plates is reserved between it and the fixed stage. 

With reference to the adjustment of the mirror, the older 
arrangements for this purpose are well known. In recent times 
Nachet, Zeiss, and others have applied a movement forwards, as 
well as from right to left—an improvement which in certain cases 
much facilitates oblique illumination. 

The stands of German and French opticians have reached such 
a degree of perfection that they completely satisfy ordinary 
' requirements. For unusual investigations, however—for instance, 
_ In physical researches—some additional appliances are sure to be 
| necessary. 


- ! The two cross-bars 5 db, on each side, are attached to the column by two 
' screws (shown in dotted lines) permitting pivot motion in the vertical, 
‘ without lateral play ; the socket of the body-tube (joined to FfF)isheld at 

the front ends of the cross-bars between the points of four serews (shown in 
dotted lines) : the frietion is therefore confined to the motion of the eross-bars 
between the eight screws (de., four on each side). When the focusing-screw 
sis turned, the solid bar FF is pushed upwards, or the spiral spring shown 
; above it presses it downwards, and the eross-bars assume a diagonal position— 

similar to the motion of an ordinary parallel ruler, of which one side is 
stationary ; f f therefore moves slightly backwards, from the normal position 
 figured, carrying with it the optie axis. This motion of the optie axis presents 
difhieulties of centering in combination with a rotating stage.—[En.] 

® This movement is applied to the best English and American stands.—[En.] 
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TESIEENG DIEB MIOEROSCHOPR 


IE 
TESTING THE OPTICAL POWER IN GENERAL. 


As we have shown in a previous chapter that all properties which 
influence the optical power of a Microscope, and-therefore also the 
sharpness and brightness of its images, are based firstly upon the 
absence of both kinds of aberration, and secondly upon the mag- 
nitude of the angle of aperture, we micht therefore confine the 
testing of the instrument to these two points, and to the deter- 
mination of the magnifying power. In estimating the quality of a 
Microscope a rigorous examination is never necessary, as the ques- 
tion simply is whether it compares favourably with other known 
instruments and satisfies in general the requirements we are 
justified in demanding. We will now apply ourselves to this 
practical question, and afterwards follow out the separate: elements 
which enter into consideration on a more special testing. 


1.—ABSOLUTE POWER OF DISCRIMINATION. 


Let us inquire, in the first place, how the quality of a Microscope > 
may be estimated, setting aside all peculiarities and faults of 


construction upon which it depends. This is usually done by 
means of the so-called test-objects, certain details of which are 


resolved by the better instruments with a given amplification, 


while those of inferior quality either do not bring them out at all 
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or only indistinetly. We will not dispute that the data thus 
obtained are perfectly sufficient, on the whole, for a correct esti- 
mation of the capacity of a given instrument. We must not, 
however, overlook the fact that these test-objeets themselves may 
easily lead to an entirely one-sided conception of the optical 
power, because the pencils of light, by whose interference the 
details are delineated, with the ordinary illumination pass through 
only a narrow peripheral zone of the objective, and consequently 
disclose nothing as to the whole central portion of the refracting 
surfaces. We learn therefore, as a rule, merely the limits of 
resolution, not the optical power im general. This also applies to 
the images of wire-gauze, produced by small air-bubbles, &e., if 
the meshes are diminished to the limit of discrimination. The 
microscopic image is here also an interference image which, as 
regards its details, is formed exclusively by the peneils of light 
which graze the margin of the aperture of the objective. Never- 
theless, these images of wire-gauze (which Harting has recom- 
mended) offer certain advantages which the ordinary test-objects 
do not afford, and to which we are inclined to assign ‚special value, 
especially for comparative observations, and hence we place them 
in the first rank in the following considerations. 


Images of Wire-gauze as Test-objects. 


The images of wire-gauze are recommended as test-objects prefer- 
ably to all others because, in the first place, for every range of 
amplification they present one and the same object; for the virtual 
Images of a spherical air-bubble, always formed with equal sharp- 
ness, can be diminished beyond the limit of discrimination, without 
alteration of the relations of light and shadow. The pencils of 
light proceeding from the wire-gauze—which, on account of the 
Mminuteness of the air-bubble, are to be regarded as composed of 
Parallel rays—under all eircumstances undergo (as shown in Fie. 
80) such a refraction that, whilst completely filling a widely 
opened cone, they diverge towards the objective. (The Fig. is 


MN constructed for refraction in water at the caleulated 
angles. 


To this agreement with test-objects—which so far as regards the 
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nature of the details is complete, the only difference being in 
magnitude—is added, in the second place, the important fact that 
their production is very simple and 
inexpensive. Air-bubbles of every 
range of size are very easily ob- 
tained. By dissolving gum-arabie in 
water they are formed abundantly, 
because the air contained in the 
fragments of gum is not completely 
absorbed.. They are also readily 
obtained by placing a drop of glyce- 
rine, or oil, upon a plane glass slide 
and beating it with a knife-blade 
until it begins to froth; it should 
then be protected by a cover-glass, 
care being taken to place at the 
edges some suitable substance 
(threads of cotton, slips of paper, 
&ce.) to prevent undue compression. 
Minute bubbles of carbonie acid 
gas serve the same purpose, and are 
easily obtained by pouring a drop of dilute hydrochloric acid upon 
powdered chalk. With a large selection of air-bubbles of different 
size it is possible, with the same wire-gauze, by merely changing 
the object-distance slightly, to obtain images that reach the limit 
of diserimination for all powers. 

In order to determine with certainty the size of the network at 
the limit of diserimination, we advise as 
follows :—A square piece of wire net, con- 
taining about 5x5 to 10x10 meshes, is 
enclosed by strips of black paper (Fig. 81), 
and is then placed between the mirror and 
the air-bubble in such a position that its 
image is just perceptible If one side of the 
square is measured, it is only necessary to 

Fıe. 81. divide by the number of interstices con- 
tained in this side, to determine the distance 

of the interspaces—that is, the diameter of the meshes. For 
instance, if the entire square has a diameter of 7'5 mic., as repre- 
sented in the Fig., the distance of the wires (disregarding on both 
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sides half the thickness of a wire) is exactly one-tenth, that is 


_ 


#75. mie.! 

For fixing the wire-gauze a holder, consisting of a horizontal arm 
provided with a ring, which is movable,on a vertical arm, is the 
most convenient; orit may be attached by means of wax to the 
lower end of a eylinder-diaphragm, and the distance regulated by 
sliding the carrier in the socket. This method of testing presents 
no diffieulties; it is only necessary to carefully select air-bubbles 
that yield clear and sharp images. 

We give on pp. 130-1 a table of the results of measurements 
made with different instruments. In the observations indicated 
by an asterisk, the limit of discrimination has been taken to be the 
point where the meshes of the network could be clearly recognized 
by an observer who was not familiar with the object. As the 
intensity of illumination is, of course, not altogether immaterial, 
most of the determinations were repeated several times with clear 
and with cloudy sky, and the mean values taken as the measure. 
The distance of the axes of the wires is taken as the diameter of 
the meshes, according to the method of caleulation above referred 
to; it is, of course, equal to the sum of the diameter of one wire 
and an interspace. 

Some of the data already given relating to the objectives of 
Oberhzuser, Amici, Ploessl, Kellner, and Baader, are omitted from 
the table, as they do not admit of comparison, nor are they of any 
practical importance. To compensate for this, the enumeration 
of results is enriched by a greater number of examples from the 
recent publication of Otto Mueller ;? as he also made his measure- 
ments as above described, his results can be compared with each 
other as well as with ours. 

The objectives examined were, for the most part, of recent con- 
struction ; some, however, were not so; on this point therefore we 
add a few special remarks. Both the objectives of Ploessl belong 
to an old, large Microscope ; those of Merz, on the other hand, to 


! Harting takes in these measurements the thickness of the wires and the 
size of the interspaces separately. We do not consider this distinetion to be 
necessary for the test in question, since we have always obtained nearly the 
same result with different network, in which the proportion of the thickness of 
the wire to the size of the meshes varied between 1: 5and 1:2, 


a leichende Untersuchungen neuerer Mikroskop-Objective.” Berlin, 
13. 


R 
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a more recent one, which left the factory in the year 1867. The 
objectives of Hartnack examined date from 1860-64, as also those 
of Beneche. On the other hand, Mueller’s measurements refer to 
objectives of Beneche, which were presumably constructed between 
1868-71, while those of Hartnack correspond to about the same 
year as ours. The only exception to this is No. 14 Imm. which is 
one of the prize specimens of the Paris Exhibition. The objectives 
of Gundlach (with the exception of No. 8 Imm., which is of an 
earlier year,) date from about the years 1868-71; those of Zeiss 
partly from 1864, partlv from 1869-70; and those of Meeller from 
eng 

The objectives are arranged according to their focal lengths ; those 
with correction-adjustment are marked “Corr.” ; t;he immersion 
objectives “Imm.” The latter were all supplied with the correction- 


adjustment. 

















EN Designation poeallenetn, OPjective | Eye-piece | ‚Combined | Diameter 
Optieians. „of, anne Amplifica- | Amplifica- | Amplifica- ‘of Meshes 
Objective. i tion. tion. tion. | in Mic. 
Gundlach a Il 22'239 102 3:38 345 | 3:08 
*Oberhzsuser ... 4 18°6 12 4 48 RR) 
Meellenzere, .n. I 17'909 13 374 48.6 | 2:°566 
Zeiss (1864) A 14'368 16°4 3:73 61°3 | 2'039 
Gundlach je 13706 1702 3:82 65°8 1'531 
*Beneche 4 1344 182 4:4 80 | 16 
*Pleess] I, 22°3 5-1 114 11) 
*Merz am 12:0 12:5 7:0 88 72166 
*Hartnack 4 al) 204 4°7 100 1'6 
Gundlach III 11:049 21°6 3:68 795 | 1411 
Hartnack 4 10'917 21°9 3:69 809 | 144 
Beneche ... 4 | 10-412 23:0 Sn 852 | 1239 
Zeiss B 10'040 239 Bu 89-1 144 
Moeeller II Sal 298 3:73 ıalılal 1:08 
Zeiss (1864) © 7851 30°8 3:64 1146 7) 1028 
3eneche ... 6 6964 349 Ben 1303 0'843 
Hartnack 5 5:825 41'9 37. 10021 0904 
*Merz 4 5:0 30 m 210 0°8 
*Beneche 1 Ale) 51'6 Ard 227 ı 0:84 
3eneche ... ... 7 3.934 62°6 3:81 238°3 0609 
Aka on oe 6 hie 39 13°0 51 375 0:78 
Hartnack 7 3894 63°2 3:74 236°7 0596 
Zeiss ID) Bu 02 66°5 3:58 2474 0'629 
Meeller III 3:639 677 4:03 2729 0611 
Gundlach Vv | 3571 69:0 4:20 989-8 0:539 
*Beneche 9 342 ET | 44 320 0'62 
®Hartnack 7 BER) DD, 47 340 0:62 
3eneche 9 3'209 769 3:88 299-1 0:56} 
ENIOHZer er ie En 80 50 7 350 0:6 
*Beneche 2 8 2:95 33°6 4:4 368 0:60 
Gundlach er 6 2769 893 4:12 3678 0.442 
Zeiss N h) | 2:596 953 3:73 3541 0:526 
Modler .. ...| 4 Com. |. 2:46 97°3 408 | 396°5 0'488 
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| : an sti ‚e-piece Combined ' Diameter 
we ‚ Designation | pogatength| Anmelifene | line. Amplifica- of Meshes 
aeg Objentive, WEN: tion. tion. tion. in Mic, 
Be aan )0- 40 | 2000 | 0488 
llach BREHLEONI DA 79 NN 4 29 | 48 
Be aha hl 2'339 1059 a 2 9 ER 
*Beneche PR 11 a) 90.9 44 ee © 
nn. Sr 9 20 ae 47 555 u 
Hartnack 100m: 1.966 |ı 1262 3:8 ER a 
Zeiss FEN F 1'919 1293 3:8 492 2 In 
*Hartnack ...; 9 Imm. 1'87 140'0 47 SE a 
Hartnack ..| 10mm. 1'793 1384 4:19 581° Er 
Gundlach sd) A Ihenen, oa 140°1 3:94 | Bals ER 
Beneche ... .... 10 Imm. 1'750 Neal | 599°2 Nr 
Hartnack ...| 10 Imm, 1'734 1432 4:09 | 585°5 342 
Zeiss ER F 1] 1438 | 416 | 5980 | 0'433 
Hartnseck ..| 14 Imm. 1'231 20217 II WA 898-6 | 0:31 7 
Gundlach 28mm: 1:207 2062 4.34 895 15 0314 
Beneche ... ...| 12 Imm., 0'821 303°5 441 | 1336-8 0'348 








From this table we arrive at the conclusion, in the first place, 
that the optical power of the Microscope does not keep pace 
either with the power of the objectives or with the total magni- 
fying power. Selecting any particular case, we observe that more 
than twice the amplification is required to reduce to one-half the 
diameter of the meshes still just distinguishable; and conversely, 
an amplification less than half as great to render recognizable 
meshes twice as large. We may, therefore, with justice require 
that the lower objectives shall develope the greatest optical power 
relatively, and on the other hand not require too much of the 
higher and very highest ones. If, with the latter, the increase of 
the magnifying power up to the limit of the attainable, produces 
a further decided gain, the optician has accomplished all that can 
at present be expected of him. Moreover, it is seen that the power 
of diserimination in the Microscope is regulated more according to 
the focal lengtlı of the objective than to the total magnification. 
The slight increase of distinctness, which is observed on the appli- 
cation of deeper eye-pieces, is in no proportion to the increase in 
the size of the image effeeted by it. 

If, in the second place, we select from the figures those which 
relate to the highest objectives, with which the smaller instru- 
ments are usually provided (for instance, Hartnack’s No. Ts 
Beneche’s No. 9, Zeiss’s D, Gundlach’s V, &c.), their focal lengths 
in nearly every case vary between 3 and 4 mm., and the magni- 
fying powers between 250 and 350. We may require of such 
combinations that they shall resolve clearly tie meshes of the 
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wire-gauze with a diameter of ‘6 to 7 mie. With the best of them 
this diameter may be reduced even to ’54 or 56 mie. Bene&che’s 
No. 8 proved somewhat more powerful than his No. 9, as appeared 
by the examination of organic test-objects ; still, the two numbers 
always stand so close to one another that they may fairly be 
regarded as one A second No. 9 objective that we had an 
opportunity of comparing, was between the two, its focal length 
was 315 mm., and the combined amplification with eye-piece 
No. 2 about 340 ; the optical power was, however, somewhat less 
than that of the No. 9 of the table. 

The most powerful objectives yet produced, among which are 
the immersions of Hartnack, Gundlach, Zeiss, Beneche, &e., admit 
of the resolution of meshes of from ‘4 to ‘32 mic. with the 
eye-pieces generally used for observation, and with the most 
favourable increase in the eye-piece amplification yield a further 
addition of optical power up to about '3 mie. in diameter of the 
meshes. Whether the best English objectives accomplish more, is 
not known to us; those we have had occasion to examine were at 
most of equal power. 

A third remark which forces itself upon us, in comparing the 
above table with the results of other testings, relates to the 
‚absolute degree of performance. Measurements of images of wire- 
gauze afford universally, and especially with objectives of large 
angular aperture, somewhat larger figures for the limit of dis- 
erimination than are obtained with organic test-objects. This might 
have been expected ; the difference obviously arises from this, that 
both the abnormal path of the rays, which the focal images of 
the air-bubbles cause, as well as the kind of image-formation 
in the Microscope dependent thereon, are unfavourable for the 
objective. 


Organic Test-objacts. 


Among the organic bodies, whose finer structural details a 
cood Mieroscope resolves only with a given amplification, the 
small scales upon many insects, particularly upon the wings of 
butterflies, and also the siliceous envelopes of diatoms, present 
the most different gradations. The former were for a long 
time employed almost exelusively as test-objects, and some are 
even now used to a considerable extent; the latter, which were 
first suggested in England and are specially adapted for the 


a 


So 
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testing of high-power objectives, have only very recently come 
into general use, but they now form the most usual resource of 
the optician. Although we do not consider the results obtained 
with these test-objects strietly and. deeisively reliable, yet it 
cannot be denied that they furnish an easy mode of approximately 
judging of the performance of a Mieroscope. A knowledge of 
the ordinary test-objeets is therefore always of practical value, 
and every microscopist may be recommended to take note of the 
sharpness and clearness of the images produced of them in a good 
instrument with a definite amplification. We therefore subjoin 
a brief list of the butterfly-scales and diatom-valves which may 
be advantageously used as test-objects, with a short description 
of the more important. 

With regard to the scales of butterflies, they usually show 
distinet longitudinal strie (which run parallel to each other, 
or somewhat divereing from the base of the scale to its upper 
edge), with less distinet transverse strie, which cross the others at 
right angles and come into view with somewhat lower focal 
adjustment. The series of markings ought to be seen distinctly 
with the amplifications indicated. 

1. Zepisma saccharimum.—Longitudinal strie of the larger 
scales, distinet with an amplification of 40, of the smaller with 
100—150. The larger scales are wedge-shaped, the smaller ones 
rounder, with paler and closer markinos. 

2. Hipparchia Janira—(a) Scales from the wings of the female. 
—-Longitudinal strie, according to Schacht, visible with a power 
of 80, transverse strie by oblique illumination with Hartnack’s 
No. 5, Beneche’s No. 7, and Zeiss’s © objectives, that is, with a 
power of 120—250. With hisher powers the transverse strie 
should be clearly seen, even with direct (axial) light, as sharp lines 
(not knotted or broken). The long transparent scales are always 
more difficult than the darker coloured ones. (b) Seales of the 
upper side of the wings of the male—-Longitudinal stri, according 
to Mohl, visible only with the highest objectives of Amieci and 
with oblique illumination. There is no trace of transverse stri®, 
which, without doubt, are also present. 

3. Lycena, Argus. —Seales of the upper surface of the fore-wing — 
(@) Those which by reflected light appear blue, and by transmitted 
light yellow. Longitudinal strie visible with lower powers (50— 


30 linear), transverse stri only with about 300. Deserving especial 


134 ‘ TESTING THE MICROSCOPE, 


attention, on account of the great uniformity of the scales, (D) 
Those which by reflected light appear light brown, and by trans- 
mitted light grey or dusky. Longitudinal striee, as in the previous 
case; transverse strie, although closer together, somewhat less 
diffieult, though not perceptible with a lower power than 300. (e) 
Scales of oval forn, which appear yellow by refleeted and trans- 
mitted light. With rows of dark points about 23—3 mie. distant 
from one another, and which, therefore, ought to be easily seen 
sharply defined with medium powers. 

The markings of the diatom-valves are much more varied than 
is the case with the butterfly-scales. As test-objects those are 
generally used which admit of two or three series of lines being 
observed ; in the first case the lines intersect at a richt angle, in 
the latter obliquely. Whether these series of lines are due to 
ridge-like projections, or to slight elevations or 
depressions, disposed in rows, or to differences of 
density, is in most cases undecided; the various 
views here and there met with, and at times ex- 
pressed with great confidence, need confirmation. 
We leave this an open question, and confine our- 
selves to the characteristics of the microscopie 
image, which is the sole matter entering into con- 
sideration in testing. 

4. Pinnularia viridis—A. diatom nearly related 
to Navicula, with transverse strie of about 15 
mic. These strie ought to be resolved even by 
objeetives of 10—15 mm. focal length. 

5. Pleurosigma angulatum (Fig. 82). Two series 
of strie equally strong and equally inclined to- 
wards the median-line, intersect at angles of about 
53°—58° (not, as is usually said, at 60°); there 

Fis. 82. is a third series, somewhat less distinct, at rieht 
angles to the median-line, forming, with the two 

oblique series, angles of 61°—633°. With oblique illumination 
incident at a right angle, each of these series of lines ought to be 
distinetly seen alone with medium objectives, such as Hartnack’s 
No. 7, or Ben&che’s No. 9—that is, with a magnification of about 
350-300 linear!—so that on revolving the object, the three series 





=: 





ı These magnifications necessitate an eye-piece amplifieation of about 43 to 
5 linear, e.y., Beneche’s No. 2 eye-piece, and Hartnack’s No. 3— measured 
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come into view successively. The higher powers, which give an 
amplification of 500—600 linear, exhibit the three series of lines 
simultaneously with direet (axial) light, and resolve them with 
oblique illumination into bright points, which are arranged in TOWS 
in the three directions. With the best objectives it is possible to see 
these brieht points resolved as somewhat irregular hexagons, the 
two longest sides of which are parallel to the median-line (Fig. 83). 
The dark lines, which with lower power appear perfectly straight, 
are therefore in reality zig-zag lines, and the two obligue series 
consist, as shown in the figure, of elements running alternately 
lengthwise and obliquely, whilst the transverse lines are formed 
only by the latter. Since the elements 
running lengthwise are throughout 
eoarser than the oblique ones, the 
greater celearness of the oblique series 
of markines is accounted for. Their 
apparent difference of level is due 
merely to an optical effect, which is 
explained by the unequal position of the 
oblique stiie in relation to the incident 
lieht!,—hence one and tbe same series of strie, with a given 
position of the midrib, appears to lie decidedly higher, but when 
rotated about 90°, just as decidedly lower. 

This excellent test-object, and the others we have described, can 
be obtained from Bourgogne, of Paris, and Meeller, of Wedel 
(Holstein), and also from most of the optieians. The specimens 
are generally mounted in balsam, and are so numerous that one 
suitable for observation may be quickly found. The larger ones 
exhibit, as might be expected, somewhat more distinet markings 
thau the smaller ones. The mieroscopist ought, however, to be 
satisfied if the Microscope resolves the largest and finesz speci- 
mens in the manner above described. 

6. Pleurosigma attenuatum. —With strong longitudinal strie 
parallel to the midrib, and fine transverse strie at richt aneles. 





re, 66% 


accordi von IB Sn: G 
Em n = nn power of the objectives ; objectives with a focal length of 4 to 
ne ou en the markings with favourable eye-piece amplification. 

rt, since the coarser ele ker ee 
u, % A un situated lengthwise, belong to the two 
N 4 aarkings, and therefore act similarly in every position 

2 m ° > . u 

en e ineident light, the difference in the effect can arise only from the 
obliquely-situated elements, 
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Longitudinal striee with direct light appear distinet with a power 
of 150—200 linear ; for instance, with Beneche’s No. 7 objective 
and No. 1 eye-piece, transverse strie are shownin places distinctly 
with direct (axial) lieht with an amplification of about 300, and with 
oblique illumination very sharp throughout, with Beneche’s No. 9 
and Hartnack’s No. 7. With higher power objectives the bright 
lines are resolved, as occurs always with similar markines, very 
distinetly into small squares or, more accurately, rectangles, whose 
anoles are more or less truncated, so that the dark division-lines 
appear thickened into knots. 

7. Pleurosigma balticum —-With longitudinal strie, and rather 
fine transverse stri& ; the former visible with a power of 200 linear 
in oblique lieht, the latter scarcely distinet with 300. Beneche’s 
No. 7 shows the longitudinal lines 
separated only with the deeper 
eye-pieces, and the transverse 
lines on the margin; with Hart- 
nack’s No. 9 and No. 7 both series 
are resolved distinctly. 

8. Grammatophora mearina.— 
Marginal parts with transverse 
stri®, and two less distinct oblique 
series of strie as in Pleurosigma 
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strie can be seen with Beneche’s 
DD) No. 9, and even the transverse 
strie with the usual eye-pieces 
Nos. 1 and 2, but to see the 
oblique ones celearly deeper eye-pieces are required. Hartnack’s 
No. 7 gives about the same results. We may therefore insist that 
a Microscope should at least exhibit the three series of strise with 
an amplification of 340—400 linear. 

9. Surirella Gemma (Fig. 84) —Between the strong cross-bars 
which appear at irregular distances on both sides of the midrib, 
and parallel with them, are fine transverse stri, which are them- 
selves intersected at right angles by exceedingly fine longitudinal 
striee (Fig. 85). These latter are distinetly seen only with the 
higher powers, such as Hartnack’s Nos. 9 and 10; the former, 
however, require merely a magnification of 400—500. With the 
best objectives that are now manufactured the fine longitudinal 
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ORGANIC TEST-OBJECTS. 1a 


lines ought to be resolved into small apparently hexagonal spaces 
(Fig. 86). This appearance is stated by Flagel! to be incorrect, on 
account of the interference phenomena. 

10. Nitzsehia sigmoidea.—This long and narrow valve shows 
fine close transverse stri®, which, according to Schacht, were first 
resolved by Hartnack’s No. 10 immersion with oblique light — 
they are, however, visible with the same illumination with ‚the 
corresponding objectives of Ben&che and Zeiss. These conclusions 
of Schacht refer to dry specimens, which, it is well known, are 
less diffieult than those mounted in balsam. 

11. Grammatophora subtilissima (Fig. 87, 7), —Marginal portion 
« with extremely fine and close transverse 7 
strie (Fig. 87, 2), which are resolved (if 
the preparation is in balsam) only by 
very good objectives. With Hartnack’s 
No. 9 immersion we can scarcely see any 
indication of this striation. The most 
powerful immersion objectives of recent 
construction resolve these striae distinctly, 
and also exhibit isolated traces of oblique 
series of strie, as in Pleurosigma angulatum and in the larger 
Grammatophor@. 

12. Navieula rhomboide —With longitudinal and transverse 
strie, the former more distinet and not very difficult, the latter 
exceedingly sharp and fine. Was used as N. afinis, as a test- 
object (balsam mounted) at the London International Exhibition 
(1862). 

In addition to the preceding test-objects several others have 
been recently proposed which may be of service; for instance, 
different species of Nawieula, Coscinodiseus, Frustulia saxonica, 
Hyalodiscus subtilis, and others, on several of which a striation as 
fine as 4 to 5 lines in a mieromillimetre should be seen. Our list 
is, however, sufficiently complete, and we are not inclined to 
attribute importance to the discovery of new test-objeets with our 
present knowledge of practical Opties. We would advise the micro- 
scopist to select three or four, and to note most carefully their 
appearance under different Microscopes. This will always be of 
more advantage to him in testing an unknown instrument, than 
the simple fact of whether it resolves a particular test-object or not. 
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! “ Botanische Zeitung,” 1869, p. 757. 
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We may, however, specially mention the test-plates of Moeller, 
consisting of twenty diatoms arranged in a row, according to the 
diffieulty of their resolution. The names of these diatoms are :— 
1, Trieeratvum Favus; 2, Pinnularia nobilis; 3, Nawieula Lyra 
var.; 4, N. Lyra ; 5, Pinnularia interrupta var.; 6, Stauroneis 
Phamicenteron ; 7, Grammatophora marina (more coarsely marked 
than those of Bourgogne); 8, Pleurosigma baltieum ; 9, P. acumi- 
natum ; 10, Nitzschra amplwoxys; 11, Pleurosigma angulatum ; 
12, Grammatophora oceamica subtilissima (marine) ; 13, Surirella 
Gemma (for transverse lines) ; 14, Nizischia sigmoidea ; 15, Plewro- 
sigma Fasciola var. ; 16, Surirella Gemmea (for longitudinal lines) ; 
17, Cymatopleura elliptica ; 18, Navieula erassinervis, Frustulia 
saxonica ; 19, Nitzschia eurvula ; 20, Amphipleura pellueida.! 

For convenient comparison of organie test-objects with the images 
of wire-gauze and of Nobert’s test-plates, we add a table of the 
distances of the lines according to measurements made by Dippel,? 


Floegel,? and Abbe. 








Names of the Objects. Observer. anne Aus BE 
Lepisma saccharinum ... Dippel largesk..e ar %2 002522 
9 3 = smaller 12, 
Hipparchia Jamira 5 transverse strie... 0:99 
» „> Abbe longitudinal strie 2:00 
Lycena Argus Dippel light scales 1:33 
HE 5 ben ER dark scales... 0:87 
Pinnularia viridis 5 transverse strie... 1°53 
Pleurosigma angulatum Dippel & A. a N 0:46 to 0°50 
5 attenuatum Dippel 6 30 000. 
55 balbtieum ... E; longitudinal and 
transverse strie... 0'74 
Grammatophora marina in ;6 Nr 041 
5 subtilissima Floegel 5‘ 30 32 
Surirella Gemma ... Dippel longitudinal strie  0°32 
ei 9% Se s transverse stri®... 046 
Nützschia, sigmoides er ;5 5 0:33 
Nawieula rhomboidea. ... % ss % 0:33 
Frustulia sawonica ‘5 es $ 0:29 
Abbe 55 BR 0:25 
Amp BUN (7 pell ueidao Flegel er 35 023 











The two last-named test-objects, Arustulia saxonica and Ami 


pleuri pellueida, are clearly amongst the finest and most diftieult 


tests with which we are at present acquainted; 


but that in 


ı Moller supplies also diatom type-plates with 100 to 400 objects, arranged 


systematically in rows. 


2 «Das Mikroskop,” p. 134. 
3 « Botanische Zeitung,” 1869, p. 741, et seq. 
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Amphipleura, as stated by Rabenhorst, transverse striee are at the 
rate of 135 im 001” (according to which the distance of the 
markings amounts to only ‘187 mic.) is evidently a mistake. 


Nobert’s Test-plate. 


The employment of organic test-objeets is always attended by 
the disadvantage, that the results which the observer obtains are 
never exactly comparable with those of another observer,—objects 
of the same kind differing so much from one another in size and 
distinetness. To overcome this inconvenience, Nobert invented a 
method of producing an artificial test-object, in the form of a 
mierometrie series of lines upon glass. In 1846 he ruled test- 
plates with ten bands of lines, in which the distances of the lines 
were greatest in the first band, and progressively less in each 
successive band. Subsequently he increased the number of bands 
to twelve, fifteen, twenty, and, later on, even up to thirty, at the 
same time altering the distances from those in the older plates, so 
that the results obtained with the latter cannot "be aceurately 
compared with the results obtained with the modern plates. 
Nobert has recently reduced the number of the bands to 
nineteen. The distances of the lines in the two most recent! test- 
plates, and their number in a millimetre, are collected in the 
following tables :— 


A.—THIRTY-BAND PLATE. 
m I an u nn mn nn) 














Dist i i i i i 
Basaı ne in u | cl, ne in DD 
| 
1 2'256 443 10 0620 1612 
2 1'945 513 10] | 0:591 1692 
3 1'647 607 12 | 0565 1772 
- 1'399 715 | 13 0533 | 1875 
3) 1'240 806 | 14 | 0°508 1969 
6 1'082 924 15 | 0°451 2216 
| Mr 1108 | 20 17.058077 2653 
9 od 1267 | 25 | 0'323 3098 
76 us | | 0:282 3544 





h i Bel more recently Nobert has produced a test-plate on which are ruled 

ir bands 0X lines; those lines ruled in the tenth band are equival.nt in 

: a of division to the nineteenth group described in Zuble B; and those in 
e twentieth group are of twioe that fineness of division. —[En.] 
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B.—NINETEEN-BAND PLATE. 





Band. Distance in Mic. Lines to 1 nım. Approximate equivalent Test- 











objects, 
il 2'256 443 Lepisma saccharimum, large 
2 1:504 665 Pinmularia wiridis 
3 1'128 886 
4 0'902 4108 
5 0752 1329 Plewrosigma baltieum 
6 0'645 1550 ee attenuatıın 
7 0:564 1773 
‚A 9) ‘ 
5 a Er | Pleurosigma angulatıum 
10 0'410 2439 Grammaltophora marina 
Ja 0:376 2653 Nitzschia linearis 
12 0'347 2870 \ Navieula rhomboides 
13 0'322 3105 ) @rammatophora subtilissima 
14 0:301 3322 
rn Ss | Frustulia saxonica 
17 0°251 3989 J Amphipleura pellueida 
18 0'237 4211 
19 0'226 4433 





It is evident from these tables that the test-plates of Nobert are 
not inferior in fineness of division to the most diffieult organic 
objects. They agree with them, also, in that the image of the 
lines is a pure interference image, produced by the diffracted rays. 
We must, however, leave it undecided, not being ourselves intimate 
with the subject from personal observation, whether they really 
offer a more reliable standard than the siliceous envelopes of 
diatoms. According to Max Schultze! the equality of the later 
plates with nineteen bands leaves very little to be desired. That 
a complete uniformity of the corresponding bands of lines, 
especially with regard to the strength of the lines, cannot be 
attained with any mechanism, may, d priori, be asserted with 
certainty. 


9—-RELATIVE POWER OF DISCRIMINATION. 


Although in the foregoing the present standpoint of practical 
Opties is to a certain extent arithmetically defined by the results 
obtained with images of wire-gauze, in so far as the limit of the 
performances of hish-elass Microscopes can be determined in 


ı * Archiv für mikr. Anat.” Bd. i. pp. 3-4. 
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aceordance with the numbers eiven, it is of special interest to 
compare what has been already attained with that which 
ought theoretically to be attainable, provided the Microscope were 
mathematically perfect in every respect. It is geometrically 
evident, that with such an instrument the image of a wire network 
should be seen just as distinetly with an amplification of m times, 
as if viewed by the naked eye in an m-fold proportion. The 
briehtness of the image is not, however, necessarily the same, as it 
is dependent on the angle of aperture of the objective, and, so far 
as this eireumstance exereises an influence upon the diserimina- 
tion of the meshes, it is conceivable that even in the most perfect 
instruments the optical power should not increase in exact ratio 
with the magnifying power. We will, however, for the sake of 
simplification, assume provisionally that the briehtness in the 
Microscope either=1, or that the choice of the source of light is so 
made, that the resulting images possess equal brightness. -If, then, 
Dis the diameter of the meshes at the limit of distinet vision with the 
naked eye, d the diameter of the same on a given amplification m ; 


i : ä : : D 
then (disregarding all influences of a physiological nature) d = = 


D j ; s 
or, what comes to the same, ge 1, if the instrument is perfect ; 
m a 


D at 
on the other hand FE 1, if it is not perfect. In the latter case 


the larger or smaller value of the fraction is of course related to 
the optical power ; it does not give its absolute magnitude, but only 
its relation to the performance of a perfect instrument. We may 


VOR 
therefore also say that nd" the mathematical expression of the 


relative power of discrimination. 

The Quantity D may easily be determined, in default of 
sufficiently large air-bubbles, by plaeing a suitable objective (for 
instance Hartnack’s No. 7) upon the object-stage with its 
anterior surface turned upwards, and observing the image which it 
forms of the wire-gauze through the empty microscope-tube, or 
IF necessary, with the naked eye after the removal of the tube. 
In this case the eye must be at the distance from the object at 
which it most easily accommodates itself, and we determine the 


magnitude of the image by the mierometer, when it is Just 
elearly recognizable, 


142 TESTING THE MICROSCOPE. 


We do not, however, obtain in this way (nor in general with 
similar observations with the naked eye) such harmonious results 
as in vision through the Microscope. Measurements which we 
often repeated gave, for instance, with a vision of 200 mım., values 
for D tluctuating between 100 and 128 mie., increasing Te- 
spectively to 125 and 160 mie., if we.suppose the image to be 
projected at the conventional distance of 250 mm., for which 
magnifying powers are usually calculated. 

Otto Mueller! obtained 103 mie. for his eye as the ınean 
diameter of tie meshes, Harting? 99 mie., and Helmholtz3 places 
the limit of discrimination with a trellis-work even as low as 
78 mie.* 

Under these circumstances a graphie representation is best 
adapted to exhibit the results of the caleulation, since the con- 
struction remains the same wlıatever may be the amplification 
selected as the starting point. We do not, therefore, give a 
tabulated view of these quantities, but have drawn the maanifying 
powers in Fig. 88 according to an entirely optional scale for the 





absciss&, and the corresponding values of according to another 

ı C#. “ Untersuch. neuerer Mikroskop-Objective,” p. 11 (259). 

? « Mikroskop,” 2nd ed. i. p. 81. The diameter of the meshes and the 
thickness of the wire must, of course, be added, which Harting in another 
place (i. p. 342) has overlooked. The methods of observation of Harting, 
moreover, give figures which cannot be compared with those obtained with the 
Microscope. 

3 “Physiologische Optik,” p. 218. The author gives 63:75 seconds, which 
is about equal to the above value. Helmholtz employed for his observations a 
grating of black wires, their interspaces being equal to the diameter of the 
wires, and placed them under a bright sky. The figures thus obtained 
evidently do not admit of comparison with those obtained by our method. 


4 How little such observations in general agree is shown by the table given 


by Harting (‘ Mikroskop,” i. p. 72), in which the visual angles of the meshes 
at the limits of discrimination for five observers are tabulated. We consider 
the methods of observation upon which it is based (aceording to which the 
wire-gauze is viewed direct, and the object-distance is increased to three 
metres), to be inapplicable in the given case, since we cannot assume that the 
eye always accommodates itself equally well to different distances. | At any 
rate, measurements of dioptrie images are to be preferred for comparison with 
microscopic observations, if they are made with as favourable a distance of the 
eye as possible. The minute image on the retina depends, therefore, in tlıe one 
case, as well as in the other, on approximately equal conditions, and ihe reduc- 
tion to the conventional distance of 25 cm. is merely a matter of caleulation, 
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ional scale for the ordinates. The connection of the terminal 
oo h rdinates corresponding to the objectives enables us to 
.. ee ira se, and at the same time to estimate the 
Ei. of re opticians named. The abaglıle ne 
hi Ri m D first comes into account when dealing with the 
nation of the ordinate Deere we no 

ificati ee] sily be image si 

nn “ ee en 0.M. Heneseines the limiting 











Fıi6. 88. 


value of the diameter of the meshes of 103 mie. given by 


Otto Mueller, and the point n.s. the minimum observed by us, 
125 mie, 


‚What first ättr 
that the highest 
the naked eye, t 
trary assertions, 


acts the eye in the figure is the striking fact, 
curves so much exceed the line representing 
aking the mean value as decisive. The con- 
which have been made with regard to the 
power of diserimination of the naked eye, afford no erounds for 
questioning this fact. They may be explained by the unequal 
eonstitution of different eyes; but they leave our repeated 
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measurements, in which D sometimes becomes less than m (el, 
wholly untouched. 

It may therefore be considered certain that there are Microscopes 
which, in spite of their imperfeetions, accomplish more with low 
powers in comparison with a healthy eye, than a perfect, ideal 
instrument should accomplish according to theory. It is evident 
that this paradoxical phenomenon can be explained only by 
peculiarities which distinguish mieroscopie observation—whether 
the refracting lenses are more or less perfect—from vision with 
the naked eye. We may mention as such peculiarities: (1) the 
microscopic production of images due, as regards detail, to inter- 
ference ; (2) the difference of brightness dependent upon the angle 
of aperture, which has already been discussed ; (3) the chromatie 
aberration of these pencils of lieht, which it is known can never 
be quite eliminated ; (4) their spherical aberration. 

Of these four points—and we know of no others—the first is 
of preponderating influence, as might be expected. For, as above 
remarked, the mieroscopic structure-image is formed through in- 
terference, and the image-forming pencils of licht which graze the 
margin of the objective-aperture are so narrow that the aberra- 
tions of the eye cannot produce any appreciable error. The 
sharpness of the image on the retina is therefore necessarily 
increased to a still higher degree than by diminishing the cones of 
licht reaching the eye by cireular diaphragms. These diaphragms, 
however, have a favourable influence. If, for instance, we look 
throuch a small aperture of about 1 mm. in diameter at the 
page of a book, or its image, the printing appears deeidedly 
clearer, and the letters seem blacker and more sharply defined. 

The second of these points, as experimental testing immediately 
shows, is unimportant, for the phenomenon remains the same even 
when, by a suitable adjustment of the illumination, the brightness 
of the mieroscopie image is so modified that the naked eye has a 
considerable advantage. Just as little can the spherical aberra- 
tion, mentioned as point (4), turn the scale, as the eye does not 
produce a noticeable aberration of the marginal rays of ‚peneils of 
licht, which are incident approximately in the direction of its 


axis,' and consequently the compensation of such an aberration 


by means of an opposite one of the ineident rays cannot take place. 


ı f, Fick, “ Medizinische Physik,” 1st ed. p. 310, and Wagner’s “‘ Hand- 
wörterbuch der Physiologie,” artiele “Das Sehen,” by Volkmann. 
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As regards the chromatie aberration of the eye—which reaches 
a very marked amount, occasioning prineipally the phenomena 
of irradiation it is conceivable, that it could be eliminated by 
a rather over-correeted Microscope, and thus an increase of 
diseriminating power could be obtained. This explanation is 
certainly applicable to Beneche’s No. 4 objective, which is never 
capable of compensating in the whole middle part of the field 
of view the opposite chromatic aberration of the eye, although 
distinetly over-correeted. We will discuss later on the testing 
of such phenomena, noting the simple fact here, in order to 
establish without doubt the correctness of the explanation for 
at least one definite case. 

The diagram shows, secondly, that the relative optical power of 
Microscopes decreases considerably in proportion to the higher 
and highest amplifications, since the corresponding curves ap- 
proach the abscissa-axis rather rapidly towards the right, in the 
most unfavourable cases sinking to even less than half their 
heieht. We might hence conclude, that practical constructions are 
still far from the limit of the attainable; and so far as regards 
the perfection of the dioptric image merely, this conclusion would 
be wholly justified. As, however, at the limit of the diseri- 
minating power the interference image is exclusively operative, 
the minuteness of the details depending chiefly upon the extent 
of the angular aperture, the case is essentially altered. The angle 
of aperture of the hishest objectives, having 180° in air, has 
already reached the limit which is in general attainable, and 
the power of discrimination determined by it is raised to about 
that amount which for physical reasons it is impossible to exceed.! 
On the other hand, there is still required a greater uniformity 
of correetion in the different zones of the objective, as well as 
more harınony in the combined action of the various factors 
which determine the optical power of a system,—at all times a 
very desirable aim, and by no means yet attained in practice. 

For the medium amplifications, 300—400, the objectives of 
the various opticians we have mentioned are nearly equal with 
tegard to the power of diserimination, while with the low-power 


objectives not unimportant differences appear. The explanation 


of these differences lies not so much in the impossibility of 
cancelling them, 


as in the absence of a desire to do so, because 
1 J ” * 
C£, upon this point our chapter on the Theory of Mieroscopie Observation. 


L 
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in the case of the low powers, which are usually employed only 
to obtain a larger field, the degree of perfection is of less im- 
portance, and consequently the improvement of these powers does 
not appear to be so remunerative.e We must not, however, 
estimate too lightly the advantages of a good low-power objecetive; 
on the contrary, we shall learn always to value them highly 
for all investigations, where sharpness of image and extensive 
field have to be combined, as, for instance, in researches upon 
fibro-vascular bundles. | 
The testing of Microscopes by means of dioptrie images, which 
are eradually diminished to the limit of diserunimauien! admits, 
of course, of various modifications. Instead of wire-gauze we may 
choose any other objects, spherical, thread- shaped, square, &c., 
and employ as the standard of comparison not only the power a 
diserimination, but also the capacity of recognizing form, as, for 
instance, the angles of a square or hexagon. Two or more minute } 
perforations in an opaque screen form also a useful test-object, 
inasmuch as the distance of the air-bubble can be so chosen that 
the single points in the image are seen just separated from each 
other. It follows, of course, that the results obtained by any 
one method are comparable only with each other, and not with 
the figures found in another way. For the recognition of the 
form of a single square we shall, with a given amplification, obtain 
limiting values altogether different from those obtained for the 
discriminations of the’ square meshes of a wire-gauze, and the 
same differences between the absolute magnitudes also appear 
with the naked eye. On the other hand, it cannot well be 
supposed that the relative magnitudes, as represented by the’ 
curves, should be essentially different. 
. We have made use of several of these modifications, and have 
invariably found that none afford the same certainty of judgment 
as the one first mentioned. The limit of recognition, especially 
of spherical and thread-shaped objects, is by no means easy 
to determine, and is therefore rather variously estimated ky 
different observers. Further, a condition is reached in which we 
no longer observe the sharp image of the object, but its feeble’ 
image ormed of dispersion cireles, which remains visible some-' 
what longer because of its greater extent. This is evident from] 
the fact that the caleulated size of the retinal image with 
thread-shaped objects is often found decidedly smaller than the 
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diameter of the sensitive retinal elements;! for it cannot be 
supposed that these latter render qualitatively different exeitations 
appreciable In the last instance, therefore, the visibility of a 
dark line upon a bright ground depends chiefliy upon whether 
the eye of the observer is still capable of appreciating a slight 
difference’ of light, which is dispersed over a part of the retinal 
elements. The supposed testing of the Microscope virtually passes 
into a testing of the eye. 

Under these eircumstances we refrain from giving a table of 
our measurements, and refer those who take a special interest 
in such observations to the detailed work of Harting. 

The testing of objectives by means of diatom-valves, or Nobert’s 
test-plates, as regards the relative power of discrimination, leads, 
naturally, to the same result, cwteris paribus, as the comparison of 
the images of wire-gauze meshes that are still just perceptible, 
always on the supposition that, to a certain degree, the different 
series of lines admit of comparison. The limit of discrimination 
usually appears to be sliehtly displaced, owing to the varying 
nature of the details and the unequal method of illumination. 
Thus, for instance, it is a fact that diatoms with faint markings, 
although their distance from each other is exactly the same, 
are always more diffieult to resolve than those with strongly 
marked series of strie. Amphipleura pellweida is for this reason 
more difficult than Zrustulia saxonica, and Navieula rhomboides 
than MNitzschia sigmoidea, &e., although the distances of their 
markings are approximately equal. This is also the reason 
why organic test-objeets are much less adapted for comparative 
examinations than images of wire-gauze, or the series of lines 
on Nobert’s plates. 


! The “bacillary layer,” which is regarded as the true light-perceiving 
organ, consists in the yellow spot (the point of clearest vision) merely of so- 
called “ cones,”’ whose diameter amounts to about 5 mie. This magnitude, if 
the distance of the focal point of the retina is taken at 15 mm., corresponds to 
a vision of about 68”, and with an objeet distance of 25 cm. to a diameter of 
83 mie. According to Harting (“ Mikroskop,”’ p. 298; 2nd ed. i. p. 333) 
thread-shaped objects, or rather their images formed by air-hubbles, es 
mieroscopically perceptible even with an amplifieation of 50, if their actual 
thiekness equals -194 mie., and consequently the diameter of the mieroscopie 
image equals 50 x 194 = 9-7 mie, The corresponding retinal image would 
not, therefore, Occupy even the eighth part of one retinal element, 
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3.— DEFINING POWER. 


The above-mentioned details of test-objeets, which serve as a 
standard for the resolving power of objecetives, belong, as already 
mentioned, exclusively to the interference image which is pro- 
duced by the pencils of light diffracted in the object, and 
reunited in the Microscope. Since these pencils with ordinary 
illumination pass through the marginal zone of the objective 
only, they must, of course, be regarded as furnishing unreliable 
vouchers for the accuracy of its construction in general. It 
is therefore necessary to test the course of the rays in the 
objeetive by other means, which admit chiefly of our judging 
of the central portion of the objective-aperture. In other words — 
in addition to testing the structure-image, a careful testing is 
also necessary of the contour-image which is produced by the 
direct rays, especially when the middle part of the objective- 
aperture comes into play. This testing is most effective on 
objects which show clearly marked contrasts of light and shade 
in the same plane, or, what is equivalent, sharp outlines on 
surface-elements that are not too small. Bricht spots of different 
shapes on a dark ground are specially suitable, and they can 
readily be made upon an object-slide coated with Indian ink 
or tin-foil. Fragments of diatom-valves having very sharp edges 
are excellent test-objects for this purpose ; and since, moreover, 
as Abbe rightly insists, they afford the advantage of testing the 
structure-image at the same time as its coincidence with the 


dioptrie image, they are unconditionally preferable for a rapid“ 
yet sufficiently reliable examination. If these fragments are 


to satisfy the two-fold purpose, they must first be perfectly flat, 


and at the same time so thin that outlines and structural 4 


details may be regarded as Iying in the same plane; and, secondly, 
so marked that the interference images may be nearly equal 
in brightness to those formed by the direct rays, which obtains 


with dıy objeets to a higher degree than with those mounted f 


in balsam. 
As regards the choice of objects, the gradations for tlıe lower 


and medium objeetives are easily found; for the higher powers, 
however, partieularly for immersion objectives, the selection is 
limited. Fragments of Plewrosigma angulatum may be strongly ‘ 


hi > tete 
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recommended. According to Abbe, this object may be advan- 
tageously used even with the highest powers, if fragments of 
delicate specimens are selected, and if the eye is directed 
specially to note the appearance of the image near the margin. 
For testing the highest dry objectives, coarser specimens of the 
same object, also in fragments, may be used, although the 
markings are rather too fine for an angular aperture of, say, 100”. 

With regard to the method of illumimation to be employed in 
the testing, Abbe recommends prineipally two fixed positions of 
the mirror. First, that it should be placed vertically to a series 
of lines on the object, so that one edge is approximately in 
the axis of the Microscope; the direct rays thus form a slightly 
inclined cone of light, which grazes the centre of the objective, 
and consequently occupies the intermediate portion of the’ 
aperture ; the diffracted rays, however, pass through the opposite 
marginal zone of the objective, and produce with the direct 
rays a structure-image dependent on this zone. Secondly, to 
move it laterally to produce the most oblique illumination. 
In this case the two cones of light change places; the direct 
one passes through the periphery, and the diffracted one through 
the centre of the objective. 

With an accurately constructed objective, the contour-image, 
in both cases, should not only appear equally sharp through- 
out, but should coincide with the structure-image, without 
difference of level and without lateral displacement. If an 
objective fulfils these requirements, at least in the centre of 
the field of view, it may be depended upon for producing 
accurate images. An intermediate position of the mirror would 
furnish additional proof that the different zones _co-operate 
simultaneously in the production of the images. 


I. 
TESTING THE SPHERICAL ABERRATION. 


HaAvınG explained the meth 
the Microscope in gener 
elements or factors whie 
factors, according to ou 


ods of testing the optical power of 
al, we purpose examining the different 
h determine that power. Among these 
? experience, spherical aberration is the 
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most influential , its determination, and the discovery of the 
precise action of the lens-combinations, together form one of the 
most important problems, especially for the optician. 

In the first place, the question arises in practice, how the 
presence of spherical aberration is manifested in the microscopic 
image ; and, secondly, we have to decide whether it indicates an 
under-correction or an over-correetion. The problem demands 
still further consideration, for it frequently occurs that the ob- 
Jeetive is under-corrected for the. central rays (say, up to an 
inclination of 10°—15°), but over-corrected for the marginal. 
Since, however, the optieian judges by the total effect, he considers 
a lens-system as far as possible aplanatic, if either the larger 
central part or, as more often occurs, the larger peripheral portion 
of the incident cone of rays exhibits no marked aberration. 

The general action of spherical aberration may be shown 
graphically. If a b (Fig. 89) is a self-luminous object, whose 
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Fıe. 89. 


cone of rays completely fills the aperture of the objective A B, 
and if we assume that the rays emerging from a and b unite 
after refraction for the most part in the points a’ and D’ (in the 
Fig. this is assumed for the rays of medium inclination), while 
the others converge towards points lying somewhat nearer or 
further, and which are more or less separated, as shown in the 
Fig., for a central and a peripheral pair of rays: the real image 
of the point « appears therefore in «’, and similarly, that of b in 
b’ ; consequently the images of the other points of the ‚object 
appear in the intermediate points between a’ and d. An image- 
plane drawn through the points a’ and D’ would, as the construction 
shows, be met beyond these points by other rays, whose focal 
points, according to the hypothesis, fall in front of or behind this 
plane These rays do not originate merely from the extreme 
marginal points of the object, « and d, but also from the adjacent 
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ones up to a certain distance from the margin, from which ‚point, 
also, the aberrant rays cut the surface of projection of the image. 
The observer, therefore, looking through the eye-piece at the 
image formed by the objeetive (the plane ‚od the diaphragm 
representing the image-plane), perceives, outside the margins « 
and 5 of the illuminated image-surface, a glimmer or fog due 
to the rays affected with aberration. 

The testing of the aberration can therefore be simply effected 
by viewing under the Microscope a small luminous surface, or a 
real or virtual image which acts as such a surface, taking care 
that no light reaches the eye from the surrounding part. The 
fainter, therefore, the glimmer or fog surrounding the microscopic 
image, tlıe more perfect is the correction of the aberration. 

We know of no better object than that which was employed 
in principle by Mohl, and later also by Harting. A glass slide 
is coated with an opaque layer of Chinese ink, in which fine 
points or lines to admit light are made with the point of a 
needle; or the layer of ink is allowed to dry, and a number of 
fine, sharply bordered cracks will be formed, which are preferable 
for testing to the artificial ones. Better still, but not so easily 
made, are the small silvered glass discs (as employed by Abbe), 
upon which bands of coarse and fine lines are ruled. Opaque 
and transparent parts here lie in’exactly the same plane, and the 
different bands afford the necessary gradations for testing the 
various objectives. 

In practice the condition must be fulfilled, which every test- 
object ought in general to satisfy, viz., that the cones of rays 
proceeding from the illuminating points, should oceupy the whole 
aperture of the objective (a fact which Mohl and Harting have 
apparently disregarded). For this purpose the diaphragm must, 
with the lower powers, be removed or sufficiently enlarged, and 
the mirror must be brought nearer; but with the higher powers 
a condensing lens or an objective of suitable focus must be applied 
to increase the convergence of the ineident rays correspondingly. 
I£ the objective to be tested has, say, an aperture of 60°, the 
illuminating cone ineident upon the glass slide should have an 
aperture at least as large. 

The other objects which have been recommended by miero- 
Scopists—for instance, the minute images of window-frames 


' formed by an air-bubble or a mercury-globule (on a dark ground) — 
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appear to us less suitable for testing the aberration than the above- 
mentioned fissures in an otherwise black field of view. The latter 
afford, moreover, the essential advantage that a withdrawal of 
the diaphragm or of tlıe condensing lens renders the marginal 
zone of the objective inoperative; the observer is thus enabled 
to confine the testing to a gradually diminishing central portion 
of the refracting surfaces. It is often observed that the strong 
appearance of fog surrounding the microscopie image disappears 3 
immediately if the extreme marginal rays are excluded, whilst 
in other cases it decreases almost imperceptibly, and is therefore 
due, chiefly, to the central rays. The determination of such 
differences is, of course, a part of the task of testing. If mercury- 
globules, or air-bubbles, are used for this purpose, suitable dia- 
phragms must be applied to the objective ; and there is the further 
disadvantage that the window-frames or their surroundings are I 
never sufficiently dark to form a black background in a catoptrie ” 
or dioptrie image, and hence the presence of a slight fog can be 
less easily recognized. Regarding this point, we should still give & 
the preference to a large spherical air-bubble, which forms the 
image of a small diaphragm, rather than to a mercury-globule, $ 
because the field of the image appears perfectly black up to the 
bright inner ring. The amount of light which an image of this” 
kind produces is always somewhat less than that given by a h 
fissure, because the marginal rays are weakened by partial reflexion ö 
at the upper surface of the air-bubble. £ 
The answer to the further question, whether an objective, 
affected by aberration, is under- or over-corrected, is based upon > 
the phenomena which are produced by the varying distance of 
the eye-piece, or, what in principle is equivalent, the increase or 
decrease of the object-distance. If we take the simple case of the 
aberrations all following the same direction, so that the refraction 
of the objective gradually increases or decreases from the centre 
to the periphery, the effect of change in the focal adjustment can | 
readily be understood. If A B (Fig. 90) is the objective, p the 
focal point, or the small focal space occupied by all the central 
rays up to a certain inelination, and p p' the greatest length of 
the aberration of the marginal rays, for which, therefore, the 7 
objective is over-correeted ; the real image will evidently be most 
clearly seen on a screen when it coincides with a plane /, drawn 
through the point ». This image appears, however, bordered by 
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fog caused by the marginal rays incident on the surrounding 
parts. If the screen is moved further to the left, in the position 
fs, it euts both the central cone and the aberrant peripheral rays 
in a larger surface ; the image must consequently be dim, while 
the fog inereases in extent. If, on the other hand, the displace- 
ment takes place in the opposite direction, the cross-section of 
the solid cone of rays becomes at first smaller, attaining its 
minimum in /, where the peripheral rays intersect with the 
image-forming rays, and consequently the fog disappears. The 
screen is therefore illuminated in /, by a small sharply bounded 
eirele of lisht. Further to the right the latter again increases in 
extent; it retains, however, the same sharp outline, because the 
peripheral rays are projected within it. In the neighbourhood of 
7, even the marginal zone of the cirele of lieht appears decidedly 
. brighter, because the aberrant rays here approach the upper surface 











































































































Fig. 90. 


of the central cone; it contrasts, therefore, still more decidedly 
than before with the dark surroundings. 

The phenomena are precisely reversed when the spherical 
aberration is under-corrected for the peripheral rays. In order to 
apply the same construction to this case, let us suppose in the 
above figure that the objective is at A’ B’ instead of AB. The 
path of the rays corresponds to the opposite aberration,; and the 
same movement of the screen, which, as regards A B, was an 
approximation, is now receding with regard to A’ 3’. The pro- 


Jections of the united cones of rays remain obviously the same 
in the different positions. 


If, therefore, the Micr 


oscope is focused on the illuminating 
surface as accur > 


ately as possible, the approximation of the eye- 


Plece 18 accompanied, in an over-corrected instrument, with a 


strong a 
ger appearance of fog; in an under-corrected one, by the 
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formation of a sharply defined disc of light somewhat clearer at 
the edge ; whilst increasing the distance of the eye-piece always 
produces the opposite appearance. The same effect is also obtained 
within the limits here considered, if, for the displacements of the 
eye-piece, are substituted corresponding displacements of the 
object, —instead of moving the eye-piece nearer or further with 
respect to the objective, the object is brought nearer or further, 
or the body-tube is lowered or raised. Where, therefore, an ap- 
proximation produces more fog, or incereasing the distance produces 
a well-defined circle of light, there is over-correction, and where 
the converse phenomena appear, under-correction. 

With these effects of spherical aberration, which are clearly 
apparent to the eye, are associated those of chromatic aberration, 
which, as a rule, further increase the contrasts. In consequence 
































Fi. 91. 


of this, the fog appears bluish, and the dise of licht has a greenish- | 


yellow border, red at the extreme edge, which appears, up to a 
certain limit, the more decided the greater its diameter. The 
distinetion between under-corrected and over-corrected aberration 
is thus still further facilitated. 

In certain micrographie works is added, as a further ceriterion 
of the two opposite aberrations, the fact that the fine details of the 
image (for instance, the window-frame, when mercury-globules are 
used, or the margins of small apertures in an otherwise dark field 
of view) disappear at once on the approximation of the object, but 
only slowly on its withdrawal, if the objeetive is under-corrected ; 
and conversely in an over-corrected instrument. Thus generally 
stated, this assertion is inaceurate; we have submitted the matter 
to the test of experiment. In one special case, as shown in Fig. 
90, preeisely the converse took place. For it is clear that a dis- 
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placement of the sereen in the direction off, towards So influences 
the distinetness of the image less than the opposite displacement, 
asall the focal points of the peripheral vays, and consequently 
the images corresponding to them, lie ‚to the richt of /,, between 
p and p. A displacement in this direction corresponds, in an 
under-correeted objective, to an approximation, and in an over- 
corrected one to a withdrawal of the object. If the objective is so 
eonstructed that the marginal rays of the cone of light, up to a 
certain minimum of inclination, are the image-forming ones, while 
the central rays aberr towards the one or the other side (Fig. 91), 
then, of course, the rule stated by these writers is applicable. 
This, however, is only one of the various combinations imaginable ; 
and even if it frequently occurred, which we doubt, it should not 
be accepted without further investigation. We must not therefore 
take the slower or quicker disappearance of the minute image on 
raising or lowering the focus as a criterion of over- or under- 
‚eorrection, except in so far as its applicability has been otherwise 
‚demonstrated. 

In the path of the rays delineated in Fie. 91, the position of 
the screen (or of the eye-piece setting) to the plane /, /, in which 
the objective-image is formed, necessarily involves a slight fog, 
due to the central rays; but this disappears immediately on a 
slieht displacement to the right or left. It is immaterial whether 
the objeetive is supposed to be in A Bor A’ B'; the eircle of 
light, which is projeeted upon the screen by different focal 
adjustment, appears clearly defined in either case, Spherical 
aberration, therefore, is exhibited only in the plane of the image 
asfog, which does not appreciably alter on the withdrawal of 
the diaphragm that limits the aperture of the whole effective cone. 

If to the image-forming peripheral rays others are added which, 
like the central ones, are affected with aberration, the phenomena 
become more complicated. By the effect which tie marginal rays 
produce with higher or lower focal adjustment, they are seen to be 
Over- or under-corrected, whether the central rays aberr in the 
same or in opposite directions. In this case it is necessary to 
«liminish or to withdraw the diaphragm until the bluish fog suffers 
no further alteration with a medium adjustment, and totally 
vanishes with a lower or higher adjustment. The residual traces 
‘of aberration must therefore proceed from the central rays; and 
the above-mentioned criterion of under- and over-correction, that 
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image on raising or lowering the body tube, is applicable—as 
shown by the construction. In most cases, however, unless the 
aberration of the central rays is considerable, we shall obtain 
somewhat uncertain results, because the image-forming rays do 
not, as we have supposed, intersect exactly in the same point, but 
are partly affected by the opposite aberration. The outlines of the 
image do not then disappear suddenly either with high or low 
adjustment, and it is difficult to say which acts more slowly. For 
this reason we do not enter upon the explanation of other” 
combinations which may occur with respect to the aberrations of 
tbe differently inclined rays. The phenomena which have been 
theoretically determined for either assumption, appear too com- 
plicated in practice to supply more reliable data for estimating the 
quality of the objective. 

The practical processes of testing are consequently confined to 
the following points, summarizing the preceding remarks :— 4 

(1.) We give to the cone of lioht proceeding from the mirror an 
‚aperture at least as large as that of the objective to be examined, 
With hieh-power objectives this is accomplished by the application 
of a suitable illuminating apparatus, or by placing an objective- 
lens of 3 to 4 mm. in diameter under the object-stage. 

(2.) We focus the Microscope to that plane, in which the 
details of the image (for instance, the edges of fine fissures in a 
blackened plate) are most distinetly seen. If then a bluish fog is 
noticeable in the parts surrounding the image, the aberration is 
not sufficiently corrected. 

(3.) In order to decide which rays of the ineident cone are 
affeetell by aberration, the illuminating apparatus, or the dia- 
phragm, must be gradually withdrawn. If the bluish fog rapidly 
decreases or entirely disappears, the aberration is confined to the’ 
marginal rays; if it retains the same intensity for some time, 
the cause of the phenomenon lies in the central rays. In the 
latter case, which on the whole occurs less often, the fog should 
disappear if the central part of the objective is covered by a suit- 
able stop. 

(4.) We test the phenomena which a higher or lower focal adjust- 
inent causes. In donbtful cases an alteration of the position of the’ 
eye-piece is to be preferred. The over-correction of the objective, 
with regard to the marginal rays, is hence recognized by the fach 
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that the bluish fog, witli lower adjustment, extends further, but 
with higher adjustment immediately disappears, so that the > 
scopie image appears as a sharply bounded cirele ehr with 
greenish-yellow border. Under-correction is characterized by the 
same eontrasts in an opposite sequence. 

(5.) The aberration of the central yays can only be more accu- 
rately ascertained, if the effect of light thereby occasioned i 
apparent—a case which, according to our experience, hardly ever 
occurSs. ’ j 

(6.) If the phenomena mentioned in (4) are undeeided (the bluish 
fog, for instance, remaining perceptible for a short time both with 
higher and with lower adjustment), then both kinds of aberration 
are present in the peripheral part of the cone, perhaps in COn- 
sequence of an inaceurate curvature of the refracting surfaces. 

An accurate and practically valuable process of testing has 
recently been expounded by Abbe. It is intended to exhibit the 
combined action of all the zones of the aperture of the objective in 
the centre and marein of the field of view, and at the same time 
to enable the respective images to be clearly distinguished. For 
this purpose the illumination is regulated by suitable diaphragms 
having several circular apertures (most conveniently with the 
apparatus described above on page 110), so that two or three 
isolated peneils simultaneously traverse the objective in the same 
number of correspondingly situated zones. For instance, if the 
objective has an aperture of 6 mm. the track of one of these 
peneils of lisht would appear as a brieht eireular disc of 1 mm. in 
diameter in the posterior focal plane, near the 
centre (Fig. 92, middle cirele); a second track 
would be situated on the left, from 1—2 mm. from 
the centre; the third would be on the right, near 
the margin. This device shows the sensitive 
course of the rays, in which all faults of correetion 
are most active. If the Microscope be focused . Fı. 92. 
on one of the test-plates mentioned on p. 151, in which transparent 
and opaque lines lie in the same plane, each peneil. of light from 
one of the bands of lines occupying the field of view forms its own 
image, and the three partial images at a certain point of focal 
adjustment coalesce and form one colourless and sharply outlined 
image only when the objective is perfect. In every other case a 





 “ Archiv für mik. Anat.” Bd. ix. 434. 


E 
158 TESTING THE MICROSCOPE. 


complete coincidence either does not take place at all, or only in 
one part of the field of view, whilst in other places the corre- : 
sponding lines are seen displaced laterally, or in different planes; 
further, in consequence of chromatic aberration, coloured hord 
appear on the bright lines, which vary according to their position 

in the field of view. Abbe states that “ A test-image of this kind 
exhibits at one and the same time the whole condition of the cor- 
rection of a Microscope in all its peculiarities before the eye. By 
means of the explanation which theory gives for the diagnosis of ” 
the different errors of delineation, the comparison of the coloured 5 
borders of the single partial images suflices to define exactly their 
mutual displacements laterally, and their differences of plane, in 
the central part of the field of view and in the four quadrants of 
the marginal zone, as well as all faults of correetion in the last 
constituent parts according to their nature and magnitude.” 
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Tue simplest and most reliable method of testing the chromatie 
aberration of a system of lenses is to cover one-half of the anterior” 
or posterior surface with black paper or tin-foil, so that only the 
other half remains optieally effective. If we then view a line of 
licht or a small luminous surface—for instance, a minute aperture 
ina blackened plate—it willappear colourless in an instrument that 
is perfeetly achromatie ; but im an over- or under-corrected one it 

will be eneircled on the one side by a blue border, on the other by®@ 
an orange-red or a yellow one. What arrangement these colours 
will exhibit, depending on the kind of aberration present, may be 

£ound without further discussion from Fig. 93. Let 4 B be the 
objective to be tested, the right half covered by the diaphragm P. 
Since the uncovered half acts as a prism, then, if the chromatie 
aberration is under-corrected, the differently coloured real images 
of the object « b must obviously be so displaced that the violet one” 
(a, b',) projects the farthest on the right, and the red (a, br) on 
the left. The microscopie image has, therefore, on the right side 
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violet or blue border, and on the left a red or nen 
n If, on the other hand, the chromatic aberration is over-cor- 
era, Ane left side appears violet, and the right red or nn f 

Upon this fact is based the method recommended RL oh a 
Harting. Let w (Fig. 94) be the self-luminous sur a Non er 
observation—for instance, the virtual focus of an air- : e e 
merceury-globule. The medium focal adjustment gives as n ı a 
generally colourless image, because the ineident cones of lig 
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oceupy the whole aperture of the objective, and the opposite 


' aberration-colours of the right and left half unite to form white 


light. If we raise the focus of the Microscope to the plane 7 N, 


the conditions of the refraction of the rays are essentially altered. 


' The real image now appears lower down in the body tube at a, 
' and the eye-piece receives only the diverging rays which are Pro- 
 jected as a circle of light on the image-plane ? @. Each half of 

the eye-piece, therefore, acts"separately ; a given sector of the eirele 
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of light is formed by a corresponding but opposite sector of the 
objective, and consequently shows also traces of the aberration 
peculiar to the latter. If the objective is under-correeted—that is, 
if the violet rays (v) are more strongly refracted than the red (r)— 
the circle of lieht has a blue border, and in the case of over- 
correction a Hal one, as shown by the construction. ! 
A precisely analogous proof may be given, that if the Microscope 
is focused to the Tower plane M’ N, the opposite colours will 
appear; a red border indicating under-correction, a blue one, over- 
correction. 
This method of testing is very simple, and it is theoretically 
accurate. The former od appears to give more definite results 
where minute traces of aberration are under consideration. To 
avoid the somewhat delicate operation of covering up portions of 
the lenses, a minute aperture in an opaque ground may be adjusted 
in the centre of the field of view; the mirror is then moved 
laterally out of the axis of the Nee the incident cone vi 
then meet only that half of the objective which is opposed to the” 
mirror. 2 
In order to test severely, not merely the halves of the objective, 
but several of its concentric zones, either singly or variously com- 
bined, Abbe’s method, mentioned above, is most efhiecient. A dia- 
phragm having two separate apertures is adjusted so that one of 
the effective peneils of light in the posterior focal plane of the” 
objective passes centrally bremen the opening, while the other 
touches its margin (cf. Fig. 92 el half), The examination of the” 
zones which he between he centre and the margin is effected by 
moving the diaphragm from right to left. This method has the” 
additional advantage, that the phenomena of interference produced 
by small diaphragms are totally eliminated. | 
If we test various Microscopes by the method just described, 
we shall discover a decided under- or over-correction in the” 
majority. Objectives which are achromatic for red and violet rays, 
and which therefore exhibit the colours of the secondary speetrum” 
only, are, according to our experience, somewhat uncommon. In 
many Microscopes the coloured borders appear far more intense” 
near the margin of the field of view than in the centre; examples” 
äre found where the aberration observed in one part of the field” 
changes to the opposite aberration on viewing a more central part 
or the other side of the field. This obtains in a marked degree m 
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Böntche’s Nos. 7 and 9 objectives. Others are achromatic for 
the marginal parts of the field, though under-corrected for the 
central. 

We have tacitly assumed that the coloured borders, which arise 
from the chromatic aberration of the objective, are seen by the 
eye unaltered. This supposition was admissible for a preliminary 
consideration where the question was chiefly relating to qualitative 
and not quantitative differences in the phenomena ; but it is not, 
however, in any case strietly accurate, inasmuch as the refractions 
in the eye-piece, and in the eye of the observer, are accompanied 
by colour-dispersion. These points merit an exhaustive discussion. 

As regards the eye-piece, it is a widely-spread error, which 
has become stereotyped in micrographie works and text-books of 


- Physics, that the combined action of the field-lens and eye-lens 


compensates, to some extent, the defective achromatism of the 


‚ objeetive. According to the usual representation we are direeted 


1 





‚hardly 1 mm. in dia 
‚simple rays. 


to construct, by means of the rays of direction, the red and violet 
image produced by the objective, as well as the corresponding 
images produced by the field-lens and eye-lens (ü.e., of the rays 
which pass through the optical centre of the lenses), in which case 
ib is, of course, always possible to give to the eye-lens such a posi- 
tion that the final virtual images are seen almost at the same 
angle, and must therefore coineide. This theory of the Campani 


‚ eye-piece, as developed, for instance, in Mueller - Pouillet’s 


“ Physik,” Harting’s “Das Mikroskop,” &c., is entirely erroneous, 
as will now be shown. The conclusions are accurate, but the hypo- 


| theses are wrong. 


It has already been shown that the real image formed by the 
field-Iens appears under altogether peculiar conditions, in con- 


‚sequence of which its construction cannot be found by simple 
ı drawing of the rays of direction. This obtains likewise for the 


virtual image of the eye-lens. Each point of these images is 
‚formed by a 


cent one. 


Surface-element of the lens, different from the adja- 
The further the image-point is from the centre of the 


‚field, the more remote also from the centre of the lens is the 


active part of the refr 


acting surface. Moreover, the incident cones 
of light are so reduc 


ed where they meet the lens that they are 
meter, and are therefore refracted almost as 


Having established the actual relations, which are ignored ir. 


M 
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the traditional method of description we will endeavour to explain 
the action of te Cam- 
pani eye-piecee by a 
construction, in which 
all essential factors 
are taken into account. 
Let 4 (Fig. 95) be the 
objective, B the field- 
lens, and ( the eye- 
lens. We may take 
for the object the 
whole field of view, or 
a small aperture in an 
opaque plate, &ec. ; the 
condition necessary is 
that the emergent 
cones of rays occupy 
the whole aperture of 
the objective, or its 
central part. On this 
supposition, the differ- 
ently coloured rays are 
evidently so refracted 
that the emergent 
cones corresponding to 
a given object-point 
have a common axis. 
\ The lines of direction 
% in which the apices 

of differently coloured 

cones lie, are therefore 
vi (determined ; but the 

plane of these apices 

is unknown, and is 

dependent on the chro- 

matic aberration of 

the objective. In our 

figure, the two sym- 

metrical cones of light 
to the richt and left of the middle line correspond to two opposite 





FıG. 95. 


TESTING THE CHROMATIC ABERRATION. 163 


marginal points of the object. Since the refractions which they 
undergo are, of course, symmetrical also, it would have been 
sufficient to have made the construction on the one side and to 
have added the image-points to the other at equal distances. For 
more eonvenient comparison, two opposite cases have been placed 
side by side; on the left the path of the rays when the objective 
is chromatically over-corrected, and on the right when under-cor- 
rected to the same extent. The apices of the violet cones of rays 
are denoted on both sides by ®, and those of the red by r; 
similarly, the corresponding points of the real image by v and r”. 
It is now clear that the red pencils of lieht undergo, in the 
field-lens, the same deviation on both sides, as they meet it also 
at the same angle; this obtains also with the violet pencils. The 
focal points o and » of similarly indicated pencils therefore, of 
necessity, lie in the axis. With regard to the position of the 
real image-point v’ and 7”, it is clear that on the left 7“, and on the 
zieht v, is nearer to the field-lens than the similarly indicated 
image-point of the other side. The distance in the direction of 
the axis is, however, necessarily less than that of the two »’s or of 
the two v’s in our figure, therefore less than 6°5 mm. Similarly, 
it is clear that, with equal distance of the virtual objects v and r, 
the violet image v’ will be at somewhat less distance from the 
field-lens than the red one r”. The real images on both sides must 
therefore be situated as represented in the figure. 
The refraction in the eye-lens, as was above pointed out (Fig. 61 
‘ and the preceding), is dependent on its position. If the centre of 
‘ eurvature of the refracting spherical surfaces lies between the focal 
| Points o and 9, the first refraction of both pencils takes place in 
| the opposite direction, and a relation may be produced, which will 
| lessen its divergence to any degree, or perfect parallelism may 
possibly be effected ; the refraction in the opposite direction is not, 
however, an indispensable condition. The fact that the red rays 
meet tlıe eye-lens at a greater distance from the centre than the 
blue rays, and are hesnstene also more strongly refracted on account 
‚of spherical aberration, is quite enough to cancel these differences 
‚of inelination, and might even reverse their direction. If we con- 
sider that the differences in deviation due to this are the more 
"important the further the eye-lens is removed from the field- lens, 
\it becomes intelligible that a gradual increase of this distance will 
‚at last bring the axes of the emergent pencils to convergence, In 
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this case, however, if produced backwards, they meet the plane of 
the virtual images so that the red is on the outside, and the violet 
on the inside, of the field of view. The object has therefore a red 
or orange-coloured border. Conversely, too great an approximation 
of the eye-lens to the field-lens causes a blue border, because the 
divergence of the emergent rays is increased, and the violet pencils 
meet the field of view at a greater distance on the outside. 

From what we have just stated, it follows that for every eye a 
particular position of the eye-lens may be found, at which the 
differently coloured emergent pencils, when produced backwards, 
will cross each other exactly at the distance for which it is‘ 
adjusted. They then unite in one point of the retina to form 
white light, and the resulting image is free from coloured borders. 

So far the conclusions we have drawn have a general validity, 
since tie over-correction or under-correction of the objective does 
not here come into account. For complete achromatism it is, 
however, necessary that the virtual images of r’ and »‘, which are 
last observed, should be situated at the same distance at which 
the corresponding cones of lieht intersect ; in other words, the 
axes of the differently coloured cones of licht must converge back- 
wards to the same points, from which also the singlerays of a cone 
appear to come. This condition cannot be fulfilled for the richt 
and left sides of the figure simultaneously, because the distances 
of the similarly coloured real images from the eye-piece are not 
the same. In consequence of the chromatie aberration! of the 
eye-piece it is even indispensable that ©’ should be brought some- 
what nearer than 7’, if the virtual images v” and r” are to coineide. 
The opposite arrangement, which accompanies the under-correction 
of the objective, is, therefore, incompatible with the conditions of 


! The following figures may be of service for more exact consideration. A 
plano-convex crown lens, whose radius of curvature is equal to 15 mm., gives 
for the focal length of the violet rays 27'77 mm., for the red rays 28:84 mm. ; 
consequently a longitudinal chromatie aberration of 1 mm. Similarly, with & 
radius of curvature of 25 mm., the corresponding focal lengths are 46°3 mm. 
and 48 mm. If the latter lens is used as the field-lens, and the former as the 
eye-lens, and if the distance of the virtual objeet from the field-Iens is take 
as 50 mm., the violet image of the latter appears at a distance of 24 mm., anı 
the red image is 4 mm. higher still. Since the chromatie aberration of th 
eye-lens requires exactly the opposite arrangement, the ohjeetive must be over 
corrected to such a degree that the red rays converge to a point about 6 
lower, 
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achromatism, and to this extent the traditional method of explana- 
tion is well grounded. Yet it does not by any means follow that 
an under-corrected objective-image will receive a red or orange- 
eoloured border by the dispersion in the eye-piece. For since the 
image-points v’ and r” are the apices of the emergent cones of 
lisht, and therefore approach each other to a certain extent on 
_ approximation or withdrawal of the eye-lens (while the distances 
remain constant), it is always possible to give them such a position 
that they will coincide for the observing eye. In this case, how- 
ever, the resulting image appears either perfectly colourless or 
bordered only by colours of the secondary spectrum. 

The elimination of the blue or red coloured borders does not 
‚ therefore afford any criterion of true achromatism ; it is equally 
possible with under-corrected and achromatic objectives, as with 
Over-corrected ones, —and so far the usual method of explanation 
' is inaccurate.! 
- This explanation becomes quite untenable when the real image 
‚is formed by an excentrie part of the objective-system, e.g., by one 
half, which occurs most frequently in mieroscopical examinations. 
- The defect of achromatism must therefore manifest itselt, as was 
"above pointed out, in the displacement of the different colours 
} laterally, so that on the one side red, and on the other violet, pre- 
ponderates. It is evident that under such eircumstances a corree- 
" tion of the objective-image by means of the eye-piece isimpossible. 
The coloured borders may certainly be somewhat modified, but 

never eliminated on both sides simultaneously. 
The chromatic aberration of the objective cannot, as a rule, be 
‚ eliminated by means of the opposite aberration of the eye-piece, 
except in certain particular cases. This is also unconditionally 
‚true with regard to spherical aberration. For since the ineident 
„eones of light in the eye-piece generally meet less than a square 
‚millimetre of the refracting surfaces, it can hardly be assumed 
- —indeed it is almost impossible—that, with proportionally weak 
 aurvatures, considerable aberration, capable of elimination, could 


"still be present, or that aberration already present could be 
‚ compensated. 









' 1 The absence of the coloured borders shows only, according to what has been 
'stated, that the field-lens and eye-lens form, in the effective peripheral zone, 
‚a combination which is aplanatie for red and blue light. The points of eon- 
|vergence of the differently coloured peneils do not here come into account, 
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We thus arrive finally at the result, that {he defects of correction, 
which are rendered, apparent by the given method of testing (in which 
only the half of the objective is optically effective), are to be referred 
solely to tue objective im all cases where they are readily seen. 

The second point we have to consider, namely, the chromatie 
aberration of the eye, may in principle be regarded as solved, 
That the eye is affected with a very marked chromatie aberration, 
may be easily shown by covering up half ofthe pupil and directing 
the gaze to any bright object. One margin will then appear‘ 
distinetly blue, just as in the mieroscopie image, and the other 
orange or yellow. „ The only question remaining is whether this 
chromatie aberration can increase or compensate that of the 
Mieroscope to any considerable degree. To deeide this point, it is 
only necessary to cause the pencils of light proceeding from the 





E—- JE 
1 
N N 92 
pP num) Ram pP 
un u 17 
N 2 
Dali 
(u) 
DT 
el 
a! 
ag 
Yo 
1 I 
Bo) 
a 
v y 
% a 
Fıs. 96. Fıs. 97. 


eye-piece to reach the retina through a part öf the pupil 
excentric as possible. The eye should be placed at about the 
height where these peneils of light eut the optice axis (at the so- 
called eye-point), and moved so far to the right and left that th 
microscopic image is only just visible. It will then be observe 
that the red and blue mareins appear fainter or more intense 
according to the position of the eye, and that the colours are ofte 
reversed and even disappear wholly. These phenomena may b 
explained by taking the action of the naked eye upon white light 
as the starting-point. IE Z _E (Fig. 96 and 97) is the prineip 
plane of the eye, R the retina, and ? the pupil, which is hal 
covered in the manner indicated by the diaphragm 2; a colourl 
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object a must appear, under the conditions represented in Fig. 96, 
bordered on the left by blue, and on the right by red, because the 
violet image v of any object-point appears upon the retina more to 
the richt, and is therefore mentally assigned to an object © situated 
more to the left. If, on the other hand, the left half of the pupil 
be covered up, the arrangement of the coloured borders is reversed, 
as shown in Fig. 97. When, in a dioptrie image, the same coloured 
borders are present in the same order as in refraction by the eye, 
this refraction is further intensified ; while the converse of course 
diminishes, and under certain circumstances cancels it. It follows 
that the aberration of the eye may, in all cases where lateral dis- 
placement of the differently coloured image-points is concerned, be 
just as well attached to an under-corrected as to an over-correeted 
objective-image, since the arrangement of the colours varies 
according as the right or left half of the objective, or of the eye, is 
effective. If,on the other hand, chromatie aberration is due partly 
or exclusively to differences of plane of the differently coloured 
images—as, for instance, in the testing of optical power with the 
meshwork—it is evident that the eye is capable of lessening or 
compensating only the contrary aberrations. This fact may be 
worthy of some attention in practical Optics ; it is not, however, 
decisive, because with organic objects the lateral displacements are 
the most frequent, and do not admit of elimination, since they take 
place in the most different directions. 

The most favourable combination for the retinal image must 
therefore be a microscopic image free from aberration as the object, 
and the usual vision through the central part of the pupil; and 
we conclude from these discussions that the best objective is that 
in which the spherical and chromatie aberration is corrected as far 
as possible. 

Whether the manufacture of achromatic or sliehtly over- 
corrected eye-pieces would compensate for the outlay involved, we 
will leave undecided. It is evident that, by the most favourable 
combination of the eye-piece, the mieroscopic image gains only in 
certain subordinate points, such as extent of field of view, &c. 


168 TESTING THE MICROSCOPE. 


IV. 
TESTING THE FLATNESS OF THE FIELD OF VIEW. 


As the traditional expression, “ curvature of the field of view,” 
includes, as we have above shown, two independent notions, viz,, 
(1) the distortion of the image, and (2) the curvature of the image- 
surface, they must be considered separately in the testing of the 
Microscope. As regards the distortion of the image, its extent 
may be determined by viewing a rectangular network (e.g., a glass 
micrometer divided into rectangular spaces) under the Microscope. 
If the enlargement increases or decreases from within outwards, the 
image will appear as in Fig. 24 or Fig. 23 respectively ; but if no 
distortion takes place, the meshes of the image will coincide with 
those of the object. From the curvature of the lines in Figs. 23 
and 24 it also follows that a single straight line, if brought near to 
the margin of the field of view, will form an excellent test-object. 
We may test the behaviour of the images, which the objective 
forms alone, or with the aid of the field-lens, as follows:--A 
cover-glass with a straight edge is placed upon the diaphragm in 
the eye-piece setting (the eye-lens being removed) so that the edge‘ 
appears in the eircular diaphragm as a chord of are (m n in Fig. 
98). The real image of another straight line, which is viewed as 
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an object, is made to coineide with this chord precisely as the ad- 
justment of a particular division-line to the margin of an object 18 
effected in mierometrie measurements. If a complete coineidence 
takes place—whether or not they appear straight or curved in 
the virtual image—then the real image is free from distortion ; 
in all other cases it is distorted. 
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A distortion as in Fig. 23, where the marginal parts appear less 
enlarged than those in the centre, may be distinguished thus: 
when the two lines are in contact in the centre, the ends of the 
straight line m n, which is in the eye- piece setting, are bent 
Gutwards, while the opposite distortion is indicated by the devia- 
tion of these ends inwards (Fig. 100). From the curvature of the 
straight line m n the curvature of the virtual image which the 
eye-lens forms of a flat surface, under the given circumstances, 
may be estimated. 

The instruments we have examined in the manner indicated 
(by Oberhixuser, Hartnack, Böneche, Merz, and Kellner)#showed 
but slieht distortion of the objective-image, when examined either 
with or without the field-lens. In the latter case the final virtual 
image was more distorted, because the eye-lens was optically 
effective in its whole diameter and with far greater aperture, and 
thus the direction of the incident rays was more conducive to this 
effect. The same result was also obtained by another method of 
testing, in which the eye-piece being removed, the objective-images, 
produced with or without the field-lens, were received at the upper 
end of the body-tube on a screen of ground glass. 

In order to test the curvature of the image-surface, we examine 
fine markings on a plane surface (for instance, the markings pro- 
duced by pressing the tip of the finger on a glass slip), and observe 
whether all points of the field of view can be clearly seen at the 
same time. If we find, as we generally do, that the peripheral 
Points require a lower focal adjustment than the central ones, then 
the image-surface is evidently convex to the upper side. The 
eurvature is, of course, the greater in proportion to the difference 
of plane. 

The application of a cover-glass with similar markings on the 
daphragm of the eye-piece, will also exhibit the curvature of the 
objective-image according to the same prineiples which determine 
the oron. of uch image. 
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YV. 
TESTING THE CENTERING. 


WE have shown that imperfect centering of a system of lenses 
manifests itself generally in two ways: (1) by producing indistinet- 
ness in the images, which first affects the margin of the field of 
view, and only in the case of greater deviations extends to the 
centre#in all cases, however, decreasing towards the centre; (2) 
by the changes of position which any fixed image-point undergoes 
it the objective or one of its component lenses is rotated on the 
optie axis. The first point may be tested by determining the 
optical power of the Microscope for different positions of the field 
of view, and comparing the results. It must be specially noticed 
whether the left margin gives deeidedly more indistinet images 
than the right, and whether there is inequality in the distribution 
of optical power, and in its decrease from the centre towards the 
periphery. If these differences are not noticeable, or but a slicht 
loss towards the margin can be distinguished, conditioned by the 
aberrations of the eye-piece and therefore proportional to them, 
we may be sure the errors of centering are as far as possible’ 
corrected, i.e., are reduced to zones which are situated outside the 
field of view, or project only very sliehtly over the borders. 

Regarding the second point, it is usually stated in mierographie 
works, that the changes of position in question are apparent on 
revolution of the objective-lenses by unserewing the mountingz 
it is therefore only necessary to adjust the Microscope on any 
small object, so that the image may touch the margin of the field 
of view or a line of the eye-piece mierometer ; imperfeet centering 
would then be shown, on unscrewing thelenses, by a corresponding 
cireular movement of the microscopic image. 

We mentioned this method of testing in our first (German) 
edition, adding further details with regard to the factors upon 
which the amount of the displacement is dependent. We then 
stated that “the movements of the image observed during the 
revolution of the objective lenses by unserewing are dependent’ 
upon the accuracy of the construction of the mountings and ‚serew- 
threads quite as much as upon the deviations of the optie axes 
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before the unserewing”—a proposition the'theoretical aceuracy of 
which is unquestionable. “ Since that date we have become cOoNn- 
vinced that the process amounts to nothing more than a testing of 
the mountings. The errors of centering, which still oceur in the 
mounting of the lenses, even in the best workshops, are so small 
in comparison with the excentrieity of the screw-thread, that they 
play only an insignificant part in the movements of the image. 
If then the lenses, independent of the mountings, are to be tested 
for centering, their unscrewing is evidently detrimental to the 
purpose. The only efficient process of testing the centering 18 
that applied in practical Optics as follows :— 

The metal cell of the back combination, which we will assume 
to be concentric, is attached to a lathe, so that its own axis 
approximately coincides with the revolving axis. The accurate 
testing of this coincidence may be effected by means of a so-called 
“]ever of contact,” the shorter arm of which rests, during the 
revolution, upon the free surface of the cell, while the longer 
one projects freely backwards, and in case of inaccurate centering 
“exhibits the movements of the short arm on an enlarged scale. 
When the cell is adjusted satisfactorily concentric, the lens is 
temporarily inserted and moved variously, until the errors of 
centering are eliminated as completely as possible. These errors 
are shown by the motion of the small reflected image which the 
lens forms of a window-frame or lamp-flame. The optician 
observes this image with a magnifying-glass, and moves the lens 
in its cell until the image remains perfectly still during the 
revolution. Then the projecting metal edge of the cell is burred 
upon the lens, by which’ it is permanently mounted. The second 
and third combinations are tested similarly after the cells have 
been adjusted. 

In the testing of completed objectives, we screw the brass-work 
on the lathe, and commence with the back combination alone, 
and so on, adding the others. When in each case the reflected 


image remains motionless during the revolution, the centering is 
practically perfect. 
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VIE. 
DETERMINATION OF THE ANGLE OF APERTURE, 


SINCE the power of discrimination of Microscopes increases and 
diminishes with the aperture, as was shown above, the latter 
belongs to the factors which must be taken into consideration in 
testing instruments. Its determination may be made in very ° 
different ways; yet all methods which have been proposed by the 
microscopists are essentially equivalent. They cannot possibly 
have any other basis than the easily understood phenomena, 
which have reference to the known path of rays in the 
Microscope; one diagram will therefore suffice to verify and 
elucidate the most different methods of testing. 
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Let A, B, and 0 (Fig. 101) be the three pairs of principal 
planes of the objective, field-lens, and eye-lens respectively, and 
let Fand F’ be the focal planes belonging to A, and p the centre 
ofthe field of view. I, then, m p n is the angle of aperture of the 
objeetive, an illuminating cone of equal aperture is, of course, 
necessary to fill it entirely ; it is also evident that any small por- 
tion of the cone will illuminate the surface-element p, according 
to the degree of its intensity. If, therefore, a source of light of 
slight extent (whether it be a diaphragm illuminated by the mirror, 
or the illuminating apparatus itself, or the distant flame of a lamp, 
&e.) is moved in the direction from «a to b, or conversely from 
b to a, the object p appears to be illuminated as long as the source 
of light is situated wholly or partially within the space limited by 
the angle a p b=m p n. Outside this angular space the rays 
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directed towards p do not reach the objective, or are so refracted 
that they do not reach the eye-piece ; the field of view consequently 
appears dark. (In the figure this case is indicated by the dotted 
line & m.) The like result would obtain if a eircular dia- 
phragm D, entirely within the illuminating cone, were. brought 
near to the object p, until its edges touched the bounding surface 
of the cone. 

The real image is formed between the field-lens and the eye- 
lens. From this point the rays again diverge, and are refracted 
by the eye-lens, so that they appear to come from a point in 
the optie axis, which is at the distance of distinet vision from 
the eye. If the eye is adjusted to infinite distance the rays 
are parallel to each other and to the axis. Conversely, if a pencil 
of parallel rays is incident on the eye-piece in the direction of 
the axis, the rays first intersect in p’ and then in p, and thence 
diverge as a solid cone between p a and pb. A screen placed on 
the left of p at right angles to the axis is therefore illuminated to 
an extent which is dependent upon the distance from p and the 
angle of aperture of the objective. If the screen has tne form 
of a cireular arc described about p, and is divided into degrees, the 
ancle of aperture may be read off. 

If the source of light «, placed at some distance, is regarded 
as the object, its objective-image will appear somewhat behind 
Pina’. Of this image, the field-lens would form a second one 
at a’; but the eye-lens takes up the rays before their union, so 
that the actual image is now formed at a”. If the lieht is 
moved from « to b, the image passes from «” to d” ; it disappears, 
however, as soon as the limiting line Db p, or the opposite one « p, 
is exceeded. The diminution of the image may readily be cal- 
eulated for given distances and focal lensths. If, for instance, the 
distance of the light from the objective = 1 metre, and the focal 
lengths of the objective, field-lens, and eye-lens respectively, 5, 50, 
and 25 mm., and the length of the eye-piece setting 50 mm., we 
get, with an ordinary tube-lensth of about 200 mm., a diminution 
of about 800 linear. 

On the basis of these theoretical deductions sundry practical 
methods of measuring apertures have been devised, of which we 
will describe the most simple and efficient. 

(1.) Zister’s Method.—The Microscope is placed horizontal, and a 

' lamp is adjusted at some distance from the objective in a darkened 
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room. The lamp is then moved to the right and left of the axis, 
until only half the field of view appears illuminated. The angle 
at which the extreme positions of the lamp (@ and D, Fig. 101) are 
seen, from the focal point of the objective, is the angle of aperture 
sought. It is therefore only necessary to place the Microscope in a 
suitable position, draw lines to the two extreme points right and 
left occupied by the lamp, and measure the included angle with 
the protractor. 

The method is still simpler, if the lamp (a few feet distant) 
remains fixed, and the Microscope is revolved round a vertical axis 
passing through the focal point, so that the end of tlie eye-piece 
describes a horizontal arc. The result will be precisely as in the 
previous case. The Microscope is turned first to one side and then 
to the other, in each case until half the field is dark ; in these 
extreme positions lines parallel to the axis are drawn and pro- 
duced till they meet at the focal point; the angle which they ° 
inelude is equal to the angle of aperture, and may be measured 
directly by the protractor. The result is practically the same, if 
the revolution does not take place exactly on the focal point, but 
merely on the anterior end of the Microscope. 

If a special mechanical contrivance be desired for such measure- 
ments, Goring’s apparatus is good. This consists essentially of a 
eircular brass plate upon which the Microscope is placed, and 
which rotates upon a fixed plate that is graduated on tlıe circum- 
ference; a pointer on the rotating plate enables the observer to 
read off the angle on the graduated plate. A more detailed 
description, with illustration, is given by Mohl in his “ Mikro- 
graphie,” p. 193. 

(2.) Wenham’s Method!—The Microscope is placed horizontal 
and direeted towards a distant source of light, e.g., the flame of a 
lamp. Instead, however, of observing the field of view in the 
usual way, the image of the flame is examined with a magnifying- 
lens above the eye-piece (@” and D”, Fig. 101). The Microscope 
is then rotated in a horizontal plane to the right and left, till a 
certain point of the image—for instance, its centre— just disappears. 
The are, which the Mieroscope thus describes, may be regarded as 
corresponding to the angle of aperture of the objective.? 


ı Mr. Wenham aseribes this method to Amici, vide “ Quart. Journ. Mier. Se.” 
ji. (1854), p. 209.—[Ep.] 
? The remark of Harting (“Das Mikroskop,” Ist ed. p. 263), that this 
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This method has the great advantage, that not only iS the 
aperture of the objective determined (that is, as far as it admits 
light), but also the extent of the really effective part, &.e., the part 
which produces images free from aberration. It is, indeed, fre- 
quently observed that the images are indistinet and distorted 
before they disappear, while they seem otherwise sharply outlined 
and in their true shape. These indistinet and distorted images 
are, of course, produced by the marginal rays, for which the 
objective is no longer sufficiently corrected, and which are therefore 
better cut off. 

The really effective part of the angle of aperture is consequently 
determined by the limits within which the flame appears sharp 
and clear. 

(3.) Robinson’s Method."—A pencil of parallel raysis projected in 
the direction of the axis through the eye-piece, and, after the 
‚erossing of the rays in the focal point of the Microscope, is 
received on a screen.” From the diameter d of the eircle of light 
"which is here formed, and from the distance / of the screen from 
the focal point of the Microscope (or the anterior end of it, if 


‚method could not yield quite similar results to those of Lister, because by the 
‚addition of a magnifying-glass the prineipal focal point was displaced, is at 
‚any rate inaccurately explained. It is, on the contrary, quite immaterial 
; whether the images a” and b” are viewed with the naked eye, with a magnifying- 
glass, or with a second Microscope. Their disappearance in no way depends 
‚upon the additional system of lenses. Nevertheless, a slight difference does 
exist, though the cause is not as Harting supposes. With Lister’s method the 
‚pencils of rays are refracted in the margin of the Microscope so that they cut 
‚the axis in p'; it is only on this condition that the centre of the field of view is 
‚seen illuminated. In Wenham’s method, on the other hand, it is suflicient that 
the pencils reach the field-Ilens after refraction in the objeetive—a condition 
‘which is still fulfilled if their path is at some distance from the axis. The 
‚angle of aperture is somewhat larger than it would be if the ineident cone of 
‚light emanated from the focal point of the objective. 
 Pide “ Proceedings of the Royal Irish Academy,” v. (1858), pp. 38—47, 
“On a new method of measuring the angular aperture of the objectives of Micro- 
scope,” by the Rev. T.R. Robinson, D.D., President of the Royal Irish Acad., 
‚communicated Jan. 23, 1854; partly reprinted in “ Quart. Journ. Mier. Se.” ii. 
(1854), p. 295.—[En.] 
| 2 Dr. Robinson stated that for measuring very large apertures he “ was 
| obliged to modify the method by receiving the light on a screen made to travel 
"in a oylindrie surface concentrie with the focal point,” which he considered a 


m improvement. Pide “ Quart. Journ. Micr. Se.” ji. (1855), p. 164.— 
.[Ep. ) 
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the distance is proportionally great), we obtain the. angle o 
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aperture ® according to the formula 
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Its determination may also be obtained by construction with Ei 


sufficient accuracy. 


(4.) Abbe’s Method.—Under the object-stage, at a known ic 
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tance from the plane of adjustment, a horizontal scale is applied, 
whose zero point is approximately in the,centre of the field 


of view. Pointers are moved along the scale to the right and 


left until they touch the margin of the bright circular aperture- 


image in the upper focal plane of the objective. The positions of 
the pointers are now read off, and the arithmetical mean taken, by 
which the possibly somewhat excentrice position of the zero point 


is corrected. We thus obtain the linear distance of the extreme 
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marginal points shown in the focal plane of the objective; and 
since this distance is proportional to the sine of the angle of 
aperture, the latter can at once be determined by reference to @ 
table, in which the angular values corresponding to the different 
distances are once for all computed. E 

In order to obtain a favourable illumination for greater distances> 
Abbe’s scaleis applied to the side « b (Fig. 102 A and B) and to the” 
two ädjacent sides « m and b n (Fig. 102 B) of a rectangular plate” 
of glass! and is viewed from above by the reflexion at the sur“ 
face m n, which is inclined at an angle of 45°. By continuing the 
graduations of the scale upon the two sides at right angles to a &2 


! This apparatus is now well known as Abbe’s Apertometer, and is made 


semicireular in shape. Pide “Journ. Royal Mier. Soc.” i. (1878), p. 19, ar 7 


by Mr. C. Zeiss; and iii. (1880), p. 20, art. by Dr. E. Abbe. —[E».] 
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the size of the plate is rendered more convenient, and the illu- 
mination is stronger. j 
rer end is employed, the determination is but ap- 
proximately accurate, and with higher powers the possible error 
| may attain two degrees. It follows that light and shadow in the 
field of view, or on the illuminated screen, do not appear sharply 
defined on account of the various losses which the marginal rays 
 suffer—in fact, they pass gradually into each other, so that the 
limiting points must always be somewhat arbitrarily chosen. This 
disadvantage is not practically important, since it is perfectly 
immaterial whether the angle of aperture of a Microscope amounts, 
for instance, to 70° or only 69°. It is absurd, as Harting justly 
remarks, to record the angle of aperture, as many have done, up to 
a fraction of a degree. And it is just as absurd as it is unpractical 
to manufacture objectives with angles of aperture of 160° and 
upwards, if at least 40° to 50° belong to a totally useless peripheral 
‚part of the system, as obtains in certain objectives of English 
manufacture. 

Finally, we remark, that in those objectives which are provided 
with correction-adjustment, for use with immersion, or to com- 
pensate for different thicknesses of the cover-glass, the angle of 
aperture is necessarily altered if the distance of the lowest lens 
rom the next one is increased or diminished, because an alteration 
of the focal length of the whole system of lenses is produced 


perture is consequently somewhat 
ar that the refractions, which take 
al image, do not alter the angle 
e rays in the objective is quite 
adependent of them. With a given position of the objective- 
nage ıt is therefore quite im 


material whether the eye-piece: 
agnıfies five or fifty linear, 
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DETERMINATION OF THE MAGNIFYING POWER AND 
- FOCAL LENGTH. j 


Ir is customary to estimate the power of a Microscope by the tota 
magnification, but that of objectives by their focal lensths.. How 
ever little the former may be a safe criterion, since it is deter- 
mined by factors of very unequal values, yet a knowledge of it 
is indispensable even from a practical point of view. The focal 
length, on the contrary, stands approximately in inverse ratio to 
the objective amplification ; it may to a certain extent be regarded 
as an expression of the magnification not dependent upon the tube- 
length, and for the comparison of different objeetives furnishes, 
therefore, the requisite standard. The determination of the focal 
length, as well as of the total magnifying power, is therefore 
essential in a complete testing of a Microscope. 


1.—MAGNIFYING POWER. 


We have already shown that the magnifying power m is pros 
portional to the distance of the virtual image from the second 
focal point, or, what is nearly equivalent, from the eye-point of 
the Microscope, so that twice the distance corresponds to double 
the magnification. If, therefore, the magnifying powers are to Dk 
comparable inter se, they must logically be referred to equal 
distances The distance chosen is entirely immaterial to the 
comparison. In recent times it has been customary to calculate 
the magnifying power for a distance of 25 cm., or 10 inches. 

The so-called “curvature of the field of view” involves tie 
fact that the amplification of the marginal parts is usually some: 
what greater than that of the central ones; hence an accuralg 
determination of the magnification is only possible for a relativel) 
small part of the field of view ; from well-known practical co 
siderations it is, as a rule, determined only for the centre, omittıng 
a tolerably broad peripheral zone. 
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The methods which are employed for the determination of the 
magmification, all amount to the same thing, viz., the projection of 
the image of an object of known magnitude to the conventional 
distance of 25 em., and the direct comparison of its diameter with 
that of the image-forming object. The projection may be made by 
means of Seemmerring’s mirror or a reflecting prism in which the 
reflecting surface must be situ- s 
ated so that the second focal :F 
point of the Microscope shall 
coineide with the focal point 
of the rays in the eye of the 
observer. Let N* (Fig. 103) be 
the last refracting surface (the 

plane surface of the eye-lens), 
_F* the second focal point, and 
s a reflecting surface inclined 
‚45°; the path of the rays will 
‚thus be altered as if the optic 
‚axis (0x) of the system were 
horizontal, and the focal point 
brought to (#)*. The eye must 
therefore be placed at this latter point, if the results of the 
measurements are to be exact and capable of comparison. Its 
position corresponds very nearly to that in which the emergent 
peneils form the smallest circle of licht on a screen of ground 
glass placed at right angles to the axis. It is, moreover, evident 
‚that the plane upon which the image is projected (P P, Fig. 
103) must form a right angle with the direction of the optic 
axis as altered by the reflexion. 

In selecting an object, it is essential that its margin, or rather 
the points whose distance is required, be clearly seen in the image. 
A glass micrometer is convenient for this purpose ; but if the lines 
appear very indistinct, as generally occurs with the higher magni- 

cations, other objects with sharp margins (for instance, air-bubbles 
globules of mercury, erystals, &c., whose diameter can be ao. 
metrically determined) should be employed. The accuracy of the 
etermination is dependent in every case upon the exactness of 

the divisions of the micrometer. 
h I of the virtual image on the plane of projection 
easily effected by means of drawing-compasses, which can 
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then be applied directly upon a finely divided scale. The limiting 
lines can also be drawn repeatedly upon the plane of projection 
with the fine point of a pencil, and the mean value reckoned as 
the diameter of the virtual image. If this diameter amounts, for 
instance, to 26'5 mm., and that of the object to 100 mie.='1 mm, 
the maenifying power m=265. 

Where an accurate determination of the magnification is required, 
all the conditions which theory presents must be satisfied as far as 
possible. The magnitude of the object should then be determined 
in a more reliable manner than is possible by means of the micro- 
metric divisions (which are not always exact). For this purpose, 
Harting proposes to wind a thin metal wire some hundred times 
round a thicker wire so that each revolution exactly touches the 
preceding one—which must be verified by the Microscope. Wethen 
measure the space which the whole of the revolutions occupy on 
the thicker wire, and finally count the number of revolutions, by 
unwinding it on a lathe. The total length of the windings, divided 
by their number, gives the thickness of the wire with an accuraey 
which is not attainable by micrometrie measurements. Such a 
wire can either be viewed as the object, or used for testing the 
exactness of the micrometric divisions. 

In practice, however, such extreme care is generally superfluous, 
It is unimportant whether the magnification differs by a few units, 
more or less— whether it is, for instance, taken as 360 or 355—for 
the objects to be measured and represented always differ in magni- 
tude by more than this amount. ‘We need not, therefore, pay 
much regard to the second focal point of the Mieroscope, the 
position of the eye, the accuracy of the divisions of the micro- 
meter, &c. ; in general it will suffice if we measure the distance of’ 
distinet vision starting from the middle of the eye-piece, and 
bestow the usual amount of care upon the determination of the 
relative magnitudes. 

The magnifications, which we obtain by the different objectiv 
with the same eye-piece, are, of course, proportional to the linear 
dimensions of the real objective-images. If, for instance, the 
image of one objective covers ten divisions of a mierometer in 
the eye-piece, and that of another objective fifteen 'divisions, the 
magnifications are in the ratio of 10:15. IE, conversely, a micro- 
meter-division is viewed as the object, the number of the divisions 
which are seen within a given space (for instance, the field © 
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view contracted by a small diaphragm) is inversely as the magni- 
fieation, and the ratio is again proportional. These relations afford 
us a means of determining by calculation the values for different 
objective-systems in connection with the same eye-piece, if this 
value is known for a single one of them. If, for instance, the 
numbers of the divisions of a stage-micrometer, which are seen 
in the diminished field of view with four different objectives, are 
respectively, 60, 45, 20, and 12, and if the total magnification 
m obtained with the first=50, with the other three it will amount 
to 50, 80, and $2 times 50, that is 663, 150, and 250. 
It is in many cases advantageous to know not only the magni- 
_ fying power, but also the exact diameter of the field of view. Its 
_ determination is effected simply by measuring the apparent 
- diameter on the plane of projection at the distance of distinct 
- vision, and dividing by the magnification. The measurement may 
‚ also be effected directly with a micrometer, which occupies the 
‚ whole of the diaphragm in the eye-piece, or which is movable 
\ laterally. 
-  Similarly, we may require to know the objective-amplifications. 
The field-lens is removed from the eye-piece mierometer, which 
‚is then adjusted until the given objective-image is clearly seen. 
As, however, the divisions of the micrometer are at a known 
distance, generally ‘1 mm., the diameter of the real image may be 
measured thereby. The ratio of the latter to the diameter of the 
object evidently gives the objective-amplification. 











2.—FOCAL LENGTH. 


In the determination of the focal length, special attention is 
required in the application of the mathematical formul« given 
in the Introduction, in order to obtain a result as accurate as 
possible Since the prineipal points of the objeetive-system are 
‚unknown, the direct measurement of the focal lengths or of the 
conjugate foci is impossible. The formula I + ni er. ‚in which 
p and p* denote the conjugate foci, and f the prineipal focus, 
annot be immediately applied. We may assume that we: know 
‚the relative magnitude of image and object, and one of the two 
foci, provided that it is taken so large that merely an approximate 
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measurement is sufficient. From these data, however, the foca 
length may be very easily calculated. Let D and d, where D > di 
be the diameters of the image and the object, or conversely, and 


p* the longer of the two foci; then we obtain, from the proportion 


D:d = p*:p, and from the above eguation > E= = = ; ‚ the 
| 1 D+d N 
relation ae and hence the simple formula 
0 
m 
v2 p 7D) En d YE 
or, if d is infinitely small as compared with D, 
Eu 
=D D: 


The determination of »*, d, and D can be accomplished as follows: 

(1.) A suitable object of known size (for instance, a micrometer- 
division, or an air-bubble, whose diameter can be accurately 
measured) is adjusted in the middle of the field of view, and then 
the objective-image is received on a screen of ground glass, which 
is placed on the body-tube after the removal of the eye-piece, 
If the correct adjustment is found at which the image appears 
sharply defined, its magnitude can be measured with sufficient 
accuracy with the compasses. The measurement is more accurate 
if we observe the objective-image through an eye-piece micrometer 
from which the field-lens is removed.! Since, however, the di 
sions of the eye-piece mierometer are, as above mentioned, at 
a known distance, generally of ‘1 mm., the diameter of the res 
image can be determined within a small fraction of a millimetre, 
Finally, we measure the distance »* of the plane of projection 
from the objeetive (really from its second prineipal point) with 
the compasses or scale, in which an error of 2 to 3 mm. is of no 
importance. 5 

If, for instance, d = 100 mic. = 1 mm, D = 7'8 mm,, and 


p* = 210, then wi equal „1; ; consequently f = 41° = 2:658 


I£ p* is taken as 207, this value falls to 2°620, differing, therefore 
only by ‘038, or about „, mm. 
(2). The objective is placed upon the stage with its plane 


ı We assume here also an ordinary Campani eye-piece. In a Ramsden eye- 
piece it is not, of course, necessary to remove the field-Iens. 
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anterior surface upwards, a suitable object (for instance, a 
slip of glass blackened over a candle-flame) is adjusted on the 
work-table or on the window at a distance of '2 to 1 metre or 
more. The illuminating mirror, which must be plane, is adjusted 
to reflect the image of the object in the optie axis of the 
_ objective to be tested, which consequently forms a small dioptrie 
_ image above; the diameter of this image is directly measured 
_ with suitable amplification. The magnitudes D and d are now 
' known ; the distance p* is then measured with the scale, to which 
' the distances from the object to the mirror and thence to the 
- objeetive must be added. If necessary, a horizontal position can 
be given to the Microscope, and the object may be viewed 
; directly. 
If the focal length of one objective has been accurately de- 
‘ termined, that of another can be readily found by comparison. 
| From the formula for the magnification 
p* 
m _ gz we obtainf= — li 





or, if m is regarded as posi- 


| * 

‚ tive, I — en ‚that is, the focal lengths are in inverse ratio to 
the objective amplifications increased by 1. Since the latter are 
, Proportional to the linear dimensions which the images of a given 
objeet occupy in the eye-piece micrometer, we have only to read 
off the divisions from one end to the other, in order to determine 
the ratio of the known focal lengths to one or more unknown 
which may thence be calculated. 

The focal lengths of single lenses may, of course, be determined 
'similarly. Where, however, the curvatures are very shallow, and 
the focal lengths amount to several centimetres, it is generally 
‚Suflicient to measure the distance of the image of the sun from 
the lens, or one of the simple methods described in the text-books 
of Physics may be employed. 


, 
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NZ: 
DETERMINATION OF THE CARDINAL POINTS, 
















LASTLy, the problem remains to be solved of examining a given ji 
objective with regard to the position of the cardinal points, both 2 
the separate double-lenses and also of the whole system, 2.e., to dis- 
cover empirically the distances of the prineipal and focal planes- 
from each other and from the refracting surfaces in a manner 
analogous to that which we have above obtained, under definite 
assumptions, by caleulation. In order to solve this problem with. 
approximate accuracy, the following method may be adopted.:— 

(1.) The focal lengths of the separate double-lenses, then those 
of the two posterior lenses of the system, and, lastly, that of the 
whole objective, are determined. For greater aceuracy it is ad 


with a different scale, &e. | 

(2.) We determine the distances of the first and second focal 
‚points from the anterior and posterior surfaces of the double-lens, 
or of the system. For this purpose we place it upon the stage 


surface of the system to be investigated (which is turned upwards, 
appears in the field of view; to aid the focusing, the surface 
may be slightly marked with the tip of the finger. This position 
of the body-tube is registered by marking a fine line The dis- 


can be micrometrically determined, either by the compasses, or, U 
very small, by a second Microscope of low power. 

(3.) We measure the thickness of the double-lenses or of the 
system—that is, the distance between the first and last refrae 18 
surfaces. Since the anterior surfaces of the double-lenses gene 
rally lie exactly in the same plane with the edge of the 
the measurement is most easily made in the manner above de- 
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seribed by placing the lens with its anterior surface upon the stage, 
and focusing the Microscope successively upon the surfaces. Where 
the cell projects so much that it cannot be neglected, it is deter- 
mined subsequently, and subtracted. 

From the data which these measurements furnish, the position 
of the prineipal and focal planes can be calculated by simple 
addition and subtraction. If we denote by N, N, Nu N, N, N, 
the successive surfaces of the three double-lenses ; by &, &1, da 
their focal lensths; and e «, ev, e” «, their pairs of principal 
planes ; and further by (/) the kocal lensths of the two posterior 
lenses of the system; and by (Z), (Z)*, (F'), (#)* the principal 
and focal planes of this system ; similarly, by / the focal length 
of the whole objective; and by Z Z*, F' F*, its principal and focal 
planes; and finally, by d, and d,, in any given combination, the 
distance of the corresponding focal points from the anterior and 
posterior surfaces: the abseisse of the different principal planes, 
reckoned from the front backwards, are given by the following 
equations :— 


e=Nt+h—d N ar dr 
e=N+A—d vi =N +d—6ı 
E=N+&—d “ =N ti —- 6 
BD)=N+(N— 4 BZ) 
E=NH+f-—d E*=-N +d—f 


and in like manner we obtain 
E—-E=N—- N +d+d—2/f 
Den, 5 N). 

The relations, determined at the commencement, between the 
cardinal points of two systems intended to be combined, and 
those of the resulting systems, serve here as a check. We obtain, 
by means of evident Bnihsötfione and transpositions, 





ee: 
D dt dp — (d’ 
in which Hei i!=- 4 +. — a 
and similarly, for the whole objective-system, 
m = Po (CE ) 
% + (F ) N 


in which ME Eee TEE == 
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The magnitudes N, — F and E* — E.are determined by the | 
equations 
t 
oe —F= 1— — - 
u) 


er ae ren 

m — 5- el + A 

which are generally applicable for any two systems of cardinal 
points by substituting the corresponding values. 
As an example of a determination of cardinal points, we give 
the following numerical data, which we obtained for a No. 9 
objective of Beneche. The focal lensths, focal distances, and 
surface-distances, expressed in millimetres, were as follows :— 

(1.) Focal Lengths. 


d = 2:6 = 12 6 = 114 
(f) = 624 
f =315 


(2.) Focal Distances. 


For the first lens a N 28 

= second,, dan ion rde 105 

r third „ Er an IA dt 

7 second and third lenses d, = 2:86; d, = 5'8 
ae whole objective d= 83;d,= -10 


(3.) Surface-Distances. 
M-N-=- 137,8, -N0,=-2;8 - M=2; 
IN, N bl EN. N, ; 
and therefore 
N, -NMN= 4; -3|=115. 
From these quantities we obtain, in the first place, for the 
principal planes 


I 


> 


® =N+ 8 ee 
=, +25 V = NMH+1lö 
yet) N 
m) N, 9388 Dr=-N,+ 4 
E=N,+ 272 E* = N, + 28 
ü -e = 265 
(E)* — € = 57l. 


The further deductions are contained in the following table 
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(column “ Observed”), which we give for comparison with the 
values caleulated according to the above formulae.! 


RE a U ann 9 I 








Observed. Calculated. 
N 155 1°5 
2) — W 376 3:66 
(Z)* — (E) 1:33 1:05 
N—(F) 2:86 2:92 
E*—E 08 57 
N) — F +43 45 





The most striking peculiarity of the objective examined, and to 
which we draw special attention, is the fact that the anterior lens 
is stronger than the whole system. The equation of condition for 
this case is an immediate result from the formula for the combined 
focal length, taking 

we) 


Po Beier ®o 


and then dividing both sides by &,, we obtain 


t> 6. 

Of the medium-power systems we have examined, the No. 9 of 
Beneche is the only one possessing this peculiarity ; neither of the 
corresponding objectives of Oberh&user or Pleessl has it. On the 
other hand, it occurs somewhat frequently in low-powers, 
especially those composed of two double-lenses separated con- 
siderably. We observed it, for instance, in the No. 4 of Beneche, 
and the No. 4 of Hartnack. In the No. 9 immersion of Hart- 
nack, the anterior. lens is also somewhat stronger than the whole 
combination ; and this may possibly be the case in the highest 


! The differences in this table between the observed and calculated values 
might be explained by the fact that the determination of d, is impossible for 
the single lenses with suflicient accuraey, on account of the indistinetness of 
the image in the corresponding position. Moreover, the supposition of equal 
focal lengths in both positions is, strietly speaking, only justifiable for central 
tays, and becomes untenable for marginal ones, because the amount of the 
'spherical aberration, and consequently also the distance of the focus on 
teversal of the lenses, is slightly altered. Such an alteration of distance is 
noticeable even in deeper lenses as soon as the conjugate foci are in essentially 
different ratio. For this reason the values, for instance, of the focal lengths 
found according to different methods, never exactly coincide. 


“ 
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powers of other opticians, especially as the front lens is usually a 
single crown. 

We add a few more data with regard to the principal and focal 
planes in various other objective systems. The last refracting 
surface is denoted by N *, all the other quantities as above. 





IElanın a CRe 7 3) ‘5 + 45 al + 55 
9) a 9 1:87 35 | + 145 5-1 + 27 

IBerech er: 4 125 37 + 3°0 16°5 — 1:8 
9 Re 7 47 1°5 — 20 725 | + 1'35 
bs a 222 || 52 — 219 

Kellner . . 3 387 58 0° 82 + 104 








PARTSTNV. 


THEORY OF MICROSCOPIC OBSERVATION. 


—-— 


MicroscorIc observation differs in many respects from ordinary 
observation with the naked eye. It demands, therefore, long 


_ practice, in order to arrive at that certainty of judgment in regard 
_ to the sensations received from the light which alone assures the 


correctness of the observation. To see through the Microscope, and 


' interpret the form and nature of an object in accordance with 
‘ what has been thus seen, is an art requiring special training. 






Amonest the peculiarities of microscopice vision we may 


| primarily remark, that the image which we observe does not 


exactly correspond to the object itself, but only to a particular 
sectional plane to which we happen to adjustthefocus. Whatever 
lies above or below is indistinct to the eye, or invisible The 
Miceroscope therefore gives us direct information only of the 


; dimensional relations of the different sectional planes, but not of 


their distances in the direction of the axis of the instrument. The 
latter can in many cases be approximately estimated ; for instance, 
we may distinguish at once whether a given object is spherical, 


' flattened, or compressed at its sides, but a more accurate deter- 


mination of its form can only be attained by turning it on its axis 
— that is, by the combination of different views. 

This is not so in ordinary vision. A mere glance is in this case 
often suflicient to inform us of the form and grouping of closely 
‚adjacent bodies, because the limits within which the eye sees dis- 


i tinetly at one view lie somewhat distant from each other. We 


therefore see the bodies in their stereometric form, and in their 
positions relative to those which are contiguous to them. Whether 
we observe with two eyes or one is immaterial, precisely as with 
‚the Microscope. 


Secondly, the illumination in microscopic observation is entirely 


’ 
M 
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different from that of ordinary vision. Through the Microscope we 
see the objects, as a rule, by transmitted light; with the naked 
eye, by reflected light. Any given point of the Microscope image 
therefore appears the brighter the greater the number of the rays 
which before their entrance into the objective, if produced back- 
wards, are directed towards the corresponding point of the object. 
If these rays form a perfeet cone of light whose base fully occupies 
the optically effective part of the anterior surface of the objective, 
the point appears of maximum brightness. Ifthe base of the cone- 
is only half as large, the point appears in the image only half 
as luminous—and so on. The Microscope forms therefore, to a 
certain extent, a shadow-image, in which the opaque parts of the 
object appear dark, and the transparent ones more or less bright, 
provided the inequalities and differences in density of the object, in 
consequence of the refraction they produce, contribute essentially 
to the distribution of light in the image. 
This obtains also in vision with the naked eye, if transparent 
bodies are observed under the same conditions. Nevertheless, the 
image which we see in this case is essentially different from that 
formed in observation through the Microscope; and contrary 
assertions which are met with here and there in mierographie 
works! must be regarded as erroneous. They are based upon the 
tacit assumption that the unequally large apertures of the incident 
cones of light directed towards the eye by the Microscope have no 
influence upon the resulting effect of licht. A mathematical 
discussion of this question proves that the distribution of light and’ 
shade in the microscopie image is dependent upon the angle of 
aperture of the instrument, and is not therefore the same even for 
different amplifications, much less for the naked eye. 
There can be no doubt that objects are seen in the Microscope 
differently than with the naked eye. The observer with the Miero- 
scope begins by viewing images which are new and unusual to 
him ; he must first learn to interpret them correctly, precisely as 
with the words of a foreign language. Although practice is most 
essential and cannot be replaced by theory, still a theoretical 
foundation of mieroscopie vision would not be superfluous even t0 
the experienced observer, since it presents, in many cases, useful 
data for further deductions. Hence we have submitted a serie 
ı Of. for instance, Harting, “Das Mikroskop,” Ist ed. p. 339; 2nd ed. ül 
p- 26. 








‘ „question less tediously. We 


' is important here as elsewh 
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of cases to a searching discussion based upon a 
developments.! The phenomena of refraction and nezion w 
determine the microscopie image of given objects are first dis- 
eussed; then the effects of light depending upon interference, 
which were formerly called, as far as they were known, diffraction 
phenomena, the origin of which may be of a very different kind. 
Finally, a short consideration is devoted to oblique illumination 
and to the appearances presented by objects in motion. 


I: 
SPHERICAL AND CYLINDRICAL OBJECTS. 


1.—AIR-BUBBLES IN WATER. 


Ler A B (Fig. 104) be the vertical section of an air-bubble freely 
floating in water, and there- 
fore spherical, and M N y: 
the plane of adjustment of % \ 
the Microscope; then any \ 

point ?P in this plane is 
illuminated in the micro- 
scopic image by the rays 
which, after their passage 
through the air-bubble, seem 
to come from this point, and 
are directed towards the eye 
by the refraction in the 
Microscope. The inclination 
of these rays to the perpen- 
dieular cannot be greater 
than half the angle of aper- 
ture of the objective. If 
this latter is assumed to be 


60°, then the ray reaches its maximum at 30°. Similarly, th 


\ Harting (“ Das Mikroskop, 
regard to these developments, 


u 





” 2nd ed. ii. p. 31) expresses the opinion with 
that it is possible to explain the real point in 
do not for a moment say that Harting is alone in 
in our view, and others certainly agree with us, it 
ere to understand the phenomena we observe, and to 


holding this Opiniom. But 
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of light are of sufficient extent, is determined by the size of the 
diaphragm. The angle under which the latter is seen from the” 
centre of the air-bubble is the same as that which is found by the 
peripheral rays of the ineident cone of light. If this angle=30°, 
then also the angle of deviation, which the emergent rays form 
with the corresponding ineident ones, is determined for marginal 
rays, such as 7 $S, which before and after the refraction lie on 
the surface of the cones of light. > 

If we draw through the point of intersection O, of the incident 
and emergent rays, the perpendicular X @, and if the angles of 
aperture taken at 60° and 30° are denoted by ® and 8, we get 

INS ORIEEISOZEETOERS 


or, since LroR=L.902- 1002-22 
w— 6, 
9 > 
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therefore, in the given case, 
LSOT = 180° — 15° = 165". 
Now, since a radius drawn through O bisects this angle of 
deviation and crosses the direction of the ray in the air-bubble at 
richt angles, if the angle of incidence is denoted by a, the angle — 
of refraction by a’, and half the angle of deviation by p, we 

obtain the further relation 

ad —- a= 90 -p= 3". 
If we assume the mean refractive index of water to be 1'3356, this ” 
equation will be satisfied if a = 20° 45, while a will therefore 7 
— 28° 15%. 
The position of the point P is thus determined: the triangle 
CP J gives the relation 


OP:r =sina: sin [180° > (90° 2 an 


consequently, 








interpret them correctly in detail. We can at any rate affirm that Harting’s ” 
statement does not explain the mieroscopie image of the air- bubble, hollow 
eylinder, &. The reader wishing to follow out these points should not shrink 7 
{rom mathematical explanations. 


‚accuracy for the incident ra 
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If we now suppose a second adjacent ray Z K, which is less 
inclined to the perpendicular and which also appears after refraction 
to come from the point ?, it is evident that at some point it 
intersects the first ray, and therefore meets the objective somewhat 
nearer the centre. For if we follow the two rays in the opposite 
direction, from above downwards, their point of convergence, P, 
moves slightly to the left, in consequence of the refraction at the 
surface in J, assumed to be infinitely small, and hence lies in a 
different level; an intersection takes place invariably within the 
air-bubble. This applies also to each succeeding ray with 
reference to the preceding one. The further we proceed in the 
emergent cone of light from left to right, the further is the 
corresponding incident ray moved from right to left, its in- 
elination to the perpendicular becomes gradually less, and then 
passes into the opposite inclination, whose maximum also amounts 
to 15°. 

It is also evident that this maximum deviation must occur 
before the emergent rays on the right have reached the limit of 


30°, as the two refractions always cause a deviation to the left. 


Caleulation shows that in the given case the marginal ray 7’Z/’ is 
inelined, after its passage through the air-bubble, slightly more 
than 18° to the left. | 

These discussions lead first to the conclusion, that all rays of 
the ineident cone of lisht! lying in the plane of the paper con- 
tribute to the illumination of the point P. Moreover, of the rays 
nob lying in this plane none are lost. For since, after refraction, 


they all appear to proceed from the point P, and furthermore lie 
‚in the same plane with the radius drawn to the point of emergence, 


consequently cutting the plane of the paper in the line M N, we 


shall exhaust all possible positions thereof, if, while retaining 
the point of convergence, all rays between S J and 57’ (Fig. 104) 
are raised above the plane of the paper, and allowed to diverge so 


far upwards and downwards, that the corresponding ineident rays 
graze the margin of the diaphragm. That the inclination to the 
plane of the paper of the rays thus raised can at the most amount 
to 15°, in the given case, and for the two marginal rays =(, is 
evident without further remark. There is, moreover, no diffieulty 


! The expression cone of light is not to be taken with striet mathematical 


ys, inasmuch as they have no common point o 
convergence, n ä - 
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in coming to the conelusion that under these conditions the whole | 
are incident upon the effective portion of the objective. E 
Hence the point ?, since the entire cone of the ineident rays 
contributes to its image, appears equally bright with any other 
point of the field of view. The like holds good, of course, with 
respect to all the points that lie nearer to the centre, except that 
for these the refraction is less, so that the emergent cones of light 
meet a more central part of the anterior surface of the objective, 
The centre itself is illuminated by rayg- 
which traverse it without refraction. 
On the other hand, at the points 
further from the centre, as, for instance, 
» (Fig. 105), a diminution of the light 
is perceptible. Thatis to say, for them 
the angle of emergence (=that of in- 
cidence) a, as a glance at the figure 
demonstrates, is greater, and conse- 
quently p (=90° — [a’ — a]) is less 
Hence a marginal ray parallel to 7Z 
(Figs. 104 and 105) will be so refracted 
that it deviates more than 30° from the 
perpendicular, and is therefore lost t0 
view. This diminution of course takes 
ge T place as well for the point immediately 
Fıc. 105. adjacent, and as we get nearer and nea rei 

to the periphery, it becomes also ex 

tended to the rays of the cone of light situated more towards the 
left, until at last only the marginal ray £ /, parallel to 7’Z/, reaches 
the eye. All rays not lying in the plane of the paper are 
ineffective for this limiting position. 
The determination of these limiting points is made in exac ly 
the same manner as that of the point ?. Ifp is half the angle 
of deviation, the equation is 








E +5, 
PR 30 4 » 
therefore in the given case 
Dee er Zu, 


From the relation above obtained a — a = 90” — p we get 
a —a= 22%". 
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This latter difference occurs for the assumed index of refraction, 
if a=43°; therefore a’=65° 37’. The distance of the limiting 
point p, in Fig. 105, is given by the formula 
Bm een, 
PT sin 60° 
Under a Microscope with the assumed angle of aperture, the air- 
"bubble will therefore exhibit a black band, the breadth of which 
ei — 7875) r = 2125.r. The central part up to ? would 
appear just as bright as the field of view, and the zone between 
P and p would obstruct the light. An alteration in the angle 
‚of aperture, by the employment of different objectives and 
diaphragms, would only modify the numerical relations, but not 
the general distribution of the light. With greater values for ® 
and $the black band would become narrower, and with smaller 
values broader. Oblique illumination would produce an excentrie 
position of the bright cirele.! 

In reality the mieroscopie image of the air-bubble presents an 
essentially different appearance. The bright inner part appears 
encircled by a dark zone, which gradually merges into a perfectly 
black one ; this zone does not extend to the margin, but is encircled 
by a bright ring, and again by a somewhat uniform penumbra to 
the periphery. With more careful observation we recognize, a 
little to the outside of this bright ring, a second one less distinct ; 
indeed, the whole penumbra proves to be made up of alternately 
bright and dark concentric circles. 

These phenomena cannot be explained by refraction alone; 
they are due to rays, which have in addition undergone one or 
two internal reflexions. Let 7’Z (Fig. 106) be such a ray, which is 
reflected at AR and refracted a second time in J; then, as is evident 
from the figure, J B C’is the half angle of deviation, for which we 
































! Harting (“ Das Mikroskop,” 2nd ed. ii. pp. 30 and 32, note) does not agree 
with this theory, according to which the angle of aperture & has no influence 
upon the breadth of the dark zone. He relies upon his observations and 
measurements, according to which the diameter of the bright central part is 
simply and solely determined by the angular magnitude of the source of 
ght, dependent upon the aperture of the diaphragm. That is, however, 
erroneous, and we cannot understand how he could obtain such a result. If 

e place a piece of paper or tin-foil, with a minute perforation (a needle-hole), 
as a diaphragm between the objective-lenses, and then observe the image of a 
pherical air-bubble, it will not be necessary to resort to measurement in order 
to establish the influence of the angle of aperture. 
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will again employ the letter p. Since p is an exterior angle of the g 
triamgle JBR,wegtp=LBJR+LBRJ,or, if a denotes- 
the angle of incidence, and a’ the angle of refraction, $ 
=(“ -a + =20d-a. 

It would be easy to determine from this equation the limits 
between which the air-bubble appears to be illuminated in conse- 
quence of the internal reflexion. The question, however, would 
not even then be settled. It appears more to the purpose to take 
a particular case, which leads directly to the solution of our 
problem—the case, namely, where the ineident and emergent rays 
lie in the same straight line, and consequently p becomes a right 


E72 
Fıs. 106. RIG107% 


angle. The difference 2 a’—a attains the same magnitude ; from 
which there results for a a value of 433°. If we now suppose, 
instead of the incident ray, a parallel penecil of rays s £ (Fig. 107 
to be taken, then only that ray whose a has exactly the stated 
value proceeds in the original direction. All the other rays of the 
pencil are deflected more or less; and indeed, as caleulation shows 
to the left of the perpendicular ie a — 431°, totherightif a > 43#. 
As examples a few calleulated values are colleeted i in the following 
table. The first column contains the ineident angle a; the second 
the corresponding deviation, &, from the perpendicular to the 
richt or to the left; and in the third, the distance of the points 
in which the emergent rays interseet the plane of adjustment. 
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i i ien f Distance of the Points of 
ne ger ee the] De nlionlar ». intersection from the Centre. 
— 

37. 40° to the left 7856. r 
39° DI120 5, >> 7209. r 
40° EU 5 7004. r 
5 er a; 
43 o o . 2 

nn IS2logerEnicht 126307: 
47° 30320, 39 93l4.r 


N a an get. u a El ee ei en 
Parallel rays, whose angles of incidence vary between 40° and 
_ about 44°, accordingly receive, by the internal reflexion combined 
with the refraction at the surface, such a direction that they 
all appear to come from points whose distance from the centre 
amounts to 68 — '7.r, and therefore differs at most by 2, of the 
radius. In other words, to an incident pencil of light composed 
of parallel rays there corresponds an emergent cone of light, whose 
virtual point of convergence O falls somewhat below the plane 
- of adjustment, though almost on the line which represents the 
ray emerging without deviation. At this point, therefore, is con- 
 eentrated for the eye the whole effect of light which the incident 
 peneil is capable of producing in this way. In addition to this, 
\ every other pencil of rays & y (Fig. 107), which with equal angles 
of incidence deviates by a few degrees to the right or to the left 
', (drawn on the opposite side in order to avoid confusion), behaves, 
" with reference to the diameter-plane X ZL drawn at right angles 
{to it, in such a manner that the brightness of the point O is 
| further increased by an infinite number of others, which lie 
‘ somewhat higher or lower, and form with it an uninterrupted 
} line of light. | 
We thus explain the fact that a small space at a distance of 
‘CO = :69.r from the centre, in the middle of the marginal 
‘shadow, appears so luminous, and when viewed from above 
) appears as a bright ring. It is intelligible also that the breadth 
‚of this ring, at any rate within the usual limits, increases and 
| decreases with the angles of aperture of the objective and of the 
\diaphragm, and that a higher or lower focal adjustment must 
" cause an obliteration of its outline. 
N Applying the same reasoning to rays that have undergone two 
b internal reflexions, we can also explain the presence of a less 
‚ distinct outer ring. If $ 7 (Fig. 108) is such a ray, which is 
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reflected at 2 and Q, and refracted for the second time in NL. N 
triangles OPQ,CQRandoRT. 
are similar, and their angles adjacent 
to the chords PQ, QOR,andR TFT 
are = a’. Consequently the thre e 
angles PCQQCRandRCTa 
ae eantirs, Are together = 3 (180° Z° 
2 a’). On the other hand, the triangle 
PC D gives the relation 

EPDe- p=FCP-cPD” 


=FCP-a, 
or, since 
Fop 6 — 
360° — 3 (180° — 2 a’) 
ea 
=3d -a-—- MW. 


For the case when the ineident ray 
emerges without deviation, therefore 
BLEgEIDB: p = 90°, the condition accordingly is 

3a — a = 180°. This condition is satisfied if a = 46° 28’, from 
which the distance of the point D from the centre is calculated 
at '725.r. The following table, in which the same quantities 
have been inserted as in the previous one, shows that parallel rays 
whose angle of ineidence is slightly greater or less than 46° 28% 
form, as in the previous case, a virtual focus whose smallest 
diameter lies somewhat above the plane of adjustment and very 
near to the line of the ray emerging without deviation. 





x 


; Distance of the points of inter. 
Angle of Incidence ie rias Perpen- section in the plane of adjust- 


ment from the Centre, 


46° to the left 95.r 
394° ER 5; "900.7 
Obal2ca = 781.7 

a Mae 727.7 

0° 725.7 
112x487, Son TELLER 
42° Ys % 1000. 





The outer bright ring is consequently at a distance of ‘725.7 
from the centre; and from the inner one ‘0366. r, or approXl 
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mately the twenty-seventh part of the half-diameter; it appears 
most sharply outlined at a somewhat higher level. Its lower 
intensity of light is intelligible, partly by the loss caused by the 
two reflexions, partly by the narrow limits of the angles of 
ineidence (about 454°— 47°). 

We may hence conclude that further bright rings are formed by 
pencils of rays which have undergone internal reflexion three, four, 
or more times. It will be sufficient for these cases to collect the 
conditions under which the emergent rays show no deviation, and 
thence determine the points in which (if produced backwards) 
they cut the plane of adjustment. The distances of these points 
may be identified with those of the corresponding rings without 
further explanation. 





% Equations of Condition for Distance of the 
.ofint 1 5 R Angle of Angle of : 
en er en eine without | Tneidence a. Refraction . Eines a0m the 
3 4 a’-a = 270° 47° 23’ 192237 1359. r 
4 5a’-a = 360° 47° 47’ 81° 33’ 7406.r 
5 6a’-a — 450° 48° 83° 7431. r 
6 7 a’-a — 540° 48° 7°: 84° 3’ 7447 .r 


It is evident that this series terminates as soon as the angle of 
ineidence has reached its limiting value, which amounts for water 
and air to 48° 29. The ring corresponding to this limiting ray, 
which, however, is no longer perceptible, would be ‘7487 . r from 
the centre, that is, approximately, 2 of the half-diameter. Never- 
theless, the remaining portion of the margin may still be illuminated 
by the internal reflexion. From the table we might rather conclude 
that all the rays here under consideration, which do not contribute 
to the formation of the rings, are deflected so that they appear to 
come from points which lie without the corresponding ring. A 
feeble illumination of the margin must therefore result, while the 
umbra appeärs, within the rings, perfectly black. 

Since the distances of the rings are dependent upon quantities 
which are determined by the index of refraction of the surround- 
ing medium, we might infer that liquids of greater density (as 
oil, glycerine, &c.) would modify the numerical relations above 
given. In oil of refractive index 1'5 we obtain for the innermost 
bright ring a distance of 5957. from the centre, which agrees 
\ perfectly with observation. Hence the rings always lie somewhat 


200 THEORY OF MICROSCOPIC OBSERVATION. 


nearer to the centre in blue light than in red; and, consequently, 
when viewed with white lieht they appear encireled on the inside 
with a blue fringe and on the outside with a red one. 

The bright rings, and at the same time the fringes of colour, 
appear very distinet at the sides facing the adjacent air-bubbles, 
The faint half-light, which gives a grey tone to the marginal 
shadow, becomes here intensified to a band of light, which towards 
the interior admits of the recognition of distinetly indicated lines 
corresponding to the rings, while on the other hand a homogeneous 
glimmer is perceived in the outward direction. How such a re- 
inforcement of the Juminous effect is brought about by the action of 





h 


Fıs. 109. 


one air-bubble upon another one, may be demonstrated in a simple 
manner by tracing the rays of the emergent cone of light back- 
wards, and, at the points where they are reflected, allowing them to 
pass into water by refraction, whereby they are partially reflected 
downwards towards the diaphragm by the adjacent air-bubble. In 
this manner, for instance, the rays a c and db p (Fig. 109), which 
converge to the point o in the second ring of the air-bubble A 
and after a two-fold refraction proceed in the direcetions df and eg, 
reach h and i by reflexion on the air-bubble 3. I£facandb pare 
the marginal rays of a cone of light ineident from above, then fh 
and gi are the marginal rays of the corresponding emergent con®, 
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Conversely, therefore, if the movement of the light takes place 
from below upwards, the rays of the very oblique cone h fg must 
unite to form the acute pencil « c p b, and hence illuminate 
the point 0. I£f% f and ig approach nearer to the perpendicular, 
which would be equivalent to diminishing the diaphragm, then 
a cand b p also approach each other. The pencil of light reach- 
ing the objective is thereby weakened, but remains, afterwards 
as before, inclined somewhat to the right. This inclination passes 
into a contrary one if the air-bubbles are considerably more distant 
from each other. The lines of direction d f and e g then approach 
more to the horizontal; « ce and b p are consequently removed 
further to the left, as would occur if the air-bubble A revolved in 
the same direction round its axis. The emergent pencil of light 
consequently changes its direction to the axis of the Microscope in 


'accordance with tlıe distance of the two air-bubbles. 


Similarly may be demonstrated the strengthening of the other 
rings, and the intenser illumination of the margin. We have only 
to construct the corresponding cone of light and to trace back- 
wards single rays, as shown in Fig. 109, in order to account for the 
different phenomena. 

If we consider the air-bubble as the refracting apparatus, 
without reference to the plane of adjustment, it acts essentially as 
a bi-concave lens. Its focal length, f, which is of course negative, 
is determined by the formula 

7 
Men) Mm — 1)’ 
in which r is the radius, and » the refractive index of the 
surrounding medium. Since the two principal points, as in every 
sphere, coineide with the centre, the above expression is also equal 
to the distance of the focal point from the centre. In oil with the 
refractive index 1'5, is equal to — r, in water to approximately 
—3 7, which values are reduced more or less (in water to about 
‘2.r) through the aberration of the marginal rays.! 


\ An ineident cone of light is always refracted by an achromatie system of 
lenses as if it were composed of rays of about the mean inclination, <.e., it acts 
as a conical shell of small aperture. Hence, it is evident that a cover-glass 
upon the object produces an apparent approximation by a de/inite quantity 
although the mathematical expression for this approximation is dependent upon 
the angle of inclination of the rays of light, and therefore yields no fixed value. 
A cover-glass of 227 mic. in thickness causes, for instance, with Nos. 7 and 9 
objectives of Böneche, an eleyation of the object-point of 80 mie., whence the 
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If we lower the focus of the Microscope to the level of the focal 
point, the images of distant objects reflected in the mirror, or which 
are within the incident cone of light, are seen. The outlines are 
the more sharply defined the more we exclude rays incident 
obliquely to the axis by the arrangement of the diaphragm or of 
the illumination, and the less the marginal rays of the cone of 
light reaching the objective deviate from the perpendicular. A 
parallel pencil of light incident vertically from below gives, with a 
moderate amplification, such a sharp image, that it immediately 
becomes indistinet on somewhat higher or lower focal adjustment. 

The unequal refrangibility of the differently-coloured rays causes 
the emergent cone to receive only red rays in the centre and violet 
at the periphery. We might hence be tempted to explain the fact 
that the bright colourless eircle, which the image of the diaphragm 
presents, is, on sliehtly higher focal adjustment, not only consider- 
ably larger, but also shows a reddish centre and a bluish fringe. 
These colour-phenomena, as with real images, do not originate in 
the object itself, but are due to the chromatie aberration of the 
Microscope, which is over-corrected by the higher adjustment and 
under-corrected by the lower. This is demonstrated by the 
simple experiment, which is usually employed in testing the 
aberration, viz., by viewing the image of a window reflected in a 
elobule of mercury. Raising or lowering the focus produces, 
therefore, the same colour-phenomena as those exhibited by the 
images of air-bubbles formed by refraction. 


2.—GLOBULES OF OIL IN WATER. 


We will consider globules of oil in water as representing in 
general a circular vertical section of any given object immersed 
in a medium of lower refractive index. In order to determine 


limiting inclination is found to be about 18°, if the refractive index of the glass 
is1-5. This inelination determines also the position of the focal point of an 
air-bubble. It produces, moreoyver (if the objective is not immersed in water), 
a further diminution of the focal length, which is due tothe fact that an object 
in water appears the higher the deeper it lies. The focal point is therefore 
more raised than the centre of the air-bubble, and is hence apparently moved 
nearer to the latter. This phenomenon, which must not be negleeted in direct 
measurements of differences of level, will be fully discussed later on. = 
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the distribution of light in a given sectional plane to which the 
Microscope is focused, we will again 
apply the principle of the reciprocity 
of the path of the rays, and will pro- 
duce the pencils backwards from the 
objeetive to any desired points of the 
plane of adjustment, and then trace 
them to the diaphragm. If again ® 
and 8 are the angles of aperture of 
the objective and of the diaphragm, 
M N (Fig. 110) the plane of adjust- 
ment, and # Za ray directed towards 
the point ?, which after two refrac- 
tions proceeds in the direction 7’ S, 
and if, finally, a and a’ are the angles 
of incidence and refraction; then the 
half angle of deviation is 

pi 0.017 Z21:046; 
and we get from the right-angled 
triangle, whose hypotenuse is Z O, the relation 

p=M —- (a - a). 

For those points in the plane of adjustment, whose brightness is 
equal to that of the field of view, the relations and deductions 
above derived also hold good. 

The constructions there given are applicable here also, if we 
suppose the cones of rays transposed from the left half of the 
eircle to the right half, so that the points where the refractions 
take place again fall in the periphery. We get, therefore, 





oO —= 
Au» 
and hence, by combination with the above equation, 
‚=®-d6 
a =ıo < Un 
Similarly, there results for the limiting points, which are illumi- 
nated only by the outermost marginal rays, 


Bel 








a 0) = 2 
and consequently 
ad — a — a ar ö 
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By the help of these equations the limits of the umbra and 
penumbra can easily be determined in any 
ı given case. On account of the great difference 
i in the numerical relations which may oceur in 
! practice, the discussion of a particular example 
NY would be of no special value; a few of the 
more general consequences may, however, be 

noted. i 
p LetS& (Fig. 111) be a marginal ray of the 
emergent cone of light, which (if produced 
backwards) cuts the plane of adjustment (drawn 
through 0) in the point ?. Then,as a glance at 
Ken LU, the figure shows, its angle ofincidence a is equal 


tothe angle RPC = 90° — 5 If for this magnitude of the angle 


Ö o— 
7 or even less than m 


the former case the umbra will disappear, and in the latter the 
penumbra. The sphere will therefore appear, under certain cir- 
cumstances, uniformly illuminated from one margin to the other. 


This occurs if its refractive index = 1'5, © = 60°, and ö& < 22°; 


© " 8 > 94°. Globules of oil, 
spherical starch-grains, cylindrical hairs, &e., whose refractive 
index does not differ much from that just assumed, will therefore 
exhibit no marginal shadow with higher amplifications, while the 
lower-power objectives show it the more distinctly the smaller 
their angles of aperture. It would, of course, appear broadest 
when observed with the naked eye, since must then be regarded 
as infinitely small. 

If, when & remains constant, the angle ö varies, the distribution 
of the light is altered as follows :—If ö = 0), that is, if the ineident 
rays are parallel, the equations for the umbra and penumbra will 
be identical, i.e., the limits of both will coincide, or, what is equiva- 
lent, the penumbra vanishes. If ö gradually increases, the umbra 
will become narrower and the penumbra broader. The inner limit 
of the latter finally reaches the centre when ö = w, and then no 
part of the sphere will appear so bright as the field of view. If 
ö > o,the limiting line of the penumbra will again move out- 








SER 0) ö 3 
of incidence a — a < ‚then in 





whence a — a’ = 93°, and 
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wards, and similarly that of the umbra; and both will finally reach 
the upper surface of the sphere, depending on the magnitude of ©. 

If these theoretical deductions had to be somewhat modified 
by the inequality of the loss, which the differently-inclined rays 
undergo in consequence of the reflexion at the upper surface of 
the lens, as well as by the aberrations of the object and of the 
Microscope, yet the experiment teaches that the calculated limits 
between light and shadow for every combination of & and 8 will 
agree approximately with those observed. If, for instance, with 
the ordinary illumination, we observe through the body-tube (after 
the removal of the objective and eye-piece) a glass sphere or a 
cylindrical glass rod in the incident cone of light, the illuminated 
middle part will appear almost as a point or as a line, and the 
broad marginal shadow deep black. If, however, we hold the same 
objects against the open sky, that is, where ö is very large, they 
will appear bright from one margin to the other. 

The focal length f of a sphere or a cylinder is determined for 
parallel rays by the formula 

ia Nr 
= Im my’ 

where n’ and n° denote, respectively, the refractive indices of the 
sphere and the surrounding medium, and r is the radius of the 
sphere. If, for instance, n = 1'5 and n® = 1, then the distance 
of the focal point from the centre is 2 r; hence, if we adjust the 
Microscope to the corresponding level, the real image of more 
distant objects, from which direct licht reaches the object through 
the diaphragm, will be seen there. This is exhibited also by 
globules of oil and spherical starch-grains, as well as by eylindrical 
hairs, bast-cells, &c., with striking clearness by withdrawing the 
diaphragm some distance, or if the incident rays are otherwise 
rendered parallel. Under favourable eircumstances, it is even 
possible, from the known distance and size of the object, and the 
accurate measurement of the image, to determine to the second 
 decimal place the refractive index of the substancee. The formula 
to be applied in this case can easily be developed from the one Just 
found for the focal length,! and the known relation of the conjugate 


! The formula for the focal length needs, moreover, a slight correetion on 
account of the spherical aberration of the marginal rays. Our observations 


regarding the focal length of the air-bubble (vide note on p. 201) are applic- 
able here also, 
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foci (G + F = 7)» which are proportional to these magnitudes,. 
If M is the diameter of the diaphragm, p its distance from the 
object, and m the diameter of the image, and finally n° and n’ the 


refractive indices ; then we find 


2pm . ‚ 2pn 
m one 207, APPLOSImabehyAr Eee 


ee a 
where it is assumed in the latter formula that p is very large in 
comparison with r. 

In applying these formule to spheres with negative foci, the 


second term of the denominator must be taken positive Thus 
we should have 


a 2 pn 





a w. 


; and hence n? = (1 Sn 
2pm 


2p +—r 


ML 


3.—-HOLLOW SPHERES AND HOLLOW ÜYLINDERS. 


The following consideration is generally applicable to tubular 
cells, globules of oil, and nuclei with vacuoles, starch-grains with 
spherical cavities, &e. For the sake 
of brevity, we will limit our discussion 
to the case of hollow ceylinders. Of the 


microscopic image with an object of 
this kind, we have, (1) marginal rays 
which pass through the walls of the 
cylindrical tubes without reaching the 
lumen; (2) marginal rays which meet 
the inner surface of the cylinder very 
obliquely, and are there reflected ; 
(3) rays which enter the lumen, are 
reflected on the walls, and then after 
two refractions reach the objective; 
(4) rays which traverse the lumen in 
Fıe. 112. a direct line, and undergo in conse- 

quence a four-fold refraction. | 

The marginal rays, which are only refracted twice, behave 
exactly in the same way as in the solid eylinder. It here 





pencils of light, which influence the 
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depends not merely upon the angles of aperture ® and Ö, but 
also upon the thickness .of the walls, whether and how much 
they contribute to the illumination of the latter. If r is the 
short and A the long radius of the hollow cylinder, the thickness 
of the wall being therefore A — vr,and$ TZLXK (Fie. 112) is 
a limiting ray which forms a tangent to the inner wall after the 
first refraction, and if a and a’ are its angles of incidence and 





refraction, and n the refractive index; we get sina = r, sin 
. ’ 
n sin a ö nr 
A and consequently sina = R For the marginal 


rays the condition sin a > — will therefore in general hold good ; 
since, moreover, if they are to contribute to the illumination of the 
walls with medium focal adjustment, they must satisfy the general 


a 


ö ? RS 
equation a —a’ _ = ‚ they will be lost in the microscopic image 
nr 
As soon as > reaches a certain magnitude. They come into account 
therefore with the given refractive indices only with thicker walls. 


: :649 
If, for instance, n = rn (the refractive ratio between flint- 


glass and water), and ne = '8, we find a 2 81°, a’ = 53° 89, a—a’ 


is therefore nearly 28° at the mini- 
mum. The sum of the angles of 
apertture ® + 8 would therefore 
amount to approximately 4 x. 28 
— 112°, if the innermost rays only 
eontributed to the illumination of the 
cylinder-wall. I£ no other rays illumi- 
nated this cylinder-wall it would appear 
perfectly black even with a somewhat 
high amplification (ordinary illumina- 
tion being assumed). 

The marginal rays mentioned in 
(2), which at the inner surface of the 
walls are reflected to the outer walls, 
aud there undergo the second refrac- n 
tion, form somewhat above the centre age 


a virtual focus, which—as in the air-bubble—nearly coincides with 
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the point in which the line of direction of the ray passing through 
unrefracted cutsthe plane of adjustment drawn through the centre, 
To determine this point, let, $ 7 (Fig. 113) be a ray incident 
vertically from below, which is reflected at 7 and refracted for the 
second time in M ; further, let « and a’ be the angles of incidence 
and refraction, » the short and R the long radius; and let p 
=LMKHandn = LMHK: then the triangle U H K gives 
Vale) ls 
consequently 
sin p=sin (a— a’+n) =sin (a—a’) c0osn + cos (a-a’) sin n. 


In the triangle © 7 M we get the proportiin OM: CH = sinn: | 


h 5 OM . I: 
sin a ; andhencesinn = — sina = — sin a. Theaboveformula 


OH 
therefore passes into the form 


2 
sinp=sin(a — DV 1- Ce sin a) 
+ cos (a — a’) = sin a‘. 
By the help of this equation the direction of the emergent ray 
may be determined for any given angle of incidence. In the case 


where p = 90°, nis the complementary angle a — a‘. We get 
therefore 
; ; eh, 
cs(a —a)=sinn = Sina, 
and hence 
singe 
m er lm = on) 

From the last expression we find that with any angle of in- 
cidence a proportion between the radii may be imagined that will 
give to the emergent ray the direction of the incident one. Since, 
then, the line of direction of the ray emerging without deviation, 
and with it the virtual focus, moves the further inwards the smaller 
a is, it is not without practical interest to compare the position of 
the focus, which appears in the microscopic image as a bright line 
with the ratio between % and r, and to investigate the general 
relations which here exist. We have collected below a few values 
of r: R with the corresponding distances of the virtual focus from 
the centre (denoted by Z in the table), and have added the 
corresponding angles of incidence and refraction. The refractive 
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«AR R 
Es and Ras unity. The quantities F and 


» are therefore expressed in fractions of half the longer diameter. 


index is taken as 





a a’ r F 

20° 17244 -304 3420 
25° D2z6L -3768 4226 
30° 26° 26° 4460 500 
352 30° 43’ -D121 5735 
40° 34° 55’ 5746 6427 
45° Boll 6331 7070 
50° 43° 6872 7660 
55° 46° 50’ 7368 8191 
60° 50° 27’ 7801 8660 
65° 53° 48’ 822 9063 
70° 56° 48’ 8594 9397 
70% 59° 19’ "8933 9659 
80? 61° 16’ -9259 9848 





The virtual focus is therefore always further from the centre 
than the inner bounding surface of the cylinder-wall. Since then, 
as the caleulation shows, all rays, whose angles of incidence are 
with equal radiı somewhat larger or smaller than those above 
denoted, invariably appear to come from points which lie nearer to 
the periphery, it follows that the innermost part of the wall will 
fall for a breadth of # — r in the umbra, while the peripheral part 
receives (just as the margin outside the rings in the air-bubble) 
‘2 faint illumination, which is, however, intensified under the 
above conditions by the marginal rays as mentioned in (1). If 
the surrounding medium is water, and if ® and ö are taken toler- 
ably large, the resulting brightness will therefore in many cases 
equal that of the field of view, and thus the bright line will appear 
in the direction of the margin without definite limits, only slightly 
increasing the effect of light. 

The assumption, usually tacitly made in practice, that the 
lumen of a cylindrical cell reaches as far as the marginal shadow, 
is therefore, from what we have adduced, essentially incorrect. 
The error is the greater in proportion to the refractive power of the 
substance ; it is infinitesimal only when the object lies in a 
medium of approximately equal density. This, of course, holds 
‚good also for the cavities in Starch-grains, nuclei, globules of oil, 
 &c.—they all appear somewhat larger than they actually are. 





P 
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Since with thin walls the reflexion is more complete and in many 
cases total, the bright line becomes in this case also of greater 
intensity. It is most brilliant in glass tubes filled with air and 
immersed in water. 

The unequal refrangibility of the differently-culoured rays pro- 
duces here, as with the air-bubble, narrow coloured fringes on 
the brieht line, the outer fringe appearing blue and the inner one 
red, as is evident from the refractive indices. 

Another table may be serviceable here, exhibiting the influence 
of the refractive index n on the distance of the bright line for 
different values of r. The numbers have been partly determined 
by interpolation, but are accurate to three places of decimals. 
As unity we have taken the longer radius X, as above. 





Distance of the bright line from the Centre. 
Radius of the 


Hollow-space r. 15 er 
"= 1.3366 NZ gg nr 

2 5598 5236 5054 

6 6707 6284 6064 

{ 798 7329 7075 

8 8842 8366 8085 

9 9698 9378 9095 








We have, in the third place, to trace 
the rays which enter the hollow space 
and are reflected at the walls so that 
they reach the objective only after a 
four-fold refraction and a single re- 
flexion. This course of the rays in- 


of the air-bubble, the formation of a 
second bright line, which always cor- 
responds to the point in which the ray 
| emereing without deviation (if pro- 
a duced backwards) cuts the plane of 
adjustment. For the determination of 

; this point let us take the ray 8 7 

2 | (Fig. 114) incident vertically from 
eeelrz below, whose angles of incidence and 
refraction shall be designated by a and a’, as before. The angles, 





volves, as in the corresponding case 





NE DR 


u 


ni 
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’ 


which for the inner bounding surface of the wall are the angles of 
ineidence and refraction, we will denote by a” and a”, and the half- 
angle of deviation OPT byp. Thnp=LOKT-— (a-a)), or, 
since ÖC K Tis an exterior angle to the triangle UK J 


— (a Ko m) + 7, 1a — 9 a er ER 
[272 ! „ 
p=2a”"+a—-(a”+a), 
° [73 n 1? R ® Q 1770 = (2 
Eheresna = =sna= —=sın a, and sin a” = nsin a’= = 
j F Di ; 


sin a, n being the relative index of refraction of the substance of the 
eylinder. Asthe ray emerges without deviation we obtain the condi- 
tion2a”+a’—(a”+a)=90". If the surrounding as well as the 
encelosed medium is water, and the refractive index of the hollow 
en we obtain for the following ratios between r 
and A the values of a subjoined, and thence the distances 7 of the 
brieht line from the centre. 


cylinder 2 = 





En | F EL a’ a" F 
‘8 51° 48’ 44° 24' 61° 79° 13’ 7859 
8904 61° 30’ 51° 30’ 61° 30’ 80° 45’ 8788 





a, 
In the second series B 


sina” = sin a, and therefore a” = a. 


il 3 
was assumed zer) by which 


The comparison of the last column with the first shows that the 

values of F are somewhat smaller than those of r, or, in other 

words, that the inner brieht line falls in the hollow space. It is 
 evident that its distance from the wall will increase and decrease 
“with the refractive index; for since a”’ is not dependent upon n 
' then, if we bring the equation of condition to the form 

2a” — [a + (a”—-a’)]=90°, 

the expression within the square brackets will be smallerwh en n, 

Increases, because in that case a’ and a, and at the same time 

their differences, become smaller also. We must therefore assume 

a larger in this case to satisfy the equation ; and the brieht line 
18 moved further inwards. Similarly may be explained the move- 
ment outwards of the line when n decreases. These displacements 
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are, however, as calculation shows, so small that they may in 
general be neglected. We have tabulated below a few values of n 
and f! The assumed ratio of the radi sr = '8 R. 


Values ofn . 1:1231 1'2345 1'649 





Oomespongine values } ‚7859 .7799 7694 


of 


It the refractive index remains constant, while the ratio of the 
radıı ıs altered, the difference between r and F will increase until 
r becomes about 3 R, and afterwards becomes less again when 
r <3 R. But here also the changes are so slight that they may, 
in most cases, be disregarded. Forr = 8tor = '5 they scarcely 
reach '007. R. For comparison is also appended a table, in which 
the quantity r — F (the distance of the brieht line from the wall) 
is given for different values of r. We have taken the refractive 
indexn = 1'649. 





Val esto TE: ‘8 "6 iD | ‘4 | 2 
Fe -0306 0365 | 0372 | 0345 | -ozı1 








If the eylinder is filled with air and surrounded by water, the 
inner bright line takes almost the same position as in an air-bubble; 
it is brought only very slightly nearer the centre by the influence 
of the eylinder-wall. If, for instance, the absolute refractive index 
of the eylinder-wall = 14, and that of water = 13356; then we 
obtain for the distances 7, of the line from the centre, the values 
in the first series below, to which have been added, as a second 
series, the somewhat higher ones, obtained with equal value of r 


in the air-eylinder. The numerical relations are expressed m 


fractions of ZR, as before. 





Distance of the bright line from the Centre. 








ri} r='"7 r=5 
In the hollow eylinder . 5485 4792 "3415 
In the air cylinder . . ‘5501 48785 "3442 


Died oo on © 0022 0026 0027 











| 
. 
1 
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If the refractive index of the substance of the cylinder rises 
to 1'5, the bright line is moved somewhat further inwards. Its 
distance is reduced therefore to 5458 A, if r = '8 R; the difference 
zises in this case to ‘0054. The influence of the cylinder-wall 
upon the distances in question is therefore in all cases limited to 
the third decimal, as the preceding examples prove ; consequently 
the displacement of the line produced by it amounts to less than 
1 mic, when % is less than 100 mic., and may reasonably be 
neglected. In this case we can determine, from the position of 
the line in the enclosed air, the radius r of the lumen, and there- 
fore also the thickness of the wall (% — r). We therefore get, in 
accordance with what has preceded for the air-bubble, # = 68836. r, 
and consequently for the hollow cylinder, taking as mean dis- 
placement '00636 .v, # = '683.r, whence r = Fr = 1'464 F. 
The quantity Zis most accurately determined by direct measurement 
of 2 F, that is, of the distance of the bright lines on either side. 

The inner bright line lies nearer to the centre than any other 
point which is illuminated in the same way, precisely as the 
inner ring in the air-bubble. Consequently there appears within 
it (with reference to this particular path of rays only) a perfectly 
dark umbra, but further outwards a faintly Juminous penumbra. 
Under favourable circumstances other bright lines appear in the 
inner part of the penumbra, their origin being explained by 
repeated internal reflexions. R 

We have finally to consider 
the rays which penetrate the 
lumen without internal re- 
flexion, and which undergo, 
in consequence, only a four- 
fold refraction. It is clear 
from what has already been 
said, that they will illuminate 
the central portion of the 
hollow eylinder, but disappear 
towards the edges. The points 
where the penumbra begins, 
and where it passes into the 
umbra, alter their position in 
accordance with the magnitude Fis. 115, 
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of the angles of aperture ® and 8, the thickness of the wall, and the 
refractive power of the different media. For the determination 
of the latter by a formula which will be generally valid, the 
following consideration may be utilized. If the ray $ 7 
(Fig. 115), incident from below, were, as in the previous case, 
reflected at the inner wall, the angle of deviation of the ray 
amereing towards R’ would be given by the equation | 
2p=4a” +2a —- 2(a’ + a). 

As there is no reflexion, the path of the rays undergoes the 
same modification as if, in the above figure, the line U N’ and 
the reflected ray corresponding with it were turned, like the hand 
of a watch, round the point C, but to the left, till CN’ coincides 
with UN. If we mentally follow this movement it will be seen 
that the angle of deviation 2 p is increased by the angle NCON= 
180° — 2a”. Adding this value to the one above obtained, we 
get the angle of deviation 2 p for the ray which has been refracted 
four times, and hence 

p=M +a”+a-(a” + a). 
The direction of the emergent ray is determined from this for any 
given inclination of the ineident ray. If, therefore, the angles of 
aperture of the objective (w) and of the diaphragm (8) are given, 
the limits of the umbra and penumbra in the plane of adjustment 
can be caleulated. For the distances of these limiting lines from 

1-5 
13356 ’ 
obtain the values given in the following table :—— 

























the centre, f k = 1,n = o = 60°, and ö = 12°, we 





Limits of the Limits ofthe | 
v2 penumbra. umbra. | 

i 
«8 :862 947 
2) "557 57 





In reality the limits of the shadow always lie somewhat 
further inwards, if the above suppositions are approximately 
accurate, Itis evidently in consequence of this, that the inten- 
sity of the marginal rays, for which a”, for instance, may be 80° 
and upwards, is considerably weakened through the repeated 
reflexions at the refracting surface, and will therefore become nil 
for the observing eye before it should do so theoretically. Hence 
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it is intelligible that the inner bright line, even with tolerably 
hioh amplifications, will still fall in the marginal shadow of the 
hollow space. 

To demonstrate the action of the four different systems of rays, 
we have represented in Fig. 116 the distribution of light and 


1. Ye, 


NS 
N 





Fıs. 116. 


- shadow for each separate path of the rays where ?=2r. No.1 
shows the image of the twice-refracted rays which traverse the walls 
in a straight line; No. 2 represents the outer brieht lines which 
proceed from the rays which are twice refracted and once reflected 
at the inner surface of the wall; No. 3, the fine inner lines which 
correspond to the rays which have entered the cavity and been 
reflected once at the inner surface of the wall ; finally, No. 4 repre- 
sents the marginal shadow which the rays traversing the lumen, 
and consequently refracted four times, would of themselves pro- 
(luce. Since umbra and penumbra nearly coincide, we have through- 
out, for the sake of simplicity, drawn only the limiting lines of the 
umbra, and indicated for clearer determination the outer and inner 
walls of the cylinder and the axis CO C’ by lines through the figure. 

If we regard the hollow cylinder, without reference to the plane 
of adjustment, simply as a refracting apparatus, it acts upon the 
"iharginal rays, which do not enter the lumen, as a sphere of equal 
density ; but on the central rays, which traverse the hollow space, 
as a concave lens. It forms, however, real and virtual images of 
objects which are reflected in the mirror, both of which become 
appreciable to the eye as soon as the instrument is focused to a 
suitable level. The position of the real focus is, of COUTSE, approxi- 
mately the same as with the sphere ; that of the virtual focus may 
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be determined from the above formuls for the optical constants of 
the refracting media. If we denote the negative focal length 
reckoned from the axis of the cylinder by F, the absolute refractive 
index by n, and the radii as before, by R and r, we obtain, under 
the suppositions given below, the followin& values :— 

m. 100,8 








Medium. Values of when n=1°5. Values of # whenn = 16, 
In water... 3'314 R = 6'628. 2189 R = 4'378. r 
Inair . l’SBR=3.r 1'333 RB = 2°666 . r 


r='5 2 Filled with air, 
surrounded by 











water”. ae: ee lee 45 Ri kön 
ans In water sr 363 RB = 3:63.97 238.1 — 28387 
Inzaire.ı. ur SICHERE 148 R=148.r 





This table affords, of course, only a superficial criterion of the 
position of the focal point in hollow eylinders, and is intended to 
show, by means of examples, the influence which the ratio of the 
radii and the surrounding: media in general exercise upon the focal 
length. It is easily understood that if r is very small as compared 
with Z, the curvature of the outer surface of the cylinder may be 
neglected ; the optical effect is then approximately equivalent to 
that produced by a hollow space of equal radius in a homogeneous 
substance of the density of the eylinder, and with plane bounding 
surfaces above and below. Similarly, it is evident that if the ratio 
r: R approaches unity, the focal length will become greater, and at 
last infinite. The virtual image here remains microscopically ob- 
servable only up to a certain limit, with extremely small values 
of r and %, althougk still perceptible in tubes with somewhat thin 
walls. | 

If the focal lengths are determined for the above cases experi- 
mentally, by measuring the displacement of the body-tube with 
a second Microscope placed horizontally, we obtain throughout 
smaller values than those calculated, because the observed focal 
lengths, as was above (p. 201) stated, always refer to marginal 
rays only, which are inclined towards the axis more or less («.9., 
about 15° or 20°) according to the power and speciality of the 
objective. 

Since the image of a hollow eylinder, as well as every real or 
virtual image, may be regarded as a source of light, the focal 


- 
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adjustment to its plane will in every achromatic instrument give 
a colourless miceroscopie image ; a higher or lower adjustment, on 
the other hand, produeing :the well-known red and blue fringes. 
Consequently, small hollow spaces, which enclose a medium of less 
refractive power (as the-Jumina of bast-fibres, the nuclei of starch- 
grains, &c.), if viewed with a chromatically under-corrected 
Microscope, will appear colourless and bright with low adjustment, 
and reddish and finally dark with higher adjustment. The true 
mean focal adjustment to the centre of the hollow space lies, under 
all eireumstances, between these two extremes, and gives, therefore, 
if the dimensions are sufficiently small, a reddish image. 


IR 
OBJECTS OF IRREGULAR FORM. 


1.—MEMBRANES WITH SMALL DEPRESSIONS OR HOLESs. 


Ir is evident that small concave depressions or furrows, as 
represented in Fig. 117, will act as concave lenses, and will 
consequently give a virtual image of 

the diaphragm on a suitable lowering |? 
of the body-tubee And indeed this 
virtual image must appear as distinct to 
the naked eye as if viewed in the Microscope, notwithstanding its 
minuteness. As soon, however, as the form of the depression 
is essentially altered, if, for instance, it becomes prismatice or 
eylindrical, and hasa flat base, the image will be lost to the naked 
eye, while it remains perceptible in the Microscope by reason of 
the difference in the angle of aperture. We may prove this by 
spreading out a solution of common salt, sulphate of magnesia, &e., 
upon the object-slide, and allowing it to dry in the air. In certain 
places are formed large homogeneous lamell® or extended inerusta- 
tions, with an infinite number of small porous holes or depressions, 
eracks, furrows, &c., of the most different forms— which are some- 
times very beautiful on the addition of diluted alcohol. In most 
of them the image of the diaphragm, window-frame, &e,, appears 
with tolerable sharpness if we lower the focus slightly below the 
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medium plane of adjustment, and often as distinetly as with a 
somewhat flattened air-bubble. 

" The formation of these images is 
evident from Fig. 118. The edge of 
the aperture or depression causes on 
the one side a deviation of the rays 
emanating from a distant point 
(therefore incident nearly parallel) 
towards n, and on the other side a 
deviation by total reflexion towards 
m. Both the pencils, after their pas- 
sage through the object, appear to 
proceed from a small space o, in 
which they intersect when pro- 
duced backwards; they therefore 
form in o the virtual image of the 
distant source of light. If the latter 
is moved further to the right, its 

en Aue, image also moves in the same direc- 
tion, as obtains with virtual images. 

The formation of the image is not dependent upon the regu- 
larity of the refracting surfaces, as has been assumed in our 
figure. It is unimportant whether the refracted rays are exactly 
parallel, or whether they diverge or converge slightly, since the 
space in which their productions intersect becomes thereby some- 
what larger or smaller. It always remains so small that, com- 
pared with the deviations which the cover-glass produces, it may 
be neglected, and to the observing eye will appear as a point. 

Though the ineident pencils reach the eye through one edge 
only of the aperture—i.e., do not intersect if produced backwards 
—an indistinet image is seen precisely as with rays which pass 
through a minute aperture. It does not, however, in this case 
assume any definite position, but appears the greater the lower the 
focal adjustment. With favourable adjustment even those rays 
which traverse the aperture without refraction must contribute to 
the formation of this image. 

In whatever manner the image is formed, whether it appears 
more or less indistinet or sharply outlined, the focal adjustment to 
a higher or lower level will always produce phenomena similar 
to those observed in the virtual image of the air-bubble. On 
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raising the tube the central part will appear red, and the edge 
bluish, whilst lowering it below the virtual focus will produce the 
opposite arrangement of the colours, assuming in both cases that 
the objective is under-corrected. Since this is generally the case 
with Microscopes, minute pores, cracks, furrows, &c., will always 
appear reddish, if we focus the instrument to about their centre, 
and indeed more or less so according to the peculiarity of the 
instrument. The bluish fringe, too, though of very slight breadth, 
is in many cases perceptible. 


9,——-MEMBRANES BOUNDED BY ONE PLANE AND ONE UNDULATING 
SURFACH. 


The elevated portions of membranes of this kind (Fig. 119) 
evidently act as convex lenses, and their depressions as concave 
lenses.. The distribution of 7 
“ light and colour mustthere- 
fore in general be as follows: 
with the highest focal ad- 
justment (m n) to the real 
images of the projections, the latter will appear bright, and the 
depressions dark or reddish, according to the curvature; if we 
lower the tube, the projeetions will have a bluish tint, and the 
depressions will remain red, until we reach the plane (p g) of 
their virtual images. With still lower focal adjustment, the latter 
become bluish ; the reddish fringes, which they surround, then 
take the place of the elevations—blended in pairs—which now 
appear as the depressions did when the focal adjustment was 
higher. What colours will alternate with a given adjustment 
depends, of course, upon the curvature of the upper surface. 

If the elevations project very much, and rest upon a somewhat 
narrow base, in addition to the phenomenon just mentioned 
reflexion occurs, as observed in minute corpuscles, globules of 
mercury, &c., which we shall more fully discuss hereafter. This 
obtains, for instance, with many spiral and annular vessels, with 
branch-like erystalline films (which act in the same way as a 
thickening of the object-slide), the siliceous envelopes of diatoms, 
&c. In these objects it frequently oceurs that single fibres, even 
if quite isolated, appear reddish on lowering the focal adjustment. 


Ve R. 
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The optical action of elevations and depressions remains ap- 
proximately the same in the Microscope, if the undulating form of 
the bounding surface passes into acute 
serrations (Fig. 120) ; for edges projecting 
outwards always produce real images, and 
those indented virtual ones. . Such forms 
seldom occur in vegetable organisms ; they are more often observed 
in erystalline films, e.g., in those chains of (imperfect) erystals of 
common salt, resembling the plan of a fortress. 









































Fıs. 120. 








. 3 —MEMBRANES BOUNDED BY PARALLEL UNDULATED SURFACES. 


A wave-like membrane, as represented in section in Fig. 121, 
may be divided into groove-shaped portions of hollow cylinders 
er which turn their convex and con- 
<S  cave sides upwards alternately- 
7—d This division is exhibited in the 
ne “ figure by straight lines, which 
unite the centres of eurvature, as 
well as by different shading of the portions of the membrane. 
Since the hollow cylinder acts optically as a concave lens, such 
portions also act dispersively upon the ineident lieht. The two 
prineipal points coincide with the centre of curvature, if the 
surrounding medium is air, but become separated, and at the same 
time approach the refracting surfaces, if the surrounding medium is 
water or other liquid. In regard to this point and the magnitude 
of the focal lengths, the following table exhibits a few examples 
which have been caleulated. By e and e’are denoted the distances 
of the prineipal points from the centres of curvature, by & the 
focal length, by r the radıus of the stronger curvature, and by 2 
the absolute refractive index. The radius of the lesser curvature 
(R) is taken as standard of unity, and the surrounding medium 
water with the index #. 
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ELEVATIONS AND DEPRESSIONS, ETC. DEM 


The principal planes of the groove-shaped portions of the mem- 
brane, from which the virtual images are at equal distances, do not 
therefore lie in the same level. For instance, under the relations 
represented in Fig. 121 for the grooves concave upwards, they 
coincide with the line « b, and for those alternating with them with 
cd. The virtual images themselves lie therefore alternately higher 
and lower, and since they act as microscopically small sources of 
light, the different colours which are observed with hicher and 
lower focal adjustment may hence be explained. As an example, if 
the instrument is focused to a plane that lies hieher than the 
lower, and lower than the upper virtual images, the latter will 
appear bluish, the former reddish. 


4.— AÄLTERNATE SOLID AND AQUEOUS LAYERS. 


Aqueous layers which alternate with solid ones, when viewed 
vertically, act as attenuated places or crevices in a homogeneous 
substance. Equivalent effects are obtained if the ratios of re- 
fraction between the solid and the aqueous layers are the same as 
between the homogeneous substance and the fluid oceupying the 
crevices. The mieroscopie image exhibits, therefore, Just as with 
fibrous thickenings, alternately bluish and reddish lines, corre- 
sponding to the virtual and real images of the portions which are 
not exactly in the plane of adjustment. The difference in brieht- 
ness, which is produced by alteration of the object-distance at 
definite image-points, as well as the intensity of the shadows, 
offer to the practised eye important data for estimating approxi- 
mately the differences in density. To distinguish without further 
investigation, when in a given case actual crevices or merely 
aqueous layers are present, is theoretically impossible. 


5.—ELEVATIONS AND DEPRESSIONS AS OPPOSED TO DENSE AND 
LOooSE LAYERS. 


Since elevations, as already pointed out, act optically ex 
as corresponding thiekenings of the subst 
question, whether fine markings (such 
cell-membranes, &c.) are due to the 


actly 
ance, the solution of the 
as occur in diatoms, striated 
differences of density or of 
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form, is not possible by mere examination of the objects in water, 
In most cases, however, means are available which answer our 
purpose. If we place the object in a medium that refracts the 
light more strongly than the densest parts of the objeect—for 
instance, sulphide of carbon—the marking will remain essentially 
unaltered' if it is caused by differences of density; on the other 
hand, if the cause lies in the unevenness of the surface the 
marking changes its character, so that the light and shadow are 
reversed, as in a photographie negative. The pores of a membrane 
then appear like papillary elevations, fibrous thiekenings, or 
crevices, and are reversed ; we might regard the whole image also 
as a negative, 

The explanation of these phenomena is evident. If the object 
is bounded by plane surfaces, so is also the surrounding sulphide 
of carbon. The latter therefore acts just as a plate of glass of 
corresponding thickness—it raises the object points without altering 
their images. If there are, on the other hand, depressions or 
elevations on the upper or lower surface of the object, at the surface 
of contact of the surrounding medium the opposite relief occurs, 
and since this latter is denser it will determine the distribution of 
light in the mieroscopice image. The object itself acts optically as 
a cavity of similar shape in a refracting substance. 

In experimenting with this process, we must not of course allow 
the object to dry. The loose and dense layers must be saturated 
with water, otherwise the latter will project outwards, in con- 
sequence of the greater loss in the aqueous portions, and hence 
interfere with the optical action. In a perfectly dry state no 
divisions into separate layers will appear. 


6.— VISION THROUGH STEREOSCOPIG BINOCULAR MICROSCOPES. 


The remarkable illusion which stereoscopice contrivances of all 
kinds produce, is in general a purely psychological phenomenon 
which we need not discuss. We confine ourselves to the physical 
question, how the two images which the binocular Microscope 
presents to the eyes are to be distinguished from one another; 
whether their mutual relations with reference to the distribution 
of lieht and shadow are similar to those which obtain in 
stereoscopie photographs. If this is really the case, the perception 
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may be classed with other known phenomena, and we may leave 
to Physiology any further consideration of the point. 

If we recall once more the dioptrie and the catoptrie division of 
the pencils of rays (ef. Figs. 14—16), it is evident that one eye 
receives an image which is formed by the right half of the objective, 
whilst the other eye receives an image formed by the left half of the 
objective. The image-forming halves of the objective always lie, 
with the dioptrie method, on the same side of the median plane as 
the observing eye, and with the catoptrie method, under certain 
eircumstances, on the opposite side—for instance, if the equilateral 
prisms of Nachet are employed. The impression which the fusion 
of the two images renders perceptible will of course differ according 
to the method of division of the pencils. The dissimilarity of the 
images formed by the right and left halves of the objective may be 
determined by caleulation, or it may be observed experimentally by 
successively covering up the halves of the objective. Viewing, for 
instance, a spherical starch-grain, or a minute globule of oil, the 
marginal shadow, which by direct (axial) illumination appears in 
the usual image equally broad, will preponderate by covering up one 
half of the objective on the corresponding side, so that the spot of 
light in the image lies on the same side of the median plane as the 
effective part of the objective.e The same phenomenon will oceur 
in general with every other object which acts as a convex lens. 
On the other hand, if the object is an air-bubble, or a cavity, or if 
it acts as a concave lens, the spot of licht 
moves under the same suppositions to the side 
also, but in an opposite direction. The two 4 
images which the binocular Mieroscope forms, 
exhibit a distribution of licht and shadow as 
represented in A and B (Fig. 122). The 
presentation of the one or the other image to 
the right eye or to the left, depends, with a 
given object, upon the optical arrangement by 
which the division of the pencils is effected. 2 
The grouping of A and B to the right or to the 
left elearly produces, however, the stereoscopic 
‚effect.! De 

We may have a combination which represents elevations and 


! We mustnot forget here that a half reversal by a single reflexion produces 
-the same effect as the changing of the images, 








Fıs. 122 
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depressions as such, for instance, the binoeular stereoscopie 
Microscopes of Nachet, but those binoculars in which the images 
“are seen in reversed order (5 A instead of A B) will produce the 
opposite impression—exhibiting therefore the elevations as depres- 
sions, and conversely. This pseudoscopic appearance was indeed, as 
Harting reminds us, observedin 1853 both by Riddell in his catoptric, 
as wellas by Wenham in his dioptrie binocular Microscope.! The 
conditions which produce the pseudoscopie effect, as well as the 
means for its elimination, have now become generally known ; 
many objects are, however, wholly unadapted for binocular observa- 
tions, since they produce under all eircumstances bizarre images. 
Among the contrivanceg by which the true stereoscopie image can 
be changed to a pseudoscopic one as desired, that devised by Nachet 
is simple and convenient. Nachet has, for 
several years, made stereoscopie Microscopes 
with a movable prism, mounted so that the 
chaneing of the images is effected by a sliding 
motion. The prism is constructed as shown in 
Fig. 123, and is placed over the objective, so 
that the horizontal projection of the oblique 
surface ? (45° to the horizon) covers half the 
aperture. According as the oblique face of the 
prism is adjusted to reflect one or the other 
half of the image pencils, the same eye will see 
Eıc. 103, the image formed by the right or the left half 
of the objectivee By the movement of the 
prism the stereoscopie effect is altered (supposing the object is 
adapted for observations of this kind), and what in the one 
case appeared as an elevation, is represented in the other as a 
depression.” This arrangement is specially recommended for the 
production of stereoscopic photomicrographs, because it is possible 
to employ one and the same tube, without alteration of adjustment, 
for the reception of the two images. 
ı Harting: “Das Mikroskop,” 1st ed. pp. 195 and 775; 2nd ed. i. p. 199, 
ii. p. 240. 
2 Numerous examples of this are supplied by Valentin: “Archiv für 
mikr, Anat.” vi. (1870) p. 581. They belong, however, rather to the theory 
of the stereoscope than to the theory of mieroscopie observation. The “great 


future” which Valentin prophesies for the binocular Mieroscope, especially 
for the more accurate examination of erystals, we have not at present much 


faith in. 
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'o what extent the depth of the field of view modifies th@ 
stereoscopie effect we leave undecided. Without comparative 
observations of objects with or without depth (2.9. photographs on 
glass, &e.) nothing decisive can be said on this point. In 
Harting’s first edition it was stated that this factor 15 of special 
importance in stereoscopie observation, which we considered quite 
erroneous, In the second edition, however, he merely states that 
“in forming a judement on the performances of the binoeular 
Mieroscope ” the deptli of the field of view also comes into account 
(loe. eit.i.p. 213). It is not however proved, but merely indicated, 
that the field of view possesses a certain depth, which no one 
has doubted. So much is at any rate certain, tliat the influence 
in question is of slieht importance, and in no case necessary 
for supplementing the stereoscopic effect. For as in ordinary 
stereoscopes two plane pietures are combined to form one stereo- 
scopie image, the images of the binocular Microscope would also 
produce the impression of solidity, even if the depth of the field 
of view were nil.! 

That the differences in the distribution of light and shadow 
determine the stereoscopic effect is proved also by the above. 
mentioned photo-mierographie process, but especially by the use ot 
the so-called stereoscopie “see-saw.” Imstead of bringing into 
action the risht and left halves of the objective successively, in 
order to observe the object equally from different points of view, 
the objeet-carrier is tilted to the right and left, so that the 
object appears to be seen under a different angle The shifting is 
effected between the two operations, and without alteration of the 
focal adjustment.? The angle through which it is turned amounts 
with low amplifications to 12°, with medium to about 7° or 8°, and 


Er high powers (e.g. with Nachet’s No. 5 objective) to about 
or 5°. 


‘ Helmholtz (“Handb. der Physiolog. Optik,” p. 682) also explains the 
origin of the stereoscopic effect by the position of the dispersion eireles which 
the points of the object situated in front of or behind the plane of adjustment 
produce, according to which, therefore, a certain depth of the field of view 
would be an important condition. But Helmholtz entirely disregards the fact 
that the images formed by the two halves of the objective are actually 
different even without the supposed dispersion eireles, and would therefore of 
their own accord produce a stereoscopie effect. 

2 CH. on this point Benecke: “Die Photographie als Hülfsmittel mikro- 
skopischer Forschung.” Braunschweig, 1868, 


Q 
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„ Finally, we will refer to a point which we think has hitherto been 
overlooked. Elevations and depressions may be always replaced 
in transmitted light by differences of density, which produce exactly 
similar optical effects. If we suppose a membrane of equal 
thickness throughout, but with dense and loose parts, the former 
ınust appear convex and tlıe latter concave, in the stereoscopie 
image, and consequently, produce an illusive impression on the 
mind in the endeavour to combine them. Hence we consider it 
in all cases preferable to conduct scientific researches with the 
ordinary monocular Microscope. | 


00% 
INTERFERENCE PHENOMENA. 
A. In the Microscope. 


1.—DELINEATION OF THE FINE STRUCTURE OF OÖBJECTS BY 
INTERFERENCE. 


ACCORDING to the researches of Abbe,! which we have already 
several times referred to, the microscopic image of the object is 
formed by the superposition of Zwo images, of which the one 
contains more especially the contours, and is generated in the 
usual dioptric method ; while the other reproduces the fine details 
of structure, and is due to the peneils deflected in the object and 
which änterfere in the Microscope We have now to explain the 
orisin of this interference image and to establish the conditions 
which influence the power of distinguishing fine details in the 
object. 

The theory of diffraction shows, as is well known, a character- 
istice ehange which light undergoes in its passage through objects 
composed of fine structural details. In general terms the change 
consists in this, viz,, that every incident parallel pencil of rays 
is resolved into a divergent group of rays with large angular 
extension, in which a regular increase and deerease of intensity 
is apparent as a necessary consequence of the difference of phase. 


I « Archiv für mikr. Anat.” Bd. ix. p. 4153. 


} 
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If A B (Fig. 124) is an object with alternately ae nee 
opaque strie, the figure representing a transparent part « b and the 
adjoining opaque parts Aa and b B; 2% 
then, of the rays ineident at right 
angles on the left side, part only con- 
tinue in the same straight line after 
their passage through « b, another part 
being defleeted and forming divergent 
luminous peneils which completely 
occupy a given angular space. ‚In the 
figure one of these pencils is repre- 
sented with a deviation of 30° to the Te 
direction of the ineident rays. Assum- 
ing now the breadth of the transparent portion ab = 1 mie, and 
the wave-length of the incident light (considered to be homo- 
geneous) = ‘5 mic., then we get for the quantity « 2 the proportion 

ad —Ssalr En: 


. ° 
sin 30 ‚ab = 5 mic. = 1 wave-lensth. 








therefore ai = 


If we divide the deflected pencil into two equal portions, by 
drawing from the middle of the aperture a line parallel to the two 
marginal lines, it is at once evident that 'every ray of the one half, 
as compared with the corresponding ray of the other half, will 
appear to be displaced by half a wave-length. The combined 

action therefore of the 

% e e' ‚f’ two halves must neces- 

sarily produce dark- 
ness, if the rays are all 
united by appropriate 
refractions. If, for ex- 
ample, we adjust the 
objective of a Micro- 
scope toa given object, 
a dark line will ne- 
cessarily appear in the 
focal plane where the 
rays of the deflected 
pencil unite. Itisthe 
first dark line which appears by the side of the bright line which 
the ineident rays produce in the focus of the objective Let fe, 





Fic. 125. 
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e f' (Fig. 125) be the principal focal planes of the objective 
(through want of space the focal lengths are represented much too 
short in proportion to the aperture « 5b); then, as the construction 
shows, the dark line will appear at q, and the bright line at ». 
Similarly, rays deflected towards the opposite side will form a dark 
line at Y. The distance pg = pg is given in the figure by the 
trigonometrical tangent of the angle a = 30°, drawn to a radius 
equal to the focal lensth; with a focal leneth say of 3 mm., this 


tan 30° : 
would be = ——% 3 = 17732 mm. In reality, however, 
er 





these distances are proportional to the sine of the angle of deflexion, 
as has been shown by Abbe (see page 25). 

If we increase the width of the opening « b from 1 mie. to 
1:5 mie.,then, ewteris paribus, aü = "75 mic. = 3 half wave-lensthhs. 
The deflected peneils may therefore be divided into three parts 
whose marginal rays will be displaced by half a wave-length. 
Each pair will therefore annul each other, as in the preceding 
case; the third ray, however, will remain unaffeeted, and will 
produce at y a bright line instead of a dark one. This line is the 
first brieht line which in the diffraction image follows the focal 
line of the direct rays. Between this line and the point g the 
dark line already mentioned appears, for which a? is equal to a 
whole wave-length ; for, obviously, a smaller inclination of the de- 
tlected rays corresponds to this value for the supposed larger aper- 
wave-length 1 
ab ws) 
The change just mentioned takes place, of course, on the other 
side of the optie axis; a bright line appears at g, and a dark 
one between p and q. 

If the angle of aperture of the objeetive is large enough to 


from which « = 19° 28. 








ture. We get sin a= 


a) 
admit other pencils, for which «i = — wave-lengths, then another 


2 

. . Ss ° x [2 . 
bright line will appear below g (and, similarly, above 9’), which 
again will be separated from the preceding ones by a dark one. 
5 wave-length 5 





For this new line we get sina = a; = 7; conse- 
quently, « = 56° 26‘, which supposes an angle of aperture 2 a 


— 112° 5%. Any further deflected peneils cannot be admitted 


under the given conditions.! 
ı[£ A represents the wave-length, and d the width of the opening, then the 
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If, instead of a single transparent opening, several come into ac- 
tion, the effect is merely intensified, since all the diftraction pencils, 
which are inclined to the same extent, necessarily intersect in the 
same point q of the focal plane, and consequently add to the effect. 
There would now be an end to the question if we could assume 
that these peneils did not give rise to any new interferences. 
In reality, however, this is not the case. The diffraction pencils 
proceeding from adjacent parts are by no means without influence 
upon one another. For, in addition to the above-mentioned diffrac- 
tion lines, new lines are formed in the focal plane which originate 
through the interference of adjacent pencils. 'T'he detailed expla- 
nation of the phenomena appertaining to this question, especially 
for any given number of openings, would lead us too far. We 
must, therefore, refer to the text-books 
of Physics,! or to the detailed exposition 
of Schwerd,? and must confine ourselves 
here to a brief statement of the facts'in 
er BR. question. 

| 9 If the transparent openings are nu- 

= Ä U merous, and their distances, measured from 
centre to centre, = d, tlıen the peneils of 
deflected rays give maxima of brightness 

for all inclinations at which the difference 

N of path «ac (Fig. 126) is equal to one wave- 
Fıe. 126. lensth, or to a multiple of a wave-lensth. 
The bright interference lines (spectra of 


the second order) will therefore appear in those points for which 
a een NG 
Fe ae 


where X again denotes the wave-length and a the angle of deflexion. 





deflected rays which proceed from a single opening will yield driyAtinterference 
lines for the angles of inclination, whose sines are 5 x; 3 x . 3 \ x : 
5 I , h . “ . . 
These sines are, therefore, in the ratio of the odd numbers 3, 5, 7, 9, &e. 
" Vide Wüllners’s “ Lehrb. der Physik,” 2nd ed. In the first edition this 
matter 1s erroneously explained.. Pide also Verdet’s “ Lesons d’Optique 
Physique,” 2 vols. Paris —an excellent work. 


®Schwerd’s “Die Beugungserscheinungen.” Mannheim i 
g { 1835, —speciall 
ss 148 and 195, where this is illustrated by egrana. ö Zi z 
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When the wave-lengthA‘ = 5 mic., caleulation gives the following 
as the relative values of a and d :— 











V aluen.ch din Sin a, when A — ‘5 mic. Values of the aperture a. 
‘5 1 90° 
1:0 il 30°, 90° 
1:5 19° 287, 41° 46/, 90° 
2:0 en 14° 30’, 30°, 48° 35’, 90° 
3:0 el 9° 35’, 19° 28”, 30°, 41° 46”. 56°26’, 90° 
5:0 es [5° aa) 11° 327) 17° 277, 93° 351, 30°. . 
10:0 a nen En F  - - | 2° 52', 5° 44’, 8° 38°, 11° 32°, 14° 30°. . 








If &=X,a will, under all circumstances, = 90°. Hence we find 
that no objectives can, with direct (axial) illumination, take up even 
the first image-forming diffraction pencil, if the distances of the 
openings are less than 1 wave-length = °5 mic. 

The relations are different when 
the incident rays are oblique to the 
axis (Fig. 127). DBesides the dif- 
ference of phase b n of the deflected 
rays, we have also that of the in- 
ceident rays m b. If, then, a is the 
angle of inclination of the deflected 
and ö that of the incident rays, 
the difference of phase in the 


j s sina + sin ö 
section a nis equal t0 ————— 





ab E 
The resulting effects can easily be 
deduced from this. We willconfine Fıc. 127. 


ourselves to the case where a = 8, 

therefore sin a + sin ö = 2 sin a, and will consider the first 
diffraction pencil only. The condition above established for the 
bright lines with any number of openings, according to which 


N 2X 3X N 2X 3X 

Re Tage becomes 2 sina = N 
; ? : i NE 

from which sin a for the first brieht line = 54 (instead of as 


above 2). By suitable oblique illumination it is possible, by 


means of the corresponding diffraetion pencils, to bring still further 
lines into view, whose distance is only half that which is the limit 
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of resolution with direct (axial) light. Forthe extreme cases, where 
a and dare each equal to 90° and where 2 = 1, tie minimum dis- 
tance d is equal to half a wave-length. 

For the further consideration of the effects of diffraction the 
results which we have above obtained may be conveniently ex- 
pressed in a somewhat different form. We have hitherto assumed 
the ineident peneils to consist of parallel rays. We will still 
retain this condition, only diminishing as much as possible the 
effective source of light, by means of a small diaphragın. The 
direct (axial) rays will then produce in the focus of the objective a 
dioptrie image of the source of lieht, that is, of the small dia- 
phraem, which may be seen in the body-tube after removing tlıe 
eye-piece. But the deflected rays, which make with the optie 
axis the angle a, will also produce in g and g (Fig. 125), as well 
as in every other point where interference produces light, similar 
images, which, by homogeneous light, agree in form and size with 
those produced direct. Any object moved between the mirror and 
the diaphragm is clearly seen in these interference images. In white 
light the effeet is indeed so far essentially different, that the 
diffraction images will appear coloured, because, as is well known, 
the maxima of brightness are dependent upon the wave-length. 
A circular diaphragm, therefore, appears in the diffraction image, 
which is formed in the focal plane of the objective, to be drawn 
out radially, red outwards and blue within. We mention this 
complication incidentally, since it is apparent with the usual 
illumination. We will confine ourselves to the case of homo- 
geneous light, assuming the ineident rays to be strietly parallel, 
although the diffraction images are distinetly perceptible with 
ordinary (e., not parallel) illumination. 

For the demonstration of the diffraction phenomena simple 
lined objects, such as the small scales of Zepisma saccharinum, are 
the most suitable. The Microscope should be focused on one of 
the scales, and a small diaphragm used ; the eye-piece is then 
removed, and the effect observed in the upper focal plane of the 
objective The direct image of the diaphragm appears symmetrical, 
and on either side are seen the coloured diffraction images at right 
angles to the markings of the object. If the angle of aperture of 
the objective = 60°, the larger scales will exhibit several pairs of 
diffraction images; tie smaller ones, however, are so finely striated, 
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that only the two nearest will fall within the aperture of the 
objective. 

We now come to our proper task, viz., to establish the effect 
which these diffraction phenomena produce in the plane of the 
real image. This may be most simply done, if we consider the 
aperture-images in the upper focal plane, the direct one as well 
as those due to interference, as so many (secondary) sources of 
lisht, whose rays interfere, as in Fresnel’s experiment with the 
mirror. For, since these sources of light are point for point the 
optical images of the same primary source of licht, there is no 
difference of phase between them. 

In Fie. 128, let A B be the optie axis, « the direct image of. 
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Fısc. 128. 


the diaphragm, and «’ the nearest diffraction image. From cor- 
responding points in these two sources of light (eg. from the 
centre) let an are of a circle be drawn through 3 (where we 
suppose the plan of the real image), aud a second one parallel to 
the former at a distance of a wave-length; then the point of 
intersection P will be the point where the first bright ciffraction 
line will be found ; for « P is evidently an entire ware-length 
greater than « P, and therefore the interference reathes the 
maximum of brightness. In order to determine the distance ? 2, 
we may regard the two intersecting arcs as straight lines, of which 
one is at right angles to « B, and the other to « 2. Uonsequently, 
the small triangle, whose vertex is in P, and whose base is equal 
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. . ’ . R [4 
to a whole wave-length (=X), is similar to the triangle « a’ B, and 


therefore BP:x=aB:ad«,; 
GEBEN 
whence B P=— 7: 


But a B is equal to the posterior focal length p* less the focal 
‚f, that is, p*—f. Similarly, the distance @ d’, between the cor- 
responding points of the aperture-images, is obtained by means of 
sin a .f, as above explained. Since, then, for the first diffraction 


pencil sina = 2, if d denotes the distance of the lines in tlıe 


object, this formula becomes 


ee 
re ME MEN. 
x Ji 
Fa 
ER ne ER 
‘oT, SINCE me equals the magnifying power m, BP= mJ, 


that is, the distance between the interference lines in the real 
objeetive-image is m-times the distance of the bright lines in the 
object. This implies that the number of interference lines agrees 
with those of the stri&. 

The same action produces, of course, the diffraction image 
formed at «”, if it is combined with the direct one. On the other 
hand, if the direct image be stopped off, and the two diffraetion 
images allowed to interfere (in the dark field of view), the de- 
nominator « « in the above formula will be doubled, and the 
distance of the lines therefore reduced to half. Similarly, by 
means of suitable stops, a reduction of 4, 4, &e., of the actual 
distances may be effected so far as additional diffraction images 
come into play. The strie will therefore appear in this case 
three or four times as fine as they would be in an image true to 
nature. In general, there is no difficulty in determining before- 
hand the effect of interference, as soon as the number and position 
of the diffraction images in the focal plane of the objective are 
known. 

The method of stopping off the aperture-images in the upper 
focal plane of the objective, the use of which for the study of 
diffraetion phenomena cannot be too much insisted upon, furnishes 
unquestionable evidence of the production of the structure-image 
through interference. As soon as the aperture-images due to 
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diffraetion are stopped off in such a manner that the direct image 
alone is perceptible on looking down the tube, the microscopie 
image of the object will appear to be entirely blank,—all fine 
markings have disappeared precisely as thoush the instrument had 
suddenly lost its whole optical power. If one of the diffraction 
images be now brought into action as a second source of light, 
the markings will immediately appear at richt angles to the 
line of union of the two effective sources of licht, whilst they 
remain as invisible as before in directions parallel to the line of 
union. If we view Pleurosigma attenuatum, for instance, with an 
objeetive of about 3 mm. focal length and about 90° aperture, 
there will be seen in the upper focal plane, outside the direct 
aperture-image, four others due ‘to diffraction, of which each 
two diamelrically opposed images correspond to a single system 
of strie. According as the one or the other pair is stopped off, 
the transverse or longitudinal stri® will disappear in the image; 
and if all four are stopped off, absolutely nothing is seen of the 
strie. 

For the sake of simplieity we have throughout regarded the light 
as homogeneous, and have taken the wave-length at 5 mie. Asa 
rule, the differently-coloured rays act together, and since the dis- 
tances of the lines in the diffraction image above the objective are 
proportional to the wave-lengths, the differently-coloured images 
appear displaced laterally, and forın a true spectrum in which with 
favourable illumination separate Fraunhofer’s lines are apparent. 
Since all the diffraction penecils, which proceed from the same 
surface-element of the object, nevertheless—so far as the spherical 
and chromatie aberrations can be disregarded—intersect in the same 
point, they produce at that point a colourless, and at the same time 
suffieiently sharp, interference image. The limit of diserimination 
may therefore in general be determined, because all the colours 
take part in the production of the image that agree with the rays 
of mean refrangibility, whose wave-lengths are actually about 
-5 mic. It may, however, oceur in certain cases that rays of greater 
refrangibility (e.g. green or blue) are the determining ones; and in 
photo-mierography, as is well known, wave-lengths come into: 
action which produce no visible effect on the naked eye. It would 
therefore not be without interest to tabulate the wave-lengths of 
the different rays, and the limits of diserimination deduced from 
them. As above shown, the values of the limits in question 
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correspond to half a wave-length, with illumination which we 
assumed to be as oblique as possible. 


Wave-length ir Mic. Limit ef Discrimination in Mic. 
Red "68 34 
Yellow 58 29 
Green 52 26 
Blue ‘43 22 
Violet 39 20 
Line M 37 19 
Line N 36 18 


The figures given for the lines M and N are taken from the paper 
of Draper.! The so-called chemical rays therefore approximately 
coineide with the most refrangible rays. In photography, con- 
sequently, the conditions are about the same as would be given by 
direct vision through the Microscope by a structure coarser in the 
proportion of 2 to 8. 

The proof that the delineation of fine structures is not brought 
about dioptrically, but through the interference of diffracted rays, 
is of great import as regards the interpretation of the mieroscopic 
image. For while a dioptrie image, as produced by homofocal 
peneils of rays, is point for point similar to the object situated in 
the plane of adjustment, and admits therefore of a wholly reliable 
conclusion as to the composition of the object, if a correct stereo- 
metric interpretation is made of what is seen on the surface, the 
interference images produced by the process of diffraction have no. 
constant relation to the nature of the corresponding object. For: 
instance, rows of points produce the same image as actual lines, and 
where two such series of lines intersect at rieht angles two further 
lines appear in the interferenece image in the direction of the 
diagonals. Lines which lie in the same level are often rendered 
visible or invisible by varying the adjustment. It may occur 
that a simple series of lines is delineated as of doubled or trebled 
fineness. AII these phenomena may at once be placed upon a 
theoretical basis; they belong to the known class of diffraction 
phenomena produced by gratings, which are treated of in every 
text-book of Physies. This implies that the structural indications. 
of the composition of tlıe object, as formed in the mIcroscopic 
image, occasionally conform to the original; as a rule, however, 
they do not so conform. It is clear, under these circumstances, that 


! Poggendorff’s *“ Annalen,” Bd. cli. (1874), p. 337. 
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every attempt to discover the structure of finely organized objects 
— as, for instance, diatom-valves—by the mere observation of their 
microscopic images, must be characterized as wholly mistaken. 





&® Norr.—In the above the deviation of the rays caused by fine structures 
was regarded in the usual way as diffraction, as Abbe also assumes. Never- 
theless, it is worthy of mention that a membrane consisting of a substance 
throughout homogeneous—that is, equally transparent in every part—if it also 
has fine striated thiekenings, will exhibit the same interference images as a 
real grating, although in such a membrane refraction only and not interference 
of the rays takes place. The like holds good for the striations which appear in 
:adjacent aqueous particles of various size. Every part projecting outwards, or 
optically denser, acts as a cylindrical lens; it forms a real image of the source 
of light, which acts as a self-lJuminous line in front of the objective. Such 
‚objects are prineipally met with in diatoms, scales of butterflies, cell-mem- 
branes, &e. 


3. —-REFLEXION OF LIGHT BY SMALL SPHERES, GRANULES, FINE 
THREADS, &C., AND THE INTERFERENCE PHENOMENA THEREBY 
PRODUCED, 


If « b (Fig, 129) is a small mercury-globule, say 20 mic. in dia- 
meter, by medium focal adjustment, if we disregard the reflexion 
‚of the objective, it will appear as a black disc encircled by a distinet 
bright ring—the so-called “ diffraction ring.” This is due to the 
rays which are reflected at the margins of the sphere; these 
mareins may therefore be regarded as Juminous points. Expressed: 
more accurately, the bright line is the virtual image of the 
diaphragm, which is formed by the zone of the sphere passing 
through the points « and db. An object erossing the ineident cone 
of light (a window-frame, pencil, &e.) is represented in this reflected 
image as a dark line, which forms a shorter or longer arc on two 
opposite sides of the eircumference. 

Itis evident that if the Microscope is focused to the reflecting 
margin ofthe mercury-globule, it will appear in the objective-image 
as a bright border, since all rays, which eontribute to the formation 
of the image, emerge from points of the plane of adjustment. 
The result is different if the Mieroscope is focused to a lower or 
higher level. The same phenomena will therefore appear, with 
regard to the luminous edge of the sphere, as those produced by the 
approximation or withdrawal of a source of lisht of small extent. 
But in the case we are considering there is added the special 
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limitation, that the peneils emerging from the source of light, as a 
glance at the figure shows, always pass through the corresponding 
marginal portion only of the objective, so that, for a point b of the 
marein of the sphere, situated to the rieht, the left half of the 
objective is ineffective. Under these conditions an elevation of 
the luminous point d will act as a displacement of it towards the 
left, &.e. the inclination of the pencil reaching the objective, or of 
| its axis, is increased by the 
elevation, but that of the 
refracted one diminished 
(Fig. 130). The image-point 
b’ therefore moves to the 
right, and for the like reason 
« moves just as much to the 
left. The image of the 
luminous margin therefore 
becomes successively smaller ; 
the bright ring contracts more 
and more, until at lensth, if 
tlıe elevation is continued, it 
will appear only as a luminous 
point occupying the middle 
of the dark shadow-image of 
the sphere. It is assumed 
that the image-points a’ and 
V, notwitlistanding this dis- 
placement, do not essentially 
alter their original distances 
from the eye-lens, otherwise a distinet image 
would not be perceptible. In most objectives 








Fıc. 130. 


: the image vanishes so quickly, that the last 
; stage, the bright point in the centre, is clearly 
En observed only with extremely small spheres, 
that is, those which require only ’ery 

ER ß juire only a very 


slight displacement. This is the case, for 
instance, with the higher powers of Oberhauser and Hartnack, with 
the No. 7 of Bendche and Wasserlein, &c., whilst the No. 9 of the 
last-named optician shows, when small spheres of 25 mic. in 
diameter are used, not only the central point, but on still lower 
focal adjustment (when the image-points alter their relative 
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positions, d’ lying to the right and «’ to the left) exhibits a bright 
circle. 

Together with tliese phenomena, which are referable to the re- 
union of homofocal cones of light, interference lines are also seen, 
which are clearly due to rays that have been deflected at the 
margin of the object. When these rays emerge from the plane of 
adjustment, their points of intersection of course coineide with 
the dioptrie images of the marginal parts. If, on the other hand, 
the object is brought nearer to the focal plane, the common point 
of convergence is moved beyond the level of the objective-image, 
and we seeat this level merely the cross-section of the image-form- 
ing cone of light, taken at a greater or less distance from the apex. 
In consequence of this, the rays are here disposed according to their 
inclination to the axis ; those more inclined, which pass by the edge 
of the objective, necessarily also pass through the peripheral part of 
the sectional surface. Of the deflected pencils of light all those 
annul each other in the focal plane of the objective—just as in 
the production of the structure-image—whose difference of phase 
amountsto half a wave-lensth, or to an odd multiple thereof. The 
sectional surface of the cone of light consequently appears to be 
composed of alternately bright and dark eireles, which, with white 
lieht, show more or less distinet colours. The more intense the 
defleeted pencils, the more clearly of course will these concentrie 
interference lines appear; they are most sharply defined when 
direct sunlicht is employed. 

If we focus the Microscope to the plane in which the virtual 
reflected image formed by the margin of the sphere appears as a 
small central eirele—neglecting the indistincetness and the lesser 
brightness—it will act precisely like the virtual image of an air- 
bubble. Window-frames, reflected in the mirror, will therefore 
appear as straight lines; a slight elevation of the tube causes a 
red colouring of the centre and a bluish margin, whilst lowering 
it causes a bluish centre with a red margin. These colour- 
phenomena are worthy of notice, since they also occur with the 
smallest spheres of 2—3 mie. in diameter, and obviously aug- 
ment the difiieulty of distinguishing them from small cavities; 
both indeed appear reddish if focused slightly from the medium 
focus; with a somewhat lower focus they appear bright, and dark 
with a higher focus. Only where the minute spheres form a 
distinet real image, which therefore in every case lies above the red 
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virtual one, is there given a theoretical eriterion of discrimination, 
and in that case a mistake is hardly possible. But in the majority 
of eases where even the practised mieroscopist is in doubt this 
eriterion fails us; each separate case therefore requires a special 
consideration, and can be explained only by those who have made 
the observation. 

It is generally advisable to observe optical appearances of this 
kind with different Mieroscopes, since the various appearances of 
the microscopie image, even if they do not always inform us 
accurately, save us at least from premature conclusions. 


%--INTERFERENCE LINES CAUSED BY THE WITHDRAWAL OF A 
SOURCE OF LIGHT OF SMALL EXTENT. 


We have above shown that the approximation of a luminous 
point to the focal plane of the Microscope produces a displacement 
of its objective-image, and in certain eircumstances the formation 
of interference lines. A movement of the source of lieht in the 
opposite direction, or, what is equivalent, the elevation of the body- 
tube, produces, of course, an analogous effect; the image-point in 
the mieroscopie image is likewise displaced, but in the opposite 
direction. The border of light which the reflecting edge of a 
mereury-globule produces is moved in this case outwards. It may 
therefore, according to the peculiarity of the objective, resolve 
itself into distinet interference rings, or very rapidly become in 
distinet. Indistinetness will always be met with if the opposite 
displacement causes rings, and the formation of rings if it produces 
indistinctness. 

The example adduced is evidently not the most favourable for 
the observation of this phenomenon, since the dilating border of 
light lies in the älluminated field of view. More suitable objects 
are formed by fine lines or points in a blackened glass plate (coated 
with Indian ink or smoked over a candle-flame), or the minute 
reflected images of a small mereury-globule on a dark ground. The 
interference lines, if they appear at all, are then extremely sharp, 
and the peripheral ones exhibit distinct prismatie colours. If we 
cover up one half of the objective or adjust the mirror laterally, 
we may easily convince ourselves that the displacement oceuxs 
as we have indicated; by this method also the effect of the eleva- 
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tion and lowering of the body-tube may be conveniently studied. 
All real or virtual images, whose surroundings appear only faintly 
illuminated or dark, act of course like the sources of licht we have 
mentioned—for instance, the bright lines in the air-bubble and 
the hollow ceylinder, the focal lines of eylindrical threads and 
tubes, &c. 


B. Interferences in the Plane of Adjustment. 


The interference lines observed on the edges of dark bodies, 
air-bubbles, &c., were formerly explained as diffraction phenomena. 
It was not considered that though the conditions of diffraction 
obtained, which in most cases is not the fact, the resulting inter- 
ferences are always imperceptible. For since the ineident rays do 
not proceed parallel, but form a cone of light of larger or smaller 
aperture, the dark lines which correspond to particular inelinations 
are always illuminated by rays of a.different inclination also, and 
the result to the eye isa uniform illumination. In all cases where 
interference lines are perceptible, it would be useless labour to 
exhibit the diffractive action by a construction based on measure- 
ment; on the contrary, we should always be assured that factors, 
which have a modifying effect upon the diffraction phenomena, 
exereise here either no influence at all, or an entirely different one— 
that the observed distances of the dark lines do not agree with those 
found by construction or caleulation, &c. There is, however, no 
diffieulty in referring the different phenomena in this case to 
interferences of another kind. 


1.——-INTERFERENCE OF DIRECT WITH REFLECTED LIGHT. 


If we view under the Microscope a plane reflecting surface A 0 
(Fig. 131), for instance, a thin cover-glass, or the edge of a piece of 
metal, and allow light to fall on it through a narrow slit O placed 
somewhat nl, there are formed at the edge of the reflecting 
surface, and parallel with it, alternately bright and dark lines, 
which with sufficient magnification exhibit coldur ed fringes. These 
arise from interference of the direct with the refleeted lieht. The 
crevice O and its reflected image 0’ are therefore to be regarded as 
two sources of light, whose wave-systems strengthen each other at 
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certain points and neutralize at others, according to known laws. 
Any point ? of the plane of adjustment, which here represents 
the intercepting screen, will appear bright if the rays coming from 
both the sources of light have at this point the same phase, but 
dark if the undulations are opposed 
to each other. Since the reflected 
ray is retarded by the reflexion 
itself by half a wave-length, then 
the first condition is equivalent to 
an arithmetical progression of 1, 3, 
5, 7.... and the latter to one 
of 2,4,6.... half wave-lengths. 
The distance of the first dark line 
from the reflecting surface corre- 
sponds, therefore, to such a position 
of the point ? that its distance from 
the slit O is shorter by a wave-length 
than from the reflected image 0”. 

If we denote the distance A BD of 
the plane of adjustment from the 
slit by «a, the distance B O of the 
latter from the plane of the mirror a nen 
by d, and the angle BA Oby 4; if En 
we further draw from the points O0 and 0’ concentrice circles 
(Fig. 132), which correspond to the waves of light so that the 
dotted arcs represent wave-depressions, and the lined arcs wave- 
elevations (in which the retardation caused by the reflexion is to be 
considered as half a wave-length), we obtain the following relations: 
— The triangle 4 @ P, whose vertex P corresponds to the first dark 
line (which may be regarded, on account of the smallness of the arcs 
A Pand P Q, as a straight line), is similar to the triangle A 0’ 0. 
Therefore, if we draw a perpendicular ? R, which gives the distance 
of the point ? from the reflecting surface, the triangle RQ P 
is also similar to the triangle A B O, and we get PR:RQ 








= a:.d; consequently PR = RQ.S, or, sinee PR =2. 1 
cos &’ 
if * denotes one wave-length, y 
PEN N 
d 2cos& 


This expression admits in all cases, where it is a question of 


R 
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micrometric measurements, of the further simplification, that 
cos d may be taken as equal to 1, without appreciable error. We 
then get 


DIRESABN 
Ba 


The other points of intersection, corresponding to the second, 
third, fourth, &c., dark lines, are at preeisely the same distance 
from the one immediately preceding them as the first is from the 

reflecting surface. They all 
lie in an are drawn from D 
through ?, which, on account 
of the minuteness of the 
distances, is to be regarded 
as a straight line, and is 
therefore entirely in the 
plane of adjustment. The 
interference lines, if ob- 
served by homogeneous 
licht, accordingly appear 
equidistant from one 
another by the magnitude 
a 
2d 
proach the nearer, the 
greater & is, £.e., the further 
the slit is from’ the reflect- 
ing-plane, and, when d = 
4 a,have a distance of one 
wave-length only. 

With these theoretical 
deductions measurements 
agree perfect. In an 
actual case, for instance, d was equal to 2'75 mm, «= 50 mm, 
and the distance of the lines in white light 31 mie.; caleulation 
gave the wave-length X = '567 mic, which value corresponds 
hearly to the mean rays. 

The prismatie colours of the bright interference lines are, in 
reality, arranged in such a manner, that for the first maximum of 
intensity the violet is turned to the reflecting surface, and the red 
away from it. In accordance with the laws of the fusion of colours 


%. They therefore ap- 





Fic. 132. 
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the inner margin coAsequently appears bluish, and the outer ER 
yellowish red. For the other maxima, of course, a Es ne ; 
superposition of the different colours takes place ;t e com a 
effect may be determined by reflected light, acconding to simple 
rules, precisely as with Fresnel’s mirror, or N ewton’s rings, upon 
which points further details may be found in the text-books of 
Physics. Under the Microscope the resulting colours appear 
unaltered even for the first bright line if the objective is achro- 
matic or over-corrected, whilst an under-corrected objective 
inverts the order of the colours or lessens their intensity. No 
special proof is therefore needed that 

this influence of chromatic aberration 24 

must affect the other interference lines 
also. 

If the reflecting surface is spherically 
eurved, the angle &, which the reflected 
rays make with the reflecting plane— 
or, what is equivalent, with the cor- 
responding tangential plane—has a 
greater value for every successive inter- 
ference line. In Fig. 133, 4 4 is the 
reflecting plane corresponding to the 
point a, and B B the one corresponding 
to the point b; & and & are the re- 
spective angles of inclination of the 
ineident rays. Hence, the distances 
of the dark lines become less, accord- 
ing to their proximity to the reflecting 
surface. This is observed in air- 
bubbles, mercury-globules, and other reflecting bodies—and with 
special distinctness if, instead of the usual circular diaphragm, a 
slit-shaped one is moved slowly backward and forward at a suit- 
able distance from the object, to discover the most favourable 
position in relation to the reflecting surfaces. 

In like manner the lines which are seen here and there on the 
walls in sections of tissue (e.g., cork) may be very well shown. 
The increase or decrease of their distances, according to the 


inclination of the ineident rays, proves that they belong to the 
above-described interference Phenomena. 





244 THEORY OF MICROSCOPIC OBSERVATION. 


2, —INTERFERENCE OF REFRACTED WITH REFLECTED LiGHT. 


If p gr s (Fig. 134) is the section of a refracting body—say, of 
a erystal—the parallel rays of light x and y, incident from below, 
are refracted at the surfaces gs and 
pr,and the latter (y) is reflected 
also by the obligue marginal sur- 
face. A point o in the plane of 
adjustment M N is therefore 
equally illuminated from two 
sources of lieht & and d, whose 
position is determined by the laws 
of refraction and reflexion. There 
is the possibility, therefore, of 
interference, and it would be a 
matter of no difficulty to caleulate, 
for any given case, the distance 
of the interference lines. The 
Fıs. 134. working out of such a caleulation 
has no special value in practice, 
since the necessary data can very seldom be determined by direct 
observation, and must therefore be arbitrarily fixed. It is never- 
theless evident that the interference lines seen from above are 
projected on the surface » r, and their distances from each other 
are the smaller the greater the distance of the source of lieht 
(diaphragm) from the plane of the reflecting surface. The fine 
lines, which in hollow cylinders take the place of the outer and 
inner bright line as soon as the rays illuminating the margin or 
the Jumen contribute to the illumination,! have probably the same 
origin as the interference phenomena in crystals here mentioned. 















































ı Floegel has made the noteworthy attempt (“Archiv für mikr. Anat.,” 
Bd. ix. p. 507) to refer the glowing yellow-brown colour of valves of Pleuro- 
sigma angulatum to the interference phenomena described under 1 and 2. The 
reflexion of the light would consequently take place at the walls of the small 
cavities (chambers), which, according to Flegel, cause the familiar markings. 
The author himself considers his attempt as a mere supposition, but justly 
insists that the phenomenon is an optical one. 


a 
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3,-INTERFERENCE OF REFRACTED AND DIRECT LIGHT. 


The deflexion of ineidentrays towards a directly 
illuminated point p of the plane of adjustment 
(Fig. 135) may be produced as well by refraction 
as by reflexion, and since the refracted ray always 
travels over a longer path than the direct one, 
interference must then take place. It is not 
always easy to distinguish whether the refracted 
or the reflected rays are those which interfere 
with the direct ones, since the inclination of the 
reflecting or refracting surfaces, the refractive 
ratio, &e., in fact the necessary data for the deter- 
mination of the path of the rays, in many cases 
cannot be ascertained. 





’ 


A.-—-INTERFERENCE COLOURS OF THIN PLATES. 


If a thin layer of air is enclosed between two refracting media, 
for instance, between a plate of glass and a convex lens of very 
shallow eurvature, interference colours are produced which are 
usually termed Newton’s rings. The interference takes place 
between the rays reflected at the upper and those reflected at 
the lower bounding surface of the layer of air. Since the latter 
have travelled over a longer path, they are on emergence generally 
displaced, as compared with the former, by a larger or smaller 
fraction of a wave-length. If the displacement, assuming the light 
to be homogeneous, amounts to half a wave-length, or an odd 
number thereof, the two systems of rays annul each other, and the 
corresponding part appears dark ; in every other case a greater or 
less degree of brightness is produced, which reaches its maximum 
with a difference of phase of one entire wave-length. 

The same phenomena are also produced by any thin layer of a 
liquid or solid substance, provided the incident light is reflected at 
both the bounding surfaces as just described. For estimating these 
effects of interference the fact is important, that by the reflexion 
half a wave-length is lost if the second medium is denser than the 
first, whilst the phase remains the same if the contrary is the case, 


246 THEORY OF MICROSCOPIC OBSERVATION. 


In addition to this difference of phase which depends upon the 
inequality of the paths, we have under all circumstances to take 
into account another half wave-lensth for the reflexion at the 
denser medium. If we suppose the given layer to be wedge- 
shaped, and illuminated by rays incident at right angles, it will 
appear dark at all parts where its thiekness is equal to an even 
number of quarter wave-lengths, because then the difference in the 
paths of the two systems of rays is expressed by an even multiple of 
half wave-lengths, .e. by whole wave-lensths, so that the difference 
of phase caused by reflexion deeides the matter. The intensity of 
the light reachesits maximum in all places where the difference of 
path is equal to an odd multiple of quarter wave-lensths. If, 
therefore, the wave-length = X, and the thickness of the effective 
layer = d, we get 


Bright lines if d 


Dark lines if d = 


A 
. 4 “Le ene,’e 

A 

TEBEEE 
Since the wave-lengths are in inverse ratio to the indices of 
refraction, we can determine d for any substance whose refractive 
power is known. It is only necessary to divide the known thickness 
of the corresponding layer of air by the refractive index of the 
substancee—the quotient is the desired thickness. A layer of 
water with the refractiveindex # causes, therefore, exactly the same 
effect as a layer of air one-third thicker. 

When white licht is used, the maxima and minima of intensity 
for rays of different refrangibility do not of course coincide. 
Instead of the gradations from bright to dark, colours appear in 
consequence of this, just as in the above-mentioned phenomena of 
interference. They are the so-called Newton’s colours, which, as is 
well known, follow one another in a definite order according to the 
increasing thickness of the layer. To each single colour there 
corresponds a definite thickness of the layer of air, from which can 
be calculated, in the same way as before, the thickness of any sub- 
stance of known refractive power. 

According to the researches of Floegel on Pleurosigma, we are met 
by peculiar contradietions in these determinations if we compare 
them with direct micrometrie measurements. The calculated 
thickness of the effective layer corresponds, as seems to result from 
the data of Floegel, to exactly half of the real value, so that we 
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are tempted to assume an error of half a wave-length in the deter- 
mination of the difference of phase. Indeed, Valentin! gives, as 
the thickness of the layer of air for the first dark ring, one entire 
wave-length, that is, exactly double the value in the above formula; 
and similarly for the other parts and also for Newton’s colours. 
But the figures given by Valentin are erroneous for reflexion in 
layers of air, glass, or liquids,” and there is at present no reason for 
assuming any other proportion with organic membranes.? We 
should rather suspect that the observations of Floegel on Plewro- 
sigma were influenced by the reflexion of light on the walls of the 
chambers. It appears to us d priori to be questionable whether a 
membrane of such peculiar structure will act as a homogeneous 
substance. 


\ 
DV. 
OBLIQUE ILLUMINATI ON. 


WE have already stated that a cone of light incident obliquely 
may act more favourably with regard to the aberration of the 
‚objective than an axial one—that is, on the supposition that just 
those inclinations are represented for which the instrument is 
most perfectly aplanatice We will entirely disregard here this 
consequence of oblique illumination, and assume we have a 
perfectly aplanatic Microscope, in which the oblique position of 
the incident cone of light influences the intensity of light, but 
not the distinetness of the image. There still remains to be 
discussed the question, how oblique, as opposed to axial, illumina- 
tion acts upon the distribution of light in the mieroscopie image 
if the object is a substance composed of delicate layers or a 
membrane with slight elevations or depressions. Since both 
these cases may, with reference to their total effect, be reduced to 
the one—that corresponding portions of surface of the field of 

* Valentin : “ Untersuch. d. Pflanzen- u. Thiergewebe im polar. Licht ” 
(1861), p. 120. 


Wilde, in Poggendorff’s ““ Annalen,” Bd. Ixxx. p. 407; Bd. Ixxxiii. 
P- . 


3 C£. moreoyer Quincke: “ Ueber die Aenderung der Phase bei der Reflexion 
‚der Lichtwellen.”” Poggendorff’s “ Annalen,” Bd. exlü. (1871), p. 192, 
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view act alternately as convex and concave lenses—our first task 
is to examine the resulting image from this more general point 
of view. 
Let a b (Fig. 136) be a surface-element which gives real images, 
’ and let us assume the illuminating mirror 
to be so placed that all incident rays are 
deflected to the same side of the vertical. 
Let the minimum of this deviation be , and 
the maximum Ö’; the angle of aperture of 
the objective may be » as before. On these 
suppositions the bounding lines of the 
umbra and penumbra are determined by 
the corresponding values of the angle of 
deviation p. Their dependence upon the 
ae na inelination of the incident rays of licht is 
j more clearly exhibited if their distances 
from the centre of the refracting surface-elements are expressed 
directly by the focal length (f) of the latter. If Fand #* are the 
two focal planes, s g and s’ g’ incident rays, with the inclination 8, 
which are so refracted that they still just reach the objective, then 
the triangles o p g and 0 p g give the trigonometrical relations 
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The bounding line of the umbra moves forward, therefore, on 
one side towards the optical centre, and coincides with it as soon 


@ 0 5 . 
astor— a it moves further from it on the other side, and soon 
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attains a distance of 2 /, with high powers, if, for instance, © = 80° 
and 8’ is somewhat greater than 45°. The same reasoning holds 
good also for the penumbra ; the formul® remain the same, only ö 
is substituted for d. Hence it follows that oblique illumination 
with surface-elements, whose breadth amounts to less than 2 f, 
entirely obliterates the shadow on one side, while it intensifies it 
on the other. Where, therefore, many such minute convex lenses 
are joined to one another, the microscopie image will show the 
same number of bright points which alternate with dark ones; 
this is also the case with axial illumination. But while the 
latter may render only the penumbra visible, the oblique light 
will produce the much more distinct umbra, and will increase. 
thereby the contrasts between brightness and darkness. 

If, on the same suppositions, the minute convex lenses are 
replaced by concave ones, or by surface-elements which cause no 
deviation, the latter will remain bright, while the concave lenses 
will exhibit light and shade in the opposite order. The illumin- 
ated parts of adjacent surface-elements will therefore unite ; each 
two elements will form together a bright and a dark part. The 
number of light and dark points in the microscopie image is 
therefore reduced to half, and it may happen that strie become. 
visible in consequence of this, which are not perceptible by axial 
illumination. 

Although it is true these considerations do not apply to fine 
structural details of objects, 
since, as we have before 
shown, they are reproduced 
by interference images, yet 
it is important to under- 
stand the influence of ob- 
lique illumination upon the 
microscopie image, more 
especially with reference to 
the refracted rays. We 
will therefore explain, as a 
typical example, the effect 
which the vertical edge of a 
membrane, or of a cover- 
glass, produces with oblique illumination. Ifgr (Fig. 137) is the 
vertical edge, and Z the diaphragm which regulates the inclination 
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‘of the ineident cone of light (placed laterally to the edge), then it 
is evident from the figure that if the Microscope is adjusted to the 
‚surface of the cover-glass, the point p will still appear fully illu- 
minated. Further to the right the rays, produced backwards, are 
first partly, and then entirely, reflected towards the left from the 
vertical edge, or refracted so that they do not reach the diaphragm. 
'The edge of the cover-glass is, therefore, in the shadow. Simi- 
larly, it may be shown that if the left edge m n of the cover- 
‚glass is observed with the same illumination, it will appear bright, 
and the adjoining portion m t of the plane of adjustment dark. . 
If, therefore, we take an object with projecting ridges (Fig. 138 
4), and adjust the focus to the surface of the elevations, an image 
will be formed like that 
7 represented in Fig. 138 2. 
ni The right-hand sides of 
A u. the ridges, as well as of 
| i the depressions between 
| ' ' them, will ‘fall in the 
I | ! I I shadow, and the latter 
becomes the broader the 
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Fıs. 138. more oblique the illumin- 

ation. The same effect 

"must necessarily be produced by alternate solid and aqueous layers 

with vertical bounding surfaces, if the Microsceope is focused on 
the upper surface. 

The importance of oblique illumination for the dioptrie image 
lies therefore principally in the fact that it increases the contrasts 
between light and shadow, and in addition makes the shadow 
lines appear broader, and hence more palpable. In particular 
cases, moreover, if the illumination is suffliciently oblique, their 
number may be only half as great as by axial illumination, by 
which, of course, the power of perceiving them is raised in a still 
higher degree. 

The angle of the incident cone of light, or, more strietly, of its 
axis, must be specially determined for each particular case by 
experiment. Its value is dependent not only upon the nature of 
the object and the aperture ® of the objectives, but also upon the 
difference between the extreme values of 8. Since the power of 
discrimination of alternately positive and negative impressions 
upon the sight is greatest when either the one or the other has 
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a decided preponderance, that combination is always the most 
favourable by which the shadow lines and the bright lines are of 
nearly equal breadth, and the former, moreover, reach their 
greatest depth. Where both these conditions are not attain- 
able simultaneously, a greater breadth of shadow can be produced 
only at the cost of its intensity, and a greater intensity only at 
the cost of its breadth. The eye must then decide what medium 
point is the most serviceable for observation. 

As regards oblique illumination by the marginal rays of an 
axial cone of licht of tolerably large aperture, such as may be 
obtained by the application of an annular diaphragm, we have 
not had the opportunity of becoming practically acquainted with 
its advantages in any of our researches. As far, however, as 
experiments made with test-objects admit of our judging, we 
should not value them very hichly. Theoretically considered, 
the effect of this kind of illumination, as far as regards the 
dioptrie part of the question, can only be to decrease the intensity 
of licht in the image in the same ratio as that in which the 
transverse section of the effective cone of light diminishes through 
shutting off the central rays. The bounding lines of the umbra 
and penumbra retain their position under all circumstances, as 
they are in every case dependent only upon the inclination of 
the extreme marginal rays—.e., upon the maximum values of 
ö and . The intensity of light may also be reduced by directing 
the mirror to a less intense (yet sufficiently extensive) source of 
light, or by using a surface of white paper as a reflector, or by 
projeceting the incident rays through a semi-transparent substance 
(tissue paper, ground glass, &e.). 

An essentially favourable action of this method of illumination 
would be intelligible if the objective were aplanatic for marginal 
rays within certain limits of inclination only, but not for central 
rays, or if the peripheral interference pencils acted more favour- 
ably alone than in combination with the more central ones. In 
the former case an annular diaphragm would be advantageous 
not merely for particular objects, but for all without exception. 
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Y. 


THE PHENOMENA OF MOTION. 


Tue observation of the Phenomena of Motion under the Micro- 
scope has led to many false views as to the nature of these: 
movements. If, for instance, Swarm-spores are seen to traverse: 
the field of view in one second, it might be thought that they 
race through the water at the speed of an arrow, whereas they in 
reality traverse in that time only a third part of a millimetre, 
which is somewhat more than a metre inan hour. It must not,. 
therefore, be forgotten that the rapidity of motion of microscopie. . 
objects is only an apparent one, and that its accurate estimation 
is only possible by taking as our standard the actual ratio between 
time and space. If we wish, for the sake of exact comparison, to: 
estimate the magnitude of the moving bodies, we may always do: 
so ; the ascertainment of the real rapidity remains, however, with 
each successive motion the principal matter. 

If a screw-shaped spiral object, of slight thickness, revolves on 
its axis in the focal plane, at the same time moving forward, it 
presents the deceptive appearance of a serpentine motion. Thus 
it is that the horizontal projections of an object of this kind, 
corresponding to the successive moments of time, appear exactly 
as if the movement were a true serpentine one. As an example 
of an appearance of this nature we may mention the alleged 
serpentine motion of Spirillum and Vibrio. 

Similar illusions are also produced by Swarm-spores and Sperma- 
to2oa ; they appear to describe serpentine lines, while in reality 
they move in a spiral. It was formerly thought that a number 
of different appearances of motion must be distinguished, whereas 
modern observers have recognized most of them as consisting of 
a forward movement combined with rotation, where the revolution 
takes place sometimes round a central, and sometimes round an 
excentric, axis! To this category belong, for instance, the sup- 
posed oseillations of the Oseillariew, whose changes of level, when 
thus in motion, were formerly unnoticed. 

In addition to these characteristics of a spiral motion it must, 


‚. C£. on this point Nageli : ‘ Beiträge,” ii. p. 88. 


THE PHENOMENA OF MOTION. 253 


«of course, be ascertained whether it is right- or left-handed. To 
-distinguish this in spherical or eylindrical bodies which revolve 
round a central axis is by no means easy, and in many cases, if 
the object is very small and the contents homogeneous, it is quite 
impossible The slight variations from cylindrical or spherical 
form, as they oceur in each cell, are therefore just sufficient to 
‚admit of our perceiving whether any rotation does take place. 
The discovery of the direction of the rotation is only possible 
when fixed points, whose position to the axis of the spiral is 
known, can be followed in their motion round the axis. The same 
holds good also, mutatis mutandis, of spirally-wound threads, 
spiral vessels, &c.; we must be able to distinguish clearly which 
are the sides of the windings turned towards or turned away 
from us. 

If the course of the windings is very irregular, as in Fig. 139, a 
little practice and care are needed to distinguish a 
spiral line, as such, in small objects. The microscopie 
image might easily lead us to the conclusion that we 
were examining a cylindrical body composed of bells 
or funnels inserted one in another. The spirally- 
thickened threads, for instance, as they originate from 
the epidermis-cells of many seeds, were thus inter- 
preted, although here and there, by the side of the 
irregular spirals, quite regular ones are also observed. 

Moreover, it must not be forgotten that in the 
microscopic image a spiral line always appears wound 
in the same manner as when seen with the naked 
eye, whilst in a mirror (the inversion being only a 
half one) a right-handed screw is obviously repre- 
sented as left-handed, and conversely. If, therefore, the micro- 
scopic image is observed in a mirror, as in drawing with the 
Sömmerring mirror, or if the image-forming pencils are anywhere 
turned aside by a single reflexion, a similar inversion takes place 
from right-handed to left-handed, and this inversion is again can- 
celled by a second reflexion, asin Oberhzuser’s camera lueida, and in 
many multocular Mieroscopes. All this is, of course, well known, 
and to the practised observer self-evident ; nevertheless, many 


microscopists still appear to be entirely in the dark about matters 
of this kind, 
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MI 
DIFFERENCES OF LEVEL. 


SINCE only those objects can be distinetly seen through the Micro- 
scope which lie exactly in the plane of adjustment, it is possible to 
ascertain the distance of two object-points in the direction of the 
optic axis, by measuring the difference of level ofthe corresponding 
planes of adjustment with the help of a second Microscope placed 
horizontally, or by a mierometer screw constructed for this purpose. 
In this latter method there must be taken into account a source of 
error which influences to a very considerable extent the results of 
the measurement in cases where the objects are immersed in a solid 
or liquid medium—for instance, in water. If we determine the 
tube-displacement which is necessary in order to bring into the 
plane of adjustment the two given object-points alternately, the 
amount of the displacement will always be considerably less than 
the actual difference of level. We get for instance, as focal length 
of a spherical air-bubble in water 98—1'04 (the radius taken as 
unity), whilst, in reality, it amounts for the centralrays to about 1°3. 

This error is due to the fact that the passage of the pencils from 
water into air (the cover-glass not here coming into account) pro- 
duces with the microscope the same effect as with the naked eye— 
that is, a body situated in water is apparently raised, and, taken 
absolutely, the more so the deeper it lies. The virtual image of an 
air-bubble is therefore raised to a greater degree than its centre, the 
focal length being consequently shortened ; and for the same reason 
in general the vertical distance of the two points is lessened. The 
amount of this diminution depends, of course, upon the angle of in- 
cidence of the effective rays, and is for small values (as long as the 


i : 1 
arcs are in the same ratio asthe sines) expressed by 1 — where 


denotesthe refractive index. Since, then, the incident cones of light 
are refracted in the objective as if they consisted of rays of definite 
mean inclination, and as this inclination does not exceed 12°—18° 
in the higher powers we have examined, the above expression 
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is approximately accurate in most cases that occur, and a trigono- 
metrical determination! of the error is consequently superfluous. 
In water, with the refractive index #, each difference of level is 
therefore diminished by a quarter of its real magnitude—.e., reduced 
to 3. (Accurate calculation gives with an angle of incidence 
of 18° instead of $ the somewhat smaller value 7395.) 

There is, moreover, a simple method of eliminating this source of 
error : we replace the layer of air between the objective and the 
cover-glass by water; the measurements will then agree exactly 
with the true values. 


U If Dis the real and d the apparent difference of level, a the angle of 
ineidence, and a’ the (larger) angle of refraction, we get 
co asina , 
m RinVancogla > 
a Deere) 7, 
cos a sin a 
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THE SIMPLE MICROSCOPE AND THE 
LANTERN MIOROSCOPE. 


— 


THE compound dioptrie Microscope now takes unquestionably the 
first place amongst the optical instruments employed for the 
observation of small bodies. It has become the special instrument 
of the naturalist, the chief weapon of the microscopist. The sphere 
of action for its former rival, the Simple Mieroscope, grows yearly 
less and less, and the Zantern Mieroscope (called, according to the 
kind of illumination adopted, Solar, Gas, or Phote-eleetrie Micro- 
scope) has been of littleor no importance to science hitherto. The 
reader will under these eireumstances consider that we are Justified 
in devoting only a relatively short supplementary discussion to 
these instruments. 


I. 
THE SIMPLE MICROSCOPE. 


A. General Principles. 


Every lens or combination of lenses, which. is applied in such 
a manner that the eye directly observes the virtual image formed 
by it, may be regarded asfin principle a simple Microscope In 
practice, however, only the higher magnifying-lenses, or systems of 
lenses, which for more convenient use are attached to a stand, are 
usually included under this expression, while the low-power lenses 
which can be held in the hand are termed magnifying-glasses. It 
is obvious that this distinction must be somewhat arbitrary, since 
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the mamnifying-glass is often provided with a stand enabling it to 
be adjusted in the desired position ‚relatively to the object; and 
conversely, thehigher powers of the simple Microscope are occasion- 
ally held in the hand like the magnifying-glass, or attached to an 
ordinary holder. The customary appellation is founded, therefore, 
rather on the general form of the whole apparatus, than on its 
optical construction. IE 

In theory it is immaterial whether the amplification is high or 
low, the formation of a sharp image is in all cases combined with 
the condition, that both kinds of aberration shall be as far as 
possible eliminated for the given object-distance, which is, of 
course, always somewhat less than the focal length. The manu- 
facture of a good magnifying-glass or of a simple Microscope is 
‘therefore accompanied by precisely the same diffieulties as those 
of an ordinary objective of about the same focal length. The fact 
that in the former case virtual images instead of real ones come 
into account, renders the task neither easier nor more difficult, 
althoush it must be taken into consideration. Our discussion of 
the combination of flint- and crown-glass lenses to form aplanatic 
systems, may therefore be applied here also, and the testing of the 
optical power and magnifying power may be effected as with the 
compound Microscope. It remains for us, therefore, to indicate 
specially those points which are essential to understand the path 
of the rays under the given conditions, and which differ from 
those we have previously considered. 


1.—APERTURE OF THE EFFECTIVE CONES OF LiGHr. 


The aperture of the cones of rays incident from the object-points 
is dependent, in a given system, upon the aperture of the pupil 
of the observing eye and upon the size of the diaphragms. If ab 
(Fig. 140) is the object, # the anterior, and #* the posterior focal 
plane, # #* the pair of prineipal planes, and ? the pupil ; then 
the diameter of the pupil is for all finite distances of the virtual 
image a’ b’ evidently somewhat larger than the diameter of the 
surfaces in which the optically effective cones of light cut the 
prineipal planes. With a number of refracting surfaces each 
incident cone of light consequently meets the first of them (N°) in 


S 
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a small cirele, and each following one in a somewhat larger circle, 
until at length its diameter approximately equals that of the pupil. 
The position of this cirele corresponds with the object-point ; its 
distance from the axis increases and decreases with the distance of 
the latter, 

If the eye is adjusted fo: infinite distance, the section of the 





Fıs. 140. 


ineident cones of light econsequently being -equal to the prineipal 
planes of the pupil, then the angle of aperture ® is obviously 
determined for the middle of the field of view by the formula 
1 ot lign d 
an Du =f. af 

where d denotes the diameter of the pupil, and the focal length. 
Smaller angles of aperture are, therefore, approximately in inverse 
ratio to the focal length. If dis taken at 3 mm., calculation gives, 
for example, the following values :— 


Focal Length in Millimetres 2 3 4 5 | 6 | 10 12 








Angle of Aperture ... | 73° 44’ | 53° 8’) 41° 4’ wa 28 4'| 17° a 14’ 
With these values coineide approximately also those which we 
should obtain under similar assumptions for a finite distance of 
vision of 100—250 mm. 

If there is situated beyond the last surface of the system a 
diaphragm, the aperture of which is less than the pupil, the size 
of this aperture evidently determines that of the inceident cones 
of light. This also holds good in a certain sense for any other 
diaphragms inserted between the refracting surfaces; but in this 
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case, as is readily seen from the construction, the peripheral 
peneils are cut off whöolly or in part, while the middle ones pass 
through unaffected. Such diaphragms therefore determine the 
size of the field of view, and diminish more especially the cones of 
light which reach the retina from the peripheral points. 


2.—-BRIGHTNESS. 


If the optically effective cones of light wholly occupy the 
aperture of the pupil, as is usually the case for the central object- 
points, they evidently possess, after the last refraction by which 
their point of convergence is moved to the distance of distinct 
vision, the same angle of aperture as those pencils which are 
received by the naked eye. The brightness of the virtual image is 
in this case (disregarding the loss caused by reflexion or absorption) 
nearly equal to unity—..e., the objects are seen through the simple 
Microscope nearly as bright as with the naked eye. The resulting 
brightness, as with the compound Microscope, is more accurately 
expressed by the formula 

2 \o 
a 


where » denotes the brightness, & the angle of aperture of the system, 
p the angle of aperture of the naked eye for a particular length of 
sight, and m the coefficient of linear amplification for the same dis- 
tance of vision. Ifp = 1°, asis, for instance, the case with a sicht 
of 172 mm., and the aperture of the pupil is 3 mm., the above 


expression may be simplified into I )» if unity is taken as the 


standard. Since the coefficients of amplıfication, calculating the 
distance of vision from the posterior focal point, are in the same 
_ ratio as the tangents of the half-angles of aperture (as both are in 
inverse ratio to the focal length), it follows that the brightness 
is the less the higher the amplification. A few examples in which 


the corresponding values of ® and m are placed side by side may 
perhaps elueidate this decrease. 





Focal length 
o 14'2 17:1 28°1 
m ld 176 28°6 
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3.—-CURVATURE OF THE FIELD OF VIEW. 


The so-called “ curvature” of the field of view cannot be ex- 
plained by the arching of the image-surface, but is due to the 
deviation of the pencils reaching the eye—that is, of their axes. 
On this point our previous discussion of the flatness of the field 
of view, and the action of the eye-lens, will hold good in general. 
The special application of those considerations to the cylindrical 
magnifying-glass, the doublet, &c., is facilitated inasmuch as the 
path of the incident and emergent pencils is almost exactly the 
same as in the Ramsden eye-piece. The point of convergence of 
the emergent peneils is determined by the position of the observ- 
ing eye; it stands in the same relation to the point of intersection 
of the incident rays, produced backwards, as an object to its image, 
and may, therefore, always be chosen so that the latter, as in the 
eye-piece, is at a distance of about 200 mm. from the refracting 
surfaces. The coincidence is therefore complete. 

For the elimination of the distortion of the image the refracting 
surfaces must be so combined that they form a system as far as 
possible aplanatie for the given focal lenstlis—.e., for the distances 
ofthe points of intersection. The arching of the image-surface is 
not dependent upon this; it is due to the fact that the object-points 
are not at equal distances from the refracting surface-elements. 


4.—THE MAGNIFYING POWER. 


The magnilying power is given by the weilnoNm formula 
Fa pn ———., Since p* 





mv 2 in w , or since p* is here negative, m = 


must be reckoned from the posterior prineipal plane, it is evident 
that with a given distance of vision the amplification is the lower 
the further the eye is from this prineipal plane, or indeed from the 
system of lenses. It is therefore the general rule to place the eye 
as near as possible to the last refracting surface. 
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5. THE EXxTENT OF THE FIELD OF VIEW. 


The extent of the field of view in a given system of lenses is 
dependent upon the aperture of the lenses and the position of the 
observing eye. The greater the distance of the latter, the smaller 
is the field of view. If again N° (Fig. 141) is the first, and 
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N’ the last refracting surface of the system, whose principal and 
focal planes are denoted in the usual way, and if its aperture; is 
determined by the diaphragms or the settings 3 B, the eye situated 
at o views the object « b in its whole extent, because all peneils 
ineident parallel with the "axis are refracted towards 0. But if 
the eye is placed at 0‘, then ‚only those peneils can reach it which 
«liverge so that their point of convergence » is in the same relation 
to 0’ as an object to its image. The field of view becomes therefore 
necessarily less than the aperture of the system; the outermost 
points still perceptible are «' and d. A withdrawal of the eye to 
a still greater distance involves a stronger divergence of the 
incident pencils, and therefore a further diminution of the field, 
and vice versd. It is obvious that the field of view is dependent 


upon the aperture of the lenses, and would be reduced by 
smaller diaphragms. 


B. The Optical Arrangement. 


We will now pass to the description of the more popular forms 
which, in recent times, have been given to the magnifying-glass and 
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the simple Mieroscope. A description of the devices of the past 
century lies beyond our sphere; we must refer our readers to the 
copious work of Harting in regard to this point and for the history 
of the Microscope. 

Brewster was the first to hit upon the happy idea of making a 
magnifying-glass by grinding a tolerably deep groove in a glass 
sphere (Fig. 142), which gives images approximately free from 
aberration. Coddington facilitated their production by giving to 
the groove an angular form (Fig. 143), making the two halves of 





Fıs. 142, Fıs. 143. Fıs. 144. 


the sphere separately out of suitable pieces of plano-convex lenses, 
which were afterwards cemented together at their plane surfaces. 
The shape of the groove is of no consequence, and it is obvious 
that the construction represented in Fig. 144 answers the pur- 
pose in view equally well. These Coddington lenses (also called 
Coneopsids or Bird’s-eye lenses), as manufactured by Lerebours, of 
Paris, met with general approval ; according to Mohl, they give an 
amplification of upwards of 20 linear, and he commends them 
hishly. They are, however, defective in two ways, which are 
important in many researches : the field of view is very limited, 
and the distance of the focus from the lower surface is only about 
1 of the diameter of the sphere. When, therefore, it is required to 
observe an object of rather large dimensions, which is the most 
frequent case in practice, the modern aplanatic com- 
binations of lenses are preferable. 

With those just mentioned are closely connected 
the cylinder magnifying-glasses, which have long been 
used, especially in Germany. They consist of a 
/ eylindrical piece of glass, the two terminal surfaces of 
Fıs. 145, Wlich are ground convex, of unequal curvatures to 

diminish the aberration (Fig. 145). The shallower 
curvature is usually directed to the object. The cylinder lenses 
produce somewhat less perfect images than the Coddington, and 
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are accompanied by the similar disadvantage of a short focal 
distance ; nevertheless, they must always be regarded among the 
best and least costly magnifying-glasses. If the stronger ceurvature 
is turned to the object a greater object-distance is obtained, but 
the aberrations are then notably augmented, and the images 
consequently less distinct. 

In recent times, since about the year 1830, systems composed 
of two or three plano-convex lenses (the so-called doublets and 
triplets) have come more into. favour. It is true that earlier 
optical physieists, especially Euler and John Herschel, had already 
oceupied themselves in developing such combinations of lenses, 
but with the impossibility of satisfying the results of caleulation 
in the grinding of the lenses, the theoretically accurate proposals 
were of little practical importance Wollaston was the first to 
discover a means of increasing the sharpness of the image rather 
by the relative distance of the lenses, deter- 


mined by experiment, than by their particular 
form. His doublets consist of two plano-convex 
lenses with the plane surfaces turned down- 


wards, their focal lengths in the ratio of about N 
3:1, and placed one above the other in such a manner that the 
distance of the plane surfaces is about 1'5 of the shorter focal 
length (Fig. 146). The success of these doublets, and the atten- 
tion which they aroused, soon led to further improvements. 
Pritchard found the most favourable distance of the two lenses 
to be equal to the difference of their focal lengths, but that these 
focal lengths might vary within certain limits (e.g., between the 
ratios 1:3 and1:6). Heconstructed doublets, which Mohl charac- 
terizes as remarkable for the clearness and sharpness of the image, 
up to an amplification of about 200 linear, and of which the 
low-power ones are especially well adapted for dissections, &c. 
The highest powers, which magnify somewhat more than 300 
linear, exhibit distinetly the sixth band of Nobert’s (30-band) 
test-plate. . 
Chevalier combined two plano-convex lenses of equal focal 
length but unequal size (Fig. 147), so that the 
larger was nearest to the object. Between 
the two was placed a diaphragm d with the d 
aperture 0. A considerable intensity of lieht 
was thus obtained, and at the same time a Fıs. 147. 
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greater distance of the object from the first refracting surface. In 
order to further increase this distance with lower powers, such as 
are employed in dissections upon the object-stage, he applied above 
the doublet an achromatie concave lens, which not 
only answers the purpose in view, but also somewhat 
increases the amplification ; a contrivance which was 
employed later on by Brücke also for his achromatie 
magnifying-glass! (Fig. 148). 

The doublets of Chevalier, according to Harting’s 
observations, are about equal to those of Pritchard. 
With an amplification of 48 linear, the lines of 
the first band were resolved on Nobert’s (30-band) 
test-plate, and with 317 linear those of the sixth 
band. 

Both Chevalier and Pritchard also made triplets, 
the construction of which is based essentially on the same prin- 
ciple They consist of three plano-convex lenses of different focal 
lengths, and if the necessary care is bestowed upon their manu- 
facture they give images somewhat more distinet than the 
doublets. 

It is unquestionable that Wollaston’s idea of directing special 
attention to the relative distances of the lenses, was a very happy 
one for practical Opties, and led immediately to important improve- 
ments. The doublet reached a degree of perfection which is still 
sufficient, even at the present time, in many practical cases. But 
the best combinations of this kind always suffer to a very consider- 
able extent from faulty correction of spherical, and especially of 
chromatic, aberration,? which is, of course, all the more palpable 
the hisher the amplification. As regards optical power they are 




























































































Fıe. 148. 


! « Sitzungsberichte der K. K. Akad. zu Wien,” 1851, Bd. vi. p. öö4. 

2 It is in prineiple impossible to eliminate chromatic aberration by a com- 
bination of two or more plano-convex lenses; by judieious selection of the 
relative distances the parallelism of the red and violet pencils, or of their 
axes, i® at most effected, as we have already explained when describing the 
eye-pieces. An’intersection of the optically effective peneils of rays between 
the refracting surfaces does not take place. In this respect the explanation 
given by Harting (‘“ Mikroskop,” p. 113, and Fig. 8 of the annexed table) is 
entirely erroneous, because the path of the rays assumed by him for the 
observing eye is impossible. How can the emerging peneils of light reach the 
retina through a pupil of 2 to 3 mm. in diameter, if they diverge as in the 
figure referred to ? 
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therefore deeidedly inferior to the modern achromatie systems. 
Their practical applicability is now, however, limited to the magnı- 
fying-glass and the disseeting Microscope, and they are of consider- 
able use up to an amplification of 60—100 linear; but it seems 
probable that even for these purposes they will ultimately be 
superseded by aplanatic systems, which are already much employed 
for amplifications as low as 5—10 linear. 

For a comparison of the performances of the more recent 
single lenses, doublets, &c., we give below a few of our observations 
which were made in the same way as in the testing of the com- 
pound Microscope. The focal lensths and objeet-distances (for 
the eylinder lenses those corresponding to both positions) are given 
in millimetres. 
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From this table it is evident the doublets of Zeiss and Beneche 
very nearly equal the performance of a compound Microscope with 
equal amplification. The triplet of Zeiss is about equivalent to 
Hartnack’s No. 7_objectives and Beneche’s No. 9—the latter tested 
with an eye-piece amplification of 4 linear; it shows also the 
transverse markings of Pleurosigma attenuatum by axial light with 
at least equal distinetness.. But this, however, is true only when 
the object is exactly in the middle of the field of view; in every 
other position the image is valueless. Moreover, the visiou is soon 
fatigued by observing through a diaphragm of only '7 mm. in 


diameter, which Zeiss applies above his triplets and highest-power 
doublets. 
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C. The Mechanical Arrangement. 


Of the mountings of lenses and systems of lenses, as well as of 
the stands, we shall treat very briefly, since every well-known 
optical establishment is able to satisfy on these points all demands 
which can reasonably be made. The observer must choose for 
himself among the various forms and arrangements supplied, that 
which best meets his requirements. If any very special end is in 
view, he will probably devise a suitable apparatus. 

The lens-carriers described in micrographie works all agree in 
this point—that they are furnished with a movable arm, often 
jointed, which is attached to a box or to a vertical pillar so that 
its free end carrying the lens can be adjusted as required. 

The stand of a simple Microscope admits of some variety of 
design. The principal requirements which the optician should bear 
in mind are the following :—(1) A firm—not too small—object- 
stage, to which a spring-clip or other suitable contrivance for 
holding the object-slides can be applied; (2) a convenient support 
for the hand whilst making dissections upon the stage; (3) an 
arrangement of the rapid focusing adjustment by which the lens 
is moved towards the objeett—the latter remaining stationary ; (4) 
an illuminating apparatus providing cones of light that wholly 
oceupy the aperture of the system of lenses or the pupil of the eye. 

[Here, again, it has been thought preferable to omit the authors’ 
descriptions of the simple Microscopes! for the reasons assigned on 
p. 122.] 

! The following simple Mieroscopes are described in the German work :— 
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Nachet & Son (Paris) .. Lens-carrier, recommended by Mohl, ‘‘Mikrographie,’” 
p. 35 (Fig. 149). 


C. Zeiss (Jena) .. ... Small dissecting (Fig. 150). 
EEE .. Large 5 (Fig. 151). 
Bön£che (Berlin) .. Two, similar to Zeiss’s, the fine adjustment like 
Nobert’s. 
Schieck (Berlin) ... One, similar. 


S. Plessl & Co. (Vienna) One, focusing by the stage. 
Nachet & Son (Paris) .. Dissecting (Fig. 152). 

5 ” ..  Binoeular dissecting. 
Quekett a .. Pocket and dissecting (Fig. 153). 
Pritchard I .. Dissecting (Fig. 154). 
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IR 
THE LANTERN MICROSCOPE. 


WE need not describe in detail the Zantern Mieroscope. The only 
importanee it has for science consists in the fact that the 
magnified image of an object can thus be exhibited to several 
spectators at once, which is advantageous in public lectures. Its 
applicability is, however, limited to objects which can be seen 
distinetly with the compound Microscope and low powers; fine 
structural details that require more powerful objectives are not 
reproduced distinetly enough in the image to enable them to be 
demonstrated to the uninitiated. This is especially true when the 
illumination is effected by electric lisht, or by Drummond’s lime- 
light, both of which are much inferior to sun-light in intensity. 
‚Moreover, the employment of this instrument is accompanied by 
conditions which materially diminish its practical value. We 
consider demonstrations are more satisfactorily made with the 
Microscope proper than by the indistinct images of a photo-electrie. 
or gas Microscope. A relatively favourable impression has been 
‚made upon us hitherto by the results obtained with low-power 
objeetives only—particularly the enlargements of photographs 
upon glass. 

The objectives of the lantern Microseope are constructed 
precisely like those of the compound Microscope, except that 
the lenses are not usually cemented together with Canada balsam, 
because this method of union might be injured by the heat. 
produced by the illumination. Mohl states that he has employed 
ordinary objectives for the solar Microscope without injuring: 
them, and that Pleessl has found no inconvenience arise from 
cementing the lenses together. 

The mechanical arrangement of the illuminating apparatus 
varies, of course, according to the source of light employed. 
We think it unnecessary to enter into the details of construc- 
tion, as the devices in use at the present time are described in 


‚most of the text-books of Physics, and are scarcely within our 
province, 


PART 
TECHNICAL MICROSCOPY. 


I: 
THE USE OF THE MICROSCOPE. 


Ir may be assumed, as a matter of course, that the various 
information regarding technical methods and contrivances which 
is presupposed in microscopical observation, may always be learnt 
most easily by practical instruction, and that individual skill, 
which the beginner gradually acquires, is always the main point. 
A short introduction, however, may not be superfluous, since it 
will afford some compensation to those who have not had 
suffieient of this practical training, or who may even lack the 
training altogether, and may enable them to avoid many errors 
‚of judement. Everything relating to special researches in the 
departments of Anatomy, &e., and to the use of reagents, &c., we 
shall postpone to separate chapters under these headings, and here 
discuss only a few of the more general questions. 


1.—ILLUMINATION. 


For every microscopic investigation a favourable illumination is 
very important. As the illumination is partly dependent upon 
the situation of the laboratory, this should be so chosen that a large 
portion of the sky may be employed as the source of light, without 
direct sun-light. The most convenient is, of course, a room with 
north light and free prospect, or a room with windows on two 
sides, in which either side can be used according to the position of 


ILLUMINATION. 269 


the sun. Reflected lieht from walls, &e., may also be of value 
under certain eircumstances, yet its most favourable employment 
is limited to certain periods of the day. Hence, in towns, the 
upper stories of houses which allow of our utilizing the light near 
the horizon are preferable, and ground-floor dwellings in narrow 
streets should be avoided. Br 

The most favourable day-light illumination is, in our opinion, 
uniform grey cloud; the pure blue sky also gives an agreeable 
lioht, but is not intense enough to develope the fullest power of 
the highest objectives. In diffieult investigations, therefore, a 
bright white or yellowish white wall illuminated by the sun 
is more serviceable Quickly-passing clouds are unfavourable, 
because the eye is soon fatigued by the continual change of 
brightness and colour. Direct sun-light should be avoided, or 
subdued by blinds. 

As regards placing the Microscope, it is generally stated that a 
more favourable effect of light is obtained at a distance of six to 
nine feet from the window for critical work than at the usual 
distance of about three feet. 

According to what we have already stated on illumination, 
the distance from the window is of importance only when 
the aperture of the ineident cone of licht is limited thereby, _ 
which is not the case on the application of small diaphragms such 
as are ordinarily used for high amplifications. Im using oblique 
lisht, we must under all circumstances be careful that the light 
reflected from the table and stand is excluded, which may be 
effected by a vertical diaphragm specially contrived, or by lateral 
displacement of the usual diaphragm. In many experiments the 
light ineident from above upon the object should be excluded by 
holding the hand or a screen before it. In short, the illumination 
should in all diffieult cases be so arranged that no other light 
reaches the field of view than the ineident cone of definite aperture 
and inclination. ? 

What aperture or inelination of the ineident cone of light may be 
most advantageous, must of course be found by trial in every 
case. The mirror, or if necessary the whole instrument, is moved 
in various directions, the observer at the same time looking through 
the eye-piece, and the effect of the different diaphragms is noticed; 
or they are moved up and down in the direction of the axis. These 
experiments are continued until the most favourable kind of illu- 


270 TECHNICAL MICROSCOPY. 


mination is found. Asa general rule, striations, systems of lines, 
&c., are seen most distinctly when the light is ineident as obliquely 
as possible ; the relative position of mirror and object must always 
be arranged so that the direction of the ineident rays is at right 
angles to the stri«. 

As in most cases the source of light is limited, or unequally 
luminous, the concave mirror gives (for reasons previously stated) a 
more intense light than the plane mirror—i.e., it involves, with 
equal aperture of the ineident cone of light, a greater brightness 
of the field of view. For high amplifications the concave mirror 
affords, therefore, decided advantages ; for the lower amplifications 
its superiority might easily be exaggerated, because a field of view 
too glaringly bright soon fatigues the eyes. If the mirror is suffi- 
ciently large and can be adjusted near the object, the application 
of illuminating lenses or condensers is in most cases superfluous, 
Condensers are useful when the aperture of the incident cone of 
lieht is required to be enlarged. 

If we use reflected light for the illumination, the Microscope 
should be placed as near as possible to the window, to obtain a 
moderately extensive source of light. With amplifications exceed- 
ing 100 to 120 linear, it is advisable to employ an illuminating 
lens, or the Zieberkühn mirror. In certain cases, also, sun- 
light may be utilized by inclining the Microscope so that the rays 
may strike the object directly. We doubt the accuracy of the 
statement of Schacht, that the three series of lines of Pleurosigme& 
angulatum may with equal amplification be more distinctly seen in 
this manner than with ordinary transmitted lisht. We do not 
recommend this method of illumination for transparent objects. 

Illumination by lamp-light, when subdued by ground-glass or 
cobalt-blue glass, is useful for many experiments, though it 
always strains the eyes more than day-light—the latter is also far 
more agreeable. : Hence, for the preservation of the sight, prolonged 
mieroscopical observations should be limited to the hours of day- 
light. Butin England and generally in Northern Europe, where 
the eloudy day-light is only of short duration, artificial illumina- 
tion must be utilized. Under these eircumstances the focal length 
of the concave mirror or of the illuminating lens must be duly 
considered, so that the convergence of the incident rays may 
reach its maximum ; this matter hardly needs further explanation 
after what has been stated. In the various opticians’ catalogues, 
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mieroscope-lamps provided with a large ‚condensing lens are 
mentioned. The same. result may be attained with an ordinary 
moderator or petroleum lamp by placing before the flame a 
 alobular vase filled with a weak solution of ammonio-oxide of 
Copper. In the opinion of competent judges, the light thus 
obtained is agreeable to the eye and at least equal to average 
eloud-light.! 


3-—-THE SELECTION OF THE MAGNIFYING POWER. 


The preparation to be investigated is first viewed with a mode- 
rate amplification, because a better survey of the material present 
is thus obtained, and the best part of the sections, or the most 
favourable objects, may be conveniently selected for more detailed 
observation. If the lowest-power objective at disposal magnifies 
too much, a further diminution of the image may be obtained by 
shortening the body-tube, or by removing the anterior lenses of 
the objective. The sharpness of the image suffers materially in 
the latter case, unless the objective is specially constructed. 

In proceeding to higher amplifications, we must remember that 
the optical power is chiefly dependent upon the focal lensth of the 
objectives—not upon the power of the eye-pieces. The employ- 
ment of deep eye-pieces—i.e., such as magnify 10 linear or 
upwards—is, as a rule, advantageous only in cases where the 
determination of form-relations or the comparison of very small 
distances is required. New details in the image will be less per- 
ceptible the more imperfect the objective and the greater the lensth 
of the body-tube,; in most cases the highest-power objectives 
exhibit decidedly less of the image than the preceding lower ones. 

The most suitable amplifications for particular kinds of work 
will soon be discovered by those who use the Microscope for 
scientific purposes. It is manifest that immersion systems and 
similar high powers will be employed only in special cases, where 
very difficult peculiarities of structure, &e., have to be determined. 


3:—EMPLOYMENT OF COVER-GLASSES, 


Most mieroscopice preparations are examined in water or other 
fluid medium, either to lessen the deviation of the rays of licht, 
or to keep the object in a settled condition—soft, distended, &c. 


! Pide Strasburger : ““ Ueber Zellbildung und Zelltheilung,” p. 33. 
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But as these liquids, if the objects are not immersed in them, 
exhibit the well-known phenomena of adhesion, and therefore 
are very uneven on the upper surface, it is for optical reasons 
necessary, with the higher amplifications, to employ cover- 
glasses which render the upper surface flat. By their applica- 
tion a too rapid evaporation of the liquid is avoided, as 
also the immersion of the lenses. With lower amplifications the 
preparation may remain uncovered, and it is frequently advisable 
not to cover it, especially when a further dissection is contem- 
plated. 

If the preparations are of such a nature that it may be desirable 
to invert them and view them on the other side, they should be 
placed between two rather large pieces of cover-glass, which may 
then be turned about at will. This process is often of great 
advantage in the study of superposed cell-layers or other objects 
the structure of which is to be investigated. 

The thickness of the cover-glass is immaterial with low powers ; 
tie choice must therefore be made rather in accordance with other 
considerations—such, for instance, as the pressure which is to be 
exercised upon the preparation. High powers, on the other hand, 
are mostly constructed for thin cover-glass, and correction-adjust- 
ment becomes necessary as soon as the thickness exceeds 3 mm. 
With very powerful objectives only the thinnest cover-glass can 
be used, in consequence of the short focal distance. 

When it is necessary to protect the preparation from all pressure, 
however slight, a suitable body (a hair, a quill, a strip of paper or 
tin-foil, &e.) is placed under the cover-glass, and of course the object- 
distance of the Microscope must then be taken into account. The 
beginner frequently discovers that he cannot focus on the object 
in consequence of the thickness of the layer of liquid over it; this 
may happen even to the practised mieroscopist in using high 
powers. This difiieulty may be avoided by applying the cover- 
glass by one end and then pushing it further on until the object 
arrives at a sufhiciently thin part of the wedge-shaped layer of 
water. ’ 

It is obvious that the cover-glasses must be as clean as possible, 
and must not therefore be touched by the fingers at the optically 


effective part of the surface, 
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4.—PRESERVATION OF THE INSTRUMENT. 


In order to preserve the Microscope in perfect condition, the 
lenses of the objeetive and of the eye-piece should be carefully 
cleaned after being used. The front surface of the objective should 
always be examined after use, for if solidifying liquids, &c., are 
left upon it they are very likely to cause injury. The greatest care 
is necessary in the employment of chemical reagents during obser- 
vation, especially those which act upon the lead of the flint-glass. 
Chemical processes which develope sulphuretted hydrogen, chlo- 
rine, vapours of volatile acids and similar gases, ought never to be 
used in the room devoted to the Microscope. Chloride of caleium 
and nitric acid, fuming hydrochlorie acid, &e., require cover-glasses 
as large as possible to protect the objective even at a normal tem- 
perature, and must not be placed in a heated state under the 
Mieroscope. 

If, notwithstanding all care, a lens has been touched by the 
reagent, it must be washed with distilled water, and then cleaned 

‘in the usual way with a fine linen cloth softened by repeated 
washing, or with soft leather. Some microscopists use a fresh-cut 
surface of dry elder-pith; the small particles which adhere to the 
lens may be removed with a clean camel’s-hair brush—certainly 
an eflicient though somewhat complicated process. 

If the Microscope is used daily it may be covered with a glass 
shade or a eloth to protect it from dust. Many observers are not 

accustomed to give much attention to these matters; they simply 
put the objeetive in its box, and cover up the eye-piece, leaving 
the instrument uncovered. In our experience, Microscopes which 
have been treated thus for years, even with the objective screwed 
on, have not been injured. It is, however, always better to err-on 
the side of caution. 

To prevent the formation of moisture on the eye-glass during 
observation, either the eye-piece may be slightly warmed or the 
whole instrument placed in a warm room before use. 


d.—CARE OF THE EYES. 


Those who have moderately good eyes will soon be able to 
devote several hours daily to the Microscope without injury to the 
T 
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sicht; it is, however, advisable not to work at the instrument 
during the first hours of the morning, nor immediately after taking 
food. If fatigue or irritation of the eyes is experienced, work 
should be stopped for a few days. 

It is immaterial whether the inactive eye be closed or open 
during observation. The observer should accustom himself to use 
both eyes alternately ; they thus experience the same changes: 
hence, on the supposition, of course, that they were originally 
equal in strength, they will coincide both in power and distance of 
vision through life; otherwise the active eye usually becomes 
somewhat more short-sichted. The exclusive and continued use 
of one eye is said, moreover, to produce a peculiar irritation of the 
other. This is so far correct, that the eye which is usually in- 
active .receives a far brighter light-impression on looking through 
the Microscope, and is more readily fatigued if we observe with it 
for any length of time— which obtains also with the healthy eye of 
the beginner. As regards the smarting which long-protracted work 
causes in the active eye, it is doubtful whether the alternate use of 
both eyes does not produce just as great inconvenience as the 
exclusive use of one eye. Many microscopists, however, have 
habitually observed with the same eye during several years 
without inconvenience. 


6.—THE WORK-TABLE. 


The convenience of a well-arranged work-table, as to height, 
size, &e., should not be under-estimated. It should be sufliciently 
large and massive, and furnished with one or ınore drawers for the 
various appliances, drawing prisms, glass vessels, &c. For dissec- 
tions a slope let into the table is to be recommended, because 
most bodies are seen more clearly upon a black ground. We must 
pass over all other arrangements which may perhaps be serviceable 
in this or in that case, but which may in general be dispensed 
with. 


ot 
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IM 
PREPARATION AND TREATMENT OF SPECIMENS. 


THERE are only very few bodies which can be spread out at once 
upon the objeet-slide without further preparation, or be isolated by 
mere pressure on the cover-glass; the majority require a prelimi- 
nary dissection into small portions, or must be examined in delicate 
sections, the preparation of which requires special skill. The 
proper treatment of objects, therefore, is always one ofthe principal 
points in microscopie work. In order to render a given object as 
accessible as possible for observation, and to become acquainted 
with all the processes requisite for this purpose, it is of the first 
importance to become expert in the manipulation of the preparing 
instruments. Verbal discussion of this point must naturally be 
eonfined to a short description of the means usually employed ; 
matters supplemental must be reserved for practical instruction. 

The dissection of Ihe object, as well as the separate preparation of 
certain portions of it, is generally effected with a needle—in more 
diffieult cases under a lens or a simple Microscope. 

An ordinary needle may be used for this purpose if it is firmly 
fixed in a wooden handle. If better instruments are required, 
needles of different shapes and sizes may be obtained, some, for 
instance, with hook-shaped points, and others terminating in 
small blades. Needles for diffieult dissections must have fine 
points, and when they become blunted should be sharpened ; but 
those which are used merely for pressure upon the cover-glass or 
for raising it when the objects are being moved, and also for 
eoarser dissections, should have blunt points, and should also be 
_ somewhat stronger and rigid. The handle, especially for fine 
needles, should permit their being changed at will and tiehtly 
fixed by means of a metal collar. 

A skilful manipulation of the preparing needles is very import- 
ant with many objects. The trouble caused by their preparation 
15 m many cases more than counterbalanced by the accuracy of 
the observation thus attained. Beginners usually fail by operating 


with excessive quantities, and by not continuing the operation long 
enough. i 
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If cellular or granular elements in a preparation are imbedded 
between fibrous ones, which latter are to be examined, the former 
may sometimes be removed by 
the brush—a method which is 
frequently employed in animal 
preparations. The specimen is 
placed in a suitable medium on a 
glass slide, and is lightly teased 
with a brush, held vertically 
(Fig. 155), until the liquid be- 
comes disturbed and the tissue 
clears. This process is repeated 
several times if necessary, and the preparation is washed and 
turned about, fresh liquid being added until at length no further 
turbidity is seen. 

For the preparation of sections razors are generally employed ; all 
other eutting instruments, such as double-edged knives, scalpels, &c., 
are superfluous for botanical purposes, and in our experience their 
value, even for animal substances, is very secondary. Those who 
can use the razor skilfully will find it suffieient—at any rate in the 
majority of cases. The blade should be ground flat or hollow, 
according to circumstances. For rather large sections through 
woody formations, a flat knife, which does not bend when pressed 
upon the nail, should be used, but for soft vegetable tissues hollow 
razors with pliable edges. 

Before the actual eutting, the blade and the object should be 
moistened, because dry-cut sections are usually less satisfactory. 
Dry gelatinous substances, such as the thallus of many of the 
lichens, should be treated as exceptions, as they do not offer the 
necessary resistance when moist or distended ; in this case a mere 
touch with the moist lip will suffice. In cutting, the knife must 
not be pressed through like a wedge at right angles to the longi- 
tudinal axis, but must rather be drawn through diagonally, in 
order that the sectional surface may be as smooth and clean as 
possible. 

If the preparations are so thin or so small that their manipula- 
tion and the proper application of the knife are rendered difficult, 
they must be supported whilst sections are being made. With 
thin thread-shaped or lamella-like substances (leaves, &c.), several 
may be placed one upon the other and then pressed between the 





Eıe. 155. 
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fingers. Im most cases, however, it is advisable to squeeze them 
between cork or elder-pith, or, if the substance is of a suitable 
nature, it may be left to solidify in liquid gum. Thin roots, 
single leaves, the tips of stems, and similar objects with sappy 
tissue, may be cut between elder-pith, which is generally pre- 
ferable to cork; the pressure must, of course, be regulated not 
to injure the object. Thicker objects may require a suitable 
groove to be cut in the pith. Longitudinal sections through 
delicate thread-shaped objects are generally most successful if the 
objects are bent round the edge of a flat piece of cork, one end 
being firmly pressed down and the other (which maybe fixed on 
with a very little gum) carefully eut through—commencing at the 
edge. We have thus obtained thin median sections through the 
soft ends of roots, after numerous unsuccessful attempts between 
cork and elder-pith., The process of placing the preparation in 
gum can only be employed with those objects which can be dried 
without injury, and which re-assume their original shape on being 
moistened ; with these, however, it is preferable to every other 
process. Pollen-grains with thick extine, starch-grains, the outer 
walls of epidermal cells, the thallus of lichens, the tissues of many 
mosses and alg&, &c.,, may thus be cut into the finest lamella 
without diffieulty. 

For decayed wood and similar tissues with loosely united parts, 
injection with melted stearine, which is afterwards removed on 
the slide with ether or benzine, is said to be serviceable under 
certain eircumstances. Schacht states that he has obtained 
delicate sections of very decayed wood from grave-mounds by 
this treatment. 

Finally, objeets which consist of only a single row of cells“or 
layer of cells—#for, instance, filaments of ale and leaves of moss 
—are usually placed upon the thumb-nail with a drop of water, 
and cut by a swinging motion of the razor—a process which may 
also be employed for several positions of the cells with moderately 
thick objects. 

In order to convey to the slide the sections lying in the liquid 
on the blade of the knife or the thumb-nail, many observers 
employ a fine brush, to the moist point of which the single objects 
readily cling, whence they can just as readily be liberated again 
ın water. The razor may also be laid flat upon the glass plate, 
the edge just touching the liquid ; the separate sections may then 
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be pushed into the liquid with the needle. In these matters much 
depends upon habit and practice. We never use the brush for 
this purpose. 

If the objects are suspended in a liquid, the pipette (Fig. 156) 
is frequently used for collecting them and plaeing them on the 
slide If the upper end of the glass tube is closed with the 
forefinger, the lower end, drawn to a fine point, may 
be immersed in a liquid without the latter entering. If 
then the finger is suddenly removed, a little of the liquid, 
together with the minute bodies suspended in it, will rush 
into the tube, and may be held there by reclosing the 
upper end. The pipette is especially valuable for taking 
up single specimens from various layers of liquid. 

The mierotomes so much recommended in recent times— 
devices which are said to facilitate the production of thin 
ER Sections of hard tissues—may be usefully employed in many 
ANA cases, especially where a greater extent and more uniform 
| 7 thickness of the sections is required ; for instance, for the 
cabinet of miceroscopic specimens. For scientific purposes, 
however, we do not esteem them hiechly, since all we 
require is to cut small portions of an object, or to find 
suitable places for examining the sections. We agree in 
general with Mohl’s opinion, that mechanical contrivances 
which are to aid the artificially strengthened eye by the 
artificially strengthened hand are of little scientific value, 
and that simple devices are quite sufficient in skilful 
hands, and are generally more serviceable than com- 
plicated ones. We therefore omit a description of the 
microtome—the more readily as the manufacturers usually furnish 
instructions with every instrument. 

Seissors are much used with animal preparations, but rarely 
with vegetable ones; for the latter, ordinary small seissors are 
quite sufficient. Similarly, the chisel, double-edged chisel, saw, 
plane, &e., can hardly be reckoned among the instruments of the 
microscopist, neither are the pocket-knife, hand-vice, pliers, punch, 
&e., to be so regarded. The mode of employing these instruments 
is in most cases self-evident : thus, the saw is used with hard 
woods, bones, teeth, and similar bodies, for eutting them, or making 
thin sections or plates, which are afterwards ground flat; the 
plane is used with horny bodies for obtaining rather large sections; 
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the two-edged knife for cutting thin lamellae of hard objects of 
considerable thickness, and so on. When the case arises that one 
or other instrument can be used with advantage, the most suit- 
able shape and size are easily selected, and choice—if choice there 
be—may be made accordingly. 

If the prepared sections are opaque in consequence of their 
containing air, we must endeavour to remove it. It may often 
sufice to leave the section some considerable time in the liquid, 
provided this is capable of absorbing more air; boiled water, for 
instance, is a perfectly safe medium, as also alcohol, according to 
Schacht. Im other cases a slicht heating of the preparation over 
a spirit-lamp answers the purpose. The most effective and con- 
venient device, however, is the air-pump, a few strokes of which 
are sufficient to render the objects placed under the receiver quite 
free from air. If a large air-pump is too expensive, a smaller one 
in the form of a syringe can easily be made. Into a tube, of 
about one inch in diameter, closed at the bottom, is fitted a piston 

rovided with a- valve, which allows the air to escape on the 
downward stroke, but checks its entrance on the upward stroke. 
With this contrivance the object under investigation must be cut 
in small pieces and placed in the tube with a little water before 
its preparation, and must afterwards be fished out again, which is 
'somewhat troublesome ; nevertheless, a syringe of this kind is 
often serviceable in the absence of a better one. 

If the opacity is due to enclosed particles, or incrustations on the 
membrane, recourse may be had to chemical reagents for their 
removal. We will give further details upon this point later on. 

The spreading out of preparations upon the slide is usually 
effected by a slisht pressure with the needle upon the cover-glass. 
This simple process affords the advantage of alternately increasing 
and diminishing the pressure at will, according to circumstances, 
and is otherwise serviceable for spreading out the object favour- 
ably for observation. If, further, a certain constant pressure is 
required to be maintained for some lensth of time, either for 
conveniently examining a large surface, or for making a drawing 
with a camera lucida, a mechanical contrivance, which admits of 
pressure by means of screws, is useful. Such contrivances—the 
so-called compressors—are now supplied by most opticians at a 
moderate cost. 


For the observation of living cells in normal vegetation, or under 
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particular conditions (e.g., excluding the air, in a drop of liquid sur- 
rounded by carbonic acid, hydrogen, or mercury), a moist chamber, 
such as Geissler, of Berlin, prepares (Fig. 157 c, culture-cell), is 
most convenient. It has a central space for 
observation, which is connected at two 
opposite points with inlet and outlet tubes, 
The walls of the chamber in the centre are 
of tlie thickness of a cover-glass, and are 
flattened so closely together as to form a 
capillary space. When filled with a liquid, 
which is allowed to flow out again, a drop 
will always remain in the middle capillary 
space, which may be examined in its whole 
extent, even with high-power objectives. In 
this shallow chamber, therefore, a fungus- 
spore, yeast-cell, &c.,may be placed with the 
proper nourishing fluid. Gases or liquids may 
be introduced during the process of develop- 
ment by means of an aspirator,which is con- 
nected with the outlet tube of the chamber. 
Forthe study of the processes of division 
in the lower alg® (spiro-gyra, &c.), which 
usually take place at nieht, the method 
applied by Strasburger is to be. recom- 
mended, by which the division can be 
delayed till the following day. The glasses 
Fıs. 157. in which the alg& are confined are placed in 
a temperature of less than 5° C. By this 
means the processes of division are interrupted, but they commence 
again on the following morning in the normal temperature of the 
room even with the brightest illumination. 





IR 
THE PRESERVATION OF MICROSCOPIC SPECIMENS. 
THE collection of microscopie objects, especially those which 


we obtain by a careful preparation, or by a fortunate chance, has 
in recent times—owing to the improvement of our methods of 


ı Strasburger : ‘* Zellbildung und Zelltheilung,” p. 34. 
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preservation—reached an extent and importance, which make it 
the duty of every microscopist to become acquainted with the 
processes of making such preparations. . Since it is in the first 
place necessary to select the proper medium for the preservation 
of the objects, the methods which are employed may be described 
with reference to these media. We specially note the following :—— 

(1.) Air as a medium for dry substances—for instance, scales of 
butterflies’ wings, diatoms, cerystals, and sections of various hard 
substances. After we have ascertained that these objects produce 
a satisfactory image in air, they are covered with a thin cover- 
glass, which is cemented upon the slide—preferably with thick fluid 
gum or Canada balsam. The whole slide is then covered with 
paper, which has a hole cut out over the middle of the cover-glass 
and projects somewhat beyond the edges of the slide. 

(2.) Canada balsam, for hard formations of every kind —diatoms, 
fossil woods, polished bones and teeth, &e. Among the resinous 
substances which have been proposed as media for microscopic 
objects, none is so important or so generally employed as Canada 
balsam. For vegetable objects its use, however, is limited, since 
it renders the majority of cell-membranes too transparent to 
produce a distinet image; on the other hand, this quality con- 
siderably enhances its importance for animal preparations. The 
object to be mounted is thoroughly dried by warming or by being 
placed. over sulphuric acid or chloride of caleium, and then soaked 
in oil of turpentine. A drop of liquid Canada balsam is put upon 
the slide; the preparation is then spread out on it and covered by 
a second drop. To remove the air-bubbles, the slide may be 
slightly heated (no boiling should occur), and this is continued, if 
necessary, after the application of the thin cover-glass, by placing 
it, for instance, near a stove ; a more rapid hardening of the balsam 
thus takes place. 

As, however, the balsam always remains somewhat viscous, it is 
advisable after the lapse of a few days to coat the edges of the 
cover-glass with a rapid-drying varnish which forms a firm non- 
adhesive ring. Solid Canada balsam may be liquefied with chloro- 
form or oil of turpentine. Its solidification in air may be con- 
siderably retarded if kept in wide-necked glass bottles with ground 
stoppers. Any surplus of the balsam which oozes out atthe edges 
of the cover-glass may be scraped off after it has hardened, and 
the glass then cleaned with oil of turpentine, 
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Instead of the usual thick balsam, a weak solution in ether 
or chloroform is, under certain eircumstances, advantageously 
employed. Used cold, it may be spread on the slide with a brush ; 
the preparation is laid on, more liquid is applied, and it is then 
finally covered. 

(3.) @lycerine, for most vegetable tissues—This is specially recom- 
mended for preparations where the preservation of starch-grains 
and chlorophyll is of importance. In order to limit the contrac- 
tion of the primordial utriecle as much as possible, the objects are 
first placed in a very weak solution with distilled water, which is. 
‚either allowed to evaporate in the air or is gradually replaced by 
more concentrated solutions. The property of glycerine of absorb- 
ing water from the air up to a certain degree of concentration 
renders hermetic sealing superfluous; where, however, it is to- 
remain constantly mixed with a rather large quantity of water, 
evaporation must be prevented by careful application of the 
varnish mentioned later on. There is no need for haste in this 
process; several preparations may be collected before we proceed 
to cement them. 

Instead of pure glycerine others employ a mixture of glycerine: 
and gum arabie or gelatine, because subsequent change of place of 
the objects, through the solidifying of this liquid, is prevented. 
This mixture is obtained by heating one part of gelatine with two- 
parts of water, and then adding an equal volume, or even slightly 
more, of golycerine. 

Farrants recommends a still more complex mixture, consisting 
of equal parts of glycerine, gum arabie, and a saturated solution of 
arsenious acid; it is used like Canada balsam. Cementing is not 
here necessary, as the outer layers soon become hard and prevent. 
further evaporation. 

(4.) Ohloride of caleium, for most vegetable tissues, is employed in 
a similar manner to glycerine ; if suffieiently concentrated, like 
elycerine, it does not need hermetic sealing. By carefully increas- 
ing the strength of the solution, the walls of the cells, even in 
young tissues, may generally be preserved; the colouring-matters, 
however, become more or less altered, the starch-grains swell, and 
the primordial utriele contracts. Nevertheless, chloride of caleium 
solution is in many cases to be preferred to glycerine. To prevent 
the formation of basic chloride of caleium, which has a tendency to 
crystallize on the preparation, the solution may be acidified with 
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hydrochlorie acid. The strength of the caleium solution must be 
reoulated according to the nature of the tissues ; woody cells bear 
complete saturation, whilst a weaker solution is preferable for 
young tissues. 

(5.) Sugar-water, for preparations which become too much altered 
by glycerine or chloride of calevrum.— The sugar element checks the 
otherwise invariable decomposition and the accompanying disturb- 
ance of the liquid. In order, also, to prevent any fungous growth, 
the solution may be mixed with a little corrosive sublimate. This, 
of course, always requires hermetie sealing. 

In addition to these preservative liquids, numerous others have 
been proposed—chiefly adapted for animal preparations. A few of 
those most used may be mentioned here. 

The mixture recommended by Paecini—a modification of the so- 
called Goadby’s fHuid—consists of 

Corrosive sublimate, 1 part, 

Pure chloride of sodium, 2 parts, 

Glycerine (25° Beaume), 13 parts, 
- Distilled water, 113 parts. 


This mixture should be allowed to stand two months, and then 
be diluted with three times its weicht of distilled water and 
filtered through blotting paper. For the preservation of blood- 
corpuscles, nerves, ganglia, cancer-cells, as well as delicate protein- 
ous tissues, this is said to be excellent. 

Similar mixtures are also employed in different proportions in 
the Pathological Institute of Berlin ; according to Cornil! they 
are composed as follows :—— 





Noms Nor: INOMS+ No. 4. 
Corr. sublimate 1 | Corr. sublimate 1 | Corr. sublimate 1 | Corr. sublimate 1 
Chloride of Chloride of Chloride of Water 800 
sodium 2 sodium 1 sodium 1 
Water 100 | Water 200 | Water 300 
No. 5. No. 6. NOT. No. 8. 
Corr. sublimate 1 | Corr. sublimate 1 | Corr. sublimate 1 | Corr. sublimate 1 
Acetic acid 1 | Acetie acid 3 | Acetie acid 5 | Phosphoric acid 1 
Water 300 | Water 300 | Water 300 | Water N 





No. 1 is intended for vascular tissues of warm-blooded animals ; 
No. 2, for those of cold-blooded; No. 3, for pus-corpuscles and. 


" Quoted by H. Frey : “Das Mikroskop,” öth ed. p. 127. 
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analogous formations; No. 4, for blood-cells; No. 5, for epithelial 
cells, connective-tissue, and pus-cells, if the nuclei are to be shown 
also ; No. 6, for connective-tissue, muscles, and nerves ; No. 7, for 
glands; and, finally, No. 8, for cartilage-tissue. 

Beale mentions a fluid prepared according to the following 
recipe:—To 6 ounces of methylated alcohol and 3 drams of 
creosote, chalk-dust is added until the mixture forms a soft paste, 
This paste is diluted by careful pounding in a mortar with 
64 ounces of water, which is gradually poured in, then mixed 
with a few small lumps of camphor and allowed to stand for 
about a fortnight. Finally, it is filtered, and preserved in a well- 
stoppered bottlee A similar mixture was used by Thwaites for the 
preservation of Desmidiacew. 

We have enumerated the various preservative fluids employed, 
and will now describe the method of hermetic sealing which is 
necessary for most of them. The rules to be observed have refer- 
ence, in the first place, to the base upon which the cover-glass is 
put to avoid Kan and, secondly, to the permanent cementing 
of the edge of the cover- „glass. 

If the preparations are not 
too thick, it will suffice to 
paint a ridge of cement or 
varnish upon the slide by 
means of a brush (Fig. 158), 
and of such a shape and size 
that its outer margin projects 

4 somewhat when the cover- 

Fıe. 158. glass is applied. When the 
ridge of cement has partially dvied, the preparation is placed in the 
enclosed space, and the latter is filled with the preservative fluid 
selected. If we have added too much of the fluid, the excess can 
be easily removed with a brush. It is convenient to put the 
cover-glass on first at 
one end only (Fig. 
159), and then to lower 
it gradually to a hori- 
zontal position, so that 
Rrasaiso, it adheres to the frame 

of varnish by its edges. 

If then a little fluid escapes, it may be removed with blotting 
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paper; the edge of the cover-glass is then painted over with a 
somewhat thick varnish of the same kind. Instead of an enclosed 
ridge for the base, Schacht recommends two parallel lines ‚of 
varnish upon which the cover-glass rests. The formation of air- 
bubbles is thus more easily avoided, but, on the other hand, the 
diffieulty of securing perfect hermetic sealing is increased. 
Square cover-elasses are more diffieult to cement than ceireular 
ones. The latter are most easily cemented by the use of Frey’s 
improved revolving-stage, shown in Fig. 160, the action of which 

















Fıs. 160. 


is briefly as follows:—The circular brass plate has a horse-shoe 
spring-clip to grip the slides. Concentrie circles of different sizes 
are cut on the brass plate, corresponding with the cover-glasses, and 
indicate where the brush is to be applied perpendicularly to make 
the rings. Further, the brass plate is rotated rapidly by applying 
the finger to the milled edge beneath. A fine brush is dipped in 
the cement, and applied very liehtly at first, increasing the pressure 
as the rotation slackens. A little practice will soon enable the 
operator to form regular rings. For circles the cement should be 
more liquid than that used for square cover-glasses. 

If the preparations are so thick that the ridges of cement, 
though laid on several times, are not satisfactory, cells or troughs 
of gutta-percha, india-rubber, or glass, may be cemented on to the 
slide. The gutta-percha or india-rubber cells may be made from 
the thin sheets of commerce by eutting out square pieces, some- 
what narrower than the objeet-plate, and boring them through 
with a punch (Fig. 161). 

Glass cells of eircular form are obtained by sawing off rings 
of suitable thickness from glass tubing, and grinding the surfaces 
flat; they require, of course, eircular cover-glasses. We prefer 
small rectangular plates of glass with eircular or oval aperture, 
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like the gutta-percha cells, as also those which are composed of 
thin strips of plate-glass. The latter can be easily prepared by 
the student himself, by eutting two different kinds of strips, 
18-20, and 12-15 mm. in length, and cementing them together 
to form a square framework. A single strip of glass might be 
bent at right angles over a blow-pipe and the ends fused together, 
though a practised hand is required for this process. 

The final sealing is a most essential operation. Many cements 
and varnishes are apt to develope numerous fine cracks through 
which the air enters; the durability of the preparation depends 
chiefly upon the proper choice of the method of sealing. For 
fixing the glass cells, marine glue is best; it is composed of equal 
parts of shellac and india-rubber dissolved in benzine. A solution 
of gutta-percha and shellac in oil of turpentine is recommended 
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by Harting. These preparations are heated to the melting point 
and then spread with a brush on the edges of the cells or strips of 
glass, which are then applied and pressed into position under heat. 
For cementing the cover-glasses, however, the asphalt-varnish of 
commerce—a solution of asphalt in linseed-oil and turpentine—is 
usually employed ; this has not proved entirely satisfactory, from 
its ability to crack and flake in the course of a few months. The 
asphalt-varnish of Bourgogne, of Paris, is, according to Frey 
(“ Das Mikroskop,” öth ed. p. 133), much better; it dries compara- 
tively rapidly, and is durable. The same author formerly recom- 
mended a white cement, invented by Ziegler, a painter of Frankfort, 
which may be diluted with oil of turpentine as required by slight 
heat, and which is spread on like asphalt-varnish with the brush. 
The cement is said to become hard very slowly, and to be adhesive 
even after some months ; nevertheless, it forms a secure sealing. 
Gold-size, as used by gilders for leaf-gilding, is also recommended 
for temporary mounting; Harting states that he has employed it 
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exclusively for a long time. Frey, on the other hand, recommends 
that the final sealing should be made with the cement of Ziegler, 
above mentioned. 

Finally, for labelling the preparations and the whole arrange- 
ment of the collection, the shape and size of the slide itself 
are not quite without importance. In this respect the convenient 
and pretty design, which Bourgogne, of Paris, has chosen for 
his well-known preparations (Fig. 162), might be adopted as a 
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model. It is similar to that which has been introduced in English 
eollections—slides of 72 mm. in length by 24 mm. in breadth 
(3 in. by 1 in.), The model proposed by the “ Exchange Society ” 
of Giessen (48 mm. by 28 mm.) is, in our opinion, unsightly and 
less convenient. 

For the description of the preparation two labels are usually 
employed: one upon the left side of the slide with the name of 
the object, the other upon the right with the number of the 
collection, or similar notes. If it is of importance to find readily 
a particular portion in the preparation again, a space must of 
course be left for registering it. For this purpose, so-called ‚Jinders 
have been constructed, yet Hoffman’s suggestion still remains the 
most simple and serviceable, viz., to cut two crosses on each side 
of the opening in the object-stage, and draw two equal crosses 
upon the slide exactly over them, after the object has been adjusted 
in the middle of the field of view. 

Mieroscopie preparations should be preserved in wood or card- 
board boxes, the sides of which are provided with grooves in which 
the slides are inserted separately. 'To prevent the preparations 
from gravitating out‘of position on the slides, these boxes should 
be placed so that the slides lie horizontally. The slides may also 
be arranged to lie flat in shallow drawers or trays, which can 


either be drawn out, as in a cabinet, or lifted out one after another ; 
they are thus very convenient for inspection. 
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IL 
THE MEASUREMENT OF MICROSCOPIC OBJECTS. 


WE need not expatiate on the importance of the determination of 
the magnitudes of the objects in mieroscopical investigations; nor 
is it necessary to describe in detail the different micrometric 
methods which have been proposed from time to time. We confine 
ourselves to measurements with the glass mierometer and serew- 
micrometer, and to the determination of angular magnitudes by 
the goniometer. 

The glass mierometer, as generally employed at the present time, 
consists of a glass plate applied within the eye-piece mounting, or 
arranged to slide into it; sufficiently fine divisions are ruled upon 
it with a diamond. The larger spaces are denoted by longer 
division-lines, as on an ordinary scale (Fig. 163); the divisions 
into square meshes formerly made appear to have gone out of date. 
The eye-piece micrometers of the German and French optieians 
are generally constructed on the metrie scale, 
and in most cases are divided into spaces of 
one-tenth millimetre. 

It is, of course, evident that the divisions 
of the eye-piece micrometer can, in the first 
place, serve for measuring the magnitude of the 
real image only. Im regard to the object itself, 

Fıs. 163, their value becomes the less the hieher the 

objeetive amplification, and must therefore be 

specially determined for the individual objectives. If, for instance, 

the magnifying powers of two objectives, in combination with the 

eye-piece, are taken respectively as 20 and 50, a length of 1 mm. 

seen on the eye-piece mierometer corresponds to a length of 5 mic, 
and 2 mic. in the object. 

To determine the relative value of micrometer-divisions, it is 
best to use a stage-mierometer—a small glass slip, upon which the 
millimetre is divided into 100-250 parts or more, so that the 
distance of the division-lines=10 to 4 mic., or even less. If we 
place one of these stage-micrometers under the Microscope, and 
adjust the eye-piece micrometer so that its divisions can easily be 


_—_ 
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compared with those of the object, then the distance of the 
divisions required can obviously be determined as is usually done 
with an ordinary unverified scale by comparing it with a standard 
one. If, for instance, 10 divisions in the eye-piece micrometer 
coineide with a space of 25 mic. on the stage-mierometer, we get’ a 
value of 2:5 mic. for one division. 

The errors which are ineidental to this method of determination, 
and the measurements based upon it, are of course proportional to - 
the aceuracy of the two mierometer-divisions; they are not, how- 
ever, of much importance in view of the perfection of modern 
dividing machines. In the eye-piece micrometer, where the 
equality only of the intervals—not their absolute magnitude— 
comes into account, they may be regarded as almost infinitely 
small, as may be easily seen if the mierometer-divisions are slid 
over the real image of any object‚—the latter always covers the 
same number of division-lines. On the other hand, however, 
as shown by Harting, slight differences occur in the sense that the 
intervals do not correspond exactly to the values specified by the 
optician, but appear somewhat too large or too small. In the 
glass mierometers of Oberhzuser the difference is said to amount 
to ‘041, in those of Ploessl to ‘009 of the asserted value, so that 
im order to be exact the results of the measurements must be 
diminished by these fractions. To what extent these statements 
hold good for micrometer-divisions of recent date we need not 
inquire; we recollect, however, having repeatedly measured one 
and the same object, employing Ploessl’s and Oberh&user’s gradua- 
tions, without meeting with essential differences. The differ- 
ences which occur in the micrometers of the princeipal makers 
appear to us of very minor consideration in the determina- 
tion of the size of microscopie objects (disregarding quite special 
cases). 

In many investigations where measurements are necessary, it 
is indeed only a matter of relative accuracy—..e., of the com- 
parison of the results of the same observer. He is supposed 
to know what importance the possible error miecht attain, and 
of course will try to avoid those sources of error which would 
impair the accuracy of his conclusions. Generally speaking, he 
is satisfied by a few rapidly made measurements—in more difhi- 
cult cases, by a greater number of careful measurements and 
caleulation of the arithmetical mean ; the testing of the measuring 
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apparatus itself will be requisite in exceedingly rare instances 
only.: The errors which are due to the instrument are almost 
always infinitely small in comparison with those which the 
observer commits by inaccurate adjustment. In questions where 
these errors of adjustment might be of importance, no microscopist 
would be willing to compare the measurements of another with 
his own; he would, at most, take into account only the figures 
of the same series of observations. It might with confidence be 
affirmed that if measurements of different observers admit of 
comparison in any investigation, this comparison still exists if 
the respective quantities are taken 5-10 per cent. greater or 
less. 

When observers state that they have refined the accuracy of 
direct measurement up to 1 mic. by continued repetition of the 
process, such assertions are to be regarded as deceptive, because 
the nature of the adjustment is dependent upon the subjective 
perception within much wider limits. Suppose two experienced 
observers to make repeated measurements of one and the same 
object with the same Microscope ; let the object be sharply 
outlined and the measurements accurate to 1 mic. according to 
the usual method of calculation: except by sheer chance, the 
comparison of the mean values found will yield differences which 
amount, with objects of 10 mic. diameter and upwards, to from 
five to ten times the asserted error. This accuracy is therefore. 
not necessarily real. 

The mounting and arrangement of the eye-piece micrometer- 
admit of much variety. In small instruments it is generally 
fixed immovably in the plane of the diaphragm ; hence it is 
not equally clearly seen by eyes of different focal distance, 
moreover, the adjustment of a division-line to a certain point 
necessitates the displacement of the object. In this respect the 
micrometers adapted to slide in the eye-piece mounting are some- 
what more convenient; the same eye-piece is thus available for 
ordinary observations by removing the mierometer. [The authors 
here mention several mierometers constructed by Continental 
opticians which possess more or less effieient means of adjust- 
ment; but here again the matter is dealt with somewhat in- 
completely from an English point of view, and has therefore been 
omitted.] 

The determination of the size of mieroscopie objects which only 
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partly fill the interspaces of the micrometer-scale, can only be 
approximately effected. Thread-shaped objects should be adjusted 
to lie across the division-lines at right angles; the proportion of 
the interspaces to the thickness of the thread can thus be easily 
determined within a slight error. Spherical objects should, where 
possible, be arranged consecutively in a series; the length of the 
whole series is then measured and divided by the number of the 
objects. Similarly, the mean thickness of layers in membranes, 
‘starch-grains, &e., is estimated; and also, where practical, the 
sectional magnitude of the elementary organs in tissues. 

The screw-micrometer is now almost entirely superseded by the 
more convenient and much less costly glass mierometer. The 
arrangement of the instrument is based upon the principle much 
applied in machinery (e.g., dividing engine, &c.), that the move- 
ment of a screw is proportional to the angle at which any point 
of it is turned. The object is placed upon a sliding plate, which 
is moved backward and forward, by means of a micrometer- 
screw having a very fine thread (e.g., 5 revolutions to 1 mm.), 
until the opposite edges of the image coincide successively with 
a thread extended in the eye-piece. The distance travelled from 
one. point to the other can. thus be read off on the graduated 
screw-head, since the value of one division can easily be calculated 
from the known value of an entire revolution, and may: therefore 
be regarded as given. 

Another form of this device, well known in England, is the 
eye-piece screw-micrometer. In this, two parallel threads are seen 
stretched vertically across the field of view of the eye-piece, of 
which the one can be made to traverse the field by the mierometer- 
screw, whilst the other remains stationary. If the edges of the 
objective-image are now brought to coincide with these threads 
its diameter can clearly be much more accurately determined 
than is possible with the help of a micrometer-scale upon glass. 
The measurement is, however, in this case also only an indirect 
one; the relative value of the screw-thread must be specially deter- 
mined for every objective and for every tube-length, just as with 
the glass mierometer. ; 

Upon the prineiple of Ramsden, of measuring the objective- 
nage instead of the object, is based also the screw-micrometer of 
no Mohl, recently proposed (“ Archiv für mikr. Anat.,” Bd. i., 

)- Mohl finds the usual kind, where this principle is em- 
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-ployed, liable to error, because the image of the object suffers a 
‚greater or less distortion through the eye-piece, in consequence 
of which the amplification appears higher or lower according to 
the distance from the centre; whence, of course, as Harting has 
already pointed out, the relative value of the micrometer-scale 
ündergoes an alteration. Im order to avoid this defect of the 
eye-lens, Mohl does not measure the size of the objective-image 
‚under the fixed eye-piece by moving the spider-web, but moves 
the .eye-piece with the crossed-threads right across the image by 
means of the mierometer-serew, so that on each adjustment only 
its ‘centre is optically effective. 

“ It appears to us that the asserted defect of the eye-lens, which 
is said to be eliminated by Mohl’s suggestion, does not in reality 
exist. For it is perfectly immaterial whether the eye-lens 
magnifies uniformly or not, provided the image which it gives 
‘possesses the distinctness necessary for focusing. The plane of 
the objective-image coincides of course with the plane of the 
‚micrometer-scale, and the space between the two margins, through 
‘which the micrometer-screw has to pass, is a quantity entirely 
‚independent of the distortion of the image by the eye-lens ; both 
‚image and scale suffer the same changes through the eye-lens. If 
‚the margins of the objective-image are sharp and clearly defined 
‘so that the threads in the eye-piece can be adjusted exactly to 
them, then, even if the eye-lens were to magnify twice as strongly 
at the edge as at the middle, the result of the measurement would 
remain unaffected. The determinations of size made by Harting,! 
according to which ten divisions of a glass mierometer, measured 
separately in succession and in the centre of the field of view, 
corresponded in section to 75'8 degrees of the index, while the 
total extent of the ten divisions, measured directly, amounted to 
73:5 degrees (instead of 75°8), prove only that the objective-image 
meäsured was not magnified uniformly—but less towards the edge.” 
This is a defeet which is met with to a greater or less degree in all 
Microscopes, and the injurious influence of which can only be 
eliminated, in cases where extreme accuracy is required, by 
determining the relative value of the micrometer-divisions Or 


1 “ Das Mikroskop,” 2nd ed. ii. p. 240. 

?2 We cannot understand how Harting coneludes that these differences are 
to .be explained by Aigher magnifications of the marginal parts. On the 
causes of lower magnification towards the margin, vide p. 64 et seq. 
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serew-threads by experimenting with an object which occupies 
in. the field of view the same space as that to be measured. If, 
for instance, it is required to determine accurately the size of an 
object whose image covers five divisions in the eye-piece micro- 
meter, we select for the determination of the micrometer-divisions 
or screw-threads a distance upon the stage-micrometer which. 
corresponds to the same number of divisions in the eye-piece. 
Hence it also follows that the object to.be measured must always. 
be brought into the middle of the field of view. 

The eye-piece screw-micrometer of Mohl cannot, therefore, afford. 

any other advantages than those which are in all cases. combined. 
with the greater distinetness of the image in the middle of the. 
field of view ; and it is not to be supposed that these advantages 
are capable of demonstration in objects of at most 20-30 mic. 
in diameter, for which the instrument is intended. 
. That very accurate measurements can be made with well-. 
eonstructed screw-micrometers is beyond doubt. According to 
Harting the probable error of a single measurement amounts to 
about 4 mic. only in one of Ploessl’s instruments, and in the middle 
of a series of measurements would be from „; to 4; mie. only. 
In this case it is, of course, assumed that the observer is accurate 
in the adjustments. If interference lines are mistaken by the 
observer for the outlines of the object, or if he is confused by 
optical effects of any other kind, he will obtain erroneous results 
even with the most accurate instrument, especially if the object 
to be measured is very small. Perfect vision in the observer, as 
already stated, is in all cases the essential condition. 

Finally, as regards the means of denoting micrometric dimen- 
sions, we think that Harting’s proposal to use the mieromillimetre 
(= 001 mm.) as the standard of unity deserves general acceptance. 
It would be advantageous to deeide once for all upon a standard 
of unity smaller than most of the objects which have to be 
measured, because we are accustomed in other matters also to 
measure both time and space by such unitie, As the French 
scale is undoubtedly the most generally employed in science, and 
the mieromillimetre forms, moreover, a convenient unit even for 
the smallest objects which have to be measured, we do not think 
there is anything valid to be said against Harting’s suggestion. 
Larger dimensions are always expressed in millimetres, and still 
larger in metres, so that the determining number never exceeds 
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three figures. If it be preferred to express the actual values in 
millimetres, a decimal fraction is the most convenient in praetice, 
for example, 0048 mm. (= 4'8 mic.), since everyone knows that 
the units of the mieromillimetres are to be found in the third place 
of decimals. Vulgar fractions, such as 545 Or „4, mm., give, in 
our opinion, just as vague an idea of the actual size of an object 
as the expression 545 Or 545 of a year does of the corresponding 
time. They are also unquestionably less convenient than integers 
or decimal fractions in caleulations. Vulgar fractions, wlıatever 
may be the numerator, such a8 145, z3», &c., are wholly objec- 
tionable, since the relation of the numerator to the denominator 
has first to be determined by division before we can form an 
approximate idea of the measured dimensions. 

. For the comparison of the different units of measurement 
which are usually employed for statements of the dimensions 
of microscopie objects, in addition to millimetres aud micro- 
millimetres, the following table of reductions will be of service —— 


Paris line 6 .... = 2'2558 millimetres 

„ inch Er a DT ; 
English duodecimal-line = 2:1166 $ 

" inch ... 2 95:39977, Bi 
Rhenish line ... EN 5 

hs imehssee 2. = 2641022 Mi 
Vienna line ... a DD 3 

N ineh — 26:84:19 5 


.. For the opposite ratio we thus get :— 


One millimetre = '4433 of the Paris line 
„» 5 —E(S0IE and! 


5 5 — -4724 „ English line 

z > a — 0394,  „ meh 
3% 5 — 4587 „ Rhenish line 
3 ss = 0384 „ „ =mch 
55 — ‘4555 ,„ Viennaline 
on 5 — 0379 ,„ Eich 


The determination of angular magnitudes is best effected with 
the gomiometer, of which a very convenient arrangement is that of 
C. Schmidt (Fig. 164). It consists of a graduated eircular disc 
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attached to the eye-piece ; to this disc a vernier is applied, with 
which erossed-threads extended in the eye-piece revolve round the 
point of intersection. In practice the apex of the angle to be 
measured falls upon this point of 
intersection, while the two threads 
are brought alternately to cover the % 
legs of the anglee The angle of er 
the rotation is read off by the 
vernier. Other optieians apply the 
graduation to the rotating stage, SO 








Ih 


A 


Main 


that in making measurements the 277) N 


crossed-threads in the eye-piece re- + | 

main stationary while the stage is Sn 

rotated with the object. This ar- Re 108 
rangement has the disadvantage that the object changes its place 
in the field of view in consequence of defective centering of the 
stage. To remedy this defect the stage should be centered very 
accurately by adjusting serews acting in two directions. We 
therefore prefer the eye-piece goniometer. 

In default of a goniometer, a drawing may be made of the angle 
with the camera lueida ; the two legs are then produced by means 
of a rule, and the angle measured with an ordinary protractor. 

Whatever method of measuring we adopt, there always remains 
a source of error to be counteracted, which is not dependent upon 
the accuracy of the measuring instrument. Though we should 
entirely disregard the numerous irregularities which influence the 
distinetness of the lines and disturb the parallelism of edges 
which ought to be parallel, or if we suppose the legs of the 
angle required adjusted with all desirable accuracy, yet it cannot 
be affırmed with certainty whether the plane of the angle coincides 
exactly with that of the field of view or is inclined to it. Itis 
evident that an elevation or depression of the apex makes the 
angle appear too large, whilst turning it round one leg makes it 
too small; hence the results of measurement may differ considerably 
according to position, and unequal angles may even appear equal. 
This disadvantage cannot be wholly eliminated in erystallographical 
researches; it may be checked to some extent by repeating 
the measurements of equivalent surfaces. In many cases, also, 
ıt ıs possible to control these inclinations so that we know 
certainly whether the actual measurement of an angle differs in 
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a + or — direction from the real size. If we are examining 
tabular crystals which are to be regarded as truncated clinorhom- 
bical columns (Fig. 165), the equal breadth of the column-surfaces 
(shaded in the figure) is a proof that the terminal face is 
not inclined either to the right or left. Im this position, 
therefore, the angles « and Db cannot, at any rate, appear 
smaller than they really are, since an inclination in the 
direction of a to b would in all cases magnify them. 
Similar data are also furnished by many other erystal- 
) forms, and the observer must discover them in every given 
Fıs. 165. Case and take note of them. Of what value are gonio- 

meters which exhibit the arcs of the revolutions accurately 
up to one minute if the errors arising from the object amount to 
1-2 degrees? No one would expect that such errors in small 
octahedrons, rhombohedrons, &c., could be easily avoided. 
Repeated experience has shown us that a skilful observer is 
required to effect the accurate determination up to 4 degree of an 
angle in crystals such as are commonly found in vegetable cells, 
or as they arise after the addition of reagents to the fluid under 
observation. The goniometer mieht in such circumstances be 
regarded as perfect. 





VW. 


THE DRAWING OF MIOROSCOPIC OBJECTS. 


T#osE who are much occupied with mieroscopical investigations 
ought to be able to make drawings of what they have observed 
agreeing in all essential points with the mental impressions they 
have received. We say with the impressions received, not with the 
object itself; for a truth to nature surpassing this relative one 
is not imaginable We cannot reasonably demand that the hand 
of the draughtsman should figure correctly what the eye of the 
observer has seen incorrectly. The acquirements which are usually 
expected of the draughtsman—correet conception, understanding 
the nature of the object, truth to nature without subjectivity, &e.— 
must therefore be strietly demanded of the observer ; the draughts- 
man’s part is merely to call up in the mind of another the impres- 
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sion which the observer has appropiated to himself, whether it be 
correct or incorrect. Absolute truth to nature must always remain 
for the microscopist an ideal, which he indeed strives to approach 
but can only approximately attain. His drawings are true to 
nature, in the most favourable case, in those points. alone for the 
delineation of which they were intended. The author himself, if 
he refers to them again after the lapse of some years, will not 
expect to find more in them. 

As the accurate reproduction of the outlines in complicated 
drawings isa difficult matter even for the practised hand, numerous 
aids.have been invented by means of which it is possible to project 
the mieroscopie image upon the plane of the paper. The better 
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Fıc.. 166. 


known of these appliances may be brought under the following 
categories :— ö 

(1.) Devices which so reflect the pencils of light issuing from 
the eye-piece that the image is projected upon a vertical or more 
or less inclined surface. The last reflecting surface is hence pro- 
vided with a small aperture, or is of very small extent, so that in 
either case the eye sees through a portion of the pupil the point 
of the pencil with which the outlines of the image are being traced. 
The pencil is therefore seen directly, whilst the microscopie 
Image ıs seen by reflexion. But since a single reflexion involves 
a8 we. have already stated, a. half-inversion of the image, those 
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appliances are the most advantageous in which two reflexions: 
take place in the same plane, e.g., prisms acting by two internal 
total reflexions. 

To this category belong Semmerring’s mirror, the older drawing-. 
prism of Nachet, and the equilateral prism—all acting by a 
single reflexion; and further also the camera lucida of Wollaston, 
Milne-Edwards, Amici, and Oberhs®user—all acting by two- 
reflexions. The Oberheuser camera lucida is provided with a 
right-angled tube A A (Fig. 166); the drawing paper, serving as. 
the plane of projection, may therefore be placed flat upon the 
work-table, a special stand not being required. The vertical arm. 
of the apparatus is inserted in the body-tube after the eye-piece 
has been removed, and the prism (is so adjusted by turning the 
tube 2 that its plane of reflexion coincides with that of d. Inall 
the other devices the plane of projection must be so situated that. 
the rays emerging in the direction of the axis of the Microscope 
meet it perpendicularly after the last reflexion, if produced back- 
wards; consequently a special drawing stand must be employed,, 
otherwise the projected image appears distorted. 

(2.) Devices which project the rays of light from the point of’ 
the pencil by two reflexions, so that they appear to come from 
points in the field of view. Here the microscopie image is seen 
directly through an aperture in the last reflecting surface or: 

2 I male ern near to it; on the 

wre other hand, the point 

of the pencil is seen by 
SI reflexion. This prin- 
= ciple may of course be 
applied with various. 
modifications similar‘ 

to those of the preced- 

ing devices. Among 
the contrivances of 
this nature we may 
mention the drawing: 
apparatus of Gerling, 
the camera lucida of 
Nachet, Chevalier, Nobert, &c., and Hagenow’s Dicatopter (Fig. 
167). The last is fitted with a horizontal tube, similar to the 
Oberh&user camera, so that the microscopie image undergoes & 





Fıs. 167. 
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half-inversion. In practice, the rule also holds good, that the 
plane of projection in the reflected image must coincide with, or 
at least be parallel to, the field of view. 
It cannot, therefore, be once for all decided which of these 
\ contrivances is the most suitable for convenient manipulation, for, 
obviously, familiarity and practice may lead different observers 
to various opinions upon this point. So much, however, will be 
evident to all, that a half-inversion, such as a single reflexion 
involves (whereby, for instance, a spiral winding to the right is 
changed into one winding to the left), must be looked upon as a 
real disadvantage which not only adds to the difficulty of making 
the drawing, but which may also, under certain eircumstances, give 
rise to many errors. The reflested image obtained in this manner 
should therefore be again inverted, which may conveniently be 
done by traeing it on the reverse side of the paper against a 
window. 
- The method recommended by Harting, to draw the real image 
produced by the objective on a screen at a distance of 400-500 
mm., and then make a tracing of it with tracing-paper, as also 
Stilling’s method! (which would not be applicable for high amplifi- 
cations), involve such troublesome minutie that they are not likely 
to find many supporters. 
- Since the amplification of the projected image is dependent upon 
the distance of the plane of projection, it must be determined 
directly for the usual distance and also for different distances 
(ef. p. 179). This should be done for each objective; the amplifi- 
cations should be tabulated and preserved in the microscope-case, 
together with the table of the relative values of the micrometer- 
divisions. 
The scale of the amplification should be given with each figure 
thus: (60), (350), and so on, or in the form of a fraction, as 
7, 232, though the addition of the denominator is superfluous, 


! Harting (“Das Mikroskop,” 2nd ed. ii. p. 295) describes Stilling’s method 
as follows :—‘‘ A small piece of tracing-paper is attached with gum upon the 
cover-glass, under which is the mieroscopie preparation. This is now brought 
under the Mieroscope, and the outlines of the magnified object are drawn upon 
the tracing-paper with a fine point. A network of fine lines is afterwards 
drawn upon it, dividing the whole into small squares; a similar network of 
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since the scale is based on the assumption that the diameter of the 
object is the unit. When the image is smaller than the object the 
scale must of course take the form of a fraction. 

The drawing obtained by means of the camera lncida must be 
carefully compared with the microscopie image, and correeted- 
before the details are filled in. It may easily happen that import- 
ant dimensions—for instance, the thickness of the walls in cellular 
tissues—or that certain peculiarities of form may appear somewhat 
inaccurate in the drawing, and that the aid of the free hand is 
absolutely requisite for perfect reproduction of the outlines. The 
drawing must therefore be completed with the free hand; this 
part of the task is the most diflieult, for experience and skill are 
required on the part of the draughtsman. In difficult cases the 
unpractised hand cannot produce even an approximately true 
image; it is hence strongly recommended that all intending 
mieroscopists should learn from the very commencement to 
delineate accurately what they see. Books give but slight assist- 
ance in this matter ; a teacher or constant practice will be of far 
more service. 

The character of the drawings should be variously modified 
according to the purpose in view. In many cases a mere outline 
drawing showing the morphological or anatomical proportions is 
quite sufficient; in others, it is necessary to add a purely conven- 
tional shading of certain parts of the drawing, to. which special 
attention is directed. Similarly, with stratified or fibrous substances 
the course of the strata or fibres may be represented by straight 
lines ; it must then be remembered that the lines do not represent 
the thickness or fineness of the strata, but merely indicate their 
presence and illustrate their course. 

The task is very different if the drawing is to be true to nature 
in the smallest details visible—that is to say, as far as the distri- 
bution of licht and shade may reasonably be represented. In this 
case we have choice of two methods of procedure. The nearest 
approach to nature would of course be made by exact reproduc- 
tion of the gradations of lieht as they really appear in the miero- 
scopie image ; the field of view itself would thus receive a tint 
corresponding to its brightness. The denser layers of a membrane 
would therefore be represented as lishtest, the more open layers 
somewhat darker, and the shadows at all points of transition 
approaching a deep black. In this way a skilled hand can so far 
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heighten the realistie execution of the drawing, that it may almost 
be mistaken for the mieroscopic Image. 

The opposite process of delineation —by which the nn nn 
are regarded as the darkest, and vice versd—-would be of equal value 
for scientific purposes. 
But, just as in chart- 
ography, the process 
resolves itself to this— 
that the drawing must 
be executed according 
to a certain system, 
whatever may be de- 
ceided upon. The sec- 
tion of a ceylindrical 
cell, the membrane of which consists of two dense outer layers 
and one less dense (red) layer, may consequently be just as well 
'represented by Fig. 168 b as by Fig. 168 a. Generally speaking, 
a white background is more serviceable where the multiplication 
of the diagram is contemplated, and is attended with other prac- 
tical advantages also. 

If, in accordance with these explanations, we now examine the 
anatomical figures given in the more recent works on the subject, 
we shall at once perceive that neither the one principle nor the 
other has been strietly adhered to. Most draughtsmen (we do not 
exclude even ourselves) commence work, consciously or uncon- 
sciously, in an intentionally eclectic manner; for instance, they re- 
present thick cell-walls by light tints, while they represent thread- 
like concretions, and the starch-grains contained in the lumen, &c., 
by dark tints. Everyone who will carefully examine finished ana- 
tomical drawings with reference to the method of representation 
will almost always meet with these incongruities. As an example 
we will just mention the elegant plates of Schacht’s “ Lehrbuch der 
Anatomie und Physiologie.” It contains many figures which at 
first sight might seem to be very perfect drawings, but which on 
closer examination turn out to be mere outlines, in which the most 
arbitrary shading serves to direct attention to certain parts of 
them. The. concentrie eircles, by which, for instance, the strati- 
fication of bast-cells is indicated (Plate V., 3), correspond neither 
to the looser nor to the denser layers ; for if we were to assume that 
this were the case, then the relative thicknesses of the two layers 


b 
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would be wholly inaccurate This is also true of other stratified 
membranes (III., 18, 26-28), as well as in the illustration of starch- 
'grains. Asregardscell-masses, sometimes the double-outlined mem- 
branes are figured as light, while those of the surrounding cells are 
:shaded, and so on; indeed, all the microscopic figures of Schacht 
that we have seen are represented diagrammatically. It is almost 
:superfluous to remark that we by no means wish to disparage them 
‘on this account, for diagrammatie representation has just as much 
«claim to general approval as any other method. We merely wish 
to establish a fact which appears to be but little known. 

The individual discretion which the observer may use in the 
combination of different focal adjustments must be added to 
the arbitrariness which he usually permits himself to exercise in 
.delineating microscopie objects. Sections through parenchymatous 
tissues, for instance, are not seldom represented as thoush the 
‚single cells were situated exactly at the same height, and had 
been cut right through the middle. In spiral vessels, annular 
'vessels, &c., the surface view is frequently combined with the 
‚central sectional view; occasionally, too, we find the opposite 
sides combined together in one view. Other draushtsmen 
are accustomed mentally to enlarge microscopic objects to 
any extent, and then to draw them as they would appear 
3 to the naked eye, with reflected or transmitted light. 
Fig. 169, for instance, is a spiral thread, depieted upon this 
— principle. The greatest freedom is here taken by the 
) draughtsman, for he supposes cell-membranes, which are 
at the same time transparent and opaque,—transparent, 
= inasmuch as the projecting coneretions (annular and spiral 
Fıc. 169. threads, &e.) are figured as if visible; opaque with regard 

to the course of the spiral and the shading of the sur- 
rounding sheath (at the points where they cross only the front side 
is drawn). The spiral itself is shaded partly on the one side and 
partly on the other, though no really definite effect of illumination 
is assumed in either case. Briefly, in the delineation of micro- 
‚scopic objects, disregarding their mere form, which each reproduces 
‚according to his ability, there exists a degree of arbitrariness which 
no words can express. 

The contradietions affeeting the usual methods of representing 
objects are by no means easily explained, On the one hand, plane 
microscopie vision with transmitted light and large aperture of 
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the cone of rays reaching the eye; on the other hand, the endeavour 
to depict the objects as they appear in nature, and yet combined 
with different sectional views; and again, the habit of keeping 
‚oneself at the distance of distinet vision with the naked eye or 
with transmitted light; and finally, the diffieulty or rather im- 
possibility of produeing the conditions of microscopic vision for the 
naked eye,—we are unable to suggest how all these opposing 
conditions can be reconciled in a satisfactory manner. The 
natural reproduction of the mieroscopic image in a photographically 
true, or even in a rationally diagrammatie manner, is and remains 
conceivable only for a definite focal adjustment ; with solid figures 
it is an impossibility. 

For some years photomierographie representations of objects, with 
drawings of them in juxtaposition, have attained a considerable 
importance. Preparations, the production of which involves great 
difficulties, may in this way be rendered permanent to a certain 
extent, and thus serve for subsequent investigations from new 
points of view, whilst the draughtsman accurately reproduces 
only those special points which engage his attention. This 
advantage of the photomicrographie process has, however, been 
felt rather by the zoologist than the botanist. _Moreover, since the 
manipulation of the photomicrographie apparatus presupposes a 
knowledge of the photographie processes—on which subject 
special treatises have in recent years appeared—we must refer 
those of our readers who would learn more of this branch of 
technical mieroscopy to the special treatises.! 


! The most complete work upon this subject is ‘“ Die Photographie als Hülfs- 
mittel mikroskopischer Forschung,” translated from the French work of Dr. A. 
Moitessier, with numerous additions by Dr. B. Benecke (Brunswick, 1868) 
C£. also Gerlach’s book with the same title (Leipzig, 1863). 


BARDEVIEL 
THE PHENOMENA OF POLARISATION, 


IE 
ARRANGEMENT OF THE POLARISING MICROSCOPE. 


In the examination of mieroscopic objects in polarised light a suitable 
arrangement of the polarising Mieroscope is of the first importance. 
We shall assume that our readers are aware that this instrument 
must possess two polarising contrivances—a so-called polariser 
beneath the object, and an analyser above it. We have to explain 
how these pieces of apparatus may be most serviceably contrived, 
and how they act under given circumstances; and we shall inquire 
what additional apparatus, &c., is desirable for convenience and 
accuracy in experimenting. Before we consider these points, 
however, it should be observed that in the following explanations 
we confine ourselves to actual Microscopes—that is to say, instru- 
ments which can be used for ordinary investigations after the 
polarising apparatus has been removed. Polarising apparatus, 
such as the so-called Noerrenberg’s polarising Microscope, shall be 
treated of separately, so far as microscopic objects are concerned 


therewith. 


1.—THE POLARISER. 


If the polariser is required for the higher amplifications, it must 
provide a cone of light whose peripheral rays deviate at least 8 to 
10 degrees from the vertical; for since only half of the incident 
light is transmitted, a greater convergence is necessary for the 
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illumination of the field of view. Such a cone of light may be 
produced in two ways: either it is provided directly by the 
polariser, since this apparatus is capable of polarising rays of 
different inclination equally completely; or the emerging polar- 
ised rays being approximately parallel, are subsequently made to 
converge by a convex lens applied between the object and tke 
polariser. The latter arrangement is found in the so-called 
polariscopes as manufactured by Dove, Neerrenberg, and others; it 
is in all cases applicable where there is room for inserting a 
condenser above the reflecting or refracting contrivances, and 
hence, as was previously said of illumination in general, does not 
require any further explanation. Hartnack, Merz, and others 
have in recent times applied a condensing lens also to the 
polarising Microscope Polarisers are in general use which 
furnish completely polarised lieht with sufficient convergence 
without condensers. 

The best known polarising contrivance of this kind is Nicol’s 
prism. We may assume its construction to be known to the 
student, as it is described in every text-book 
of Physies; we will merely add by way of illus- 
tration that in Fig. 170 « b and e f represent the 
two end faces which are artificially cut to an 
angle of 68° to the edge ad; while in be and de we 
still see indicated the faces of an obtuse rhombo- 
hedron. The dividing face be, where the two 
halves are cemented together, forms with the end 
faces angles of 89° 17’, which may therefore be 
considered right angles. All these faces are vertical 
to the prineipal section of the crystal coineiding 
with the plane of the paper. 

The optical action of Nicol’s prism is as fol- 
lows:—The ray g n, ineident from below, divides 
into two rays, of which the ordinary ray nk 
undergoes total reflexion at the layer of Canada balsam, and is 
absorbed at the blackened lateral face of the prism, while, on the 
other hand, the less refracted extraordinary vay passes through and 
reaches the field of view in the direction pi. Both rays are polar- 
ised, the effective extraordinary ray perpendieularly to the plane 
of the prineipal section ; its plane of polarisation is called the 
polarising plane of the Nicol. In the cross-view of the prism it is 

x 
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determined by the longer diagonal, while the shorter one is 
parallel to the principal section. 

The greatest possible inclinations which the incident rays can 
attain towards the different sides are evidently determined, under 
the given relations, by the corresponding limiting angle of the 
total reflexion at the layer of balsam. Let us first trace the 
direction of the rays deviating in the plane of the paper towards 
the right. Assuming the refractive index of calc-spar to be 1:6583, 
and that of Canada balsam (according to Brewster) 
1'549, then for the ordinary ray the sine of the 
limiting angle nn: precisely what 69° 4 
gives for the angle itself. Hence, if % f (Fig. 171) 
is an incident ray deviating to the right, and fh 
the ordinarily refracted one, the latter, if it is a 
limiting ray, forms the above-mentioned angle of 
69° # with the normal % g. If we now draw 
through f a line perpendieular to d c and produce 
it to g,then öis the angle of incidence, y the angle 
of refraction, and z the inclination of the incident 
limiting ray to the axis. But in the rectangle 
| dfhg we stated above that «a =89° 17’; therefore, 

since the angles at and f are richt angles, 

9 = 90° 43°. Whence we obtain 


— 180° — (69° 4° + 90° 43’) = 20° 13’; 





and since sinö= cose = 1'6583 sin y, 
MOL 
EEE 
Further, sincee8 = e + z,that isz = ß — e, we get as maximum 
inclination 2 = 19° 58° \ 


If again the refractive index of the Canada balsam is assumed 
to be 1'528, according to Wollaston, we obtain for the limiting 
angle of the total reilexion 67° 7. Hence y = 22° 10, and 
z =16° 44. 

The caleulation for the rays inelined towards the other side is 
not so simple. Here we have the transmitted extraordinary rays, 
whose limiting angle determines the greatest deviation from the 
perpendicular;; for the ordinary rays meet the layer of balsam more 
obliquely the greater the inclination, and therefore always 
undergo total reflexion. The refractive index of the extraordinary 
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rays is, however, a varying factor which, according to Rudberg, 
amounts at its minimum to 1'48635, and gradually increases with 
the deviation to the left until the direction of the principal axis of 
the erystal is reached. Since the latter in the given case forms an 
angle of 63° 44’ with the perpendicular, each value for the different 
deviations is determined by the curve of an ellipse whose major 
axis coincides with the principal axis of the crystal, and is in the 
ratio to the minor axis as 1'6585: 1'48635. Hence we obtain as 
coefficient of refraction 1'5636 for a ray deviating in the crystal 
15° to the left; this value exactly suffices to cause total reflexion 
at the layer of balsam which the ray meets at an angle of 82° 17’ 
(the refractive index of the balsam assumed to be 1'549). If the 
refraction at the lower face of the Nicol is also taken into account, 
we get about 11° as the maximum inclination for the incident rays. 
In reality the inelination might be found from two to four degrees 
less, as the refractive index of Canada balsam is given as somewhat 
lower by Wollaston and Young. 

From the above investigations the A s B 
whole aperture of the incident cone of 
light, in the direction from risht to left, 
therefore amounts to 12° 58° + 11° for 
the one, and 16° 44° + 7° for the other 
extreme—that is, in both cases, to nearly 
24°. This magnitude agrees tolerably 
accurately with that determined experi- 
mentally by Beneche with a Nicol prism. 
In the direction vertical to the plane of 
the paper the angles of inclination are 
somewhat larger; they are here deter- 
mined solely by the dimensions of the 
prism. 

This is not, however, equivalent to 
saying that the whole of such a cone of 
lisht reaches the field of view of the 
Microscope The path of the tays, | 
accurately drawn in Fig. 172, would in- Fıc. 172, 
dicate that this is only possible under 
the most favouralle circumstances. The two lines m nandypg 
tepresent two limiting rays, which pass through the prism in the 
directions determined above, and suffer the deviation figured at 
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the end faces. If we now draw through the terminal points h 
and d, of the layer of Canada balsam, two lines parallel to 
these limiting rays and produce them upwards to their point of 
intersection s, it is evident that if s lies in the field of view 
A B, this is the only point which is illuminated by the full 
cone of light. A portion only of this cone of lisht reaches the 
other points, and this diminishes in inverse ratio to the distance 
of s. It is also clear that if the plane of adjustment of the 
Microscope is situated at a somewhat higher level, as is usually 
the case, the aperture of the cone must be the more reduced for 
the middle of the field of view the greater its distance from A 2. 

The practical result involved in our explanation is that Nicol’s 
prism should be brought as near as possible to the plane of 
adjustment, since its withdrawal to a distance from that plane 
reduces the cone of light. But as the optician has also to bear 
in mind that sufficient space must be left for the insertion of 
the selenite plates, he cannot exceed a certain limit of proximity. 
The optically effective portion of the cone of licht is consequently 
reduced to about 20° aperture. A polariser of Beneche gave at 
the level of the stage in the middle of the field of view 21° 30", 
Where an aperture of this size is not suffieient, the convergence of 
the rays must be increased by a condensing lens applied above 
the Nicol. 

If the polariser is required also to illuminate sufficiently the 
marginal points of the field of view, the diameter of the end face 
must not be too small. Since the length of a Nicol prism is 
almost three times this diameter, such a prism is necessarily 
costly.! Foucault endeavoured to overcome the difhiculty by 
replacing the Canada balsam by a stratum of air. The limiting 
angle of the total reflexion is thereby reduced to 37° 5’ for the 
ordinary ray, and the refractive indices are the most favourable 


when a (in Fig. 173) = 51°, and 8 = 70° 52°, which latter 


ı Hasert (in Poggendorft’s “ Annalen,” Bd. exiii. p. 188) states that he has 
devised an improved and less expensive construction of the Nicol prism ; instead 
of Canada balsam, he seleets a medium whose refractive index is equal to 
that of the extraordinary ray in the cale-spar. He affirms that the sectional 
angle is thereby reduced from 90° to 81°, which, of course, amounts, with 
equal bases, to a corresponding shortening of the prism. He also states that 
the edge of the polarised zone appears neither blue nor red, but shows only a 
faint secondary tint, just like a well-corrected objeetive—which points we are 
unable to follow. 
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magnitude corresponds to the natural inclination. If we assume 
cd = 1, we obtain by trigonometrical calculation dc = 915. 
Hence the Foucault prism is relatively less than 2 
one-third the length of Nicol’s. It may therefore 
be constructed of smaller erystals of calc-spar, and 
hence it is much less expensive.e. On the other 
hand, it has the disadvantage of a very small aper- 
ture, for the greatest possible deviation from the 
vertical amounts to only about 4° against 12° in 
that of Nicol. A prism of this kind could hardly 
be used on the Mieroscope without a condenser. 

A few years ago Hartnack and Prazmowski! 
invented a construction, by which not only is the 
prism shortened, but at the same time the angle @ N 
of aperture is increased. The following are the 
essential points of this construction :—(1.) The sec- 
tional face which separates the two halves is vertical to the 
axis of the erystal. (2.) The faces of incidence and emergence are 
ground at right angles to the axis of the Microscope. (3.) The 
two halves are united by linseed oil or copaiba, whose indices 
of refraction are taken as 1'485 and 1'507 respectively. (4.) The 
angle which the sectional plane—in which the two halves are in 
contact—makes with the incident and emergent surfaces is then 
caleulated for linseed oil 73° 30, for copaiba 76° 30’, and for the 
angle of aperture we get 35°. The lensth of the prism is hence 
reduced to 34, or at most 37 mm. 

Besides prisms of cale-spar, tourmaline has been much employed 
in polarisation researches. Tourmaline, when cut in plates of 
about 1 mm. in thickness parallel to the axis, possesses the 
property of absorbing the ordinary image—transmitting the 
extraordinary refracted rays only. This property may be very 
teadily employed with the tourmalines of red to red-brown or 
green colour, for the erystals are not only sufficiently transparent, 
but they may be easily obtained so that plates of 5 mm. or more 
in diameter can be slit off. But as these plates never give the 
pure polarisation colours—for the latter are modified by the 
colour of the tourmaline itsel—they have not come into use 
as polarisers, to our knowledge. They are, however, occasionally 
employed as analysers, 


! « Institut” (1866), pp. 28, 29. 





Fıe. 178. 
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The same drawback is experienced with Herapathite erystals, 
as recently recommended by Haidinger. Herapathite certainly 
polarises the light very perfectly even in plates of „U; mm. in 
thickness ; its green colour is, however, detrimental. Moreover, 
large plates are difficult to obtain, and are therefore expensive. 

Under these eireumstances the Nicol prism is preferable as a 
polarising apparatus. As ordinarily constructed its aperture is 
large enough to provide extraordinary rays for a sufficiently 
extensive field of view; ‘whilst its utility has been considerably 
increased by the improvements of Hartnack and Prazmowski. 

The Nicol may be mounted to drop into the stage opening from 
. above, or it may slide in beneath after the manner of a cylindrical 
diaphragm. The diaphragm should be placed as near as possible 
above the terminal face of the prism, and, if necessary, should 
be replaced by a condenser to increase the convergence of the 
rays, or it may be attached to the condenser. Achromatic con- 
densers are as superfluous here as with illumination by ordinary 
licht; a plano-convex lens of sufficiently large diameter answers 
the same purpose. : 

As regards the position of the Nicol in relation to the source 
of light, Mohl! recommends that the end face of the rhomb be 
adjusted vertically to the axis of rotation of the mirror, in order 
to bring into play the light partially polarised by the reflexion 
at the surface of the mirror. In opposition to this, Valentin? 
states that the loss which the mirror produces by partial 
polarisation varies with the position of the sun, because the 
light from the sky (as Brewster has shown) is already partly 
polarised in a plane passing throuch the visible expanse of the 
sky, the sun and the eye, or in a plane which intersects the eye 
and the expanse of sky vertical to it. From this we see that no 
general rule can be laid down as to the most favourable position 
of the Nicol. 

In our opinion Valentin’s objection is without foundation. 
For the loss which the light proceeding from the sky suffers 
through the illuminating mirror, is wholly independent of that 
which the reflected light suffers by its passage through the 
prism. The former is determined for the observer by the position 
of the room he is working in, and the position of the mirror 


! Poggendorf?’s ‘“ Annalen,” Bd. eviüi. (1859), pp. 181-183. 
2 «Die Untersuch. der Pflanzen- und Thiergewebeim polaris. Licht,” p. 101. 


THE ANALYSER. SL 


at each moment dependent thereon. Whether the loss be great 
or small, the polarised portion of the reflected light is, under 
all eireumstances, polarised in the plane of reflexion, and therefore 
passes through the prism undiminished, or is wholly absorbed 
by it, according as the plane of polarisation of tie extraordinary 
ray coineides with the plane of reflexion of the mirror or is 
at right angles to it. The position of the prism consequently 
.determines the polarised portion of the incident light, although 
half the non-polarised portion is evidently transmitted in any 
position. 

Theoretically regarded, Mohl’s rule is therefore based upon facts. 
As far as regards its practical value, we should not feel inclined to 
estimate it highly, since the differences of intensity in the light 
which are observed on turning the polariser, are always so very 
slight that they may practically be disregarded. The reflexion at 
the end face is of greater importance, inasmuch as the light 
incident from above and from the side is not completely cut off. 
In order to avoid this, it is well to turn the oblique terminal face 
away from the source of light. 


2. THE ANALYSER. 


Of the various modifications-of this instrument which may be 
suggested, we will first consider the different positions it may 
occupy with regard to the refracting surfaces of the Microscope. 
Theoretically it is, of course, quite immaterial at what point above 
the object the analysis takes place, provided it extends to all the 
rays that reach the eye. The analyser may therefore be applied 
above the eye-piece or immediately above the objective, or at any 
point in the body-tube, or between the object and the objective, 
provided its angle of aperture is sufficiently large. The question 
is only what advantages or disadvantages are combined with these 
different positions. 

If the analysing Nico] is situated immediately above the objective, 
as in the Microscopes of Oberhuser, then, according to Brücke! 
it is only possible to produce a perfectly dark field of view, with 
rectangular crossing of the Nicols, by means of strong double- 
refraction. According to this statement we lose in intensity of 

ı “ Denkschriften d. Wiener Akad.” xv. (1858), p. 69. 
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light what we gain in perfection of polarisation. Moreover, it is 
only to be expected that the objective image must lose somewhat 
in sharpness through the interposition of so large a body, and, of 
course, to greater extent, the less perfectly its faces are polished. 
On the other hand, as stated by H. von Mohl,! we shall obtain a 
larger and more convenient field of view by this position than by 
any other. 

Valentin? endeavours to explain the imperfect darkening of 
the field of view by the divergence of the rays after their 
passage through the objective. In the sentence we refer to, it is 
stated that when this divergence exceeds the angle of aperture of 
the Nicol, ordinary rays pass through together with the extra- 
ordinary ones, and consequently give a bright field of view with 
erossed Nicols. This is, of course, quite correct; but since the 
limiting angle of the total reflexion amounts to about 12°, or, 
according to Valentin, even 14°—18° for the axis of the Nicol, it 
would be entirely unjustifiable to assume so important a diver- 
gence. The image-forming cones of light, which proceed from the 
objective, have their base situated upon its second principal plane, 
and occupy a linear aperture of 3 to 5 mm., according to the 
magnification. Their maximum inclination is determined by the 
size of the diaphragm in the eye-piece setting, and in the Micro- 
scopes known to us does not exceed 4°; adding half the aperture 
of a single cone of lisht—say 1°—we find that the greatest 
possible inclination of the marginal rays to the axis of the 
Microscope is about 5°. Hence there can be no question of the 
transmission of the ordinary rays. 

The supposition of a too great divergence of the emereing cones 
of light would not, moreover, suffice to account for the phenome- 
non in question, even for the case where it was perfectly well 
founded. For since each cone of light is directed towards a definite 
point in the image, the middle portion of the surface of the image, 
as far as it is projected by rays of less than 12° inclination, 
should appear completely dark with erossed Nicols. A faint light 
becoming more and more bright towards the edge would first 
be noticeable at the margin, and this marginal portion might 
easily be cut off by a corresponding diminution of the field of view. 

The subsequent inferences which Valentin draws from this 

ı Poggendorft’s ““ Annalen,” Bd. eviii. (1859), p. 181. 
SIDapr 3% 
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imaginary divergence of the cones of light need no contradiction 
after what has been stated above. It is evident that the magnify- 
ing power of the objective, as well as the size of the diaphragm 
of the illuminating apparatus, under the relations given in the 
Microscope, exereise practically no influence upon the inclination 
of the emerging rays, but act upon the brightness only of the 
field of view. The length of the body-tube, likewise, need not 
enter into the consideration, as the differences it produces are 
infinitesimal. Itis also clear that the divergence of the optically 
effective rays between the objective and the eye-piece must in all 
cases be the same, for their path is in a straight line; and that, 
on the other hand, the section of the illuminated space gradually 
increases upwards, and at length nearly equals the diameter of 
the eye-piece. From this it follows, however, that it is quite 
immaterial at what part of the body-tube the analyser is inserted, 
on the hypothesis that the diaphragm is always of the same 
relative size—..e., is in the same relation to the above-mentioned 
section of the whole body of the rays. The application of the 
Nicol at the lower end of the eye-piece, as recommended by 
Harting, cannot possibly afford advantages which are not attained 
if it be placed lower in the tube; moreover, this position is 
attended with the practical inconvenience that the prism must 
be considerably larger to produce an equivalent effect. 

We cannot recommend that the analyser be inserted between 
the refracting surfaces, because the prior survey of the field of 
view and the critical observation of particular objects are thus 
rendered more diffieult. It may be important in iıvestigations 
by polarised light, and it is always convenient to make a pre- 
liminary examination of the preparation under bright illumina- 
tion and with the greatest possible distinetness of the image — 
that is, without analyser, and after it has been brought into the 
middle of the field of view to examine it with the analyser. We 
know no better method for satisfying these requirements than that 
already recommended by Talbot,! viz., to apply the upper Nicol 
above the eye-piece. With regard to the perfection of the polar- 
isation we have not, however, found that an analyser applied in 
the body-tube transmits light with crossed position to a noticeable 
degree; the field of view was so completely darkened that we 


\ Poggendorff’s “ Annalen,” Bd. xxxy. (1835), p. 330. 
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should not give the preference ‘to any other position of the 
Nicol. 

The position of the analysing Nicol above the eye-piece necessi- 
tates, moreover, in most Microscopes that it shall be of considerable 
size, so that the field of view may not be too contracted. Further, 
the position of the eye here enters into consideration, and the 
convergence of the cones of light connected with it. We will 
examine more closely the influence of these two factors. 

Confining ourselves to a definite case. In Beneche’s No. 2 
eye-piece, the diameter of the optically effective portion of the 

eye-lens is about 35 mm. The peripheral 

3 cones of light which correspond to the marginal 
points of the field of view are inclined at an 

angle of about 16° to the optie axis, and the 
eye-point is situated about 6 mm. above the 
eye-piece. If we demonstrate this relation by 

an accurate construction (Fig. 174, where the 

pencils of light are delineated by simple lines), 

and suppose a Nicol applied with its mounting 

BD, inasmuch as the displacement of the rays 

parallel with themselves may be disregarded, 

| the following conclusions immediately obtain :— 

Rıc. 17A, (1.) The peripheral pencils of rays must be 

cut off by the diaphragm at d up to an inclina- 
tion of about 12° (the limiting angle of the total reflexion for the 
ordinary rays). The field of view is thus reduced. 

(2.) As the diaphragm is situated considerably above the 
level of the eye-point, the eye surveys at one time only a small 
portion of the field of view, and must be moved over the 
diaphragm in order to perceive all parts of the field. This incon- 
venience is the greater, the longer the mounting of the Nicol im 
relation to the distance of the eye-point. We might, however, 
construct the eye-piece so that the eye-point would lie in the 
plane of the diaphragm, which arrangement would also involve a 
less inclination of the rays to the axis. The eye would then 
survey at one time the whole field of view of the Microscope from 
d, and it would be unnecessary to cut off the peripheral rays. 
The diameter of the Nicol would of course have to correspond t0 
the effective part of the eye-lens. 

I£ we are satisfied with a small field of view, such as is given by 


is a graduated disk a, in wbich the tube with 
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Beneche’s No. 2 eye-piece, under the relations represented in Fig. 
174, the Nicol may also be replaced by a simple prism of spar, by 
which the image given by the ordinary rays is displaced so far 
laterally that the eye situated in the axis sees only the image 
given by the extraordinary refracted rays. A prisın of this kind is 
in many cases preferable to Nicol’s, since it renders possible the 
comparison of the complementary ordinary image with the extra- 
ordinary one, and facilitates the true interpretation and designation 
of the polarisation colours. For more convenient observation of 
the ordinary image the mounting is arranged to admit of a slight 
lateral motion of the prism, sufficient to enable the observer to view 
the one or the other image in the direction of the axis of the 
Microscope Obviously, too, it must satisfy the demands which are 
otherwise made of the analyser. 

In Hartnack’s analyser of recent construction (Fig. 175) the 
mounting is united to the eye-piece 5b c, and there 


the lenses and the analysing prism can be rotated. 
The pointer d, which rotates with the prism, 
indicates the angular magnitude of the revolu- 
tion. Leitz, and Seibert and Krafft, have also 
constructed this apparatus of Hartnack’s, adding a ® 
vernier and crossed wires ; and Merz, Wasserlein, 
and Verick have adopted the graduated disk. 
Such contrivances are useful for certain observa- 
tions (for instance, on circular polarisation); but Fıc. 175. 

in most cases witlı erossed Nicols and stationary 
plates of selenite, it is even more important to bring the object by 
means of a rotating plate to the different positions with regard to 





‚the planes of polarisation of the Nicols, and thus be enabled to 


determine the angles. 


3. THE APPARATUS FOR ROTATING THE ÖBJECTS. 


The observation of the changes which the polarisation colours 
undergo on rotating the objects is so important in researches with 
polarised light, that the usual devices for effecting the rotation are 
not adequate for the purpose. A complete polarising Mieroscope 
should be provided with means for securing a slow rotation round 
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a perpendicular and a horizontal axis, and also for reading the 
anoles. 

Rotation round a perpendieular axis is most simply effected by 
means of Welcker’s rotating-plate arranged for centering and 
graduated for determining the angles. Revolving stages of the 
ordinary (Continental) construction are less convenient, because 
the simultaneous turning of the body-tube changes also the posi- 
tion of the analyser, unless the latter is prevented from moving by 
the hand or by a special contrivance. Moreover, the rotation of 
the objective lenses may give rise to deceptions where slight differ- 
ences of colour are the criteria, for if the object is moved a more 
or less evident change of colour frequently takes place, owing to 
the anisotropy of the glass. It is therefore advisable, under all 
circumstances, to rotate the object alone. 

The determination of the azimuth, in which an object has been 
inserted with regard to the polarisation planes of the Nicols, is, 
moreover, quite impossible, even with the aid of a graduated scale, 
with the same degree. of accuracy which is otherwise attained in 
angular measurements. A given diameter of the rotating-plate 
may certainly be brought tolerably accurately into the diagonal 
plane of the polariser, since the position of the latter is determined 
by the edge of the prism, and similarly no difficulty is connected 
with the adjustment of the analyser. The right-angled erossing of 
the Nicols is accurately determined to within one degree by observ- 
ing the greatest possible darkness in the field of view. The result 
is quite different if the azimuth of a microscopic object, such as the 
edge of a cıystal, is to be measured by the aid of the graduated 
scale upon the rotating-plate It is here a question of produeing 
parallelism of the lines, of which only one can be seen with the 
right eye, the other with the left, at one and the same time; and 
in this circumstance lies a very considerable source of error for the 
novice. If, for instance, we look into the Microscope with the 
richt eye, and place a pencil or a rule upon the rotating-plate in 
such a manner that looking with both eyes it lies parallel to, or 
exactly coincides with, the object situated in the field of view, and 
then look with the left eye into the Microscope, the supposed 
parallel directions make an angle of from 6° to 10° if viewed again 
with both eyes. It is clear that under such circumstances we can 
no longer rely upon our own vision. The cause of this striking 
phenomenon, which obtains also in stereoscopie vision, is of & 
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physiological nature which we do not purpose discussing here ;! we 
may, however, state that such an illusion—be it greater or less—is 
unavoidable, and the only point of importance to us is, —how under 
these conditions the Zrue azimuth of a microscopic image may be 
most certainly determined. 

In most cases we should be approximately correct if we regarded 
the line of bisection of the above-mentioned angle of 6° to 10° as 
the measure. With normal (non-squinting) eyes, which undergo 
approximately the same amount of turning on looking in the 
direction of the axis of the Microscope, the possible error is 
extremely slight. Where great accuracy is desired, this process is 
not sufficient, but should be verified by other means. The follow- 
ing methods may then be employed :— 

(1.) I£ the eye-piece is provided with an aperture for the insertion 
of the micrometer, a small rule, a strip of olass, or other suitable 
object is slid in this aperture so as to cover the margin of the 
object under investigation. The projeeting portion then yields 
the azimuth required, and it is easy to place an indicator upon 
the graduation parallel with. it. 

(2.) The micrometer-division, or the margin of a cover-glass 
placed upon the diaphragm, is adjusted in the field of view parallel 
to the direction in question ; the object is then removed, and in its 
place a sufficiently long glass plate is laid, the margin of which, 
appearing in the field of view as a dark line, is brousht into the 
same position determined by the micrometer. The production of 
this margin then gives the reading of the azimuth upon the 
graduated scale. If the analyser is fixed upon the body-tube, 
it should be applied in such a manner that its position remains 
unaltered on turning the eye-piece. 

Rotation round a horizontal axis requires a special contrivance 
adapted to lie upon the stage or to be serewed upon it. The 
apparatus represented in Fig. 176 may be recommended. 

To the brass plate A B, having a large central opening, is 
attached vertically a graduated semicircle, in the centre of 
curvature of which the rotating-pin with milled head D is applied. 
This pin carries on the other side of the semicirele two sprung 

' The questions opened up here have recently been explained in several 


ways; cf., for instance, the papers on this subject by Helmholtz in the 


En für Ophthalmologie,” 1863 and 1864, and the older treatises quoted 
therein. 


318 POLARISATION. 


brass plates, between which the object-slide is inserted so that 
an object lying thereon is nearly in the axis of rotation, and 
consequently suffers little or no lateral displacement on rotation. 





EıG. 176. 


The indicator ?, connected with the milled head D, moves along 
the graduated scale on rotation, and thus gives the reading of the 
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angle. It is advisable, for certain purposes, to arrange the ap- 
paratus so that the object can be turned under water or other 
liquid. This is the case, for instance, in the trough apparatus of 
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Ebner,! which in other respects is constructed on the same prin- 
ciple as ours. 

Valentin’s object- „elage ge with double rotation (Fig. 177) does not 
answer satisfactorily the purposes required, as it affords no angular 
determinations ; it may nevertheless be used in many cases. It 
is arranged to be clamped to the ordinary stage, and is provided 
with adjusting screws for centering. The disk ) ik! can be revolved 
in its own plane, and likewise round the horizontal axis g. 


IE 


THE ACTION OF ANISOTROPIC CRYSTALLOID BODIES, 
VIEWED SEPARATELY. 


WE will now investigate the phenomena which anisotropic 
erystalloid bodies produce in polarised light, assuming that the 
reader is acquainted with the fundamental principles of double- 
refraction and polarisation as explained in the ordinary hand-books 
of Physics. We have considered it advisable firstly to develope 
the relations and laws, which are of special significance in the 
application of mieroscopical methods of observation, for erystalline 
media, in order to prepare the student for the more difficult 
investigation of organized substancees.. Many conceptions and 
expressions, which we should otherwise have to explain and 
determine later on, may be more easily and more directly deduced 
from the phenomena produced in crystals than would be the case 
in the more complicated structures of animal and vegetable tissue. 
They form, at the same time, the natural starting-point for the 
- solution of our task. 


1. THE ELLIPSOID OF ELASTICIY. 


It is well known that the optical action of double- refracting 
erystals finds its explanation in the property which they possess of 


‘ C£. Ebner: “ Untersuchungen über das Verhalten des Knochengewebes 
im polarisirten Lichte.” (“ Sitzungsberichte d. k. k. Akademie d. Wissen- 
schaften in Wien,” third division, 1874. ) 
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propagating the waves of licht in the different directions of space 

with unequal velocity. That is to say, this propagating power 

reaches its maximum in a certain direction, and its minimum in a 

direction at right angles ; between these two di- 

rections the regular transitionslie. If we suppose 

that from a given point within the substance lines 

are drawn (Fig. 178), representing the relative 

conducting power in the corresponding directions, 

the terminal points of these lines will lie in a 

surface of ellipsoidal form, of which the given 

point is the centre. This is the so-called surface 

Fıc. 178. of elastieity or ellipsoid of elasticity! The 

geometrical axes of this ellipsoid, which are 

terımed axes of elastieity, coineide with the axes of the erystals when 

the latter-are rectangular, but deviate more or less from them in 

oblique-angled systems. In monoclinic erystal-forms the devia- 

tion, however, occurs only in the plane which divides them into 
two symmetrical halves. 

In erystals with one principal axis and equal sub-axes, to which 
the tetragonal, hexagonal, and rhomboidal forms belong, the con- 
ducting power is equal in all.directions when perpendicular to 
the principal axis, and greatest or least when parallel to it; the 
ellipsoid of elasticity here represents a surface of revolution, whose 
axis coincides with the principal axis of the crystal. On the other 
hand, in erystals with three unequal axes, such as the rhombie, 
monoclinic, and trielinie systems, the geometrical axes of the surface 
of elastieity are also unequal,—hence the latter is an ellipsoid with 
a major, a mean, and a minor axis. 


! Strietly speaking, the surface of elastieity, as Fresnel determined ana- 
lytically, is not an ellipsoid, but a surface of the fourth order, whose 
equation, with regard to rectangular axes, is 

+2 + zer te 2 + 
The diametral sections through these surfaces are, however, approximately 
ellipses, and in two partieular positions cireles—as in the ellipsoid. The same 
also is true for the surface of elasticity of pressure, according to Neumann. In 
mathematical Optics the ellipsoid, being far easier to manipulate than the 
real surface of elastieity, is hence mada the basis for further caleulations. 

For the following considerations a definite assumption as to the form of the 
surface of elastieity is not at all necessary. It is suflicient to know that its 
sectional surfaces are, in general, oval figures with two unequal axes, and in 
two special cases eircles. 
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In order to bring these properties into a definite connection 
with the inner structure, it is well to recall to memory tlıe 
analogous properties of compressed or expanded glass. We know 
that in a parallelopiped of glass, which is compressed by means of 
a serew-vice, the bares become condensed or approach each 
other in the direction of the active force. A sphere, which we may 
imagine within the glass before compression (Fig. 179 A), becomes 
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Nattened in consequence of the pressure in the direetion indicated 
in Fig. 179 B, and hence becomes an ellipsoid of revolution whose 
prineipal axis is parallel to that direction. If the compression 
‚takes place in two directions at right angles (Fig. 180 23 com- 
_ pared with A), only that diameter of the sphere lndeh is perpen- 
 dieular to the plane of the paper retains its original form (strietly 
 speaking, it is somewhat lengthened by the later al pressure), whilst 
the two others are shortened by an equal or unequal fraction, 
according as the active forces are equal or unequal. Hence, equal 
_ forces transfor ım the sphere into a lengthened ellipsoid of revolution; 
_ unequal ones into an ellipsoid with three unequal axes. 
The changes of form which the imaged sphere suffers in conse- 
_ quence of compression may therefore be readily determined. For 
Y 
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since in the compressed glass the attraction of the molecules 
increases with their mutual approximation, and the repulsion 
of the atmosphere always keeps it in equilibrium, it must be 
assumed that the density of the air undergoes a change through 
the compression in a manner similar to that ofthe substance. But 
with the density of the air the velocity of propagation of the light 
is also changed; and even if we leave unexplained how this 
alteration is effected, it is nevertheless apparent that the resulting 
ellipsoid exhibits the optical properties of the compressed glass 
in a manner analogous to the surface of elastieity of the erystals. 

There is, moreover, no diffieulty in demonstrating experiment- 
ally the agreement for all the different cases imaginable. If the 
glass is compressed or expanded in one direction only, it acts 
as a crystal with one principal axis, which lies in the direction of 
the active force; the surfaee of elasticity is an ellipsoid of revo- 
lution. If we then apply perpendicularly to the first a second force 
unequal to it, the ellipsoid of revolution is changed into another 
having three unequal axes; the glass now acts as a crystal 
without a prineipal axis. We may then state generally, that a 
parallelopiped of glass may always be so compressed that its 
optical action corresponds to a given positive or negative crystal 
with one or two axes. 

The manner in which the atmospherie density acts upon the 
motion of licht is, im general, explained by the above-determined 
relations. But a definite formulation of the precise correspondence 
has not yet been found. Those relations are not sufficient to con- 
struct the ellipsoid of elasticity in a given medium with known 
optical properties, as far as they are determinable by observatzon ; 
this can be done only on assumptions which are derived from the 
theory of the propagation of light, and must therefore not be con- 
fused with facts such as direct observation furnishes. The undu- 
latory theory in its present form assumes that the velocity of pro- 
pagation of light is dependent merely upon the composition of the 
atmosphere in the direction of the vibrations, but not in the direc- 
tion of the rays. The ellipsoid of elasticity is hence so constructed, 
that its diameters, which are parallel to the directions of vibration 
of any rays, correspond to the velocities (caleulated from the refrac- 
tive indices) with which those rays traverse the erystalline medium. 
It appears therefore flattened like the globe in positive uniaxial 
cıystals, and oval in negative uniaxial crystals. 
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We have preferred to pass over these conceptions, and to connect 
our explanations with the ellipsoid of glass, without theorizing how 
it arises from the sphere by pressure or tension. We accordingly 
ascribe to the negative uniaxial cerystals an ellipsoid of revolution 
flattened at the poles, since they act in layers, which are cut 
parallel to the optic axis, like a glass plate compressed in the 
direction of that axis. On the other hand, the positive uniaxial 
erystals act as an ellipsoid lengthened in the direction of the optic 
axis, since they behave optically like a glass plate expanded in 
a similar direction. The comparison of double-refracting media 
with compressed or expanded glass will enable us, in general, to 
determine accurately the form and position of the ellipsoid of 
elasticity. 

We think we may conveniently retain the phrase “ellipsoid of 
elastieity,” although we by no means imply thereby an algebraically 
formulated conception such as that where the motion of light is 
determined through the radii of our ellipsoid. The connection, 
which has significance for our purposes, does not require to be 
expressed either numerically or through formul ; it may just as 
well be a reeiprocal as a direet one; but it is obviously everywhere 
the same. 


2. Tue PHENOMENA OF POLARISATION IN RELATION TO THE 
ELLIPSOID OF ELASTICITY. 


We now proceed to the determination of the relations which 
exist between the ellipsoid of elastieity and the phenomena of 
double refraction and polarisation; we must premise, however, 
that we treat only of those cases which are of importance in 
mieroscopical observation. Facts which can be of interest to the 
Physieist or mathematician alone are not discussed here. 

Let us assume that the ellipsoid of elastieity, which we will 
vegardl as in the substance, has three unequal axes; let « be the 
major axis, b the ınean, and ce the minor. Then the sectional sur- 
faces, which we assume to be in any direction through the centre, 
are ım general ellipses whose excentrieity is greatest when they 
lie in the plane of the major or the minor axis. In two cases, how- 
ever—as we learn from analytical geometry—these ellipses become 
cireles, and these eireular sections of the ellipsoid always pass 
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through the mean axis or are parallel to it. Their inclination to 
the axis a is determined by the ratio @:b:c, and we get 


+2 V Bel 

tan ö = , wg’ 
ö denoting the angle of inclination in question. The normals of the 
cireular sections—.e., the lines which cut them perpendicularly— 
therefore lie in the plane of the major and the minor axes; they 
intersect the former at angles which are the complementary of ö 

to 90°. 

We will endeavour to demonstrate these relations by a diagram. 
Let « a (Fie. 181) be the major, and ce c the minor axis; the mean 





Fıs. 181. Bine 11892, 


axis, which is perpendicular to the surface of the paper, appears 
therefore at b as a point. Let the two circular sections be k k and 
i k, they are also perpendicular to the surface of the paper, and 
are consequently seen as lines which form right angles with the 
normals o o and 0’ 0‘. 

The optical action of double-refracting substances is connected 
with these properties of the ellipsoid of elastieity, as follows :— 
IE PQ (Fig. 182) is a piece of double-refracting substance with any 
known ellipsoid of elastieity, its action upon the pencil of parallel 
rays a b is dependent only upon the ratios of elastieity in a plane 
m n perpendicular to the direction of the rays, and is consequently 
determined by the ellipse which represents the diametrical section 
of the ellipsoid parallel to that plane. If, therefore, we suppose 
any given object rotating under the Microscope, so that its 
ellipsoid of elastieity (Fig. 183) gradually assumes all possible 
inclinations to the rays of light incident from below, then the 
effect which it produces is determined for each position by tlıe 
sectional surface m b n b, which is parallel to the plane of the 
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field of view. In other words, a very thin section eut in any 
shape from the substance and laid upon the object-slide always 
acts as a section made in the same direc- 
tion through the ellipsoid of elastieity. 
Such a section, therefore, to a certain 
extent replaces the ellipsoid ; it gives a 
perfect image of the elastieities effective 
under the given relations, and hence 
may be denoted as an effective ellipse of 
elastreity. 

The connection in point is thus re- 
duced from space (three dimensional) to 
the plane, and may be readily demon- 
strated. IEpg rs (Fig. 184) is the effec- 
tive ellipse of elastieity, and pq the major, 
7s the minor axis, the ineident rays of 
licht (perpendieular to the plane of the 
paper) are divided into two systems of 
waves which are polarised in the planes 
of the two axes. The vibrations of the 
one system therefore take place parallel 
to » q, those of the other parallel to 7 s. 
The relative magnitude of the axes condi- 
tions at the same time the velocities with which the two systems 
traverse the object; the greater p g is in relation to vs, the 
greater is the difference between the two 
velocities of propagation, as also the dif- 
ference of phase thereby conditioned with 
a given thickness of the object. R 

On turning the object round, the ratio % 
between p g and r s is, of course, altered, 
and it is important to examine the pro- w 
cess of these changes. We will first Fıc. 184. 
suppose that the axis of rotation coin- 
cides with the mean axis of the ellipsoid, and that the rotation 
itself takes place in our side view (Fig. 183) in the plane of the 
paper ; « « is then the major, ce c the minor axis of the ellipsoid ; 
the mean axis bb appears perspectively shortened. If we now 
consider the position in which « « coincides with the plane of the 
field of view, the effective ellipse of elasticity passes through the 
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axes a a and bb of the ellipsoid. It assumes, therefore, nearly the 
form represented in Fig. 185 A, since b b is of course greater than 
ec and less than aa. If we now turn the ellipsoid round the axis 
bb, and let it revolve like a rolling sphere from left to right, then 
another ellipse of elasticity evidently represents each position. 
In all ellipses which here become successively effective, however, 
the one axis has the constant length 5 b, since it is the axis of 
revolution, while the other gradually assumes all values between 
aa and ec, and after half a revolution again becomes equal to «a a. 
In the plane of the circular section (% % and %’%’in Fig. 181) the axes 





b 
Fıs. 185. 


are of course equal in lensth (Fig. 185 2) ; then the transverse axis 
becomes less than b b, and decreases continuously till a rotation of 
90° has been made, when it coincides with the axis ee of the 
ellipsoid (Fie. 185 0). On continued rotation all possible forıns 
of the sectional surface repeat themselves in opposite sequence, 
till @ a for the second time lies in the plane of the field of view. 
Al possible positions of the ellipsoid are thus exhausted ; for since 
the two vertical angles are equal, the return to the horizontal 
position is equivalent to the return to the starting point. 

The positions of the ellipsoid, in which the eircular sections 
lie horizontal, may be further considered. The elastieity of the 
ether is in these positions equally great in all directions through- 
out the fielll of view, precisely as in an isotropie substance. 
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Accordingly, the light incident from below undergoes ordinary 
refraction only, and polarisation does not take place. ‚Hence the 
normals upon the eircular sections correspond to the directions in 
which the light moves as in a single-refracting medium ; these are 
the optie axes. The line which bisects their acute angle is termed 
the middle line; according as the latter coineides with the major 
or with the minor axis of our ellipsoid, the bodies are usually 
called optieally positive or optically negative. 

Let us now return to our starting-point (Fig. 185 A), and from 
thence trace the rotation round the axis. We will suppose that 
the ellipsoid is rolled upon the surface of the paper, so that the 
axis of revolution, after a quarter of a turn, coineides with @ a in 
Fig. 185 D. In this position db db will evidently be perpendicular 
to the surface of the paper, and the minor axis cc will become 
optically effective The axes of the ellipse of elastieity are there- 
fore «a a and cc. In our figure the optic axes are also represented 
(00 and 0’ 0’), since they lie in the plane of the drawing. On 
continued rotation the minor axis of the ellipse would, of course, 
again increase till after half a revolution it had a second time 
reached its maximum value 5b. 

If, finally, we turn the ellipsoid round the third axis c c, then ec 
obviously forms the one axis of the effective ellipses of elasticity, 
which represent the different positions, while the other axis 
gradually assumes all values between @ « 
and 5d. In our figure the ellipse which 
comes into play with a rotation of 90° is 
shown (Fig. 185 2). 

_ We have still to trace the rotation round 
a line which does not coincide with either of 
the three axes. We will suppose that the 
ellipse has first been turned round the axis 
db till it has attained the inclination shown 
in Fig. 183 or any other inclination, and 
_ then begin the rotation round the line m n 
from this position. After a rotation of 90°, 
we obtain an ellipse of elastieity whose 
_ major axis is @ a, and whose minor axis is 
cc (Fig. 186). This ellipse is, however, Fıe. 186. 
differently explained, according to the direction of the rotation ; 
it is inclined to the right (4A), if the upper vertex in Fig. 183 
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is allowed to sink below the plane of the paper; and to the 
left (2), if it is raised above the paper. The ellipses, which 
represent angles of rotation between 0 and 90°, go through the 
range of transitions in regard to form and position between the 
two terminal members. The angle 0° must evidently be repre- 
sented by an ellipse, which may be situated thus > or thus 0, 
according as mn is longer or shorter than the mean axis. The 
transitions will therefore oceur, in the first case, in such a way 
that the ellipse rises with its right vertex and thus becomes 
lensthened (Fie. 187 A, B, O), whilst in the second case a 
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gradually increasing inelination to the right is combined with a 
similar extension (Fig. 188 A, 5, C). 

We can just as easily determine the sectional surfaces which 
come into play on rotation round any other given diameter im 
the plane of the field of view. It is only necessary to compare the 
known ellipse of the initial position with the equally known one 
after a revolution of 90°; the intermediary members then make in 
form and position the transitions. 


N 
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The axial directions of the effective ellipses of elasticity remain 
altogether unchanged if the rotation takes place round a prin- 
cipal axis of the ellipsoid situated in the plane of the field of view ; 
on the other hand, they suffer a continuous alteration if any other 
diameter or an inclined axis forms the axis of revolution. The 
approximate process of this change is determined through the known 
or easily constructed sectional surfaces, which become effective after 
a rotation of 90°. 

There is no difficulty, therefore, from what has been stated above, 
in approximately determining the position of the axis of the ellipse 
of elastieity for any inclination of our ellipsoid, and in defining, as far 
as necessary, the changes with regard to position and excentricity 
which take place during revolution. The planes of polarisation of 
the two systems of waves are, however, also given with the axial 
position ; and with the excentrieity the difference of phase, which 
they attain in a medium of given thickness, also rises and falls. 
The difference of phase, as is well known, involves interference 
colour, and thus we arrive at the conclusion that the optical action of 


a double-refracting medium, whose ellipsoid of elastieity is given, may be 


‚pre-determined for any given direction. of the penetrating rays of light. 

We have intentionally combined the above explanations with the 
general case that the three axes of the ellipsoid of elastieity 
are unequal, since the special cases which may be imagined are 
contained in them. It may be not quite superfluous, in addition 
to what has been stated above, to briefly mention these special 
cases. If we suppose, first, that the difference between the mean 
and the minor axes of the ellipsoid gradually diminishes and 
ab length becomes il, then the two eircular sections approach 
nearer and nearer to the plane of these axes, since the angles 
they make with this plane become more and more acute, and at 
length coineide with it. The two optie axes consequently move 
m an opposite direction; when they have reached the major 
axis of the ellipsoid they coineide and form a single axis. The 
tefracting medium becomes, therefore, optically uniaxial and POST- 
five, since it was also positive in a biaxial state before the axial 
angle was 0, in accordance with the above-given definition. If, on 
the other hand, we suppose the mean axis to become gradually 
equal to the major axis, then the optie axes at last coincide 
with the minor axis of the ellipsoid, and the negatively biaxial 
medium becomes zeyatively umiazial. 
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The surface of elastieity is consequently always an ellipsoid of 
revolution in uniaxial media; moreover, the axis of revolution 
coineides in optically negative media with the least diameter, 
and in optically positive media with the greatest. The sectional 
surfaces of such an ellipsoid are generally ellipses likewise ; they 
become circles only when at right angles to the axis of revolution. 
The changes of position and excentrieity, which the optically effective 
ellipse undergoes during the rotation of the ellipsoid, may be so 
easily traced—since the problem is considerably simplified owing 
to the equality of two axes—that a special exposition of them 
appears to us necessary. 


3. DETERMINATION OF THE AXES OF ELASTICITY. 


The estimation of the above-developed dependence of the optical 
action on the position and form of the ellipsoid of elastieity is 
based upon the principle of reciprocity. If it is possible to pre- 
determine from the directions and relative magnitudes of the three 
axes the process of the phenomena which we observe on rotation 
round any given perpendiceular or horizontal axis, it must, con- 
versely, be also possible to deduce the directions and relative magni- 
tudes of the axes of elastieity from the known optical phenomena, 
and thus to construct the ellipsoid of elasticity, as it were, in the 
refracting medium. Thisis preeisely the task which presents itself 
in researches in polarised licht; with its solution the object, which 
is usually the question in point, is fully attained.! 

We have therefore to discuss how the determination of the axes 
of elastieity is to be practically effected. The observer must take 
into consideration two unknown factors, which, however, we 
will regard separately, viz., the directions of the axes and their 
relative magnitudes. As regards the first point, the awial direetions, 
it is hardly necessary for us to make any introductory remarks 
for those readers who are acquainted with the phenomena of 
polarisation’ as explained in the text-books of Physics, since it 


! Further questions—for instance, whether an irregular distension alters the 
relation of the axes of elastieity, and how this takes place, whether the cause 
of double refraetion lies in the individual micelle (moleeular groups) of 
organised bodies, or in their arrangement, &c.—are, at any rate, of secondary 
consideration, and take for granted the solution of this problem. 
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is only a question here of applying the fundamental laws. We 
therefore confine ourselves to a few remarks. 

(1.) I£ the polariser and analyser are applied to the Microscope 
in such a manner that they cross at right angles, it is well known 
that the field of view isdark. A double-refracting object therefore 
appears dark also, if the axes of the ellipse of elastieity lie in 
the polarising planes of the Nicols; in every other position, how- 
ever—as when a circular section of the ellipsoid is not parallel 
to the surface of the field of view—it appears more or less 
illuminated, most intensely when they deviate by 45° from those 
planes. We will hereafter denote this latter position as diagonal, 
and the former, in which the object appears dark, as orthogonal. 
It is evident that each of these positions determines the axial direc- 
tions of the ellipse of elastieity. Since, however, the greatest dark- 
ness is always more certainly perceived than the greatest light, 
the orthogonal position is preferable in angular measurements. 

(2.) In order to decide whether an object, which remains dark 
on rotation round a perpendicular axis, belongs to the single- 
refracting substances, or whether possibly a cireular section of the 
ellipsoid of elastieity may be effective, it is only necessary to 
repeat the observation with different directions of the object, such 
as we get by revolution round horizontal axes. Double refraction 
would then be exhibited—that is, if it takes place, and of course 
always on the supposition that the effective layer is powerful 
enough to produce a visible effect. 

(3.) I£ the object is double-refracting, and the axial direction of 
the effective ellipse of elastieity known, it may be further questioned 
whether perhaps the one of its axes or both at the same time are 
axes of the ellipsoid. In order to discover this, the object is brought 
to a diagonal position, and then turned, by means of the contrivance 
we have described (p. 326), round the axis to be tested towards the 
opposite directions successively. If the same changes take place 
here whether we turn it in one direction or the opposite—i.e., if we 
observe in both cases the same change of colour with equal angles 
of revolution—the direction vertical to the axis of rotation is an 
axis of the ellipsoid. We arrive at this inference through the 
converse of the statement that two sectional surfaces which form 
equal angles with an axis of the ellipsoid are equivalent. In the 
orthogonal position the same rule holds good in all cases where 
revolution produces increased illumination; and if the field of 
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view remains dark, then the axis of rotation itself is an axis of the 
ellipsoid. 

(4.) If, on the other hand, the changes which are observed on 
revolution in one direction or the opposite are unequal, none of 
the axes of the ellipsoid lie in the plane of the 
field of view. The same test is then repeated at 
the other sectional surfaces, and observation is 
continued until a surface is found which satisfies 
the above-mentioned conditions. 

(5.) If one of the axes of the ellipsoid is deter- 
mined, then the two others evidently lie in a 
sectional surface perpendicular to it. It is there- 
fore only necessary to bring this sectional surface 
into action, and to determine by theknown method 

Fi. 189. its axes of elasticity, which are at the same time 
the axes of the ellipsoid. 

We give examples explanatory of the above. A tabular crystal 
of selenite (Fig. 189), in which the truncation face of the acute edges 
of the prisms is the predominant one, appears dark in the polarising 
Microscope with crossed Nicols, if the directions a a and e ce (the 
former making an angle of 50° with the side lines) are parallel with 
the polarising planes of the Nicols, and consequently briehtest if 
they are brought into the diagonal position. These directions are 
consequently the axes of the ellipse of elasticity. On rotation 
round the axis aa, the changes are the same in either direction; 
similarly round the axis ce. Both are therefore simultaneously 
axes of the ellipsoid ; hence the third axis is at right angles to the 
tabular surface. If we turn the erystal round the left or the right 
edge, so that the third axis is brought into the plane of the field of 
view, then this axis can be recoenized in a similar manner; the 
direction in the field of view at riecht angles to it is not in this case 
an axis of the ellipsoid, as is at once manifest on turning the erystal 
round its transverse axis.! 

Flat membranes of free vegetable cells act in a precisely similar 
way. The axes of the ellipses of elastieity which are effective in 
surface views, always show themselves on rotation to be axes of tlıe 











! For such observations only small needle-shaped erystals should be used. 
Larger plates, in vertical position, appear white, or give too high interference 
colours to enable one to observe the changes caused by the rotation round a 
horizontal axis. 
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3 ellipsoid. The differences of direction which oceur, therefore, relate 
only to their position within one plane—i.e., to the angles which the 
— axes form with the longitudinal and latitudinal directions of the 
— eell. Accordingly, in sections cut perpendieularly to tie surface of 
the membrane, one axis of the effective ellipse of elasticity lies in 
the direction of the layers, the other is at richt angles to it, and is 
at the same time an axis of the ellipsoid. This obtains likewise 
with the membranes of cellular tissues, so far as we know them; 
 here,however, observation is rendered more difficult by the eircum- 
4 stance that the two lamell®, of which the dividine walls consist, 
really represent two objects, whose axes of elastieity are possibly 
- very differently situated. 
The second point that comes into consideration in the deter- 
 mination of the ellipsoid of elastieity, viz., the relative magnitude 
of the qaxes, assumes, under certain circumstances, a more exact 
_ acquaintance with the phenomena of polarisation. It is of pri- 
_ mary importance that the observer should be familiar with the 
 scales of the interference colours, at least up to the third or 
 fourth order, which appear on gradual increase of the difference 
- of path between the ordinary and the extraordinary rays, and 
that he should be quite clear about the factors which produce 
_ the variation of the tints. We must refer those who are not 
 eonversant with the subject to the text-books of Physics, since a 
detailed exposition of these phenomena here would lead us too far 
from our subject. We consider it, how- 
- ever, within our province to present the 
_ more important points in their mutual 
_ connection, and to elucidate their relations 
to the ellipsoid of elasticity. 
— TAB (Fie. 190) is a parallelopiped of 
- glass compressed in the directions of the 
— aurows—for example, one end of an object- 
- slide—then the position of its effective 
 ellipse of elastieity is represented in the 
figure. An object-slide of this sort ap- Fıc. 190. 
_ pears, on rectangular crossing of the 
5 Nicols, most brightly illuminated when it forms an angle of 
# 45° with the planes of polarisation, and is consequently situated 
 ın a diagonal position. It then produces in white lieht an 
 mterference colour, which, with given thickness, increases in pro- 
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portion to the force of the lateral pressure—in proportion, conse- 
quently, to the excentrieity of the ellipse. If the apparatus admits 
of a gradual increase of pressure, the resulting colours forn a series, 
which coineides with that of Newton’s rings. The same series 
would also be produced if we were to gradually increase the thick- 
ness of the refracting medium by superposing a greater number of 
equally strong but slightly less compressed plates of glass; for it is 
evident that the difference of path which the lowest of the plates 
would produce becomes greater by a certain amount through 
each succeeding one. The action of a wedge is to be similarly 
explained ; the gradually increasing thickness produces the colours 
in their natural sequence. 

Inasmuch as the erystalline media act in regard to these rela- 
tions analogously to compressed glass, we arrive at the general law 
that the interference colour rises and falls with the excentricity of the 
effective ellipse, and with the power of the refracting medium. 

Since the colours of the higher orders vary merely in red and 
green tints, which become more and more faint the higher they 
rise, and consequently graduate less distinetly from each other, the 
first three orders are of paramount importance for microscopical 
observation, and therefore call for a more detailed examination. 
For this reason we have enumerated in our table the undistinguish- 
able shades of the lower colours with somewhat greater complete- 
ness than is usual in the text-books of Physies. In the second 
column we have given the complementary colours for each order, 
which correspond to Newton’s rings in transmitted licht. 





First Order. Second Order. 





Black Bright white Purple-red Light green 
Iron-grey White Violet Greenish yellow 
Grey-blue Yellowish white Indigo Bright yellow 
Light grey-blue ı Brownish yellow Blue Orange 


Light blue 
Greenish white 
White 
Yellowish white 
Yellow 
3rown-yellow 


3rownish orange 


Red-orange 
Red 
Dark red 





Yellow-brown 
3Zrown-red 
Reddish violet 
Violet 

Light indigo 
Grey-blue 

Blue 

Blue-green 

Pale green 
Yellowish green 


Greenish blue 
Green 

Lighter green 
Yellowish green 
Greenish yellow 
Pure yellow 
Orange 

Bright orange-red 
Dark rei-violet 


Orange-brown 
Light carmine 
Purple-red 
Purple-violet 
Violet 

Indigo 

Dark blue 
Greenish blue 
Green 
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Third Order. . Fourth Order. 
Violet Greenish yellow Light violet Light greenish yel- 
Blue Yellowish orange Bluish green ‚low 
Green Red Green Light pink 
Yellow Violet Light greenish yel-, Light red 
Rose-red ' | Greenish blue ow Lilae Ä 
Red Green Lightyellowishred | Light greenish blue 
Light red Light green 
Fifth Order. Sixth Order. 
Light blue Light pink Light blue Light pink 
Light green Light red Very light blue Light red 
Whitish Whitish Whitish Whitish 
Light red Light green Very light red Light greenish 


I£ we place two double-refracting plates of equal thickness and 
with equal effective ellipses of elasticity together, in such a manner 
that they interseet at right angles (Fig. 191), they act as a single- 
refracting medium. The undulations 
of light which take place in the 
lower plate parallel to the major 
axis coinecide in the upper plate 
with the plane of the minor axis— 
and conversely. The ratio of the 
veloeities with which the two systems 
of waves traverse the lower plate is 
consequently inverted on entering 
the upper one, and the difference of 
phase attained is therefore elimi- 
nated during the passage through. If the one plate were thicker 
than the other, by the magnitude d, the combined effect would 
clearly be the same as if a single plate of the thickness d were 
observed. 

The same method of reasoning may be applied also to plates of 
any thickness and of any ellipse of elastieity. The effects will 
always be added together if the two ellipses are equally situated, 
and become partially or entirely cancelled if they intersect at right 
angles. Let us assume, for instance, that the interference colour of 
tlıe one plate is red of the first order, and that of the other yellow 
of the first order (of course, on the supposition that the position is 





Fıc. 191. 
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a diagonal one), then we obtain as the combined effect of both for 
the interval of acceleration a colour of the second order (yellow 
II.), and for the interval of retardation a colour of the first order 
(lisht blue I.), which in regard to the yellow is one grade lower 
than red. 

We shall presently return to these acceleration and retardation 
colours, and tabulate them for a series of combinations as they 
commonly occur in practice; here it is only a question of estimat- 
ing them for the determination of the relative magnitudes of the 
axes of elastieity, and for this purpose the facts we have mentioned 
amply suflice. It is obvious that the comparison of any given 
medium with a compressed glass plate, whose ellipse of elastieity is 
known, must present a simple means for correctly explaining the 
unknown ellipsoid of elasticity. We will denote its three axes, 
whose directions we assume to be known, by «a, b, and c; then it is 
only necessary to combine the gectional surface passing through « b 
with the glass plate : the position in which acceleration or retarda- 
tion takes place then decides whether « or bis the greater. Inlike 
manner we determine in sectional surfaces, which are cut parallel 
to b c,the ratio of db to c,and in others cut through « c, that of 
« to c. Thus, as nearly as possible according to this method, our 
problem is solved,—we know what direetions correspond to the 
least, the mean, and the greatest elastieity. 

The examples already adduced will serve here for further 
elucidation. If the tabular erystal of selenite (Fig. 192) is so 
placed upon the compressed glass plate, that the 
direction « « is parallel to the major axis of elas- 
ticity in the glass, we observe an increase of the 
interference colour—the effects of the two media 
are added together. On the other hand, if we 
make a rotation of 90° retardation sets in, and 
the interference tint is lowered. Hence of the 
two axes of the ellipsoid, which are parallel to 
the direetions « a and ce c, the latter is the shorter. 
The discovery of the third perpendieular axis is 

Fıc. 192, combined with some difficeulties. From the un- 
symmetrical position of the axes « «a and ee it is 

evident that the erystal is biaxial, which exeludes the possibility 
of the third axis being equal to one of those already determined; 
yet we have always to discover whether it is the major, the minor, 
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or the mean axis. But since sections cannot be made through the 
erystal in the direction of the prineipal planes, rotation upon the 
two horizontal axes is the only method of testing applicable here. 
The observer must bear in mind the following theoretical deduc- 
tions:—(1.) If the third is the major axis, then by rotation upon 
aa a position must be reached in which an optic axis coincides 
with the direction of the transmitted light. The interference 
eolours must therefore descend rapidly, becoming black in the 
eiven position, and, on further rotation, again rise. (2.) If the 
third is the minor axis, the same changes must take place by 
rotation upon c c. (3.) If the third axis is the mean one, the 
colour cannot in any case descend to black. The effective ellipse 
of elastieity becomes less excentrie by rotation upon a a as well 
as upon ec, though without ever becoming a eirele. But since 
the longer path which the rays of light describe in the inclined 
plate of crystal necessarily increases the difference, this influence 
can become preponderant under certain circumstances, and can 
produce arise of the colours notwithstanding the slight excentrieity 
of the ellipse. 

We learn from observation that the colour of a plate of selenite 
rises by rotation upon aa,and falls by rotation upon cc. This 


- latter eircumstance proves that the third cannot in any case be 


the major axis; but whether it is the minor or the mean one can 
hardly be determined with certainty from its total action, since 


- the inclination of the transmitted rays can only be increased to 


a certain limit, owing to the refraction at the surface, the direction 
of the optic axis therefore being possibly not reached. We should 
have to carry out the rotation in an approximately homogeneous 


- medium, such as oil, and moreover investigate the rise and fall 


of the colour more exactly in order to arrive at certainty upon this 


= point. 





ı If we rotate a uniaxial erystal of suitable shape upon the horizontally 


placed optic axis, the ellipse of elastieity remains unchanged, and the rising of 
- the colour is due merely to the increased length of the path in consequence of 


the inelination. The comparison of this change in the colour with that of an 
unknown crystal must therefore show whether the difference of path in the 


£ latter increases in higher or lower ratio, from whence it is at the same time 
_ deeided whether the excentrieity of the ellipse of elastieity increases or 
_ decreases during rotation. In this manner we learn with tolerable certainty 


that the third axis in the selenite is the mean one, In general, however, the 
Z 


338 POLARISATION. 


With flat membranes, as indeed with all objeets which can be 
cut in every direction, the problem is much simplified. If, with 
an object of this nature, two out of the three axes are known, their 
ratio to the third axis is directly determined by transverse sections 
cut parallel to the corresponding prineipal planes. If, for instance, 
a,b, c, d (Fig. 193) is the ellipse of elasticity of a flat piece of 
membrane, and if a transverse section parallel to 
c d shows that the third axis is less than ed, 
then it is of course the minor axis of the ellipsoid ; 
if it is greater than c d the ratio to « b decides 
whether it is the major or the mean axis. 

Together with the relative magnitude of the 
axes of elasticity the plane of the optie amwes, as 
already stated, is given, since it always passes 
through the major and the minor axes of elas- 
tieity. A very thin plate cut parallel to the 

Fıs. 193, mean axis must therefore, on rotation upon 
this axis, come twice into such a position that 

the rays incident from below enter it in the direction of an 
optie axis; it must consequently act as a single-refraeting 
medium, and must appear black with crossed Nicols.. Hence 
it is only necessary to measure the inclinations of the - plate 
corresponding to these positions, and also to take into account 
the deviation at the bounding surfaces of the plate, in order to 
determine approximately the angle which the optie axes make. 
Such determinations are not absolutely accurate, yet it is generally 
possible to distinguish whether the object is positive or negative. 

In order to avoid erroneous interpretation of the interference 
colours, it is always advisable to compare the positions of 





acceleration and retardation accurately with one another. If the 


interpretation has been made correctly, retardation must yield 
a colour which stands above, as regards the higher of the two com- 


results of observation appear too vague for a more detailed investigation to 
be justifiable upon these and similar theoretical inferences. 

It is moreover sufliciently clear from the above that the deduetions which 
Valentin (“ Die Untersuchung der Pflanzen-und der Thiergewebe im polarisirten 
Licht,” p. 144) makes from this rise and fall of colour in selenite plates are 
entirely incorrect. Thus, he states that the plane of the optie axes corresponds, 
“therefore,” to the diagonal direction + 45° (which in our figure is denoted 
by e c), whilst in reality it coineides with the plane of the plate. 
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bined colours, to just the same extent as the latter do in regard 


to the acceleration colour. Thus, if we combine blue II. with 
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yellow I., we get red in the one position, which a skilful observer 
will recognize as red II.; in the other position a yellow, which 
agrees with yellow I. In our scale of colours also red II. and 
yellow I. are actually about equidistant from blue II, and a 
repetition of the combination with known selenite plates affords 
a perfect proof that blue II. and yellow I. give the above- 
mentioned colours in the positions of acceleration and retardation. 

Since this repetition of the combination always affords the best 
check, we have appended two tables, in which the colours of 
acceleration and retardation are collected together for a series 
of cases. For the first three orders their names are based upon 
their classification into six colours each, whose distances upon a 
polished erystal wedge are about equal. If we therefore denote 
the colours of the first series by 1—6, those of the second by 
712, and so on, we can pre-determine any combination colour 
by addition and subtraction of the corresponding numbers, 
whereby rapid and accurate interpretation. of the observed colour 
is considerably facilitatel. The colours 6 (red I.) and 3 
(white I.) give, for instance, in the position of acceleration 
6+3 = 9 (green II.); and in the position of retardation 
6 — 3 = 3 (white I.). We notice, moreover, that the colours 
of the selenite plates of commerce do not always agree exactly 
with the theoretical gradations, and that the same numbers of 
the same maker often produce a sensibly different tint. 

The second table is of special practical value from the fact 
that a selenite plate, which gives red I. as a rule, most easily 
admits of the recognition of the rise and fall of the colour. 





TABLE 1. 
Combined Colours, As leralion Be aanon 
. OlOUrT. 
Grey I. Grey I. Light x 
Light blue I. Greg. Write Hey. 
io Light blue I. Yellow I. Black 
ite I. Grey 1. Yellow I. Light blue I 
_ Light blue I. Orange I. Grey I. 
Bar r White I. Red 1. Black 
ow I. Grey I. Orange I. White I. 
— Light blue I. Red. Light blue I 
— White I. Indigo II. Grey IR i 
_ Yellow I. Blue II. Black 
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Combined Colours. 


POLARISATION. 
Acceleration Retardation 

Colour. Colour. 
Grey JE: Red I. Yellow I. 
Light blue I, Indigo II. White I. 
White 1. Blue II. Light blue ]. 
Yellow I. Green II. - Grey I. 
Orange I. Yellow II. Black 
Grey I. Indigo II, Orange I. 
Light blue I. Blue II. Yellow I. 
White 1. Green II. White I. 
Yellow I. Yellow II. Light blue I. 
Orange Il. Orange II. Grey I. 
Red I. Red II. Black 
Grey I. Blue II. Red I. 
Light blue I. Green II. Orange 1. 
White I. Yellow II. Yellow I. 
Yellow I. Orange II. White I. 
Orange I. Red II. Light blue I. 
Red 1. Violet III. Grey I, 
Indigo II. Blue III. Black 
Grey I. . Green II. Indigo IL, 
Light blue I. Yellow II. Red 1. 
White I. Orange II. Orange I. 
Yellow I, Red II. Yellow I. 
Orange I. Violet III, White I. 
Red 1. Blue III. Light blue l. 
Indigo II. Green III. Grey I. 
Blue II. Yellow III. Black 
Grey I. Yellow II. Blue II. 
Lighö blue I. Orange II. Indigo II. 
White I. Red II. Red I. 
Yellow I. Violet III. Orange I. 
Orange I. Blue III. Yellow I. 
Red I. Green III. White I. 
Indigo II. Yellow III. Light blue I. 
Blue II. Pink III. Grey I. 
Green II. Red III. Black 
Grey I. Orange II. Green Il. 
Light blue I, Red 11. Blue II. 
White I. Violet III. Indigo II. 
Yellow I. Blue III. Red I. 
Orange I. Green III. Orange I. 
Red I. Yellow III. Yellow I. 
Indigo II. Pink III. White I. 
Blue II. Red III. Light blue I. 
Green II. Bluish green IV. Grey I. 
Yellow II. Green IV, Black 
Grey 1. Red II. Yellow II. 
Light blue I, Indigo III. Green II. 
White I. Blue III. Blue Il. 
Yellow I. Green III. Indigo II. 
Orange I, Yellow III. Red I. 
Red I. Orange III. Orange I. 
Indigo IL, Red III. Yellow I. 
Blue II Violet IV. White I. 
Green II. Blue IV. Light blue I. 
Yellow II. Green IV. Grey I. 
Orange IL Green IV, Black 
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| Combined Colours. Zr Tallen elaraauon 
- 
| Aal. Grey 1. Violet III. Orange II. 
| re — Lieht blue I. Blue III. Yellow II. 

} — White I. Green III. Green II. 
| _ Yellow I. Yellow III. Blue II. 
_ Orange 1. Pink III. Indigo II. 
| un Red I. Red III. Red I. 

| 

TABLE II. 


Object Combined with Selenite Plate Red I. 


Without Selenite Plate. 


Acceleration Colour. Retardation Colour. 





Grey I. Indigo II. Orange I. 
Light blue I. Blue II. Yellow I. 
White I, Green II. White I. 
Yellow I. Yellow II. Light blue I. 
Orange I Orange II. Grey I, 
Red I. Red II. Black 
Indigo II. Violet III. Grey I. 
Blue II Blue III. Light blue I. 
Green II Green III. White I. 
Yellow II Yellow III. Yellow I. 
Orange II. Pink III. Orange I. 
Red II. Red III. Red I. 
Violet III, Light red-violet IV. Indigo II 
Blue III. Bluish green IV. Blue II 
Green III. Green IV. Green II 
Yellow III, Light greenish IV. Yellow II. 
Pink III. Light pink IV. Orange II. 
Red III. Light red IV. Red II. 
Light violet IV. Light red IV. Violet III. 
Bluish green IV, Light violet-red V. Blue III. 
Green IV. Light blue V. Green III. 





II) 


THE ACTION OF TWO SUPERPOSED CRYSTALLOID 
BODIES, WHOSE PLANES OF VIBRATION INTERSECT 
OBLIQUELY. 


j Tu considerations we have so far discussed may be immediately 
2 
= 
»> 
4 





applied in all cases where the object under investigation 
represents a crystalloid medium; they are therefore suflicient 
for flat pieces of membrane and other organised structures 
which act as crystal. But practically it is not always 
possible to prepare the objects for examination in such a 
manner that the optically effective part satisfies that condition— 
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%.e., that it may be compared with a simple erystal If, for 
instance, we are dealing with small horizontally situated cells 
or fibres consisting of concentric layers of molecules whose 
ellipses of elasticity are inclined towards the longitudinal 
direction of the cells, the portions of the walls situated in the 
median zone act singly as simple crystals, though we should 
be compelled to split up the fibres in order to be able to observe 
these effects separately; and such a division of the fibres is in 
many cases impracticable. The same holds good also for some- 
what thickened membranes which form walls between adjoining 
cells, and which are therefore to be looked upon as composed 
of two lamelle. For since the thickenings of these membranes 
(e.g., spiral threads, obliquely-situated pores, &c.) are, as a rule, 
unsymmetrically placed, which indicates a corresponding situation 
of the series of molecules, it is also probable that the axes 
of elastieity of the two lamell@ do not lie in the same plane. 
The observer has not unfrequently to deal with two inseparable 
superposed media, whose axes of elastieity intersect at various angles. 
He is thus presented with a new problem, which is apparently 
more complicated than the foregoing one; and the first question to 
be decided is whether it is really capable of solution by the same 
method. We willendeavour to answer this question experimentally. 
Let A Band ( D (Fig. 194) be the ellipses of elastieity of the 
two superposed bodies, and e the angle between their major axes 
(assumed to be variable). The focal adjustment should always 
be so chosen that the bi-sectional line mn of that angle is 
always at 45° to the crossed Nicols. On this assumption we get 
experimentally the following results for 
the different values of e:—If e is very 
small the effects of the two bodies increase 
almost as if they were observed in the 
position of acceleration, where e = 0; the 
resulting colour undergoes no considerable 
alteration up to an angular magnitude 
of several degrees. On further increase 
of. e, however, a marked degradation in 
the interferencee colour soon follows, 
which expresses itself up to a mean 
value of 45° by a distinet change in 
the tint. From this point, however, the colour remains ap- 
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proximately the same, though the field of view becomes more 
and more dark, until at length with an angle of 90° complete 
darkness, or at any rate—when the two bodies are not exactly 
equal—the greatest darkness, is found. The passage from one 
tint to the other certainly takes place in a somewhat different 
manner to that in Newton’s Table, generally as if the two colours 
were mixed in ever-varying proportions; in the majority of cases, 
however, the rise or fall cannot be mistaken. 

It, for instance, we place two selenite plates, each of which 
yields light blue of the first order, together in the given way, we 
obtain for e =0 yellow 1., for e = 223° light yellow, fore = 45° 
white ; finally, for e = 673° bluish white. These colours evidently 
represent only those tints taken in reversed order to yellow 1. 
A few additional examples are collected together in the following 
table :— 





Two Selenite 


Plates. E70: e= 223° e = 45°. e = 674° 
Grey 1. Light blue Darker blue Bluish Dark blue 
Light blue 1. | Yellow Light yellow White Bluish white 
White I. Violet Light violet White Yellowish white 
Yellow I. Blue Light green Yellow-orange | Yellow 
Orange 1. Yellow Yellow Darker yellow | Dark yellow 
Red I. Red Red Darker red Dark red 
Blue I. Greenish yellow | Blue-green Blue Blue 
Green II. Red White Green Darker green 
Yellow II. Green Yellow Darker yellow | Dark yellow 





It is evident from this table that the colour we obtain in the 
position e = 45° agrees tolerably throughout with that of the single 
plate, or very approximately. Inasmuch as the acceleration colour 
for the position e = 0 is to be regarded as given, we can pre- 
determine the changes which the gradual increase of e produces 
in any given pair of platess These changes always consist in a 
gradual but direet passage of the acceleration colour into the 
colour of the single plate. 

It now remains for us to combine the action of a firmly bound 
pair of plates with that of a selenite plate, or in general of a 
third double-refracting body. We have seen that the pair of 
plates act, to a certain extent, like a single body whose ellipse of 
elasticity approaches the more nearly to the circle the great 
the angle ee I£ we suppose that the axes of this ellipse are the 
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lines joining the points m n and s t (Fig. 195), in which the 
ellipses corresponding to the two plates intersect, this supposition 
is-so far true that the difference between the major axis m n and 
the minor s # diminishes continuously, in 
conformity with the interference colour, 
when e increases, and finally becomes nil 
when e = 90°; presumably, therefore, it 
. represents also the combined action of a 
pair of plates and a selenite plate The 
position in which the imaginary ellipse of 
elasticity is situated similarly to that of 
the selenite plate will here also produce 
an acceleration colour, and when the 
homologous axes intersect at right angles 
a retardation colour is produced. Thus 
in fact it actually behaves, as may be seen from the following 
table :— 





Fıc. 195. 





With Selenite Plate Red I. 








Two Crystal Plates. Angle e. 
Acceleration Colour. Retardation Colour. 
0 Indigo-violet II. Orange I. 
Ellen nr Il 224 Violet Reddish orange 
Bene 45° Reddish violet Red-orange 
673° Red-violet Dark red-orange 
0 Blue-green II. Light yellow I. 
ii 221° Greenish blue Orange-yellow 
un 45° Blue Orange 
673° Indigo Reddish orange 
0 Yellow II. Light blue I, 
3 2237 Green-yellow White 
Age Ile 45° Light green Yellowish white 
674° Light greenish blue Light reddish orange 
0 Red II. Black 
: 223° Light red-orange Greenish 
Ninlaite 45° Greenish yellow Greenish white 
674° Greenish white White 
0 Blue-green III. White I. 
Yellow I 223° Green White 
NE 45° Yellow White 
673° Orange Bluish lilae 
0 Light yellow Yellow I. 
h I 223° Yellow-orange Lenk orange 
Wange l. 45° Orange Whitish 
674° Red-orange Lilac 
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The gradations of colour do not of course even here agree with 
those of Newton’s Table, though the rise and fall on increase of e 
are, as a rule, distinetly expressed. The highest acceleration and 
the lowest retardation colours are evidently given by the position 
e = 0; if e becomes equal to 90°, we get in all positions the red of 
the selenite plate. Where the change of colour is exceptionally 
indistinet, it may be rendered more perceptible by the application: 
of another selenite plate, e.g., grey I. 

If we turn the pair of plates, without altering the angle e, upon: 
the selenite plate round a perpendicular axis—for instance, by gra- 
dually moving them from the position of acceleration to that of 
retardation— we observe that the changes of colour do not agree: 





Fıs. 196. Fie. 197% 


either with Newton’s Table or with the colours of a single plate in. 
the corresponding positions. While a single plate, by rotation 
upon a selenite plate, produces tints which may be obtained on the 
palette by mixture of the acceleration and the retardation colours 
with that of the selenite plate, the pair of plates produce a change 
of colour of complicated nature, which can be definitely formu- 
lated only for the more simple cases. The practical significance 
which attaches to this change nevertheless demands a detailed 
explanation. 

The difference of colour in the two orthogonal positions, where: 
the bi-sectional line of the angle e coincides with the polarising 
plane of the lower or upper Nicol, may be denoted as the chief 
peculiarity of the changes which are observed on rotation of the: 
pair of plates upon a selenite plate. In fact, these positions. 
cannot, under any circumstances, be exactly equivalent, as may 
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easily be shown by demonstration of the respective positions of the 
three effective ellipses of elastieity. If, for instance, AA’, BP, 
and CC (Fig. 196) are the ellipses of the selenite plate and of the 
two superposed plates of crystal in their sequence from below 
upwards, and if, further, PP and NN are the polarising planes 
(at right angles to each other) of the two Nicols; then it is evident 
from the figure that in the position indicated the homologous 
planes of vibration of the ellipses follow one upon the other like 
the steps of a spiral staircase, in so far as the alphabetical order 
of the letters ABC or A’B’C’ at the same time represents the 
sequence of the corresponding axes in the direction of a spiral 
turning to the left. This isthe orthogonal conseeutive position. TE, 
on the other hand, we take the pair of plates rotated to 90° 
(Fig. 197), 0 C’ falls between B 5’ and AA’, and the vertices 
ABC or 4’B' (0 of the ellipses no longer appear as steps, but 
make a zig-zag one above another—a position which is denoted 
as the alternative position, in contradistinetion to the other one. 

The difference of the colours which these positions produce is 
then in many cases of such a nature that their comparison with 
the acceleration and retardation eolours affords the requisite data 





Fis. 198. des ICKER 


for recognizing a given orthogonal position as a consecutive or 
alternative one. When this is the case, the solutien to the ques- 
tion immediately follows, —how the effective ellipse of elastieity in 
the upper and in the lower plate is inclined. If, for instance, 
Fig. 198 is recognized as a consecutive position, and Fig. 199 as an 
alternative one, we know that the ellipse 2 2’ belongs to the lower 
and CC’ to the upper plate. 
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- To facilitate the comparison of the colours, which is here the 
question at issue, the following synopsis may be of service; it 
consists of observations with different pairs of plates, which inter- 
sected at angles of 223°, 45°, and 674°. In the first combination 
series the acceleration colours move in the second order—..e., they 
are colours which for e= 0 follow the second order of Newton’s 
Table. The second combination series refers, on the other hand, to 
acceleration colours which belong to the third order. The selenite 
plate, upon which rotation was made, was red I. The colour 
of the consecutive position is denoted by C, that of the 
alternative by A. 


FIRST COMBINATION SERIES. 


Colours of the Orthogonal 


Acceleration Colour. Retardation Colour. 


Positions. 

Red-violet { Fi Ten ae } Dark red-orange 
Reddish violet { $ Da > En } Red-orange 
Violet { : Ik a a } Reddish orange 
Indigo { N de } Reddish orange 
Due { N Dark on ange } Qumgo 

Light green { en eo ganze } Yellowish white 
Green-yellow 10% nr. } White 





SECOND COMBINATION SERIES. 


. Colours of th 
Acceleration Colour. a shogonal Retardation Colour. 














Green Mae } | wiite 
Greenish yellow a De Greenish white 
Yellow nr Birch "hite | White 
Yellow-orange - {8 Dark indie } Light orange 
Orange \ re ne \ Bluish lilac 
Orange RS a an Whitish 
Red-orange ” na RE } Lilae 

Light red-orange | r 2 ns } Gran 


u a 2 SE RER Di BEREITEN 
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In this synopsis only the first combination series—in which 
each plate separately gives less than white I., the combination 
for e=( therefore giving not quite red I.—admits of the Tecog- 
nition of a certain conformity to law. In this case the colour: 
of the orthogonal consecutive position, like the diagonal position 
of acceleration, always remains above the red of the selenite 
plate, the colours of the alternative and retardation positions, 
however, always below it; “dark red” denoting the red which 
forms the passage to violet IL, “light red” that to red-orange.! 

The second combination series is obtained by pairs of plates 
of which each one separately gives white I., or a higher colour. 
The colours of the different positions do not here admit of inter- 
pretation, since they lack a definite acceleration or retardation- 
character. 

Let us now reverse the problem, and ask ourselves what data 
the relations we have developed afford us for determining from 
known polarisation colours the unknown ellipses of elastieity of 
two superposed plates. First, it is clear that the colours of 
the maximum acceleration or retardation, which are observed. 
on rotation upon a selenite plate, always correspond to the two: 
positions which we have denoted by the diagonal position of 
acceleration and retardation, and that they consequently disclose- 
to us the position of the acute angle e, made by the major axes. 
of the ellipses of elastieity. The bi-sectional line of this angle is: 
thence determined. 

Secondly, observation decides whether the colours of the two 
orthogonal positions are suflficiently distincetly outlined that the. 
consecutive or alternative position may be recognized as such. 
Where this is the case, the position of the lower and of the upper 
ellipse of elastieity is determined in the sense explained above ; 
where it is not the case, the investigation can, as a rule, be: 
repeated with smaller objects of the same kind which give rise to 
a considerably stronger colour. With most organised structures 
(membranes, fibres, prosenchymatous cells, &c.), which act as a pair 
of plates, we can thus succeed in produeing a change of colour 
which unmistakably belongs to the first combination series of 
the above synopsis, and which therefore admits of an accurate 
interpretation. 

ı Of. Nägeli: “Die Anwendung des Polarisationsmikroskops,” Beiträge III. 
p: 9. 
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The possible positions of the ellipses of elastieity are now limited 


‘to the space which the acute angle leaves vacant. In order to 
determine this angle we may endeavour to observe separately the 


colours of the two lamelle in sections cut perpendicularly to the 
surface, so as to draw further conclusions from their rise and fall 
on rotation in different direetions. In the majority of cases, how- 
ever, we shall arrive at the conviction that this part of the problem 
‚does not admit of solution. 


I 


THE ACTION OF CYLINDRICAL AND SPHERICAL 
OBJECTS COMPOSED OF CONCENTRICALLY GROUPED 
ANISOTROPIC ELEMENTS. 


A FURTHER problem, frequently occurring in practice, is the 
determination of the axes of elastieity in spherical and eylindrical 
structures, whose component parts lie in radial series round the 
axis or the centre, as in starch-grains, cylindrical fibres and 
tubes, &. The difficulties to be surmounted are similar in 
nature to those of the previous case ; they consistin the inequality 
of the positions of the double-refracting elements to the 
transmitted light, and in the different hypotheses which may 
be based thereon. The process of investigation is therefore pre- 
scribed: we must endeavour to clearly grasp all the conceivable 
possibilities, and then by observation reduce them to the narrowest 
circle. 


1.—CYLINDRICAL ÖBJECTS. 


The term eylinder, or hollow cylinder, does not of course refer 
merely to the outward form, but rather to the inner structure— 
that is, to the arrangement of the double-refracting elements. 
We will assume that the elements of equal radius agree with 
reference to the position of their planes of vibration and to the 
effective elastieities; that all radii lying in a plane through the 
axis are equal; and that all the radii, upon a section at right 


angles to the axis, act as if the said radius were carried round in a 
eircle. 
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On these suppositions a transverse section of the cylinder 
gives the simplest combination, since the effects of the super- 
posed elements become added together 
asin a simple crystal; moreover, the 
positions of the ellipses of elastieity 
effective upon a radius agree with each 
other (Fig. 200). The combined effect 
is at once evident from these facts. 
Each diameter of the section acts as a 
crystal needle (or, in thicker sections, as 
a plate of crystal placed vertically), and 
the interference colours, which come 

Fıs. 200. into view successively on rotating the 
erystal needle round a perpendicular 
axis, appear side by side at the same time upon the sectional sur- 
face. Two diametral zones « b and ce d,in which the axes of the 
ellipses of elastieity lie in the polarising planes ?P Pand NN of 
the Nicols, consequently act as single-refracting media ; without 
the selenite plate they appear black, and with it they appear 
illuminated by its normal interference colour. The middle lines 
of the intermediate quadrants of necessity, therefore, show the 
brightest colours, and, in combination with a selenite plate, pairs 
of acceleration or retardation colours, according as the homologous 
axes of the ellipses coincide or intersect at right angles. Upon a 
selenite plate, red I., whose ellipse of elastieity takes the position 
represented in Fig. 201, the quadrants of 
the cylinder denoted by A would therefore 
increase the colour, whilst those denoted by 
S would diminish it. 

Hence, in transverse sections of ceylinders 
and hollow ceylinders, the axial position of 
the effective ellipses of elasticity is easily 
discovered.. We will only add, that all 
hitherto known cases so far agree, that the 
one axis is situated radially, the other at a 
tangent, while the neutral zones which form the dark cross always 
lie in the polarising planes of the Nicols. The deviation (from 
this) shown in Figs. 200 and 201 is not therefore actually 
observed, but is merely assumed for the sake of generality. 








Fıs. 201. 
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The transverse section of the cylinder gives us, therefore, the 
means for deciding whether the axial directions of the ellipses of 
elastieity coineide with the radius and the tangent, or inter- 
sect obliquely, and in the former case informs us which is the 
greater—the tangential or the radial axis. But what have we 
gained by this? Granted that the two axes really are parallel 
to the radius and to the tangent, then it must further be asked 
whether perhaps one of them is at the same time the axis 
of the ellipsoid, or whether we are dealing with a diametral 
section? This question is not always easily answered. The 
above-mentioned test, by means of rotation upon the two axes, 
can indeed guide us only in cases where the section is not too 
thick in proportion to the diameter of the cylinder. With 
‚thicker pieces this process is not applicable, for when they 
are appreciably oblique they no longer act as sections. In order 
to obtam further data, we shall, therefore, in the majority of 
cases, have to resort to loneitudinal sections, and, where we 
cannot obtain these, longitudinal views. 

In the first place, as reoards longitudinal sections, it is evident 
that a middle lamella 3 2 (Fig. 202), if it lies flat upon the object- 
stage, determines the axial position of the ellipse of elasticity in 
the diametral plane of the cylinder. For since the marginal por- 
tions of such a lamella act approximately as a plate of crystal, 
we shall immediately learn whether the two axes of the longitu- 
dinal and latitudinal directions are parallel, or whether they cut 
these directions obliquely. We may pro- 
visionally disregard this latter case wholly; 
since an intersection of this kind never 
oceurs, so far as we can judge from our 
observations. 

‚We may hence assume that the ellipses 
of elasticity effective in the latitudinal and 
longitudinal sections have theirradial axis 
in common. The plane through the other 
two axes is therefore perpendicular to 
the radius. From this we can draw the 
further conclusion, if we consider the pro- 
perties of the ellipsoid—that the common 
radial axis may be an axis of the ellipsoid, and that, consequently, 





FIG. 202. 
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the other two axes lie in a tangential plane, It is, therefore, 
only necessary to determine the ellipse of elastieity of one 
tangential section—as, for instance, of the segments A A 
of the cylinder (Fig. 202)—in order to fix not only the 
directions of the axes in question, but also their relative 
magnitudes. 

We have not, however, yet arrived at the ratio of the two 
tangential axes to the radial axes—except only in the case 
where the former correspond to the longitudinal and latitudinal 
directions of the cylinder. In every other case the observer 
is compelled to discover this ratio in sections which are 
made through the axes to be compared, or, if they do not lead 
to a result, by inclination of the &ylinder, to which we shall refer 
later on. 

If it should appear that sections, which have been made per- 
pendieular to one of the three axes, act as single-refracting 
media, then the two other axes are equal—that is, the double- 
refracting elements are optically umiawial. I£, on the other hand, 
each section made through two axes produces colour, the elements 
of the eylinder are optically biawiel. Whether an object belongs 
to the one or the other category, cannot, as a rule, be determined 
until the direction of one optie axis is discovered experi- 
mentally, by sections or by rotation. It would indicate a very 
superficial knowledge of the phenomena if one imagined that 
the optical properties of an object can be discovered in every 
given section.! 


! The differences observed in such sections have been denoted by some 
authors by expressions which have a totally different significance in erystallo- 
graphic Opties. Mohland Valentin, for instance, speak of negative and positive 
colour or composition of an object, according as the ellipse of elastieity, which 
comes into play in transverse sections, is situated radially or tangentially. 
In other places the major or the minor axis of the ellipse is briefly called the 
optic axis, and it is therefore tacitly assumed that it lies in the plane of 
the field of view, and so on. It is hardly necessary for us to point out the 
inaccuracy of these and similar explanations, such as are found in the 
literature of the subject; the reader who has followed our explanations will 
be able to exereise the needful ceritieism. 

As an example we may, however, mention briefly a few results of Valentin 
on the action of eylindrical structures (“Die Untersuchung der Pflanzen- und 
Thiergewebe im polar. Licht,” p. 161). Valentin assumes the uniaxial com- 
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Secandly, we take the case where the cylinder cannot be split 
up on account of its minuteness, or from other causes, and that 
hence we can only obtain longitudimal views of the whole eylinder. 
It may be foreseen that such views, in most cases, replace the 
diametral longitudinal sections (B B, Fig. 202), the effect of light 
which the two marginal zones produce being essentially the same. 
Their agreement will be the more complete, the more we diminish 
the refraction of the light which takes place on entrance Into the 
substance of the ceylinder. If we are 
successful in completely eliminating this 
refraction by proper selection of the sur- 
rounding medium (glycerine, oil, &c.), the 
rays ineident from below act just as 


in a very thin plate—i.e., they attain the e ZZ, 
SZIS 












same differences of path next to the 

margin, as if the middle piece B 2 (Fig. 
203) alone were active. Further inwards, 
the gradually increasing effects of the 
triangular pieces s and 4 are added ; N t 
though it is clear that they in no case 
preponderate in the peripheral layers 
of the ceylinder. The two marginal zones must therefore, 


EIG. 203. 


position of the elements of the cylinder, and then explains the appearance of 
the dark cross in the section as the “three prineipal directions of the optie 
axis:” the perpendicular, the tangential, and the radial. To theperpendicular 
position of the optie axis the “eross of the first order” corresponds; to the 
tangential position the “ cross of the second order ;” and to the radial position 
the “ eross of the third order.” And it isremarked that there are preparations 
from the vegetable kingdom (albumen of Phytelephas) in which crosses of the 
first, and others of the third order, appear side by side in one and the same 
section. Against this statement we must first of all observe that the assump- 
tions themselves, so far at least as vegetable preparations are concerned, are at 
variance with reality, inasmuch as all the membranes of cells that are 
accurately known (it is true there are but few) have been found to be optically 
biaxial. But even disregarding this, the “cross of the first order” is a 
physical impossibility under the polarising Microseope (especially with amplifi- 
cations such as are necessary with most of the objects ofithis class), for with a 
perpendicular axis the whole section appears dark. We must emphatically 
remark that by a polarising Mieroscope we understand an ordinary Microscope 
fitted with polarising prisms—the sole instrument, moreover, by which the 
microscopically small objects (such as bast-cells, vegetable albumen, &c.), 
mentioned by Valentin himself, can be observed. The image which an instru- 


AA 
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under all eireumstances, exhibit the colours of a diametral 
section, if the surrounding medium is of approximately equal 
density. 

The middle zone, however, acts in the longitudinal view, as 
before remarked, like two superposed plates of crystal. Observation 
can therefore, at most, decide whether the axes of elastieity 
of the longitudinal and latitudinal directions correspond, or 
intersect obliquely ; and, in the latter case, whether the middle 
line of the acute angle, which the major axes together 
form, lies longitudinally or latitudinally, and which of the two 
ellipses is the upper one. After what has been noted above 
(pp: 3948—349) on this point, no further explanation is needed to 
show that these data are in general insufficient for constructing 
the ellipsoid of elastieity. It is nevertheless important to 
test, one after another, the different cases which observation 
may afford, and to determine for each individual case the 
results obtained. 


ment of this kind gives of transverse sections of cylinders, is produced by cones 
of light whose aperture corresponds with that of the diaphragm—that is, of the 
polarising Nicol. The total effeet produced by such a cone, as regards double 
refraction, is approximately the same for the eye as if the differently inelined 
rays had traversed the object in the direction of the axis of the Microscope. 
A plate of erystal, whose optic axis is perpendicular, thus in reality exhibits 
no trace of double refraetion. The action is quite different of the special 
polarising apparatus of Noerrenberg, Dove, &e., which are sometimes 
designated as Microscopes, though incorrectly so. The real image which is 
here formed, and viewed through the eye-lens, is not the image of the 
object under examination ; the rays which intersect in the plane of the image 
represent on the contrary, when produced backwards, a pencil of parallel rays, 
which traverses the objeet at an inclination to the axis of the Microscope the 
greater in proportion to the distance of the point of intersection from this 
axis. In that point of the image, therefore, incident rays of definite inelination 
produce interference, and upon this eircumstance is based the formation of 
rings as they are observed in plates of calc-spar cut perpendicularly to the 
axis. 

The ‘“ eross of the first order ”’ occurs only in the polarising apparatus, but 
not in the polarising Mieroscope (very low amplifications excepted). Valentin 
commits the mistake in this as in other points (e.g., combination with a selenite 
plate, determination of the axial direction, &e.) of basing his theoretical 
explanations upon the action of a special polarising apparatus, and then 
applying the results he has obtained without further consideration to obser- 
vations with the polarising Mieroscope. It is manifest that such a method, 
combined with the arbitrary assumptions mentioned at the outset, must lead 
to error, 
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Let A (Fig. 204) be the eylinder, placed horizontally, and B'the 
transverse section of it; and let the 
ellipses of elastieity, which in the 
former are effective in the middle 
and at the margin, and similarly 
those of the section (here supposed 
to lie upon the line € O) be deter- 
mined by observation. We conse- 
quently know of each of them, 
whether it is produced in the 
direction of the axis or at right 
angles to it, or whether it acts 
neutrally and therefore represents 
a circular section of the ellipsoid. 
We may also remark that these data 
for the middle of the horizontal 
eylinder, where the ellipses of elas- 
tieity of the side, turned towards and 
from, intersect, are to be referred to 
the imaginary ellipse which repre- 
sents, as above pointed out, the action 
of the two superpösed ones. But 
since each of these three ellipses 
may be placed longitudinally or lati- 
tudinally to the axis of the cylinder, 
or may even be a circle, which we Fıs. 204. 
will denote by /(longitudinal), g (lati- 
tudinal), and o, altogether twenty-seven different combinations 
result, of which, however, only the following thirteen are possible :—— 








Middle... eo aa ae ae oa ol © 
Margin .. .. ı 7 || Gr | On om 2 oo 
DECLIONE el q ı vo ol N N N 0 


The other fourteen combinations are :— 


14 15 | 16 | ı7 18° 19 | 20 | 21 | 22 | 23 | 24 | 25 | 26 | 27 


— | 1 |) ___ ln 


TE Er a Wr | 

1 NG: OB EXO)E LORENZ 

N os | ee ee | | Dee ze ae : 
ection..| q (Ua er a RE el o|o Seal | 
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The latter are impossible, because one always of the three 
positions taken up is not capable of being combined with the other 
two, as may easily be proved. For instance, from combination 
14, Z denoting the longitudinally situated axis of the ellipse (of the 
middle and marginal views), A the radial axis, and Tthe tangential 
axis, we obtain the impossible inequalitis:? < ,R>LI>T. 
The proof for the other combinations is just as easily supplied. 

The conelusions which may be drawn from the thirteen possible 
combinations naturally arrange themselves in two series. The first 
series contains those cases where one of the three axes of the 
ellipsoid is parallel to the axis of the cylinder; the second 
embraces all the remainder having any oblique position of the 
tangential axes. Both series are placed side by side with the 
combination seriesin the following table, for more convenient com- 
parison. The signs we have used therein are to be interpreted as 
follows: + positive and negative—..e., undecided whether the one 
or the other; plane of the axes = plane of the optie axes; tan- 
gential = parallel to a tangential plane situated in the surface of 
the eylinder ; radial = in the plane drawn through the radius and 
the longitudinal axis (Z); transversal = in a plane perpendicular 
to the axis Z; Z = longitudinal axis—.e., axis of the ellipsoid of 
elasticity, which in the first series is parallel-to the axis of the 
cylinder, and in the second series is inclined less than 45° 
to it; 7 = tangential axis—i.e., the axis of the ellipsoid, which is 
perpendicular to the plane drawn through Z and the radius of 
the eylinder; R = radial axis. 

















Combination. Optical Character of the Elements of the Cylinder. 
5 | 8 i er 
No. 3 5 3 LUIS EN A Second Series: 
E S E L paul) Ku axis of the L oblique, inclination < 45°. 
1| 2 | 2 | 7 | Biaxial +, plane of axes | Biaxial +, plane of axes tan- 
tangential ; gential s } . 
Z major, 7 minor axis of Z major, T minor axis of 
elasticity. elastieity. 
2a | | g | Biaxial #,'planeofaxestan.;| Biaxial #, plane of axes tan. ; 
T major, Z minor axis. T major, L minor axis. 
3 |'27:| 2 | q | Biaxial +, plane of axes | Biaxial #, plane of axes radial ; 
radial ; Z major, R minor axis. 
Z major, R minor axis. Or, biaxial +, plane of axes tan 





Z major, 7 minor axis 
Or, uniaxial + 
L = optie axis. 
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Combination. Optical Character of the Elements of the Cylinder. 
& 3 = First Series : P 
No.|® 5 R= E Second Series: 
5 S E Z u r a 2 Z oblique, inclination < 45°. 
4 q Biaxial #£, plane of axes | Biaxial +, plane of axes radial; 
; » P , plane . > 
radial ; R major, Z minor axis. 


R major, Z minor axis. 


l | Biaxial #, plane of axes 


transv. ; 
R major, 7’ minor axis, 


>) -| [23 
za 


#, plane of axes 
transv. ; 
T major, & minor axis. 


Uniaxial + 
L = optie axis. 


Uniaxial — 
L = optie axis. 


! | Uniaxial — 
T = optic axis. 


q | Uniaxial + 
T = optie axis. 
q | Uniaxjal - 


R = optic axis. 


—— | ___ 


2 | Uniaxial + 
R = optie axis. 


— 
ss | Be | Band BE EEE ED ge ee 


Single-refracting. 





Biaxial #, plane of axes transy. 


Biaxial #, plane of axes transy. ; 





Or, biaxial — , plane of axestan. ; 
T major, Z minor axis,. 

Or, uniaxial — 
WDE—ZoptIiclazis. 


. 


R major, 7 minor axis. 

Or, biaxial — , plane of axes tan. 
Z major, 7’ minor axis. 

Or, uniaxial — 
T = optic axis. 


we 


“ 


T major, R minor axis. 

Or, biaxial +, plane of axes tan. 
T major, Z minor axis. 

Or, uniaxial + 
T = optie axis. 


vw. 


Biaxial +, plane of axes tan. ; 


Z major, 7 minor axis. 


Biaxial —, plane of axes tan. ; 


T major, Z minor axis. 


Biaxial —, plane of axes tan. ; 
Z major, 7’ minor axis. r 
Biaxial + 
T major, Z minor axis. 


Biaxial +, plane of axes tan. ; 
LZ and 7 inclined 45°. 


Or, biaxial #, plane of axes 


radial ; 
R minor axis. 
Or, uniaxial +, optic axis tan. 
and inelined 45°, 


Biaxial —, plane of axes tan. ; 


L and 7 inclined 45°, 
Or, biaxial +, plane of axes 
radial ; 
R major axis. 
Or, uniaxial —, optic axis tan. 
and inclined 45°. 


Biaxial neutral, plane of axes 


tan. ; 
Z and 7 inelined 45°. 
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It is a simple task to deduce the conclusions shown in the 
above table from the positions determined by observation, or 
to render them perceptible through models or figures, and no 
further explanation will be required by readers who clearly 
grasp the given ratios in their minds. It will amply 
suffice if we show by an example the course that has to be 
pursued. 

Let the observed combination be ZZ 7 (the first in our series), and 
let the longitudinal axis Z of the ellipsoid be placed obliquely to 
the axis of the cylinder. Then the limiting value of the angle 
which the axis Z forms with the axis of the cylinder is determined 
by the intersecting ellipses, which affect 
the middle of the horizontal eylinder 
—..e., it is in this case less than 45°. 
These ellipses are consequently situated 
as represented in Fig. 205—that is, if 
C C’is parallel to the axis of the eylin- 
der. We get, therefore, st > mn, and 
L L greater than 7 7. The diameters 
mn and s t, however, which correspond 
to the latitudinal and longitudinal 

Fıs. 205. directions of the cylinder, represent re- 
spectively an axis of the ellipses which 
affect the transverse section and the margin of the horizontal 
cylinder; m nis the tangential axis of the ellipse of the section, 
s t the longitudinally situated one of the marginal view. But, from 
the form of these ellipses, as it is fixed by the combination 27 7, it 
is clear that the radial axis R of the ellipsoid is greater than m n, 
and less than s #; it must therefore be the mean axis of the ellip- 
soid. Hence the elements are biaxial, and the optic axes lie in a 
tangential plane. The ratio of the axis R to the two others, and 
the situation of the segments dependent thereon, still remain un- 
determined, and the positive or negative character of the elements 
is therefore doubtful. 

A few simple combinations, of the thirteen above-mentioned, 
deserve additional special consideration on account of the optical 
effect they produce. We will, first, emphasize the case given in 
the combinations 5 and 6 of our series, where the margin and 
the middle of the horizontal eylinder produce colours of opposite 
character. Its characteristic feature is that on observing with 
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selenite plates, neutral long oitudinal stripes at once appear, which 
form the transition era the opposite colours of the marginal 
and surface views, and which therefore 
appear without selenite as dark lines 
(Fig. 206). These lines represent 
the places where the resulting ellipse 
of elastieity of the surface view 
(which, of course, gradually passes 
over on both sides into the one of 
the opposite margin) has attained a 
circular form —that is, where the 
superposed ellipses of the half of the 
cylinder, turned towards and from, esoge: 

intersect at right angles. A rectan- 

gular intersection, however, presupposes, on account of symmetrical 
position, that the two ellipses are inclined less than 45° to the 
axis of the cylinder. 

If the question were considered from a purely geometrical point 
of view, we might suppose that, from the known distance of the 
neutral lines Sonn the margin, we could determine the unknown 
angle e, which the anypenposen] ellipses form in the median zone ; 
io it is obvious that the distance from the middle line, at lich 
the above-mentioned inclination of 45° is reached, is the greater 
the more the inclination to the middle line deviates from it. But 
since each layer in the cylinder has its own neutral line, which 
appears laterally displaced with regard to the adjoining layers, and 
more or less illuminated by their interference colour, the combined 
effect does not appear sufficiently decided to be of practical value 
in the way we have indicated, on account of the minuteness of 
the objects. The same is also true of the determination of the 
optie axes, where e=0. It will suffice then to call attention in 
general to the rather complicated relations which in this case 
arise. 

The neutral longitudinal stripes appear most perfectly in 
thick-walled, hollow, eylindrical cells, which refract the light 
strongly ; yet with increased thickness also they are tolerably 
distinctly visible. We have observed this especially in vegetable 
hairs (e.g., of Stachys), but here and there the tissue-cells also 
furnish good examples. 

A second case, which to a certain extent forms the counterpart 
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of the previous one, is given by combination 13. The margin 
and centre in the horizontal eylinder here appear neutral ; the 
former because an optie axis is perpendicular, the latter because 
the two superposed ellipses intersect at right angles. With the dis- 
tance from the middle line, however, these ellipses take up a more 
upright position; they now intersect acutely, and therefore give 
rise to an effect which corresponds to the position Z upon the 
middle line Towards the margin, however, this action becomes 
gradually eliminated again, because the difference between the 
major and the minor axis.of the ellipses becomes ever smaller, 
and at the margin is ni. We consequently get two stripes 
illuminated by interference colours on either side of the middle 
line, while the latter and the two margins act neutrally. 

If we now endeavour to reduce, where possible, the alternatives 
which figure in the above table to a smaller number, the first 
question is whether the düreetion of the optic axes may perhaps be 
experimentally determined. Considered theoretically, the matter 
is unusually simple, as is readily seen. It is only necessary to 
find out, by inclination of the section to different sides, the two 
positions in which the object acts as a single-refraeting medium— 
that is, in which the optie axes are exactly perpendicular. Simi- 
larly, on inclination of the horizontal cylinder, we shall discover 
whether the optic axes lie in a tangential plane or not; for, where 
the former is the case, the mareins, with a definite inclination 
which corresponds to the perpendicular position of an optic axis, 
must necessarily act neutrally. 

Practically, however, these rules have only a very subordinate 
value, for the simple reason that observation is not possible with 
the accuracy that we might a priori expect. Transverse sections 
cannot in most cases be employed, and even marginal views fre- 
quently enough give a very doubtful effect. Beyond this, the latter 
afford only under the most favourable relations the data which are 
requisite for the determination of the position of the axes. For 
since the inclination of the ellipsoid of elastieity—that is to say, 
of its longitudinal axis Z—to the axis of the cylinder is in general 
unknown, the positive or negative character of the elements of 
the cylinder remains doubtful, inasmuch as the angle which 
the optie axes together form cannot be approximately measured, 
nor the presence of a single optie axis testified. The few 
rules which may be of practical value, with regard to the 
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action of the margins on inclination, are contained in the following 
paragraphs —— 

(1.) If it is possible to discover the direction of the optic axes in 
the tangential plane, the angle which they make with the axes 
of elastieity, and consequently the inclination of the latter to 
the axis of the cylinder, are likewise determined. Zuxample :——The 
middle of the horizontal cylinder gives a colour which corresponds 
to the position /; on inclination to the 'one side, whereby the 
end furthest from the observer falls and the near one rises, the 
right margin becomes neutral after a rotation of 40°, on rotation 
to the opposite side, however, at 20° ; the left margin acts con- 
versely. The elements of the cylinder are therefore negative, the 
axial angle is 60°, and the longitudinal axis Z of the ellipsoid 
is inclined in the direction of a left-handed spiral (in botanical 
terminology) 10° to the axis of the cylinder. 

(2.) I£ the middle of the horizontal cylinder gives the same 
colour as in the preceding example, and then neither margin 
becomes neutral on inclination to 45°, the elements of the 
ceylinder are optically positive. 

(3.) I£ the middle of the horizontal cylinder gives the colour 
of the position g, and then neither margin becomes neutral on 
inclination to 45°, the elements of the cylinder are optically 
negative. 

In two special cases the middle also of the horizontal ceylinder 
must act neutrally on a definite inclination. The one case 
occurs when the horizontal position produces a colour corre- 
sponding to the position /, and when, moreover, the radial axis 
of the ellipsoid is the minor one. Then the inclination of the 
ceylinder implies a gradual approximation of the effective ellipses 
of elasticity to the crossed position which they would also attain 
after a revolution of 90°. These ellipses must therefore, at a 
definite inclination, deviate exactly 45° from the longitudinal 
direction, and hence intersect at rieht angles. Their effects conse- 
quently counteract each other; the centre behaves neutrally. —The 
second case is analogous to this first one; it occurs when the 
colour of the horizontal position corresponds to the position g, and 
when, moreover, the radial axis of the ellipsoid is the major one. 
Then the two ellipses approach each other on inclination of the 
eylinder to the longitudinal position, and hence attain also a 
position in which they intersect at right angles and counteract each 
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other. The conditions of neutrality are, in general, given in both 
cases, if the radial axis of the middle elements is taken as equal, 
and hence their uniaxial constitution assumed. 

The application of these relations to combinations 3 and 4 in 
the above table, which alone suffices for the prescribed conditions, 
affords us a means of at once striking out either the first and third, 
or the second of the possible cases there adduced. 


2.—SPHERICAL AND ÖOVAL ÖBJECTS. 


We must at once remark that these terms refer only to objects 
whose double-refracting elements are grouped round one centre in 
more or less concentric layers, where therefore a certain congruity 
exists between the outer form and the inner structure Spheres 
cut from a crystal or from a cylinder would of course act just as 
these objects themselves, and therefore do not require a special 
treatment. 

The possibilities which are imaginable in stratified structures 
with regard to the optical action of the objects fall, on nearer 
examination of the relations, into two categories, which may 
always be readily distinguished on revolution of the object during 
observation. In all possible views that we get on rotation, either 
the polarisation colours retain the same character and the same 
order—i.e., we always observe the same position of the neutral 
lines of the acceleration and retardation quadrants—or this agree- 
ment of the different views does not take place —the image 
exhibits, on rotation of the object, a very marked change of 
phenomena, which fails to take place only when perchance the 
axis of rotation coincides with a certain diameter of the object 
which is distinguished from the other. 

It is apparent that with objects of the first class the double- 
refracting. elements must be situated symmetrically with regard 
to the position of their axes of elastieity round each radius, and 
thence round each point of the surface; while in the latter case 
such symmetry, just as with a eylinder, is indicated only with 
regard to that particular direction which may be denoted 
as the axis. Rotation of the objects under the Microscope 
therefore discloses to us whether they are to be considered 
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as spheres with equal diameters, or as bodies with a particular 
axial direction. 


A. Objects with Equal Diameters. 


The position of the neutral cross to the polarising prisms at 
once decides the question, —whether one of the three axes of 
elasticity of the double-refracting elements is situated radially or 
stands in a definite relation to the radius—or not; for in the former 
case the neutral lines correspond to the polarising planes of the 
prisms, whereas in the latter they cut them obliquely. Strietly 
speaking, indeed, this latter case cannot be combined with the 
equality of the diameters and with the constant position of 
the neutral cross thereby conditioned. For as soon as the axes of 
elastieity are situated obliquely to the layers or to the radius, 
the equality of the diameters demands all possible positions in 
the tangential plane—i.e., the double-refracting elements must 
assume all the positions which a single element takes up, one 
after another, by rotation upon a radial diameter; the neutral 
line therefore lies in the same vertical plane with the axis of the 
cone which the element describes during rotation. If the axes of 
elasticity were situated in every direction in space, and if there- 
fore the different positions were equally often represented, then 
the sphere would act as a single-refracting substance, and any 
further investigation would be purposeless. 

A definite relation of the axes of elasticity to the radius is 
therefore already indicated by the mere presence of interference 
colours; the one of the axes having the preponderant number 
‚of elements must coincide with the radius, or, at any rate, 
form an angle of less than 45° with it. For our further 
consideration we will completely exclude this latter case, and 
assume here, just as we did with the cylinder and the 
single membrane-lamelle, that the double-refracting elements 
are regularly situated throughout, and that consequently the 
axes of elasticity are so situated at all points of the: 
object that one of them coincides with the radius, whilst the 
other two lie in a tangential plane—i.e, in the plane of the 
surface of the layers. 


364 POLARISATION. 


On this supposition the sphere acts in any given position, at 
least in its marginal parts, as a middle lamella 2 B (Fig. 207) 
which we may imagine to be cut from 

A it—or as a transverse section of the 
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observer and the one turned from him 
B always act in the same way as the 
imaginary middle piece, and that they 
consequently increase its effect, but do 
not change it. This is at once apparent 
with uniaxial elements whose optic axis 
is situated radially. We arrive at the 
! ! same result with biaxial elements if 
FIG. 207. we consider that the tangential axes of 
elastieity are situated in every position, 
and therefore act upon the transmitted ray of light with a 
value which is mid-way between the minor and the major 
axes. The eftect of the superposed elements is clearly the 
same as if, with similar position of the tangential axes, they 
were turned rapidly round their radial axis, and therefore 
also the same as with uniaxial elements with radially situated 
optic axis. 

Hence the image which a spherical object gives in polarised 
lieht decides for us the question, whether the radial axis 
of the ellipsoid of elastieity is greater or less than the mean 
value of the two tangential ones; but it leaves undecided 
whether the elements are uniaxial or biaxial. Assuming the 
latter case, it further remains doubtful whether the radial 
axis is the mean one, or, in accordance with the character 
of the colour, the major or the minor—.e, it is doubtful 
whether the optie axes lie in a tangential plane or in a dia- 
metral one. 

The neutral cross, which separates the acceleration and 
retardation quadrants from each other, acts exactly as m 
transverse sections of cylinders. It appears rectangular if the 
polarising planes of the Nicols carried through the centre of 
the layers intersect the layers themselves at right angles; and 
in the opposite case it appears oblique-angled. In eircular layers 
the former is, of course, always the case; but in elliptical ones 
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only when the axes of the ellipses lie in the imaginary polarising 
planes. In every other position 
the neutral lines form oblique 
angles, and if the ratio of the 
axes does not remain constant, 
they appear, in general, more 
orless eurved. If, for instance, 
PPand N N (Fig. 208) are 
the planes of vibration of the 
Nicols, and «a b and ce d the 
axes of the elliptical layers, 
the neutral lines must appear 
as represented in the figure; 
they connect the points of 
contact of the tangents, leaving PP and N N at right angles.' 





Fıs. 208. 


B. Objects with One Axis. 


The double-refraeting elements are here grouped round one 
definite diameter, instead of round a centre. Assuming that the 
gröuping is uniform throughout, so that, for instance, the axes of 
the ellipsoid of elasticity always form the same angles with the 
radius and the meridian cirele, which intersect in its centre, then 
such an object acts essentially like a cylinder. With horizontal 
position of the axis, at least in a middle latitudinal zone (which 
may be denoted as an equatorial zone), it produces the colours of 
the horizontal eylinder; and with perpendicular position of the 
axis, even if only in the peripheral portion, it produces the colour 
of the eylindrical transverse section. The effect may hence be 


! The fact that the neutral lines in a system of such ellipses are straight 
lines—where consequently the ratio of the minor axis to the major remains 
the same—follows immediately from the relatively equal magnitude of the 
ordinates and abseisse for the points of contact of the tangents. It is, in 
general, evident that the neutral lines in our figure—with the diameters lying 
in the planes of polarisation P P and N N—represent two pairs of conjugate 
diameters, and consequently intersect at angles which vary within certain 
limits. "The construction of the neutral lines for any system of oval layers is, 
from what has been already shown, a matter of no difieulty ; it is only 
necessary to draw the tangents, and to join their points of contact. 
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interpreted in the same manner as with the cylinder. We will 
only remark that no object has hitherto been found which comes 
under this category. 


Y. 


ON SOME STRUCTURAL PECULIARITIES OF ORGANISED 
SUBSTANCES. 


HITHERTO we have strietly adhered to the supposition that the 
position of the ellipses of elasticity corresponds, in all points of 
the substance, to the effect which the superposed elements produce. 
We have assumed that the double-refracting elements, of which 
the layers of a membrane—a cylindrical or spherical objeet— 
consist, always exhibit the same regular arrangement, and, based 
upon this hypothesis, that one axis of elastieity is always situated 
radially, and the other two tangentially. We have then determined 
the position of the latter according to the effect which the surface 
views produce, or left them undetermined if these views acted 
neutrally. 

This course would be self-evident with crystalline media with 
suitable arrangement of the smallest particles; with organised 
media it is always plausible; but it should be emphatically stated 
that no absolute necessity exists for the assumption of so regular 
a structure. Organised substances act in all essential points 
differently from non-organised ones; their optical character is not, 
as in the latter, dependent upon the changes of distance which 
the smallest particles undergo by pressure or tension, or even by 
swelling; it remains constant, even when the changes amount to 
a multiple of the original distances. We can stretch or bend a hair, 
a bast-fibre, &c., at will, without altering the character of its colours ; 
whilst, for example, a fine glass tube, even on very slight curvature, 
produces the colour which corresponds to the change of distance 
of its atoms thereby occasioned. Just as little does the swelling 
of a piece of membrane cause an essential change of the optical 
properties when it is soaked in sulphuric acid or ammonio-oxide 
of copper, whereby possibly the thickness is increased fivefold, 
though the length and breadth but slightly. Hence it follows, 
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however, that the optical properties are situated in those mole- 
cular groups—which we shall henceforth term micelle—though 
standing in no connection with their distance from each other, or 
with the tensions which they at all times develope between them. 
Each separate micella acts as a small crystal, and if the effects 
become added, the resulting interference colour rises the hisher 
the greater the number which the resulting ray of light has to 
pass, and thus becomes the more intense the greater the number 
brought to the unit-area of the mieroscopical image. 

But since organised substances—as we shall further on prove— 
consist of a mass of different combinations which mutually com- 
mingle, and of which each perhaps forms its special micellse, 
and which also are possibly differently situated ; and since, further, 
the ratio in which these combinations commingle is, as may be 
shown, unequal in the different layers; and since, moreover, the 
necessity of a constantly equal position does not exist (or at least 
cannot always be proved) in the lodging of new micelle between 
those already present though of the like constitution: the 
transmitted ray is in all probability subjected to the action of 
differently situated elements, and the ellipse which represents the 
observed effect can, strietly speaking, be explained only as an 
imaginary or resulting one, which in regard to form and position 
is- between the real ellipses that act upon the ray. It is, for 
instance, quite immaterial whether one axis of the ellipse of 
elasticity is situated radially throughout, or whether in the 
superposed elements (assuming their number infinitely great) it 
presents all possible deviations between 0° and 30° to either 
side —the effect is the same in both cases. Similarly, it is imma- 
'terial whether the successive micelle of the same radial series are 
situated equally or unequally, in as far as the superposed series 
only exhibit the deviations just mentioned. We may in general 
assume any arrangement of the double-refracting elements, pro- 
vided certain positions, which together produce the observed effect, 
are preponderantly represented. 

A further peculiarity, which is connected with the inner struc- 
ture and the method of growth of organised substances, is the 
unequal fluid-contents of somewhat dense and loose layers, and the 
inequality of double-refracting power resulting therefrom. Hence 
it is not permissible to compare transverse sections and surface 
views, with regard to their double-refraeting power, with the 
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intention of discovering the relative excentrieity of the effective 
ellipses of elasticity from the colours which they produce. If, for 
instance, a membrane 6 mic. thick gives in the surface view, 
with a selenite plate red I., the acceleration colour blue II., whilst 
a transverse section produces the same effect with 4 mie., it does not 
follow that the ellipse of elastieity of the section possesses a rela- 
tively greater, or in general a greater, excentrieity than that of the 
surface view ; for with the latter the more effective dense layers 
form only a fraction of the total thickness, whereas in the section 
they run continuously from one sectional surface to the other. A 
comparison in the given case is therefore only admissible between 
the different tangential directions, as they become effective in 
transverse, longitudinal, or any oblique sections, if they pass 
throush a radius. 

It is manifest that surface views of membranes, whose layers 
produce colours of opposite character in transverse section, do not 
admit of interpretation according to the rules we have laid down, 
when more than two such layers are present. 


NE 


COLLECTION OF EXAMPLES. 


Aut structures hitherto investigated agree in that one of the 
three axes of elasticity is situated radially. The two axes lying in 
the tangential plane exhibit the most variable positions ; occasionally 
they correspond to the longitudinal and latitudinal directions of the 
cells or fibres, or they may cut these directions at different angles. 
We will hereafter denote by left-handed rotation and right-hamded 
rotation the positions in which the longer of the two tangential 
axes lies with reference to the direction of a left-handed or right- 
handed spiral (in accordance with botanical terminology).' The 
angle which the spiral coils form with the longitudinal axis we will 
call &. As regards the position of the ellipses in the transverse 


ı A common screw has, according to botanical. terminology, & left-handed 
thread, whilst in mechaniecs it is termed right-handed. 
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section, diametral longitudinal sections or marginal views, and 
surface views of cylindrical struc- 
tures, we will employ a terminology 
agreeing in principle with that applied 
above (p. 356), though in so far differ- 
ing from it that for transverse and 
longitudinal sections (and with spheri- 
cal objects for any sectional views 
whatever) it‘is based upon the relation 

to the course of the layers, not to the 
diameter. We shall hence denote by p 
(parallel) and by t (transversal) the 
positions of the ellipses of elasticity, in 
which their major axes lie respectively 

in the. direction of the layers, or cut 
them at right angles. This relation to 
the course of thelayersis, moreover,not 7 
arbitrarily chosen, but derived directly 
from nature, inasmuch as the ellipses of 
the known objects in longitudinal and 
transverse sections, almost without ex- 
ception, show the same position to the 
stratification. The position of the 
ellipses represented in Fig. 209, for 
example, would consequently be de- 
noted as follows: transverse section 

p, margin p, surface 7. When diametral longitudinal sections 
were examined in place of the marginal view, the term “ longi- 
tudinal section,” instead of “margin,” has been employed. The 
two orthogonal positions of the object, which serve to distinguish 
the consecutive and the alternative positions, according to what 
has been stated above, are represented by horizontal (=) or 
upright ( || ) strokes, in which, of course, the same position of the 
selenite plates, and the usual position of the polarising prisms 
corresponding to these strokes, are throughout assumed. Since the 
optic axes always lie in the planes of the major and minor axes 
of elastieity, it has been thought superfluous.to specially name the 
position of the axial plane. On the other hand, the positive or 
negative constitution is given with the few objeets which have 
supplied the necessary data. 





Fi. 209. 


BR 
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The ellipsoid of elastieity to which our results refer has a differ- 
ent position from that usually assumed, when the axes are similarly 
directed. With reference to this, it is an ellipsoid rotated to 90°, 
or a reciprocal ellipsoid, since its minor axis takes the position of 
the major according to the usual representation, and conversely 
(ef. on this point pp. 322-3). 


A. Cylindrical Objects. 


* A tangential axis is parallel to the axis of the cylinder. 


Caulerpa prolifera Lamours. —Stem. Transv. sect. t, long. sect. t, 
surface doubtful, in the same piece of membrane agreeing with 
position £, in other places p. Hence, major axis radial. According 
to action on rotation, biaxially positive. 

Chamedoris anmulata Mont.—Transv. sect. p, long. sect. p, sur- 
face 9». Hence, major axis longitudinal, minor radial, mean cross- 
tangential. Probably optically negative ; on account of unevenness 
of, surface of membranes not observed with certainty. 

Acetabularia mediterranes Lamours—Stalk. Action similar to 
Chameedoris annulata. 

Valonia Bgagropila Ag.—Transv. sect. p, long. sect. p, surface t. 
Hence, major axis cross-tangential, minor radial, mean longitu- 
dinal. Optically positive ; angle of optie axes about 80°. 


** The tangential axes stand acutely to the axis of the eylinder. 


Stachvys spe.—Thin-walled hairs of the stalk. Produce neutral 
longitudinal stripes near the margin. The orthogonal position = 
appears to be consecutive, the position at right angles to it || 
alternative; consequently left-handed rotation. Angle &, after 
measurements in split hairs, about 17°; left-handed rotation 
confirmed. In agreement with the above we get transv. sect. Z, 
marein £, surface p. Hence, minor axis transverse to the left- 
handed spiral ; the ratio of two other axes unknown. | 

Trifolium rubens L--Thick-walled hairs of calyx of fruit. 
Action similar to hairs of Staechys; with neutral longitudinal 
stripes and left-handed rotation; angle $ unknown. 

Abies emcelsa DO.—Old wood, macerated in nitrie acid and 
chlorate of potash. (a.) Thin-walled wood-cells. Txansv. sect. 7, 
margin p, surface p. Position = appears to be consecutive, 
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position || alternative; consequently left-handed rotation. Angle 
& according to observations on bisected cells corresponding to the 
inclination of the pores and (stronger) spiral stripes—which latter, 
however, vary between 0° and about 45°; left-handed rotation 
confirmed. Hence, major axis of elasticity parallel to the stripes ° 
the ratio of the two other axes in general unknown, though 
in loneitudinally-marked cells the radial one always the minor. 
(b.) Thiek-walled cells. Transv. sect. of the so-called primary mem- 
brane », of the thickened layers p or neutral, seldom ? ; margin 7 ; 
surface in combined effect 9. The orthosonal positions neutral. 
Hence for the primary membrane, major axis longitudinal, minor 
radial, mean cross-tangential. The comparison of the heights of 
the layers which produce definite colours in transverse and longi- 
tudinal sections (marginal views) further yields the fact that the 
two tangential axes can only differ slightly, or are possibly equal 
(since the surface view of the primary membrane alone is not 
observed). The elements are therefore negatively uniaxial or 
negatively biaxial with small axial angle For the thickened 
layers we get from the above: major axis longitudinal, the two 
others equal or only slightly different, judging from the feeble 
action of the transverse section ; the elements consequently posi- 
tively uniaxial or positively biaxial, with small axial angle. 

Cedrus libanotica Lk.—(a.) Porous wood-cells with oblique pores 
corresponding to a left-handed spiral, inelination of which to 
the axis of the cells amounts to 45° to 80°. Transv. sect. p, long. 
sect. », surface /, left-handed rotation. Hence, major axis of 
elastieity in the direction of a left-handed spiral, the two others 
unknown. (b.) Thick-walled wood-cells, with delicate left-handed 
spiral fibres. Transv. sect. ? Marsin in the outer layers neutral, in 
the inner »; surface p. Hence, major axis in a tangential plane, 
the rest unknown. 

Taxus baccata L.—Thick-walled wood-cells with left-handed 
spiral fibres and similarly inclined pores; inclination to axis of 
cells about 30° t0 40°. Transv. sect. p, margin p, surface {. Hence, 
major axis in a tangential plane, the others unknown. By far 
the greatest number of wood-cells with right-handed, left-handed, 
steeply rising or compressed fibres, as also those with eireular ones, 
act similarly ; the pores have nevertheless about the same inclina- 
tion corresponding to a steep left-handed spiral. 

Gunnera scabra Ruiz et Pav,—Spiral vessels with right-handed 


\ 
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compressed threads, whose inclination to the axis > 45°. Transv. 
sect. p, margin p, surface {. Consecutive position with regard to 
the axis of the cells ||, alternative position =, consequently right- 
handed rotation. The single spiral fibres act tolerably neutrally 
in transv. sect.; their major axis of elastieity is longitudinal. 
Hence, major axis of elasticity of the vessels in the direction of 
a compressed right-handed spiral ; the two others unknown, though 
probably differing but sligehtly (judging from the action of the 
isolated spiral fibres). 

Periderm and Cutiele—Any section {. Hence, major axis radial. 

Fibres of Musele—Aceording to Brücke, and our own observa- 
tions with muscle of COoleoptera agreeing therewith. Long-view » 
(longitudinal), transv. sect. neutral, orthogonal positions neutral. 
Hence, major axis of the loneitudinal direction parallel, the two 
others equal or differing but slightly ; optically positive. (The 
opposite result of Mohl is due to an error.) 


B. Spherical Objects. 


Starch-Grains. —Any sectional view i, surface neutral. Hence, 
radial axis the major or a mean one situated nearer to the major 
than to the minor. Possibly uniaxial and then positive. 

Inulin gramules from the cells of the dises of Acetabularia, 
arising from their being placed in alcohol. Sectional view 7, surface 
neutral. Hence, radial axis the minor or a mean one situated 
nearer to the minor than to the major. Possibly uniaxial and 
then negative. 


C. Disc-like Crystals of Amylodextrine. 


The minute dises of amylodextrine have a similar structure 
to that of sphero-erystals; the erystal needles are not, however, 
arranged round a centre, but radially round an axis. They are 
distinguishable from all the above-named objects by the fact that 
with vertical position of the axis the black cross is situated 
diagonally, not .orthogonally. The position of the effective 
ellipses of elasticity is demonstrated by Fig. 210. In accord- 
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ance with this we get with selenite plate red I, for example, 
yellow above and below, blue to the right and left, and, if we 
invert the minute dises, blue above and 
below, and yellow to the right and left. 
With horizontal position of the axis we 
do not observe any double-refraction. 

From this action it follows, in the 
first place, that all erystal needles are 
situated exactly asif we had led the same 
needle round in a circle in a plane at 
right angles to the axis; and further, that 
no axis of the ellipsoid of elasticity coin- 
cides with the radius. Various possible 
cases are, of course, imaginable as to form and position of the 
ellipsoid of elastieity. 





An 


ON THE EMPLOYMENT OF NÖRRENBERG’S 
“ POLARISING MICROSCOPE, 


We devote a few remarks to Nörrenberg’s “ Polarising Micro- 
scope, the optical arrangement of which we must here assume 
to be essentially known. Valentin says of this instrument that 
in many cases it helps us in researches in polarised light 
where the ordinary Microscope would no longer be sufficient. 
We cannot agree with this opinion. Our conviction is that even 
the best constructed polarising apparatus is of no exceptional 
importance for microscopic purposes. -Such apparatus is, 
according to its construction, only applicable in cases where 
the object to be imvestigated acts as a plate of crystal, and 
where it, moreover, fills the whole field of view. The powerful 
lenses with which the Nörrenberg instrument is provided certainly 
make it possible to reduce the field of view to ‘1 mm.; but the 
condition always remains that only those rays reach the eye 
which have undergone the double-refracting influence of the 
object. The lens serving as eye-piece is indeed adjusted to a 
plane which coineides with the posterior focal plane of the 
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object, or is only slightly distant from it. We do not therefore 
see the real image of the object under examination through the 
eye-piece, but merely the system of the interference curves 
which the incident rays produce in the plane of intersection. 

Hence the applicability of the instrument is confined to 
erystalloid objects or parts of objects, which are large enough 
for us to be able to observe them separately. As such, for 
instance, we may name somewhat larger sections of horn and 
chitine, sections of muscle, cell-membranes of considerable extent, 
&c. To keep off all stray light, the preparation should be placed 
upon a small aperture in an otherwise opaque surface, for which 
purpose a thin leaf of tin-foil, for instance, fastened upon the 
objeet-stage is convenient, The interference curves which then 
appear naturally agree with those which very thin plates of 
crystal produce in the polarising apparatus. As, however, most 
text-books of Physies treat this point in sufficient detail, it is 
unnecessary for us to enter into it more fully. 

The great majority of microscopie objects remain inaccessible 
for the so-called polarising Microscope Take, for example, 
any cellular tissue, say a section of fir, where each cell-wall 
acts as a correspondinely situated plate of erystal—we should 
in vain try to cover up all the cell-walls to the very last one, 
in order to observe their interference curves. It would therefore 
‘be futile to think of succeeding with eylindrical and spherical 
structures, whose cerystalloid elements are much smaller than 
those in prismatic wood-cells! 

The observation of cellular tissue in the polarising Microscope 
can lead to a successful result only if certain walls are so 
preponderantly represented, that in sections made parallel to 
them they influence the optical effect—..e., give rise to phenomena 
which are not essentially disturbed by the other walls. 





INDEX. 


AsBE’s method of determining Angle of 
Aperture, 176. 
process for testing, 157, 160. 
„  theorem of Inclination of Rays, 25 
Abbe, E., on Angle of Aperture, 95. 
Ben: on Illuminating Apparatus, 111. 
- Aberration, Chromatie, 50-53. 
testing the, 158- 
167. 
of air-bubbles in 
water, 201-202. 
Spherical, 53-65. 
testing the, 149- 
158. 
in the Eye-piece, 
62. 
Abies excelsa, D.C., example of polarisa- 
tion, 370. 
Achromatism only approximate, 53. 
er and aplanatism, 53-56. 
See ** Eye-piece,” ““ Lenses.” 
Adjustment, Plane of, Interferences in, 
240-247. 
Air, as medium for dry substances, 281. 
‚„ in prepared sections, how remedied, 
279. 
Air-bubbles in water, 191-202. 
Alg&, study of Division in lower, 280. 
Amzylodextrine, erystals of, example of po- 
larisation, 372-373. 
Analyser, the, 311-315. 
Angle of Aperture, determination of, 172- 
ae 
effect of Illuminating 
Apparatus upon, 103- 
az 
importance of, 93-97. 
” ) relation between Focal 
Length and, 99-101. 
Aperture, Angle of, sce Angle. 
7 of Lenses, diffractional action 
of, 102-103. 
Aplanatism, 53-56, 64, 65. 
See “* Eye-piece,’” °* Lenses.'” 
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„ » „ 


EB} „ 
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Cells, 


Base, the (mieroscope-stand), 120. 
Bensche, No. 9 objeetive, determination 
of cardinal points of, 186. 

Binocular Microscopes, 48-50. 

.s stereoscopie, 222-226. 
Bodies. See ““ Liquid,” and “Solid.” 
Brightness of Field, 84-90. 

55 in simple Microscope, 259. 
Browning’s Spectral Eye-piece, 47-48, 
Bubbles, Air-, in water, 191-202. 


CAMERA LUCIDA, for drawing, 298. 
Campani (‘ Huyghenian ”) Eyanıca 
35-42. 
Cana balsam, preserving medium, 281. 
refractive Index of, 305- 
307. 
Cardinal points, Optical, 9. 
determination of, 23, 
184-188. 
Caulerpa prolifera Lamourz, example of 
polarisation, 370. 
Cedrus libanotica Lk., example of polarisa- 
tion, 371. 
Cell, Culture-, 280. 
gutta-percha, india- zupber, 
glass, 285-287. 
wood, examples of polarisation, 
379. 
Cements for sealing, 286. 
Centering of systems of lenses, 79-84. 
E testing the, 170-171. 
Chameedoris annulata Mont., example o 
polarisation, 370. 
Chevalier'’s lenses, 263, 264. 
Chloride of caleium, preserving medium, 
232. 
Chromatic Aberration, 50-53 ; 
Coddington’s lenses, 262. 
Colours, Interference, of thin plates, 
245-247. 
Cover-glass, employment of, 271-272. 
> influence of, 65-68, 


„ ) 


„ 


and 


158-167. 
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Crystals, action of anisotropie erystalloid 
bodies, 319-341. 

o action of two superposed crystal- 
loid bodies, whose planes of 
vibration intersect obliquely, 
341-349, 

PR of amylodextrine, example of 
polarisation, 372-373. 

Herapathite, 310. 

Gmaienn of the Image-surface, 169. 

Image-surface, influence 
of Curvature of refract- 
ing surfaces upon, 75- 
78. 

Field-of-view, 64-65, 260. 

Field-of-view, Image-dis- 
tortion, so-called, 69- 
70. 

Field-of-view, _distin- 
guished from Image- 
distortion, 71. 

Field-of-view, 
tion of, 72. 

Field-of-view, in con- 
nexion with determin- 
ation of Magnifying- 

power, 178. 

Cylinder-diaphragms, 120. 

Cylinders, Hollow, 206-217, 349. 


„ 9; 


elimina- 


DEFINITION, Power of, 148, 149. 
Determination of Angle of Aperture, 


172-177. 

o Magnifying power and 
Focal length, 178- 
183. 

8) Cardinal points, 184- 
188, 


Diameters, equal, objects with, 363-365. 
Diaphragms, 120. 
Dicatopter, Hagenow’s, for drawing, 298. 
Diffraction in connexion with delineation 
of fine structures, 226-236. 
Diffractional action of Aperture of lenses, 
102-103. 
Diserimination, testing absolute power of, 
126-127. 
„ testing relative power of, 
140-147. 


Distance. See “ Focal,” “Object.” 
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Distortion, Image, 64 ; 68-78. 
distinguished from Cur- 
vature, 71, 
n elimination of, 72. 
See *“ Aberration,” “ Curvature.” 
Drawing of mieroscopie objects, 296-303. 
» _ Photomicrographie, 303. 


„ „ 


ELASTICITY, axes of, determination of, 
330-341. 
A ellipsoid orsurface of, 319-323. 


N »»  Phenomena of po- 
larisation in relation to, 
323-330. 
Elevations and Depressions, as opposed to 
dense and soft layers, 221-222. 
Eye, Chromatie Aberration of, 166-167. 
284540! 
3; fluetuations in 
power of, 37. 
5 Spherical Aberration in, 62. 


magnifying 


s correetion of Aberration in, 
72-75. 

Eye-piece, aplanatic and orthoscopie, 
43-45. 


» Campani’s (or Huyghens’), 35- 
42; 74; 78. 

9 Erecting, 45-46. 

» error of supposing that com- 
bined action of Field-glass 
and Eye-glass compensate 
defective Achromatism of 
Objeetive, 161-167. 

for elimination of distortion and 
curvature, 72. 

s Holosterie or solid, 44. 

Ramsden’s, 42-43 ; 74 ; 78. 

n Spectral, 47-48. 

hs micrometer, 179-181 ; 182. 
Eye-point, the, 40-42. 
Eyes, care of the, 273-274. 


FARRANTS, preparation of glycerine re- 
commended by, 282. 

Field of view, Brightness of, 84-90. 

Curvature of, 64-65 ; 260. 

Curvature of, in connexion 
with determination of 
Magnifying-power, 178. 

determination of diameter of, 
180. 


„ „ 


” 2) 


„ ’ 
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‘Field of view, extent of, 261. 
Flatness of, 64 ; 68-78. 
N testingthe, 168-169. 
Mlabnehs of the field of view, 64 ; 68-78. 
” testing the, 168-169. 
Focal length Definition, 1-2. 
and Angle of Aperture, 99- 
101, 
determination of, 181-183. 
opticalpower dependentupon, 
271. 
conjugate Focal lengths, 8-9 ; 


18. 
of a system of lenses, 8. 


of Objective-system, 27, 34. 

of refracting systems, 18, 33. 

Focnsing, 116-117. 

Frey (H.), improved Revolving-stage, and 
method of sealing, 285. 


”„ » 


Gauss (C.F.), his exposition of the laws 

of Refraction, 3 et seq., 24. 
Geissler’s moist chamber, 280. 

Globules, Oil, in water, 202-206. 

Glycerine as preserving medium, 282, 

Goniometer, the, 294-295. 

Goring, application to Microscope of 
Herschel’s distinetion between 
Defining and Penetrating power, 
91. 

“,, on Illumination, 104 (note), 

Grammatophora marina, 136, 138. 

RZ subtillissima, 137, 138. 
Granules, Reflexion of light by, 236-239. 
Gunnera scabra Ruiz et Pav., example of 

polarisation, 371-372. 


HARTING, his erroneous statement that 
irregularities of Centering 
are magnified as much as 
the object, 84. 

r his measurements of wire- 
gauze, 129 (note). 
5 method of drawing, 299. 


55 method of testing Chromatie 
Aberration, 159. 
5; proposed standard of unity in 
micrometric dimensions, 293. 
35 on illumination, 104 (note), 
er on Image distortion, 69, 


ann 
all 


on Limit of Discrimination, 
142 and note. 
Hartnack’s Analyser, 315. 
Eye-piece, 45, 50. 
and Prazmowski’s Polariser, 
309. 
Y, Stand, 122, 
Heldholtz on Limit of Diserimination, 
142, and note, 


Harting, 


„ 


$5 on Stereoscopioe effect _ of 
binoeular Microscopes, 225 
(note). 


Herapathite erystals in polarisation, 310. 

Hermetic sealing of objects, 283. 

Herschel’s distinetion between Defining 
and Penetrating power, 91. 

Hipparchia janira, 133, 138, 

Holosterie or solid Eye-piece, 44-45, 

Huyghens’ Eye-piece, 35.42. 


Illumination, 103-115, 268-271. 


er apparatus for, 118, 119, 

Er oblique, 110-111 ; 247-251. 

= with reflected light, 111-115. 

„ with transmitted light, 104- 
laut, 

” erroneous ideas of influence 


of, 104 (note). 
Image-distortion, 64 ; 68-78. 


% distinguished from cur- 
vature, 71. 
5 elimination of, 72. 
Images of wire-gauze as test-objects, 127- 
132. 


Interference phenomena, 226-247. 
Inulin granules, example of polarisation, 
372. 


KELLNER’s Orthoscopie Eye-piece, 44, 
Krafft’s Periscopie Eye-piece, 44, 


LABELS for objects, 287. 
Lamps used in determining Angle of Aper- 
ture, 173-177. 
Lantern Microscope, the, 267. 
Lateral displacement of coloured objec- 
tive images, 52. 
Layers, alternate, solid, and aqueous, 221. 
‚  dense and soft, elevations and de- 
pressions as opposed to, 221-222, 
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Lepisma sacchaninum, 133, 138. 
r ” for demonstration 
of diffraetion phe- 
nomena, 231. 
Lenses—Centering ofthe systems of, 79-84, 


3 cleaning and preservation of, 273. 
5 construction of, for elimination 
of Distortion and Curvature, 
Br) 
12. 
: difference and analogy between 


"an infinitely thin lens and 
given systems of, 4-9. 


# differential action of Aperture of, 
102-103. 

Eu in connexion with Illumination, 
107, 110. 


* testing the Centering of, 170-171. 
an Achromatie and Aplanatic, 54. 
8 Coddington’s, 262. 
= combination of, for determination 
of Cardinal points, 57-62, 184- 
188. 
condensing lens in Polarising 
Mieroscope, 304, 308. 
Pr Cylinder, 262-263. 
20 of Eye-pieces, 35-48, 63-65. 
an of Lantern Microscope, 267, 
08) of Objective, 27-34. 
” of simple Microscope, 256-266. 
See. ‘“ Aberration,” ‘‘ Angle of 
Aperture,” ‘“ Eye-piece,” ‘“‘ Focal 
length,” ‘‘ Illumination.” 
Level, differences of, 254-255. 
Lieberkühn Mirror, contrast to Illumina- 
tion, 114. 
Light, Interferenee of direct with re- 
flected, 240-243. 
Interference of refracted with re- 
flected, 244, 
Interference of refracted and direct, 
245. 
nr Interferenee lines caused by 
withdrawal of source of, 239- 
240. 
technical direcetions with regard to 
Illumination, 268-271, 
See ‘* Diffraction,” ““ Rays,” ‘“ Re- 
flexion,” ““ Refraetion.” 
Lister’s method of determining Angle of 
Aperture, 173-174. 
Lycena argus, 133 ; 138. 


„ 


INDEX, 


MAGNIFYING POWER, determination of, 


36, 37, 178-181, 


260. 
R ” for different ranges 
of sight, 37. 
Er selection'of, 271. 
Measurement of microscopie objects, 288- 


296. 
5 Units of, compared, 294. 
See ‘‘ Determination.” 
Membranes, bounded by one plane and 
one undulating surface, 


219-220. 

s bounded by parallel un- 
dulated surfaces, 220-221. 

s with small depressions or 
holes, 217, 219. 

” drawing of, 300, 302. 


Merz’s Spectral Eye-piece, 48. 
Micrometer, determination of diameter of 
Field-of-view by, 181. 
= determination of Focal length 
by, 181-183. 
8 determination of Magnifying 
power by, 179-181. 
er determination of Objective 
amplification by, 181. 
En Glass-, 238-291. 
En Screw-, 291. 
Eye-piece Serew-, 291. 
N ktonorunikhieem proposed standard of 
unity, 293. 
Microscope, optical power of, 90-101. 
” testing the, 126-188. 
» component parts of, 27-50. 


;s base, 120. 

55 diaphragms, 119, 

Is focusing, 116. 

re illuminating apparatus, 
118. | 

e length and position of the 


tubes, 120-121. 
5 object stage, 117. 


n placing the, 269. 

s stands of modern optieians, 
122-125. 

5; treatment, cleaning, &c., 
273. 

Ds Lantern, 267. = 


A Multocular, 48-50. 
Polarising, 304-319; 354 (note). 
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Microscope, Polarising, Nörrenberg’s, em- 
ployment of, 373- 
374. 
hs Simple, 256-266. 
‚See ““ Eye-piece,”’ *“Lenses,” ‘““Ob- 
jeetive.” 
Microtomes, 278. 
Mirror, general conditions and directions, 
269-270. 
‚»  Semmerring’s Single 
used for drawing, 298. 
‚  Illuminating, used with Polariser, 
310. 
Mohl on the influence of Cover-glasses on 
Objectives of medium power, 67. 
‚ his disapproval of movement of 
stage in focusing, 117. 
‚ his method of testing Chromatie 
Aberration, 159. 
‚, onthe position of the Nicol prism 
to the source of light, 310-311. 
„, on cylindrical structures, 352 
(note). 
screw-mierometer, 291-292. 
Meller Test-plates of, 138. 
Motion, phenomena of, 252-253. 
Mueller, (Otto), Limit of Diserimination, 
1er 
Multocular Microseopes, 48-50. 


Muscle, fibres of, example of polarisation, . 


372. 


NAcHET's Erecting Eye-piece, 46. 
ER stereoscopic binocular Micro- 
scope, 50 ; 224. 
Nawicula rhomboides, 137, 138. 
Needle for preparing specimens, 275. 
Nicol’s prism, 305-315. 
Nitzschia sigmoidea 137, 138. 
Nobert’s Test-plate, 139-140. 
Nodal-points, 8 
Nörrenberg’s Polarising Microscope, em- 
ployment of, 373-374. 


OBERHEUSER’S camera lucida, for draw- 


ing, 298. 
2 Cylinder-diaphragms, 120. 
55 Erecting Eye-piece, 45. 
15 Horse-shoe stand and 


Drum stand, 122. 


Reflexion, ° 
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Objeet-distance increased by approxima- 
tion of Refracting surfaces, 33. 
„ of objeetive-system, 34. 
Object-slide, Bourgogne’s, 287. 
„ stage, 117. 
Objective, the, 27-34. 
„> magnifying power of, not 
constant, 36-37. 
> of multocular Microscopes, 50. 
Sn combination of lenses in, 61. 
Objects, Air-bubbles in water, 191-202. 
. alternate solid and aqueous 
Layers, 221. 
5 eylindrical, 349-362. 
= Elevations and Depressions as, 
opposedto dense and softlayers 
221.222. 
” globules of Oil in water, 202-206. 
” Hollow spheres and Hollow ceylin- 
ders, 206-217. 
»»  Membranes with small depression 
or holes, 217-219. 
bounded by one plane 
and one undulating 
surface, 219-220. 
bounded by parallel un- 
dulated surfaces, 220- 
221. - 
on) sections opaque in conseqg. of con- 
taining air, how remedied, 279. 
7 spherical and oval, 362-366. 
with equal dia- 
meters, 8363- 
365. 
with one axis, 
365, 366. 
‚» action of anisotropic erystalloid 
bodies, viewed separately, 319- 
341. 
„» action of two superposed erystal- 
loid bodies, whose planes of 
‚ vibration intersect obliquely, 
341-349, 
„ &pparatus for turning the, 315- 
319. 
er delineation of the fine structure 
of, by interference, 226-236, 
ss drawing of, 296-303. 
“ measurement of, 288-296, 
% polarisation phenomena, collection 
of examples, 368-373, 
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Objects, preparation and treatment of 
specimens, 275-280, 
y preservation of specimens, 280-288. 
See ‘““ Crystals,” “ Liquid,” “ Mem- 
branes,” ‘“Solid,” ““ Substances.” 
Observation, microscopie, theory of, 189- 
255. 
Oil-globules in water, mieroscopie ob- 
servation of, 202-206. 
Optical Power, 90-92. 
Organic test-objects, 132-139. 
Orthoscopie Eye-piece, 44, 72. 
Oscillariece, observation of motion of, 252. 


Pacınr's liquid for preserving specimens, 
283. 

Periderm and Cutiele, example of polarisa- 
tion, 372. 

Periscopic Eye-pieces, 44. 

Photomierographie representation of ob- 
jeets, 303. 

Pinnnularia viridis, 134, 138. 

Pipette, the, 278. 

Plane of Adjustment, interferences in, 

240-247. 

Plane, Focal planes, and principal plane 
of an infinitely thin lens, 5. 

Principal, of compound Refracting 
systems, 6, 16. 

Principal and Focal, of Objective 
systems, 185-188. 

Plate, Rotating, 315-319. 

Pleurosigma angulatum, 134, 138. 

attenuatum, 135, 138. 

for _demonstra- 

tion of diffracetion 

phenomena, 234. 

5 balticum, 136, 138. 
Ploessl’s Aplanatie Eye-piece, 43. 
Points, Prineipal, of compound refracting 
systems, 6, 16. 
X Nodal, 8. 
Optical Cardinal, 9. 
determination of Optical Cardinal, 
23 ; (in tabular form); 184-188, 

Polarisation, phenomena of, 304-374. 

- in relation to 
the Ellipsoid 
of Elastieity, 

823-330, 
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Polariscopes, use of, 305, 
Polariser, the, 304-311. 
Power, Delining and Penetrating, 91-92, 
See *“ Magnifying,” ““ Optical.” 
Prisms, used for drawing, 298, 
H Foucault’s, 308-309. 
a Hartnack and Prazmowski’s, 309- 
310. 
er Nicol’s, 305-315. 
Pritchard’s lenses, 263, 264. 
Pseudoscopie effect in binocular Micro- 
scopes, 223-224, 


RAMSDEN’s Eye-piece, 42-43. 

Rays of direction, 8, 16. 

‚„  analytical determination of the 
path of, in refracting systems, 
9-23. 

determination of the distances of 
corresponding image-points from 
the axisin the case of any given 
inclination of the, 24-26. 

‚„„ refracted by Eye-piece, 34. 

course of, within Eye-piece, subse- 
quent to their emergence from 
Eye-glass, 39-42. 

means of dividing Pencil of, 48-50 ; 


223. 3 

‚„ in relation to brightness of field, 
84-90. 

„ „» Illumination, 103- 


115 ; 247-251. 
Aperture of effective cones of, 257- 
259. 
devices for drawing which project 
the, 298. 
Polarisation of, 304. 

See ““ Diffraction,” ‘‘ Illumination,” 
“Light,” ‘“ Reflexion,” ‘* Refrac- 
tion.” 

Razors for preparation of sections, 276. 

Reflector, Side-, 113 (note). 

Reflexions by small spheres, granules, fine 
threads, &e., and Interfer- 
ence phenomena thereby pro- 
duced, 236-239. 

Interference due to, 240-244. 

in drawing of mieroscopie ob- 
jeets, 297-303. 
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Reflexions in Polarisation, 305. 

Refracting surfaces, distances between, 
6, 33. 

property of re- 
unitingin a point 
rays. emanating 
from a point, 6. 

determination of 
Optical Cardinal 
points of, 23; 
184-188. 

Curvature of, in- 
fluence upon Cur- 
vature of Image- 
surface, 75-78. 

Er systems, analytical determina- 
tion of path of 
rays in, 9-23. 

Convergent and Di- 
vergeut systems, 17. 

determining Optical 
Cardinal-points of, 
23 ; 184-188. 

Refraction, as expounded by Gauss, 3 et 

seq., 24. 
5; Chromatic aberration, 50-53. 
.“ Interference due to, 244-247. 
55 Lateral Displacement of co- 
loured Objective images, 52. 
. Spherical aberration, 53-65. 

re of Eye-piece, 34, 

Riddell’s observation of pseudoscopie 
effect in his catoptrie binocular 
Mieroscope, 224, 

Robinson’s method of determining Angle 
of Aperture, 175-176. 

Rotation of objects, 315-319, er” 


„ > 


SCHACHT’S “Lehrbuch der Anatomie and 
Physiologie,” 301. 
Schieck’s Aplanatic Eye-piece, 44. 
Schleiden on Illumination, 104 (note), 
Schmidt’s (C.) Goniometer, 294-295, 
Schreder's Aplanatic Eye-piece, 44. 
Scissors for preparing specimens, 278, 
Sealing, hermetic, of objects, 283. 
Sections—See ““ Objects.” 
Seibert’s Periscopic Eye-piece, 44, 
Side-reflector, silver or parabolie, 113 (note), 
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Sight, short, in persons, differences in 
magnifying power caused by, 37. 
‚ comparison of magnifying powers 
for different ranges of, 37. 
Solid glass Eye-piece, 45. 
Scemmering’s Mirror, 298. 
Specimens—See “* Objects.” 
Spectral Eye-piece, 47-48. 
Spermatozoa, observation of motion of, 
252. 
Spheres, Hollow, microscopie observation 
of, 206-217. 
3» small, reflexion of light by, 236- 
239. 
Spherical Aberration, 53-65. 
Testing the, 
158. 
35 35 in Eye-piece, 62. 
Spiral-threads, drawing of, 302. 
Stachys spec., example of polarisation, 370. 
Stage, Object-, 117. 
Stands, construction of, 116-121. 
» of modern opticians, 122-125. 
Starch-grains, example of polarisation, 
372. 
Stilling’s method of drawing, 299. 
Substances, organised, on some structural 
peculiarities of, 366-368. 
Sugar-water as preserving medium, 283, 
Surirella gemma, 136, 138. 
Swarm-spores, observation of motion of, 
252. 


149- 


„ ” 


Tazus baccata L., example of polarisation, 


371. 
Test-objects, images of wire-gauze as, 127- 
132. 
s organic, 132-139, 


Test-plate, Nobert’s, 139, 140. 
Testing angle of aperture, 172-177. 
»,  Cardinal points, 184-188, 
»»  Centering, 170-171. 
»»  Chromatic Aberration, 158-167. 
»  Flatness of Field-of-view, 168-169. 
„» Focal length, 181-183. 
»»  Magnifying power, 178-181. 
»» Optical Power, 126-149, 
»» Power of Definition, 148-149. 
»»  PowerofDiscrimination, (absolute) 
126-140 ; (relative) 140-147, 
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Testing, Spherical Aberration, 149-158. 
Threads, fine, reflexion of light by, 236- 
239. 
sn spiral, drawing of, 302. 

Tolles’s Solid Eye-piece, 45. 

Tourmaline, employment of, in polarisa- 
tion, 809. 

Trifolium rubens L., example of polarisa- 
tion, 370. 

Tubes, Microscope, length and position of, 
120-121. 


VALENTIN, Object-stage with double 
Rotation, 319. 
Pr on Cylindrical Structures, 
352; (note). 
Valonia Zgagropila Ag., example of po- 
larisation 370. 
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Varnishes, for sealing, 286. 
Vegetable tissues, preservation of, 282-283, 


WATER, air-bubbles in, 191-202. 
‚  oil-globules in, 202-206. 
Welcker’s Rotating-plate, 316. 
Wenham’s method of determining Angle of 
Aperture, 174-175. 
= observation of pseudoscopie 
effectin his dioptrie binocular 
Microscope, 224. 
Paraboloid, 114 and note. 
Wire-gauze, images of, as test-objects, 
127-132. 
Wollaston on relative distances of lenses, 
264-265. 
Work-table, the, 274. 
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Elementary Text-Book of Zoology : By Pror. W. Craus 
(University, Vienna), edited by ADAM SEDGWICK, M.A., Fellow and Lecturer of 
Trinity College, Cambridge, assisted by F. G. HEATHCOTE, B.A. “ With 706 
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tion, and Protozoa to Insecta, 215. ; II. Mollusca to Man, 16s. 


““Itis thoroughly trustworthy and serviceable, and is very well got up. The 706 beautifully 
elear and most judiciously selected woodcuts enhance the value of the book incalculably, and there 
can be little doubt that it will be universally adopted as an elementary text-book.” — Atheneum. 


A Treatise on Animal Biology : By Apam Sepswick, M.A,., 
Fellow and Lecturer of Trinity College, Cambridge. [Ur preparation. 


Handbook of Entomology: By W. F. Kırpy, of the British 

‘ Museum. Illustrated with several hundred figures. Large square 8vo, cloth gilt, 
gilt top, 158. ce 

“It is, in fact, a suceinct encyclopzdia of the subject. Plain and perspicuous in language, 

and profusely illustrated, the insect must be a rare one indeed whose genus—and perhaps even whose 

species—the reader fails to determine without dificulty. . . . The woodcuts are so admirable 

as almost to cheat the eye, familiar with the objects presented, into the belief that it is gazing upon 


the colours which it knows so well. . . .. Advanced entomologists will obtain Mr. Kirby’s fine - 


volume as a handy book of reference; the student will buy it as an excellent introduction to the 
science, and as an absolutely trustworthy text-book.”— Knowledge. 


Dictionary of British Birds: By CoLoneL MonTAGUE. New 
edition. Edited by E. NEwMAn, F.L.S. Demy 8vo, cloth gilt, 7s. 6d. 


Elementary Text-Book of Botany: By Pror. W. 
PRANTL and S. H. Vınes, D.Sc., M.A., Fellow and Lecturer of Christ’s 
College, Cambridge. Fifth edition (1886). Illustrated by 275 woodcuts. Demy 
8vo, cloth, 95. 


Elementary Text-Book of Practical Botany: A Manual 

for Students. Uniform with the above. Edited from the work of PRroF. 

W. STRASBURGER, by Pror. W. HILLHOUSE, M.A., of the Mason College, 

Birmingham. Illustrated by a large number of new woodcuts. 8vo, 9s. 

[Just published. 

“ The chief features of the author’s work are the numerous well-selected types dealt with, and 

the thoroughness with which they are treated. . . . As might be expected, there is a masterly 

chapter on the study ofthe cell and nucleus and their division. . . . The work is illustrated with 

numerous excellent woodeuts. . . . As an exposition of.the new methods of botanical research, 
it is the best handbook we have yet seen, and should be at hand in every laboratory.”— Afhenzurn. 


Life Histories of Plants: With an Introduction to the Com- 
parative Study of Plants and Animals on a Physiological Basis. By ProF. D. 
MCALPINE. With over 1oo Illustrations and 50 Diagrams. Royal 16mo, 6s. 

‘“ An excellent manual for the young student of biology.”—Scofsmzan. _ g ai 

‘“ A piece of specialist’s work, with allthe marks of thoroughness and finish which should distin- 
guish it.” —S2. James’s Gazette. ie k 

“Very helpful in the hands of the laboratory worker.”—Botanical Gazette (Boston). 


Alpine Plants: Painted from Nature, by J. SEBOTH, with descrip- 
tive text by A. W. BENNETT, M.A., B.Sc. 4 vols., each with Ioo Coloured 
Plates. Super-royal I6mo, half Persian, gilt tops, each 255. 


Tourists’ Guide to the Flora of the Alps: Edited from 
the work of Pror. K. W. v. DALLA TORRE, and issued under the auspices of 
the German and Austrian Alpine Club in Vienna. By A. W. BENNETT, 
M.A., B.Sc. Elegantly printed on very thin but opaque paper, 392 PP-» 
bound as a morocco pocket-book, pocket size, 55. f 

“This handy little volume looks like a pocket-book, as it should, and constitutes a sort of 

botanist’s vade-mecum, affording short descriptions of most of the Alpine plants so dear to visitors. 

All the most interesting flowers of the Alps arehere. . . . The classification adopted is 

"the one most commonly met with in English floras, and the natural orders are old friends. . . . It 
is excellent for its purpose, and reflects great credit on all concerned.”— Atheneumn. 


History of British Ferns: By E. Newman, F.L.S. Third 

= Edition. er Demy 8vo, cloth, 18. A ‘“ People’s Edition ” of the 
above (Abridged), containing numerous lithographed figures. Fifth Edition. 
12mo, cloth, 2s, . 


Recent Scientific Books Published by SWAN SONNENSCHEIN & CO. 


An Elementary Text-Book of British Fungi: ByW. 
DE Liste Hay, F.R.G.S. With about 400 large Figures. Royal 8vo, cloth 
extra, gilt top, I5s., 

“A useful and trustworthy manual.’ —Scofsszan. B 

Flowers and Flower-Lore: By Rev. FIILDERIC FRIEND, F.L.S. 
Illustrated. Third edition in ı vol., 8vo, cloth extra, gilt top, 75. 6d. 

CONTENTS.—The Fairy Garland—From Pixy to Puck-—The Virgin’s Bower— 
Bridal Wreaths and Bouquets—Garlands for Heroes and Saints—Traditions 
about Flowers—Proverbs of Flowers—The Seasons—The Magic Wand—Super- 
stitions about Flowers—-Curious Beliefs of Herbalists—Sprigs and Sprays in 
Heraldry— Plant Names — Language of Flowers — Rustic Flower Names— 
Peculiar Usages—Witches and their Flower-lore. 


Moon Lore: By the Rev. TımoTHy HARLEY, F.R.A.S.. Illustrated by 
facsimiles of old prints and scarce wood-blocks. 8vo, cloth extra, gilt top, 75. 6d. 
CONTENTS. —Introduction— The Man in the Moon—The Woman in the 
Moon— The Hare in the Moon— The Toad in the Moon —Other Moon Myths— 
Moon Worship—Moon a Male Deity—Moon a World-wide Deity—Moon a 
Water Deity—Moon Superstitions—Lunar Fancies—Lunar Eclipses—Lunar 
Influences— Moon Inhabitation. 


Lunar Science: By the same Author. Supplementary to “Moon 
oresanaszede: 
“A very a and readable account of facts known about the Moon.” — Journal of Microscopy. 
“ Told in a popular and entertaining manner.” — Bookseller. { 
An Elementary Star Atlas: A Series of Twelve Simple Star 
° Maps, with Descriptive Letterpress, for the use of beginners with the telescope 
and naked-eye star-gazers. By the Rev. T. H. E. C. Espın, B.A., F.R.A.S., 
Special Observer to the Liverpool Astronomical Society. 4to, cloth, Is. 6d. 
“ T’'hese maps are of aconvenient and handy size, and theirarrangement is good.” — Atheneum. 
“A tempting popular introduction to the fascinating science of astronomy.”— School Board 
Chronicle. 
Bibliography, Guide and Index to Climate: By A. 
RAMSAY, F.G.S. With a few Woodcuts. Demy 8vo, cloth gilt, 16s. 


Tabular View of Geological Systems: By Dr. E. CLEmEnr. 


Crown 8vo, limp cloth, Is. 


he Naturalist’s Diary: A Day Book of Meteorology, Phre- 
nology, and Rural Biology. By CHARLES ROBERTS, F.R.C.S., L.R.C.P!, etc. 
With a Coloured Folding Flower Chart. 8vo, limp cloth, 2s. 6d. 
“A delightful device... .Will make every man his own White of Selborne.”— Saturday Review. 
The Dynamo: How Made and How Used. By S. R. BoTTonE. 
Second Edition, with 39 large Illustrations.” Crown 8vo, cloth, 2s. 6d. 


The Wanderings of Plants and Animals: By Pkor. 
VICTOR HEHN. Edited by J. STEVEN STALLYBRAsS. Denmy 8vo, cloth extra, 
gilt top, 16s. “ 

““ No more interesting work can be imagined. « . A profusion of learning is spent on every 
chapter ; at every turn some odd piece of classical lore turns up. Every student of nature, as well as 
every scholar, will be grateful to Mr. Stallybrass for his book. He gives them in their own tongue a 
great body of erudition and a collection ofstriking facts. The index is excellent, and particular atten- 


tion should be drawnttothenotes, whichare most valuable, and run to one hundred “—A 
(Rev. M. G. Watkins). r l er Seren 


. The Farmer’s Friends and Foes: A Popular Treatise on 
the various animals which favourably or adversely affect British Agriculture. By 
THEODORE WooD. Fully illustrated. Crown $vo. [Skorziy. , 


The Natural History and Antiquities of Selborne: 
By the Rev. GILBERT WHITE, M.A. The Standard Edition by BENNETT: 
Thoroughly Revised, with Additional Notes, by JAMES EDMUND HARTING, 
F.L.S., F.Z.S., Author of “A Handbook of- British Birds,” “ The Ornithology 
of Shakespeare,” etc. Illustrated with numerous Engravings by THOMAS 
BEWICK, HARVEY, and others. Thick 8vo, cloth extra, gilt edges, 7s. 6d. 


ee read without the most exquisite delight White’s History of Selborne ?”— Blackwood's 
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